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PURPOSE: To conduct a validation study of a Doppler guide wire for potential neuroendovascular 
applications. METHODS: A 12-MHz, 0 .018-inch Doppler guide wire was evaluated in eight swine 
under various blood flow conditions using two types of in vivo cerebrovascular models (physiologic 

and arteriovenous shunting). Flow conditions were mechanically and pharmacologically altered. 

Doppler average peak velocity was compared with volumetric blood flow , and flow profile 
corrections were calculated and analyzed. Qualitative aspects of the Doppler guide wire spectra 
were also assessed. RESULTS: Plots of average peak velocity versus volumetric blood flow showed 

excellent linear relationships (? >0.94), which were maintained at high flow conditions (average 
peak velocity, 99 to 236 em/ sec; volumetric blood flow , 392 to 889 ml/ min). Values of flow 

profile correction varied from 0.43 to 0.94 and showed no consistent relationship to changes in 
volumetric blood flow . CONCLUSIONS: The excellent correlation between average peak velocity 
and volumetric blood flow over a wide range of blood flow conditions and the additional qualitative 

information of the Doppler guide wire spectra establish a foundation for clinical implementation. 
The unpredictable variations of flow profile corrections remain obstacles for calculating volumetric 

blood flow based on Doppler guide wire average peak velocity. 

Index terms: lnterventional neuroradiology, experimental; lnterventional instrumentation, guide 
wires; Cerebral blood flow ; Ultrasound, Doppler; Animal studies 

AJNR Am J Neuroradio/15:509-517, Mar 1994 

Many cerebrovascular diseases encountered in 
neurointerventional practice are characterized by 
elevated blood flow through low-resistance arte
riovenous shunts. The pathophysiologic signifi
cance of these cerebral arteriovenous shunting 
lesions is attributable to direct and indirect effects 
of excessive blood flow on the brain and cerebral 
vasculature. Consequently, the fundamental goal 
of endovascular therapy of cerebral arteriovenous 
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shunting lesions is either to eliminate or reduce 
substantially the abnormal blood flow produced 
by arteriovenous shunting. 

Hemodynamic assessment of cerebral arterio
venous shunting lesions during endovascular 
therapy has been done conventionally by serial 
angiography. Although this method may be ade
quate for demonstrating gross hemodynamic 
changes, it is insensitive to less dramatic (yet 
possibly significant) alterations in blood flow. An
giographic assessment of blood flow also lacks 
quantitative precision and reproducibility because 
of its highly subjective nature and its susceptibil
ity to variability by technical factors (eg, rate of 
injection of contrast media , vessel selectivity, and 
streaming effect). 

Recently, measurements of intravascular pres
sure have been used to infer baseline and post
therapeutic hemodynamics of cerebral arteriove
nous shunting lesions during neurointerventional 
procedures (1-3). This method has some techni
cal and theoretical limitations, including inaccu-
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racies produced by dampening and direction of 
blood flow and uncertainty in the precise relation
ship between changes in upstream intravascular 
pressure and downstream blood flow (4). 

Quantitative methods of measuring blood flow 
within vessels involved with cerebral arteriove
nous shunting lesions, such as transcranial Dop
pler, stereoscopic digital subtraction angiogra
phy, and digital video densiometry, are also cur
rently available (5-7). Unfortunately, the practical 
implementation of these methods during neuroin
terventional procedures is extremely limited by 
several factors, including lack of vascular selec
tivity, inaccessibility of involved vasculature, and 
technical limitations in obtaining reliable and re
peatable measurements. 

Selective intravascular monitoring of blood 
flow within vessels involved with cerebral arteri
ovenous shunting lesions may be a desirable 
means to characterize these lesions more pre
cisely and objectively during neurointerventional 
procedures. This hemodynamic information 
could directly impact various therapeutic deci
sions, such as choice of embolic materials, selec
tion of appropriate polymerization time for liquid 
adhesives, need for flow arrest, and indications 
for staged embolization. Furthermore, selective 
intravascular hemodynamic monitoring could 
lead to refinements in assessing the impact of 
embolization of cerebral arteriovenous shunting 
lesions, which may improve staging emboliza
tions and establish objective therapeutic end 
points. 

A Doppler guide wire has been recently devel
oped and validated for interventional cardiology 
applications (8-14). Two validation studies (8, 9) 
showed excellent correlation between time-aver
aged peak velocity measured by the Doppler 
guide wire and volumetric blood flow. Early clin
ical studies also have shown the Doppler guide 
wire to be useful for assessing coronary collateral 
flow, hemodynamic significance of marginal ste
noses, and efficacy of coronary angioplasty (9-
14). 

Clinical use of the Doppler guide wire for neu
rointerventional procedures has not been previ
ously attempted to our knowledge. Unlike its 
conventional use in interventional cardiology, the 
Doppler guide wire usually would be used for 
demonstration of either relative or absolute 
changes in volumetric blood flow in a very wide 
range of hemodynamic conditions. This wider 
hemodynamic range will be the result of marked 
baseline elevations and posttherapeutic fluctua-
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tions in volumetric blood flow that are character
istic of cerebral arteriovenous shunting lesions. 
Consequently, it is anticipated that large changes 
in average peak velocity and significant laminar 
flow disturbances will be encountered, which are 
not usually seen in the coronary circulation. 

The Doppler guide wire could be implemented 
for neurointerventional hemodynamic monitoring 
in two ways. First, the device could be used to 
assess relative changes in volumetric blood flow 
by observing parallel changes in measured aver
age peak velocity. If a linear relationship exists 
between average peak velocity and volumetric 
blood flow, then observed changes in average 
peak velocity in a vessel will be directly propor
tional to changes in volumetric blood flow. Sec
ond, the Doppler guide wire could be used to 
derive absolute values of volumetric blood flow 
based on measurements of average peak velocity. 
This method has been previously described and 
tested (8, 9) in which volumetric blood flow is 
calculated from measurements of average peak 
velocity and internal diameter of the vessel (to 
calculate cross-sectional area of the vessel). This 
method of calculating volumetric blood flow must 
also take into account laminar profile of flowing 
blood within the vessel, because Doppler meas
urements of blood flow velocity are obtained from 
the leading edge of a flow field (which usually has 
a parabolic configuration) and thus systematically 
overestimates true average peak velocity. With
out correcting for laminar flow profile, calcula
tions of volumetric blood flow will always over
estimate true volumetric blood flow. Previous 
studies (8, 9) have used empiric estimations of 
laminar flow profile to make such calculations, 
although it is uncertain how stable laminar profile 
is under a variety of different flow conditions. 

Thus, a validation study was performed to 
compare the relationship between average peak 
velocity and volumetric blood flow in a wide range 
of flow conditions that occur in clinical neuroin
terventional practice. This validation study also 
evaluated the range and variability of laminar 
flow profile that may be encountered clinically in 
order to determine the feasibility of making ac
curate calculations of volumetric blood flow 
based on measurements of average peak velocity 
and vessel internal diameter. 

Materials and Methods 

The Doppler guide wire (Fiowire, Cardiometries, Moun
tain View, Calif) consists of a 12-MHz piezoelectric ultra-
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sonic transducer mounted on the tip of a 175-cm-long 
flexible and steerable 0.018-inch (0.46 mm) guide wire (Fig 
1 ). The distal flexible coil portion of the guide wire is 
available in 15-, 30-, and 45-cm lengths. The ultrasonic 
beam diverges approximately 14° from the axis of the 
transducer with a range gate depth of 5 mm and gate 
integration distance of 1 mm. These specifications produce 
an estimated axial sample diameter of 2.5 mm and sample 
volume of 5 mm3

. The pulse repetition frequency varies 
between 12-96 kHz with a burst length of 1 microsecond. 
The pulsed Doppler signals are processed by a real-time 
spectrum analyzer (Fiowmap, Cardiometries, Mountain 
View, Calif) , using a fast Fourier transform at a rate of 100 
spectra per second. The data are displayed on a scrolling 
gray-scale monitor in standard spectral wave form format. 
On-line computation of time-averaged spectral peak veloc
ity, instantaneous maximal peak velocity, pulsitility index, 
and other spectral-derived parameters are also available. 

The experiments were performed in accordance with 
guidelines for the use of laboratory animal subjects in 
research by the University Chancellor 's Animal Research 
Committee and the National Institutes of Health. Eight red 
Duroc swine were first sedated with intramuscular diaze
pam (0.5 mg/kg) and ketamine (20 mg/ kg). After intuba
tion, general anesthesia was induced and maintained with 
continuous inhalation of 1% to 1.5% halothane. 

Each experiment consisted of creating one of the follow
ing two types of in vivo validation models per swine. The 
first model was created to simulate a range of physiologic 
blood flows within a normal vascular circuit. This was 
accomplished by surgically exposing a long segment of the 
common carotid artery to which an ultrasonic volumetric 
blood flow probe (Transonic Systems, lthica, NY) was 
externally applied. The ultrasonic volumetric blood flow 
probe uses a novel method of volumetric integration of 
pulse transit time to measure volumetric blood flow (15). 
The probe used for this study operates at 2.4 MHz and is 
precalibrated and self-zeroing. A thumb-screw arterial 
clamp was applied in the distal common carotid artery to 
vary volumetric blood flow measured by the probe (VBF p). 

A second model was created to simulate blood flow 
conditions produced by an arteriovenous shunt. This ob
jective was accomplished by a similarly constructed model 
with the addition of an arteriovenous fistula. Using standard 
microsurgical technique, a side-to-side anastomosis was 
created between the common carotid artery and the exter-
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nat jugular vein with a running 7-0 prolene suture. The 
volumetric blood flow probe was placed at least 1 em 
proximal to the fistula and the tip of the Doppler guide 
wire placed 1 em proximal to the probe. 

In both models a 4-F guiding catheter was used for 
selective catheterization of the most proximal portion of 
the common carotid artery. A calibration marker was 
placed adjacent to the segment of the common carotid 
artery that was studied by the Doppler guide wire . Antico
agulation was induced (heparin 8000 U initially followed by 
1000 U/ h, intravenous bolus). Flow conditions in both 
models were also changed by infusion of intravenous do
pamine (10-20 meg/ kg per min) and cross-clamping the 
contralateral common carotid artery . Angiography was 
performed just before and after each Doppler guide wire 
measurement to confirm proper positioning of the Doppler 
guide wire and provide a means for measurement of vessel 
internal diameter in a single projection plane. 

The Doppler guide wire was advanced 2.5 em beyond 
the guiding catheter to ensure that disturbances in laminar 
flow produced by the 4-F catheter were minimized within 
the common carotid artery (this distance is greater than 
the ideal theoretical requirement of 20 diameters needed 
for reestablishment of undisturbed laminar flow from a 
point of its interruption). Similarly, the 5-mm range gate 
depth used by the Doppler guide wire transducer was within 
10 diameters for minimizing disturbances of laminar flow 
produced by the Doppler guide wire itself. 

For the first six experiments, Doppler guide wire average 
peak velocity was compared to VBF p. Experiments 1 and 
2 used the low flow model, and experiments 3 to 6 used 
the high-flow arteriovenous fistula model. Measurements 
were obtained by intermittent switching of the volumetric 
blood flow probe and Doppler guide wire to eliminate cross
coupling interference. When stable flow conditions were 
achieved by any of the above-described maneuvers, 10 
measurements of average peak velocity were obtained 
within a 30-second interval, which was immediately fol
lowed by 10 measurements of VBF P within an additional 
30-second interval. These consecutive measurements of 
average peak velocity and VBFP obtained over a 1-minute 
period of time were then averaged to obtain a set of data 
points for regression analysis. 

Measurements of average peak velocity (APV) and VBF P 
were compared for each experiment by use of linear regres
sion (Statview 512+, Abacus Concepts, Calabasas, Calif.) 

Fig. 1. Diagram of Doppler guide wire. 
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in which ? , slope, and y-intercept were calculated. A 
calculated volumetric blood flow (VBF c) was obtained from 
Doppler guide wire measurements of average peak velocity 
and vessel internal diameter based on single plane angiog
raphy , using the following formula: VBFc = average peak 
velocity X 7r(D/ 2f This formula incorrectly assumes the 
existence of plug flow for the calculation of VBFc. An 
empiric correction for laminar flow profile (ideal value of 
0.5) was intentionally not used. Rather, the VBFc was 
compared with VBFp (VBFp/ YBFc) to derive directly a 
laminar flow profile coefficient for each pair of measure
ments. It was our intention to see if the laminar flow profile 
coefficient significantly varied in these experiments. Both 
linear and polynomial regression analysis were used to 
compare VBF P with the laminar flow profile coefficient for 
each experiment. 

A separate study using another arteriovenous fistula 
model (experiment 7) was performed to compare simply 
both qualitative and quantitative Doppler spectra derived 
from the Doppler guide wire with that obtained from an 
external duplex scanner. A duplex color Doppler device 
(Uitramark 9) with a 5.0-MHz linear-array transducer was 
used. To ensure that the same segment of the common 
carotid artery was studied by both systems, duplex color 
Doppler imaging was performed with the Doppler guide 
wire in position. This allowed the tip of the Doppler guide 
wire to be used as a marker for proper sampling by the 
duplex color Doppler device. Optimal visualization of the 
common carotid artery segment was first achieved with 
color flow imaging and was immediately followed by ac
quisition of Doppler spectra with the duplex color Doppler 
device and Doppler guide wire. Intermittent switching of 
the devices was necessary to avoid cross-coupling interfer
ence. Maximum peak velocities were compared in this 
experiment because these measurements were more read
ily available from the duplex color Doppler device. As in 
the previous experiments, volumetric blood flow was varied 
with the thumb-screw arterial clamp. 

A final experiment (experiment 8) was performed using 
an arteriovenous fistula model in which hemodynamic 
conditions were varied to study the qualitative and semi
quantitative spectral data from the Doppler guide wire. This 
was accomplished by temporary clamping of the proximal 
and/ or distal portions of the external jugular vein and the 
previously described mechanical and pharmacologic ma
nipulations used in the other models. These manipulations 
caused predictable qualitative changes in downstream re
sistance, flow disturbance, and flow profile. 

An estimate of the effective downstream vascular re
sistance was calculated as follows. Intravascular pressure 
measurements (P) were made proximally in the common 
carotid artery at the location of the tip of the Doppler guide 
wire and distally within the segment of the internal jugular 
vein immediately adjacent to the fistula site. The effective 
downstream vascular resistance was then calculated using 
the formula ~p / VBF P X 1333 (to convert to units of dyne
sec/ cm3). These calculated values of effective downstream 
vascular resistance were then compared with the inferred 
relative changes in effective downstream vascular resist-
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ance reflected by changes in pulsatility index and acceler
ation measured by the Doppler guide wire. On-line com
putation of changes in pulsatility index (CPI) was performed 
using the formula: CPI = MPV - minimum instantaneous 
peak velocity/average peak velocity over a period of two 
cardiac cycles. The acceleration was an on-line measure
ment of the slope of temporal change in instantaneous 
peak velocities for a given maximum pulse velocity (ie, the 
acceleration of upstroke in m/sec2

) . It was anticipated that 
decreases in effective downstream vascular resistance are 
usually associated with decreases in change in pulsatility 
index and acceleration. 

The relative degree of flow disturbance (turbulent blood 
flow) was first characterized by duplex color Doppler and 
direct visualization through the venous pouch of the arte
riovenous fistula. Increases in flow disturbance were ex
pected to be reflected by the presence of Doppler guide 
wire spectral broadening. Finally, changes in flow profile 
were assessed by changes in the instantaneous frequency 
shift spectrum, in which the loss of low-frequency spectra 
were expected to correspond to a flattened parabolic flow 
profile. 

Results 

Baseline measurements of the common carotid 
artery internal diameter for each experiment were 
as follows: experiment 1, 3 mm; experiment 2, 3 
mm; experiment 3, 3.5 mm; experiment 4, 3.3 
mm; experiment 5, 5 mm; experiment 6, 2.9 
mm. During the acquisition of the various sets of 
average peak velocity and VBF P in each experi
ment, no measurable change in the single-plane 
internal diameter of the common carotid artery 
occurred. The averaged values of average peak 
velocity and VBF P for each data set showed very 
small standard errors (less than ±2%) which were 
neglected for regression analysis. In two of the 
high-flow models (experiments 3 and 6) some 
difficulty was encountered in achieving incremen
tal stable flow conditions. Consequently, fewer 
data sets of average peak velocity versus VBF P 

were obtained. 
Plots of VBF P versus average peak velocity in 

each experiment showed excellent linear relation
ships (Fig 2), with l values varying from 0.94 to 
0.998. Only at extremely low flow states (VBfP 
<10 mL/min) was there a trend toward consid
erable disparity between VBF P and average peak 
velocity. The linear relationship between VBF P 

and average peak velocity was maintained at 
highly elevated flow conditions in the arteriove
nous fistula models, in which VBF P varied from 
392 to 889 mL/min (vessel internal diameter, 2.5 
to 3.2 mm), with corresponding average peak 
velocity varying from 99 to 236 em/sec. In a 
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y = 3.206x - 5.071, A-squared: .997 y = 3.9 1h + 45.028, A-squared: .939 Fig. 2. Linear regression plots of VBFP 
and average peak velocity (experiments I to 
3 in the first column , 3 to 6 in the second 
column). 
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separate arteriovenous fistula model used for as
sessing qualitative and semiquantitative spectral 
data from the Doppler guide wire, a maximal 
stable VBFP of 1100 mL/min produced a corre
sponding average peak velocity of 303 em/sec 
in a 3-mm common carotid artery . 

As expected, the VBFc was always greater than 
VBF P because of the parabolic flow profile of 
flowing blood. The laminar flow profile coefficient 
values calculated from the ratio of VBFP/VBFc 
varied significantly from 0.43 to 0.93. These 
variations occurred in both individual and differ
ent models and appeared to be unrelated to vessel 
internal diameter . Comparisons of laminar flow 
profile coefficient with VBF P using linear and 
polynomial regression showed a variety of differ
ent, unpredictable relationships (Fig 3). 

In experiment 7 the continuous spectral display 
from the Doppler guide wire was similar to those 
generated by simultaneously obtained external 
duplex color Doppler of the common carotid 
artery at five different rates of volumetric blood 
flow. Measurements of maximum peak velocity 
with the duplex color Doppler device were 90, 
180, 210, 230, and 275 em/sec, which corre
sponded to values of 80, 179, 188, 246, and 249 
em/sec obtained with the Doppler guide wire, 
respectively. The appearance of the Doppler 
guide wire spectra was also very similar to that 

/II.PVIcmlsoc) 

of the duplex color Doppler at all five flow rates 
(Fig 4) . 

Spectral analysis of the Doppler guide wire in 
experiment 8 showed good qualitative and semi
quantitative insight into the degree of effective 
downstream vascular resistance (Table 1 ). A con
sistent decline in Doppler guide wire change in 
pulsatility index and acceleration mirrored de
creases in qualitative and quantitative estimates 
of effective downstream vascular resistance. 
Spectral analysis also provided accurate qualita
tive insight into changes in the nature of laminar 
blood flow within the arteriovenous fistula model 
of experiment 8. Significant disturbances in lam
inar blood flow were produced at higher values 
of VBF P• which were subjectively assessed by 
direct inspection and observation from real-time 
color flow duplex color Doppler imaging. These 
blood flow disturbances were nicely detected by 
the Doppler guide wire demonstration of spectral 
broadening (Fig 5A). At the highest VBFP values , 
the Doppler guide wire spectra showed a loss of 
the lower and intermediate frequency shifts, 
which indicated a relatively flattened parabolic 
flow profile seen in plug flow (Fig 58). 

Discussion 

A linear relationship between average peak 
velocity and volumetric blood flow occurred over 
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Fig. 3. Linear and polynomial regres
sions plots of VBF P and correction coeffi
cient (VBFP/VBFc). 
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a wide range of blood flow conditions in both 
types of validation models. In all regression plots 
there was excellent correlation, as indicated by 
the large ? values (~0.939) . In two experiments 
(3 and 6), a smaller number of data pairs were 
obtained because of lack of hemodynamic stabil
ity of the arteriovenous fistula models. This re
sulted in a skewed clustering of data pairs, which 
potentially produced influential points within the 
regression plots. These influential points could 
bias the apparent linear relationships observed in 
these experiments. This is probably not a major 
problem, however, because the other plots with 
more even distribution and larger numbers of 
data pairs showed comparable linearity. 

Most importantly, the linear relationship be
tween average peak velocity and volumetric 
blood flow was maintained in arteriovenous 
shunting conditions. These high-flow conditions 
are the most important factor that can adversely 
affect the performance and reliability of the Dop
pler guide wire. 

Fig. 4. Example of simultaneously obtained duplex color Dop
pler (A) and Doppler guide wire (B) spectra. 

It must be emphasized that linearity between 
average peak velocity and volumetric blood flow 
is dependent upon the assumption that no signif
icant changes in vessel internal diameter occur 
between measurements: according to the princi
ple of conservation of flow field (at equilibrium), 
any change in vessel internal diameter will pro-
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TABLE 1: Comparison of effective downstream vascular resistance with pulsatility index and 

acceleration in four flow conditions of an arteriovenous fistula model 

Effective 
Average 

Downstream 
Peak 

Flow VBFp .::lP Vascular Pulsatility Acceler-
Velocity 

Condition (ml/min) (mmHg) Resistance Index ation 
(em/ 

(dyne-sec) 
sec) 

cm3 

A 118 9 102 1.6 18.9 30 
B 508 35 92 0.81 12.0 117 
c 785 43 73 0.39 9.18 189 
D 1100 30 36 0.2 4.2 303 

A indicates temporary clamping of the arteriovenous fistula; B. temporary clamping of the distal internal 

jugular vein; C, partial clamping of proximal common carotid artery with dopamine; D. undamped arteriovenous 

fistula and cross-clamped contralateral common carotid artery. 

A 

·~ · ....... , ... . · r- ptt• "' · -- - ,., ,_. ., .~ 0 

60+ 

B 

Fig. 5 . A, Example of detection of disturbance in laminar blood 
flow in an arteriovenous fistula model by spectral broadening in 
the Doppler guide wire spectra. 

8, Example of detection of flattening of normal parabolic flow 
profile in a high-flow arteriovenous fistula model by loss of lower 
frequency spectra. 

duce an inversely proportional change in flow 
velocity. This could be a potential pitfall of clinical 
use of the Doppler guide wire, because intracra-

nial arteries may exhibit significant vasoreactivity 
in response to changes in blood pressure, carbon 
dioxide, and so forth. 

Only a few studies have documented the range 
of blood flow velocities occurring in cerebral 
arteriovenous malformation eders. Nornes et al 
(16, 17) reported intraoperative Doppler mean 
velocities of arteriovenous malformation feeders 
in the range of 17 to 73 em/sec; Lindgaard et al 
(18) reported considerably higher values ranging 
from 75 to 237 em/sec. These arteriovenous 
malformation feeder blood flow velocities are well 
within the range of Doppler guide wire average 
peak velocities produced in these experiments. 

It is well known that VBFc consistently over
estimates true volumetric blood flow because of 
parabolic flow profile. The correction coefficient 
for parabolic flow, however, is not relatively con
stant at 0.5 as has been often previously assumed 
(8, 9) but varies significantly (in this study from 
0.43 to 0.94) according to undefined factors ef
fecting flow conditions. Unfortunately, as shown 
in Figure 3, the correction coefficient showed no 
consistent relationship with average peak velocity 
(and thus volumetric blood flow) , making it im
possible simply to adjust the correction coeffi
cient based on average peak velocity measure
ments. Thus, the uncertainty in the correction 
coefficient would lead to large unpredictable er
rors in VBFc, which currently makes the second 
proposed use of the Doppler guide wire less 
acceptable. 

The spectral data from the Doppler guide wire 
correlated well with simultaneously obtained du
plex color Doppler spectra, further validating the 
quality of the Doppler guide wire spectra. Infor
mation obtained from Doppler guide wire spectral 
analysis provided additional useful hemodynamic 
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information, such as direction of blood flow, dis
turbances in laminar blood flow, and effective 
downstream vascular resistance. As shown in 
Table 1, change in pulsatility index and acceler
ation accurately reflected relative changes in ef
fective downstream vascular resistance. This 
qualitative information may be useful for provid
ing further objective insight into the pathophysi
ology and clinical behavior of cerebral arteriove
nous shunting lesions. 

There are additional limitations of this study 
and the proposed clinical implementation of the 
Doppler guide wire. Previous validation studies 
(8, 9) have shown that inaccuracies in measure
ments of average peak velocity and its relation
ship to volumetric blood flow can occur in very 
tortuous vessels or near branches arising from a 
parent vessel. This can be attributed to well
known flow disturbances that occur in these 
situations (19). Although not addressed in the 
current study, the inability of average peak ve
locity to reflect volumetric blood flow in tortuous 
or branching vessels accurately can be a potential 
problem in some clinical cases in which increased 
tortuosity has occurred in a feeding pedicle of a 
cerebral arteriovenous shunting lesion. 

Another potential limitation of the Doppler 
guide wire is the requirement for careful and 
consistent positioning of the Doppler guide wire 
within the central portion of a vessel to optimize 
signal. Thus, the comparability of Doppler guide 
wire measurements at different times may be 
suspect if the guide wire position significantly 
differs . Although this problem has not been sys
tematically addressed in this study or previous 
validation studies, the issue of comparability and 
reliability of Doppler guide wire measurements 
may be an issue in large, tortuous, and irregularly 
shaped vessels (8). 

For normal, essentially nontapering segments 
of the swine common carotid artery, we assumed 
cross-sectional symmetry of the internal diameter 
when calculating cross-sectional area. This may 
have introduced error in calculating VBFc and the 
correction coefficient, although it is likely that 
these errors are systematic and would not signif
icantly alter relative changes in the correction 
coefficient observed in this study. 

Assuming no significant change in vessel inter
nal diameter when single or multiple Doppler 
guide wire measurements are obtained is also a 
potential source of error when one is making 
inferences of blood flow based on measurements 
of average peak velocity. This problem can be 
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partly overcome by measuring the vessel internal 
diameter at the time of each Doppler guide wire 
measurement and then calculating the VBF c· 
However, this is not entirely satisfactory because, 
as demonstrated in this study, significant uncer
tainties in the correction coefficient may occur 
that can introduce errors in VBFc. The problem 
of vessel internal diameter change may not be 
serious in actual clinical practice, however; it is 
well known that pedicles supplying cerebral ar
teriovenous shunting lesions often lose much of 
their normal vasomotor reactivity. 

The size and proximal shaft stiffness of the 
0.018-inch Doppler guide wire limits its overall 
utility for neurointerventional applications; it can
not be used with commonly used microcatheters 
and is unsuitable for safely navigating through 
the proximal intracranial arteries. The 0.018-inch 
Doppler guide wire is suitable, however, for use 
in the extracranial brachiocephalic arteries and 
possibly the larger posterior fossa dural sinuses. 
A prototype 0.014-inch Doppler guide wire has 
recently become available; it is compatible with 
the most frequently used neurovascular micro
catheter (Tracker 18, Target Therapeutics, Fre
mont, Calif). Our laboratory has recently con
ducted technical feasibility and performance 
studies with this new Doppler guide wire and 
have found it to have very favorable mechanical 
characteristics compared with other commer
cially available micro-guide wires (20). Thus, far 
broader applications of this device may now be 
possible. 

We believe that intravascular blood flow veloc
ity monitoring will provide valuable hemody
namic information that can be used for more 
precise and detailed pretreatment characteriza
tion of cerebral arteriovenous shunting lesions. 
Such hemodynamic characterization may en
hance our understanding of the pathophysiology 
of these lesions, leading to an improved ability to 
predict clinical behavior, prognosis, and response 
to therapy. Furthermore, this type of hemody
namic monitoring can be used for objective, 
quantitative assessment of therapeutic efficacy. 
This may be especially useful in situations in 
which staged embolization is desirable or neces
sary. 

We envision incorporating the Doppler guide 
wire into the peritherapeutic hemodynamic mon
itoring regimen of patients undergoing various 
neurointerventional procedures. The Doppler 
spectral blood flow data derived from the Doppler 
guide wire will provide an added dimension of 
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insight into the overall conditions of a flow field 
system. This ability to quantify blood flow within 
a blood vessel in combination with intravascular 
pressure measurements can enable investigators 
to define more completely a given flow field 
system, because two of the three basic compo
nents of the flow equation (L1P = Q X R) will be 
known. 
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