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Summary: Using an MR-guided stereotactic technique , we dem
onstrated that the points of insonation during transcranial Dopp
ler examinations are the midpoints of the Ml and Al segments 
of the middle and anterior cerebral arteries, respectively. 
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Magnetic resonance (MR)-guided stereotac
tic techniques that allow precise in vivo ana
tomic location have recently been developed 
(1). Using such a system, we tested the hypoth
esis that we are insonating from the midpoints 
of the M 1 segment of the middle cerebral artery 
and A 1 segment of the anterior cerebral artery 
during clinical hand-held transcranial Doppler 
examinations. We also compared our routine 
maximum mean linear blood flow velocity 
(peak velocity) measurements with those ob
tained using the MR-guided stereotactic tech
nique. 

Methods 

Transcranial Doppler studies were carried out on five 
healthy volunteers (mean age, 34.7 ± 6.7 years) with a 
hand-held 2-MHz pulsed-wave Doppler probe (Transpect, 
Medasonics , Fremont, Calif) using criteria for vessel iden 
tification detailed previously (2) . The depth of insonation 
and peak velocity were recorded for each vessel. 

Each subject was then fitted with a thermoplastic face 
mask. Transcranial Doppler studies were again performed 
using conventional MR-guided stereotactic technique with 
a Brown-Roberts-Wells (Radionics , Burlington, Mass) ste
reotactic head ring , a Cosman-Roberts-Wells (Radionics) 
arc frame, and a specially fabricated probe adapter. A 
1.5-T MR instrument (General Electric Medical Systems, 
Milwaukee, Wis) was used to obtain contiguous 3- to 
4-mm-thick gradient-echo images (34-51 /1 3-15/2-4 
[repetition time/echo time/excitations], 30° flip angle). 

Received September 17, 1993; accepted after revision January 24, 1994. 

Results 

All 20 vessels sought were found with both 
techniques. The mean difference between the 
hand-held and MR-guided stereotactic peak ve
locity of individual vessels ranged from 4.2 to 
7.4 cm/s, whereas the mean difference in depth 
of insonation ranged from - 0.8 to 1.2 mm. 

There was no significant difference between 
the hand-held and MR-guided stereotactic 
depth of insonation for either the individual ves
sels or the aggregate. However, peak velocity 
aggregate data indicated that hand-held mea
surements were significantly yet systematically 
greater (5.6 cm/s) than MR-guided stereotactic 
measurements (P = .0022, Wilcoxon Signed
Rank Test) . 

In aggregate , the correlations between MR
guided stereotactic and hand-held depth of in
sonation and peak velocity were excellent ( r = 
.96 and r = .88, respectively). Our aggregate 
data ( n = 20) demonstrated a power of 80% to 
detect a difference in depth of 0. 7 5 mm between 
the hand-held and MR-guided stereotactic tech
niques (l = 4 .22 mm; r = .96). 

Discussion 

To identify a cerebral vessel confidently with 
conventional transcranial Doppler, one must 
know the cranial window used , the angle of in
sonation , the depth of the sample volume , the 
direction of flow in relation to the transducer, the 
spatial relationship of the vessel in reference to 
the bifurcation of the internal carotid artery , and 
the response to common carotid artery com
pression and/or oscillation maneuvers. These 
criteria seem to be adequate for experienced 
operators as evidenced by minimal intraob-
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server and interobserver variabilities (3). Ana 
tomic studies in cadavers have been used to 
validate the transcranial Doppler examination 
(4, 5). There have been limited attempts to 
validate these criteria in vivo (6, 7). Recently, 
direct imaging of the basilar vessels with tran
scranial color duplex sonography has become 
possible (8). 

The systematically greater peak velocity ac
quired with the hand-held technique in our 
study is probably secondary to small inaccura
cies in location of coordinates with resultant 
sampling from off-center regions of vessel flow 
that have lower velocities. 

In conclusion, we have confirmed that using 
traditional hand-held transcranial Doppler cri
teria, the midpoints of the M 1 segment of the 
middle cerebral artery and the A 1 segment of 
the anterior cerebral artery are reliably lo
cated. 
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