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Mass Screening for Retrocochlear Disorders:
Low-Field-Strength (0.2-T) versus

High-Field-Strength (1.5-T) MR Imaging

Frédérique Dubrulle, Julia Delomez, Alireza Kiaei, Pierre Berger, Christophe Vincent,
François-Michel M. Vaneecloo, and Laurent Lemaitre

BACKGROUND AND PURPOSE: In patients with clinical symptoms suggestive of a retroco-
chlear disorder, contrast-enhanced T1-weighted spin-echo (SE) high-field-strength MR imag-
ing is considered the criterion standard in assessing vestibular schwannoma. However, only
10–20% of its findings are pathologic. Our purpose was to prospectively compare the perfor-
mance of low-field-strength MR imaging in screening for retrocochlear disorders, with high-
field-strength MR imaging as the criterion standard.

METHODS: A total of 287 patients with suspected retrocochlear disease underwent axial
1.5-T MR imaging with a T1-weighted SE sequence before and after contrast enhancement and
with a high-resolution T2-weighted construction interference in steady state sequence. At
immediate follow-up, the same patients underwent axial 0.2-T T1-weighted SE imaging without
additional contrast enhancement. Results were classified as negative, positive, or uncertain and
were analyzed in light of the patients’ clinical symptoms.

RESULTS: MR imaging at 1.5 T depicted 63 disorders (21.95%), including 53 schwannomas,
three other tumors, and seven other disorders (ie, gadolinium-enhancing inner ear, facial nerve, or
meninges). MR imaging at 0.2 T showed evidence of 58 disorders; five disorders were not detected,
although all schwannomas and other tumors were seen, including those smaller than 2 mm, and
only two (28.6%) of the other disorders were detected. When correlated with clinical data, results
showed that the five undetected disorders occurred in patients with unusual clinical signs.

CONCLUSION: MR imaging at 0.2 T provided high sensitivity in detecting vestibular
schwannoma of the internal auditory canal or cerebellopontine angle; it can be used for mass
screening for this disease. Positive and uncertain imaging findings should be followed up with
high-field-strength MR imaging.

Vestibular schwannoma is the most common mass of
the internal auditory canal (IAC) and the cerebel-
lopontine angle (CPA) that is responsible for unilateral
sensorineural hearing loss (1, 2). Contrast-enhanced
T1-weighted spin-echo (SE) high-field-strength MR
imaging has rapidly become the accepted criterion stan-
dard for the evaluation of vestibular schwannoma (3–5).
However, the frequency of positive MR findings in
cases in which clinical circumstances suggest a vestib-
ular schwannoma is low; only 10–20% of the results
are pathologic (3–7). Therefore, high-field-strength

MR imaging findings are often normal in patients
with these schwannomas, and many authors have
searched for a method that reduces imaging time and
cost (1, 3, 5, 8)

The object of our study was to compare the diag-
nostic results of low-field-strength (0.2-T) and high-
field-strength (1.5-T) MR imaging of the ear in detect-
ing retrocochlear diseases. We were mainly looking for
tumors of the IAC or CPA, in particular, vestibular
schwannoma. The purpose of the study was to com-
pare the sensitivity of both techniques in detecting
small tumors (intracanalicular vestibular schwanno-
mas smaller than 5 mm) in the same patients. We
sought to answer the question: Can a small vestibular
schwannoma be reliably diagnosed by using low-field-
strength MR imaging?

Methods
A total of 286 patients who underwent examination for

retrocochlear disorders were included in the longitudinal study.
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Clinical signs included sensorineural hearing loss with or with-
out vertigo and with or without tinnitus. Informed consent was
obtained from the patients, and our institutional review board
approved this study.

Patients initially underwent MR imaging with a 1.5-T ma-
chine (Vision; Siemens, Erlangen, Germany). Acquisitions in-
volved the use of a T2-weighted turbo SE sequence of the
entire skull, an axial T1-weighted SE sequence centered on the
IAC before contrast administration, (TR/TE, 550/20; 2-mm sec-
tion thickness; 300 � 512 matrix; 280 � 280 FOV; three acquisi-
tions, acquisition time, 5 minutes 10 seconds), a CISS sequence
centered on the IAC (12.25/5.90, 230 � 512 matrix, 165 � 220
FOV, 0.7-mm section thickness, 8-minute 40-second acquisition
time), and an axial T1-weighted SE sequence after the adminis-
tration of gadolinium-based contrast agent (same parameters as
those of the precontrast T1-weighted SE sequence).

During immediate follow-up, the patients underwent MR
imaging with a 0.2-T machine (Magnetom Open; Siemens).
The patients left the room containing the 1.5-T machine and
immediately went to the 0.2-T machine; the time between both
examinations was less than 1 minute. No additional contrast
material was injected. An axial T1-weighted SE sequence, cen-
tered on the IAC, was performed with the optimal high-reso-
lution parameters for this MR unit (4-mm section thickness,
230 � 512 matrix, 225 � 300 FOV, three acquisitions, 650/15,
6-minute 11-second acquisition time).

Two observers (FD, PB) read the investigations. Observer 1
had extensive experience in MR imaging and with ear, nose,
and throat disorders. Observer 2 was a general radiologist with
less experience in otolaryngologic MR imaging. MR images
were read randomly (0.2- or 1.5-T images), and observers were
given no information about the patients’ identity. The images
were simply numbered; the 0.2- and 1.5-T images had different
numbers, and the reviewers never read both of the 0.2- and
1.5-T images for the same patient at the same time. Images in
the two piles (one pile of 0.2-T images and one pile of 1.5-T
images) were well mixed. Both observers completed a reading
grid by using the following classification: negative, which indi-
cated no disorder in the IAC, CPA, or internal ear; positive,
which indicated a disorder in the IAC, CPA, or internal ear; or
uncertain.

When the image was classified as positive, the observer
mentioned the type of disorder (tumoral or other). If a tumor
was detected, the type of tumor was indicated (vestibular
schwannoma, meningioma, epidermoid cyst, or other), along
with its size, extension into the IAC (percentage) and extension
into the fundus of the IAC. In particular, the observer de-
scribed its extension into the cochlear fossa, that is, the co-
chlear aperture where the lesion may arise along the distal
cochlear division of the vestibulocochlear nerve in the vicinity
of the modulus (9, 10). Therefore, the extension in the cochlear
fossa was indicated (cochlear fossa affected, not affected, or
not readable). In nontumoral disorders, the observers indicated
the gadolinium-enhancing structures (eg, the labyrinth, facial
nerve, meninges) and the final diagnosis.

We also asked patients which of the two examinations (0.2
or 1.5 T) they preferred, with respect to overall comfort and
noise, without taking investigation duration into account. A
more in-depth clinical study of the patients was also under-
taken to analyze clinical and audiometric results, as well as the
auditory brain stem response. Patients were subsequently clas-
sified into four groups: group 1, with a probable retrocochlear
disorder; group 2, with a possible retrocochlear disorder; group
3, unlikely to have a retrocochlear disorder; and group 4, with
atypical clinical signs (eg, hearing loss with acute onset, mixed-
type hearing loss, associated facial paralysis.)

Results
A total of 286 patients were enrolled in the study.

Five patients did not undergo 1.5-T MR imaging on

account of claustrophobia; they underwent only 0.2-T
MR imaging, because it used an open magnet. There-
fore, the data of 281 patients were included in the
comparative statistical analysis.

On the 1.5-T images, results were identical for both
observers. A total of 63 disorders were detected
(prevalence, 22.4%), among which 53 were vestibular
schwannomas (eight small [2–5 mm] and intracana-
lar), three other tumors in the CPA, three cases of
gadolinium enhancement of the labyrinth, three cases
of nontumoral gadolinium enhancement of the facial
nerve, and one case of nontumoral gadolinium en-
hancement of the meninges.

On the 0.2-T images, observer 1 detected 58 disor-
ders (57 positive and one uncertain); five disorders
were not seen. Comparative results for observer 1
with the 1.5- and 0.2-T images, respectively, were as
follows: 53 and 53 vestibular schwannomas (52 posi-
tive, one uncertain), three and three other tumors,
two and three cases of enhancement in the labyrinth,
no and three cases of enhancement of the facial
nerve, and no and one case of enhancement of me-
ninges (Table 1).

On the 0.2-T images, observer 2 detected 58 disor-
ders (52 positive, six uncertain); five disorders were
not seen. Comparative results for observer 2 with the
1.5- and 0.2-T images, respectively, were as follows:
53 and 53 schwannomas (48 positive, five uncertain),
three and three other tumors, two and three cases of
enhancement in the labyrinth (one positive, one un-
certain), no and three cases of enhancement of the
facial nerve, no and one case of enhancement of
meninges, and one false-positive finding (Table 2).

With the 1.5-T images as the criterion standard, the
sensitivity profile of the 0.2-T examination for ob-
server 1 was as follows: sensitivity, 92.06%; specificity,
100%; positive predictive value, 100%; negative pre-

TABLE 1: Comparative results for observer 1

Findings at 1.5 T

Findings at 0.2 T
Retrocochlear

Disorder
No Retrocochlear

Disorder Total

Positive 58* 0 58
Negative 5 218 223
Total 63 218 281

Note.—Concordance � value � 0.95.
* Of these, 57 were positive, and one was uncertain.

TABLE 2: Comparative results for observer 2

Findings at 1.5 T

Findings at 0.2 T
Retrocochlear

Disorder
No Retrocochlear

Disorder Total

Positive 58* 1† 59
Negative 5 217 222
Total 63 218 281

Note.—Concordance � value � 0.93.
* Of these, 51 were positive, and seven were uncertain.
† This finding was uncertain.
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dictive value, 97.75%. For observer 2, the profile was
as follows: sensitivity, 92.06%; specificity, 100%; pos-
itive predictive value, 98.3%; negative predictive
value, 97.74%. Concordance � values between 0.2-
and 1.5-T findings were 0.95 for observer 1 and 0.93
for observer 2.

Interobserver results yield a global � of 0.943, ac-
cording to the �2 test. No significant difference was
found between both observers, with �2 � 0.435 (con-
fidence interval ranging from 0.91 to 0.97; P � .8)

In group 1 (patients with probable retrocochlear
disorder), the 1.5-T images depicted 63.6% of the
pathologic conditions. In the group 2 (patients with
possible retrocochlear disorder), they depicted
17.6%. In the group 3 (those unlikely to have a ret-
rocochlear disorder), they depicted 4%, and in the
group 4 (those with atypical clinical signs), they de-
picted 57.1%. Results according for observer 1 (Table
3) showed that, in groups 1, 2 and 3, all pathologic
conditions were found by using both the 1.5- and the
0.2-T images. For group 4, 57.1% of the findings were
pathologic on the 1.5-T images, but only 33.3% were
pathologic on the 0.2-T images.

Discussion
The aim of this study was to analyze the sensibility

of low-field-strength MR imaging in detecting retro-
cochlear disorders in patients with clinical symptoms of
vestibular schwannoma, in particular, small schwanno-
mas. High-field-strength MR imaging with gadolinium
enhancement has been considered the criterion stan-
dard since the 1990s. However, this examination has a
4–8% false-negative rate (6, 7), and patients with
symptoms such as sensorineural hearing loss, vertigo,
and tinnitus must undergo clinical follow-up. A lot of
patients with clinical findings suggestive of vestibular
schwannoma have normal findings on with high-field-
strength MR images; only 10–20% of the imaging
findings are pathologic (3, 5, 6). Therefore, given the
present efforts to reduce healthcare costs and the
time needed for on high-field-strength examination,
several groups (1, 3, 5, 8) have tried to find a simple,
fast, acceptable MR method for the screening of periph-
eral vestibulo-cochlear disorders. To our knowledge,
our group is the first to assess mass screening for retro-
cochlear disease with low-field-strength MR imaging

and the first to compare low- and high-field-strength
imaging of the ear in the same patients. Recently, low-
and high-field-strength MR systems were compared in
several studies (11–14). Low-field-strength MR units
are cheaper and potentially more cost-effective, but
they produce lower quality images because of their
poor signal-to-noise ratio, their inability to permit the
use of thin sections, and their poor spatial resolution
(11, 15–18). The aim of this study was to analyze the
usefulness of low-field-strength imaging in detecting
small disorders of the IAC, despite its inability to
permit the use of thin sections and its poor spatial
resolution. To become a reliable method for the
screening of retrocochlear disorders, the low-field-
strength examination must have the same sensibility
as that of the high-field-strength examination in de-
tecting acoustic schwannoma.

Global Analysis of Results
Retrocochlear tumors, whether vestibular schwan-

noma or other tumors of the CPA, were all detected
on the 0.2-T images, even when they were very small
(2 mm) (Fig 1). Two small intralabyrinthine schwan-
nomas were seen on 0.2-T MR images (Fig 2). The
five nontumoral undetected pathologic conditions
were due to meningeal enhancement in the IAC (Fig
3), or facial nerve enhancement (Fig 4). The analysis
of concordance between the 1.5- and 0.2-T yielded an
excellent � value that ranged from 0.93 to 0.95, de-
pending on the observer.

Detailed Analysis of Results According to
Clinical Group

The clinical signs of the five undetected nontu-
moral disorders were all atypical. They included sud-
den-onset hearing loss, facial paralysis, or mixed-type
hearing loss; alternatively, they were seen in the con-
text of postoperative follow-up. According to the clas-
sification in the four groups (made with the otolo-
gists), disorders that were not detected with 0.2-T
images all belonged to group 4 (patients with atypical
clinical signs). When we excluded patients in group 4,
(ie, 21 patients excluded, resulting in 265 patients
included in the study), the sensitivity and positive

TABLE 3: Comparative results according with clinical groups

Result
Group 1
(n � 33)

Group 2
(n � 153)

Group 3
(n � 74)

Group 4
(n � 21)

Findings on 1.5-T images
Total disorders 21 (63.6) 27 (17.6) 3 (4.1) 12 (57.1)
Tumoral disorders 20 (60.6) 27 (17.6) 3 (4.1) 6 (28.6)
Nontumoral disorders 1 (3.0) 0 (0) 0 (0) 6 (28.6)

Findings on 0.2-T images
Total disorders 21 (63.6) 27 (17.6) 3 (4.1) 7 (33.3)
Tumoral disorders 20 (60.6) 27 (17.6) 3 (4.1) 6 (28.6)
Nontumoral disorders 1 (3.0) 0 (0) 0 1 (4.8)

Note.—Data in parentheses are percentages.
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predictive value of the study was 100% with the 0.2-T
images, with the 1.5-T images as a criterion standard.

Five (71.4%) of the seven nontumoral disorders
detected with the 1.5-T images were missed on the
0.2-T images; six of these disorders were classified in
group 4. This finding confirms the fact that this clin-
ical group should not undergo examination with a
0.2-T machine.

Interobserver Analysis
The interobserver analysis showed concordant re-

sults, with a global � of 0.943. The �2 test revealed
that no significant difference was present between the
observers (P � .8). This result suggests that a radiol-

ogist with less experience in reading MR images of
the ear had results that were statistically concordant
with those of a more experienced reader.

Analysis of Tumor Extension
Among the 53 schwannomas detected with the

0.2-T images, extension to the cochlear fossa was
impossible to assess in 50% of the cases. However,
this information is essential when schwannomas are
small (stage I or II), because this is one of the criteria
used to determine the surgical approach (10). Thus,
for 21 small schwannomas (39.6%) detected with the
0.2-T images, further investigation with 1.5-T imaging

FIG 1. Axial contrast-enhanced T1-weight-
ed MR images show a small vestibular
schwannoma.

A, The 1.5-T image (550/20/3) obtained
at the level of the IAC shows a small (2-
mm) left vestibular schwannoma in the
fundus of the IAC.

B, The 0.2-T image (650/15/3) obtained
at the same level depicts the small vestib-
ular schwannoma.

FIG 2. Axial contrast-enhanced T1-weight-
ed MR images show an intra-labyrinthine
schwannoma.

A, The 1.5-T image (550/20/3) shows a
posterior enhancement of the right laby-
rinth (arrow), which corresponds to a
schwannoma in the vestibule.

B, The 0.2-T image (650/15/3) obtained
at the same level depicts this intravestibu-
lar schwannoma (arrow).

FIG 3. Axial contrast-enhanced T1-weight-
ed MR images show meningeal enhancement
in the IAC.

A, The 1.5-T image (550/20/3) obtained
at the level of the IAC shows contrast
enhancement in the left IAC, with concave
limits corresponding to a meningeal en-
hancement (arrow).

B, The 0.2-T image (650/15/3) shows
no contrast enhancement in the left IAC
(arrow).
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was necessary. Therefore, patients in group 1 with
signs that are highly suggestive of schwannoma should
probably also be excluded from 0.2-T MR examina-
tion, as the retrocochlear disorder was confirmed in
61.8% of cases.

Analysis of Patient Comfort
The 0.2-T examination was better tolerated than

the 1.5-T examination, mostly because it uses an open
magnet and is not likely to make patients feel “closed
in.” Five patients felt so claustrophobic in the 1.5-T
machine that the investigation had to be cancelled,
whereas four of the same patients were able to un-
dergo MR imaging with the 0.2-T machine with no
problem. (The remaining patient also felt claustro-
phobic in the 0.2-T machine.) Results of a question-
naire given to the 286 patients after both investiga-
tions showed that a large majority (98.9%) had a
marked preference for the 0.2-T examination; pa-
tients stated that they did not feel as “closed-in” and
that the noise level was more tolerable.

Conclusion
The 0.2-T examination appears to be reliable in

detecting vestibular schwannomas and, more gener-
ally, retrocochlear disorders. It fails, however, to ex-
pose many other nontumoral diseases, or it does so
poorly. Therefore, an accurate description of the pa-
tient groups that may benefit from 0.2-T screening
(eg, patients in whom a retrocochlear disorder is
possible or unlikely) is important. Patients with atyp-
ical clinical signs should be excluded from the group,
because their disorders are poorly detected with 0.2-T
imaging. After this restriction is applied, the patients
(ie, those in groups 2 and 3 in our study) who may
undergo 0.2-T MR imaging to detect or rule out a
vestibular schwannoma still number 231 (81%) of the
initial 286 who were referred for MR imaging of the
ear. In our center, approximately 250 of our annual
patients belong to the groups 2 or 3. If a schwannoma
is detected or if the interpretation is uncertain with
the 0.2-T images, patients should undergo 1.5-T MR
imaging. This situation occurred in only 6% of the
examined patients.

Given the present efforts to reduce overall health-
care costs, the use of low-field-strength MR units
seems to be a cost-effective alternative for screening
vestibular schwannomas.
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