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OBJECTIVE: To report the feasibility, safety, and 1-month results of performing stent placement for
vertebral origin stenosis with the use of a distal protection device. Distal protection devices have been
shown to reduce the number of cerebral emboli and subsequent ischemic events when used as
adjuncts to percutaneous carotid intervention; however, one case of the use of a distal protection
device for vertebral artery has been reported in the literature.

METHODS: We retrospectively determined rates of technical success and 1-month stroke or death
associated with stent placement by using distal protection (Filter EX; Boston Scientific, Natick, Mass)
in patients with symptomatic vertebral artery origin stenosis. Technical success was defined as
successful deployment of distal protection device and stent at target lesion followed by successful
retrieval of the device and a final residual stenosis of less than 30%. Other outcomes ascertained
included any stroke, death, and semiquantitative assessment of particulate material retained by the
filter device.

RESULTS: The mean age of the 12 treated patients was 68 years (range, 52–88 years) and the group
included 9 men and 3 women. The mean percentage of vertebral artery origin stenosis was 71 � 6%.
Femoral and radial approaches were used in 9 and 3 cases, respectively. Technical success was
achieved in 11 of the 12 patients in whom distal protection device placement was attempted.
Postprocedure residual stenosis was 5 � 4%. Eight devices held macroscopically visible embolic
debris (large and small amounts in 3 and 5 devices, respectively). No stroke or death was observed in
the 1-month follow-up.

CONCLUSION: The present study demonstrates the feasibility of performing stent placement for
vertebral artery origin stenosis by using a distal protection device. Further studies are required to
determine the effectiveness of this approach for vertebral artery origin atherosclerosis.

Atherosclerotic disease of vertebral artery origin is a com-
mon cause of ischemic events in the posterior circula-

tion.1 Percutaneous transluminal angioplasty with stent place-
ment has recently been recommended as a treatment
technique for selected patients with vertebral artery origin ste-
nosis.1 However, distal embolism may cause ischemic compli-
cations in the perioperative period. In one study, 12 consecu-
tive patients undergoing percutaneous transluminal
angioplasty for subclavian and vertebral artery stenosis of ath-
erosclerotic origin were studied by using transcranial Doppler
sonography (TCD) monitoring before, during, and after an-
gioplasty for 30 minutes at a time.2 No embolic signals were
detected in any patient before angioplasty. During angio-
plasty, one embolic signal intensity was detected immediately
after balloon deflation in one of 12 patients. Several embolic
signals were detected immediately after the procedure in 6 of
12 patients. These signals were detected despite the routine
administration of antiplatelets and heparin.

The potential for a greater benefit by mechanical interrup-
tion of emboli in patients undergoing vertebral artery origin
angioplasty and stent placement prompted the use of a distal
protection device. We report the results of our initial experi-
ence by using a distal protection device as an adjunct to verte-
bral origin stent placement with emphasis on the feasibility
and preliminary clinical results of the procedure.

Patients and Methods

Study Population
Consecutive patients who underwent elective, urgent, or emergent

vertebral artery origin intervention with angioplasty balloons or stent

devices were identified by using a procedure log for endovascular

procedures and a data base for all admissions maintained by the ce-

rebrovascular program. Only patients who had ischemic events, tran-

sient ischemic attack, or ischemic stroke referable to the distribution

of the affected vertebral artery were treated. The severity of stenosis

was 50% or greater limited to the first centimeter of the cervical ver-

tebral artery after its origin from the subclavian artery. Patients who

suffered ischemic symptoms despite use of antiplatelet or anticoagu-

lants or those with involvement of the dominant vertebral artery and

hypoplastic contralateral vertebral artery were considered. Patients

with any of the following characteristics or conditions were not treat-

ed: (1) history of bleeding diathesis, including disorders treated with

warfarin therapy (however, patients who had been administered war-

farin but had stopped taking the medication 3 days before the proce-

dure and had an international normalized ratio of less than 1.2 were

eligible for treatment); (2) major surgery within the previous 6 weeks;

(3) previous hemorrhagic stroke; (4) pregnancy or lactation; or (5)

gastrointestinal or genitourinary bleeding within the previous 30

days.

Preprocedural Management
Patients were administered aspirin (325 mg daily) and clopidogrel (75

mg daily) orally starting 3 days before the procedure. If clopidogrel

could not be initiated 3 days before the procedure, a loading dose of

300 mg was administered. If dysphagia was present, antiplatelet med-

ications were administered by using a nasogastric or pre-existing per-

cutaneous gastrostomy feeding tube. Patients underwent laboratory
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testing for platelet, hematocrit, and electrolyte levels, and a coagula-

tion profile was performed before the procedure. Administration of

warfarin was discontinued 3 days before the procedure in patients

who were taking that medication on a long-term basis, and a repeat

coagulation profile was performed for these patients on the morning

of the procedure. A complete neurologic examination was docu-

mented before the procedure. Patients’ neurologic status were as-

sessed according to the National Institutes of Health Stroke Scale

(NIHSS).3 Previous neurologic deficits were classified as major if the

NIHSS score was 4 points or greater.

Periprocedural Management
After arterial access through the femoral or radial artery4 was estab-

lished, a 70 U/kg bolus of heparin5 was administered intravenously to

achieve an activated coagulation time above 300 seconds. A 6F guide

catheter (Envoy; Cordis/Johnson & Johnson, Miami Lakes, Fla) was

placed in the ipsilateral subclavian artery. If necessary, the guide cath-

eter was stabilized by coaxial placement of an 0.018-inch microwire

(V-18 control wire; Boston Scientific, Natick, Mass) into the distal

subclavian artery. The distal protection device (FilterWire EX; Boston

Scientific) was introduced through the lesion and deployed into the

distal cervical segment of the vertebral artery. Bare metal stents (bal-

loon-expandable) were initially used for treatment of stenosis. After

drug-eluting stents were commercially available, either CYPHER

Sirolimus-eluting coronary stent (Cordis Corporation), or TAXUS

Express2 paclitaxel-eluting coronary stent (Boston Scientific) were

used. Angioplasty before or after stent was performed in selected sit-

uations to provide the most optimal results. After treatment of the

stenosis, the distal protection device was retrieved by using a 4F an-

giographic catheter (length, 125 cm; inner diameter, 0.038 inch;

MPA1-Tempo 4; Cordis Corporation) in a contained format. This

strategy was adopted after initial failure when using the retriever cath-

eter provided by the manufacturers. No further heparin was infused

after the procedure.

Postprocedural Management
A complete neurologic examination was performed immediately after

and 24 hours after the procedure. Aspirin (325 mg daily) and clopi-

dogrel (75 mg daily) were prescribed at discharge. Clopidogrel was

discontinued after 3 to 6 months for drug-eluting stents, but aspirin

was continued indefinitely. Functional status was assessed on the ba-

sis of the modified Rankin scale at 1 month after the procedure.6

Study End Points
The primary technical end point for the study was the ability to tra-

verse, deploy, and retrieve the distal protection device and deploy-

ment of the stent with a residual stenosis of less than 30%. The pri-

mary clinical end point was the 1-month composite occurrence of

death, cerebral infarction, and unplanned or urgent endovascular or

surgical revascularization. The aforementioned 1-month follow-up

evaluation was performed as routine practice and to ascertain the

occurrence of end point events.

Data Collected
Baseline demographic and clinical information was collected for each

patient. Other data collected included the types of balloons and stents

used and the medications administered. A detailed record of neuro-

logic deficits and hemodynamic or bleeding complications was

maintained.

Image Analysis
Digital subtraction angiographic images of the affected arteries were

obtained from the digital tape storage system of our angiography unit

(Advantx LCN; General Electric, Milwaukee, Wis). After adjustments

were made for magnification, the diameters of the stenosis and the

distal reference vessel were measured. The vertebral artery distal to the

stenosis after poststenotic dilation was used as measure of the refer-

ence diameter. The percentage of stenosis was calculated by using the

following formula: [1 � (diameter of stenosis/distal vessel diameter)]

� 100. The length of the lesion was measured, and each lesion was

classified morphologically as smooth or irregular. The severity of ste-

nosis was measured after the procedure by using similar criteria. An

independent investigator (A.E.) made all measurements. All the distal

protection devices were reviewed macroscopically after retrieval. The

amount of embolic material was categorized as either large (if partic-

ulate matter could be seen occupying between 10% and 20% of the

basket), small (if particulate matter could be visualized but occupied

less than 10% of the basket), or none.

Results

Clinical and Angiographic Characteristics of Patients
Between September 2003 and December 2004 (16 months), 16
patients were treated with stent placement in the vertebral
artery origin. In 4 patients, distal protection device placement
was not attempted. One patient experienced spontaneous dis-
section of the vertebral artery, and another patient had a ver-
tebral artery that was considered too small for placement of a
distal protection device. The third patient underwent angio-
plasty of the vertebral artery to facilitate guide catheter place-
ment for subsequent basilar artery stent placement. A stent
was placed in the vertebral artery after removal of guide cath-
eter. The fourth patient underwent simultaneous vertebral ar-
tery and cervical internal carotid artery stent placement and
distal protection was not attempted to reduce procedure time.
Twelve patients were treated with vertebral artery stent place-
ment with distal protection. The mean age of these patients
was 68 � 10 (range, 52– 88) years, and 9 were men. The clinical
characteristics of these patients are presented in Table 1. All
patients had suffered an ischemic stroke in the distribution of
the vertebrobasilar arteries. Major and minor ischemic stroke
were observed at baseline in 8 and 4 patients, respectively. The
mean percentage of vertebral artery origin stenosis was 71 �
6% (range, 63%– 82%). The lesion morphology and length
data are presented in Table 1.

Procedural Characteristics
Procedural information and clinical outcomes of the study
patients are presented in the table. The procedure was per-
formed through radial access in 3 patients and through femo-
ral access in the other 9 patients. In 1 patient (patient 3), the
distal protection device could not be introduced through the
lesion because of the tortuosity of the origin. In one of the
remaining 11 patients (patient 8), coaxial placement of a mi-
crowire (V-18 control wire; Boston Scientific) through the le-
sion was required to navigate the distal protection device
through the lesion. Stents were placed across the lesion in all
12 patients and included 13 stents (10 were drug-eluting) mar-
keted under the names Bx VELOCITY-Rx with Hepacoat
(Cordis Corporation) (n � 1), Multi-Link Zeta (Guidant,
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Santa Clara, Calif) (n � 1), CYPHER (Cordis Corporation)
(n � 4), and TAXUS Express2 (Boston Scientific) (n � 6).
Patient 7 required a second stent (Multi-Link Zeta; Guidant)
to adequately cover the lesion. Angioplasty before and after
stenting was performed in one patient (patient 11) with the
use of Maverick balloon dilation catheters (Boston Scientific
Scimed, Maple Grove, Minn) after placement of the distal pro-
tection device. Patient 3 required poststent angioplasty with
the CROSSSAIL coronary dilation catheter (Guidant). Repre-
sentative images of the procedure are provided as in Fig 1. The
device was successfully retrieved by using a 4F angiographic
catheter as mentioned in the previous section. Fig 2 provides a
schematic representation of the advantage of using this ap-
proach over standard retrieval method. Subsequently, the de-
vice was retrieved routinely by using the 4F angiographic cath-
eter. Postprocedure residual stenosis was 5 � 4% (range, 0%–
12%). The femoral access site was secured after sheath removal
with the use of a percutaneous closure system (Perclose,
Menlo Park, Calif) in 4 patients. The primary technical end

point of the procedure was achieved in 11 of the 12 patients.
The primary clinical end point was successfully achieved in all
12 patients.

Postprocedure Evaluation
The evaluation of the distal protection device after retrieval
revealed large amounts of embolic fragments in 3 embolic
protection devices, a small amount in 5, and none in 3 devices
(Fig 3). We observed no stroke or death in the 1-month fol-
low-up period. No patient required more than 1 day of inten-
sive care unit monitoring as part of the postoperative care.
Hospital stays were prolonged in 4 patients because of social
issues pertaining to discharge. Modified Rankin scale at 1
month was categorized as 4 in 3 patients and 3 in 3 patients
because of the initial stroke.

Discussion
The present series describes the initial experience with using
distal protection as adjunct to stent placement for atheroscle-

Demographic and clinical characteristics of patients who underwent vertebral stent placement with distal protection for treatment of
symptomatic vertebral artery origin stenosis

Patient No./
Age (y)/Sex

Stroke
Severity

CVD Risk
Factors

Lesion
Length
(mm)

Lesion
Stenosis

and
Morphology Stent

Lesion
Stenosis

(post) Sheath Removal
ICU

Days

Total
Hospital

Days
1 m

MRS
1/71/M Major Hypertension,

hyperlipidemia
1.7 71%, regular Bx VELOCITY Rx with

Hepacoat 3.5 � 13
mm

0% Manual compress 1 1 2

2/64/M Major Hypertension,
NIDDM,
cigarette
smoking

6 72%, regular Multi-Link Zeta 3.5 �
13 mm

5% Manual compress 1 14 3

3/78/F Major Hypertension,
CAD

4 66%, regular CYPHER 3.5 � 8 mm 8% Manual compress 1 1 3

4/81/M Minor Hypertension,
NIDDM, CAD

4 72%, regular TAXUS 3.5 � 8 mm 12% Perclose 1 1 2

5/67/F Minor Hypertension
NIDDM,
hyperlipidemia

2.5 78%, regular TAXUS 3.5 � 8 mm 3% Manual compress 1 1 1

6/63/M Major Hypertenion,
hyperlipidemia

3 70%, regular TAXUS 3.5 � 13 mm 5% Perclose 1 28 4

7/52/M Minor Hypertension 2 63%, regular TAXUS 3.5 � 8 mm
Multi-Link Zeta

3.5 � 13 mm

2% Perclose 1 1 0

8/88/M Minor Hypertension,
hyperlipidemia,
past cigarette
smoking

4 67%, regular TAXUS 3.5 � 12 mm 2% Manual compress 1 1 2

9/68/M Major Hypertension,
hyperlipidemia,
cigarette
smoking

7 71%, irregular CYPHER 3.5 � 23 mm 7% Manual compress 1 1 1

10/71/F Major Hypertension,
NIDDM,
hyperlipidemia

0.5 68%, regular CYPHER 3.5 � 13 mm 0% Manual compress 1 9 4

11/59/M Major Hypertension,
NIDDM,
cigarette
smoking

2.5 82%, regular TAXUS 3.5 � 8 mm 5% Manual compress 1 1 3

12/58/M Major Hyperlipidemia,
cigarette
smoking

3 74%, regular CYPHER 3.5 � 13 mm 5% Perclose 1 10 4

Note:—CVD indicates cardiovascular disease; ICU, intensive care unit; MRS, Modified Rankin Scale; NIDDM, noninsulin-dependent diabetes mellitus; CAD, coronary artery disease.
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rotic disease of the vertebral artery origin. The present study
supports the feasibility of the approach. This report highlights
some of the unique technical aspects of the procedure partic-
ularly the retrieval process for the distal protection device. We
did not observe any stroke or death within the one-month
follow-up period in any of the 12 patients who were treated by
using this approach. We did observe prominent embolic de-
bris in 3 of the devices and some debris in 5 filter devices.
However, the design of this review protocol does not provide
any definite conclusions regarding efficacy of the approach.

Atherosclerotic Disease of Vertebral Artery Origin
Among the 407 New England Medical Center Posterior Cir-
culation ischemic event registry patients, the most common

site for symptomatic lesion was extracranial vertebral artery
(52 patients, 15 bilateral).7 Intraarterial embolism is the most
frequent mechanism of brain infarction in patients with ver-
tebral artery occlusive disease.7-9 In another study, 96 patients
with �50% unilateral vertebral artery stenosis were followed
up for an average of 4.6 years.10 Vertebral artery stenosis was
most frequently located at the origin (93%). The observed
5-year survival rate was 60% compared with 87% in a matched
asymptomatic population. Eight deaths (20% of all deaths)
were caused by stroke and 21 deaths (52.5% of all deaths) were
cardiac-related.

Does disease in the vertebral origin have the potential for
embolization, particularly during endovascular treatment, to

Fig 1. Representative images from patient 2.

A, Stenosis of the right vertebral artery origin visualized
in anteroposterior projection with subclavian artery
injection.

B, Occlusion of the left vertebral artery origin visualized
in anteroposterior projection with subclavian artery
injection.

C, Distal protection device deployed in the distal cervical
right vertebral artery through the radial access and
balloon-expandable stent traversing the lesion over the
0.014-inch microwire of the device.

D, Complete resolution of the right vertebral origin
lesion after stent deployment.

Fig 2. A schematic representation of the retrieval process. Insets contain photographs of
the distal portions of the 2 retrieval catheters.

A, Standard retrieval catheter is limited by sharp angulation and protruding struts of stent
in the subclavian artery.

B, Angulated 4F angiographic catheter provides the advantage of navigating through the
sharp angulation and protruding struts of stent. Fig 3. Image of the distal protection device after retrieval demonstrating the particulate

material captured during the procedure.
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justify the use of a distal protection device? In a pathologic
study of 38 patients with cerebellar infarction and arterial oc-
clusion, prominent atherosclerotic lesions in the vertebral or
basilar artery were identified in 28 patients, resulting in
thrombosis superimposed upon plaque or embolism.11 A sub-
sequent surgical series of 27 patients who underwent surgical
exploration or endarterectomy found that lesions involving
the vertebral artery origin were predominantly atherosclerotic
with additional friable ulcers on the plaque surface observed in
at least 3 patients.12 A prospective study detected asymptom-
atic emboli in 10 patients (19%) among 52 consecutive pa-
tients with acute or recent vertebrobasilar ischemia within 48
hours after admission9 by using TCD monitoring for 20 min-
utes on each posterior cerebral artery. As previously men-
tioned, microemboli can be detected during the procedure
after percutaneous transluminal angioplasty.2 We also ob-
served macroscopically visible debris in the filter devices, fur-
ther supporting the release of embolic material during percu-
taneous transluminal procedures.

Patient Selection and Results of Percutaneous Angioplasty
and/or Stent Placement
We performed stent placement for patients with symptomatic
vertebral artery origin stenosis of 50% or greater in severity. Pre-
vious investigators have recommended stent placement for ver-
tebral artery stenosis in patients with ischemic symptoms refrac-
tory to antiplatelet treatment or where recurrent stroke risk is
considered increased because of either an incomplete circle of
Willis or an anomalous vertebral artery circulation.1,13 The sever-
ity of stenosis is similar to the criteria used for determining eligi-
bility in the Stent placement of Symptomatic Atherosclerotic Le-
sions in the Vertebral or Intracranial Arteries (SSYLVIA) trial.14

The results of that study resulted in approval of NEUROLINK
stent (Guidant, Santa Clara, Calif) for treatment of atheroscle-
rotic disease of vertebral origin and intracranial stenosis under
humanitarian use.15

Previous case series have reported that stent placement is
effective in restoring luminal diameter; perioperative stroke
and death rate varies from none to 5%.14,16-22 Lin et al21 re-
ported 58 symptomatic patients with 67 vertebral artery origin
lesions who were treated with 67 balloon-expandable coro-
nary stents. Periprocedural neurologic complications in-
cluded 2 (3.4%) posterior and 1 (1.7%) anterior circulation
strokes. Long-term follow-up studies have reported late
strokes between none and 4%.16-23 The multicenter, nonran-
domized, prospective feasibility SSYLVIA study evaluated the
NEUROLINK System for treatment of vertebral or intracra-
nial artery stenosis �50% stenosis.14 In 61 patients enrolled,
18 (29.5%) extracranial vertebral arteries (6 origins, 12 prox-
imal to the posterior inferior cerebellar artery) were treated.
Among the 6 patients treated for vertebral origin stenosis, 2
strokes occurred between 1 and 12 months. However, the
number was too small to make any definitive conclusions.
Evidence from randomized trials on its long-term efficacy ver-
sus medical therapy is not available.

Distal Protection during Angioplasty and Stent Placement
for Vertebral Artery Origin
Our study provides the largest series pertaining to feasibility of
vertebral artery stent placement with distal protection. Previ-

ous investigators have reported single patients with symptom-
atic vertebral artery stenosis who received stent placement
with the use of either a distal protection device or flow reversal.
Mintz et al24 described the successful treatment of a symptom-
atic patient with bilateral vertebrobasilar disease using a distal
protection filter during stent placement with simultaneous use
of TCD to measure microembolization and vertebral artery
blood flow during the procedure. Pieniazek et al25 reported the
use of the Parodi Anti-Emboli System (Parodi Antiemboliza-
tion Catheter; ArteriA, San Francisco, Calif) for cerebral pro-
tection during emergent vertebral artery recanalization in a
56-year-old patient with total left vertebral artery occlusion.
The device was used to elicit a temporary subclavian steal dur-
ing percutaneous left vertebral artery recanalization. The left
vertebral artery occlusion was successfully recanalized; stent
placement resulted in resolution of ischemic symptoms.

The other important issue is the strength of the evidence
for efficacy of distal protection during percutaneous proce-
dures. A randomized trial evaluated the efficacy of a distal
embolic protection device during stent placement for saphe-
nous vein aortocoronary bypass grafts.26 A total of 406 pa-
tients were randomly assigned to stent placement carried out
by distal protection device, and 395 were assigned to stent
placement without protection. The primary end points (a
composite of death, myocardial infarction, emergency bypass,
or target lesion revascularization by 30 days) were observed in
65 patients (16.5%) assigned to the control group and 39 pa-
tients (9.6%) assigned to the group with embolic protection
devices (P � .004). The evidence is less rigorous in the neuro-
vascular procedures. A systematic review of studies27 reported
on the incidence of minor stroke, major stroke, or death
within 30 days after carotid angioplasty and stent placement
with (n � 896) or without distal protection (n � 2357). De-
spite similar demographic and clinical characteristics, the
combined 30-day stroke and death rate in both symptomatic
and asymptomatic patients was 2% in patients treated with
distal protection devices compared with 6% in patients treated
without distal protection devices (P � .001). This effect was
due mainly to a decrease in the occurrence of minor strokes
(3.7% without distal protection versus 0.5% with distal pro-
tection) and major strokes (1.1% without distal protection
versus 0.3% with distal protection). Another report analyzed
80 patients randomized in the carotid artery stent placement
arm of the Endarterectomy Versus Angioplasty trial.28 The
trial is comparing carotid artery stent placement (with or
without distal protection) with carotid surgery in patients with
recently symptomatic, severe carotid stenosis. The Safety
Committee recommended stopping carotid artery stent place-
ment without protection, because the 30-day rate of stroke was
3.9 times higher than that of carotid artery stent placement
with distal protection (4/15 versus 5/58). However, the evi-
dence is not based on randomized studies and needs to be
considered in this context.

Conclusions
The present study reports upon the technical feasibility and
preliminary clinical results of using distal protection devices in
patients with symptomatic vertebral artery origin stenosis.
This approach may be considered in future clinical trials that
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evaluate the efficacy of stent placement for symptomatic ex-
tracranial vertebral artery atherosclerosis.
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