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BACKGROUND AND PURPOSE: Rapid brain MR imaging is often substituted for head CT in multiply
imaged patients with shunted hydrocephalus. Fast TSE-T2 sequences are commonly used in these
protocols. One limitation of TSE-T2 sequences is the decreased catheter delineation compared with
CT. The aim of this study was to compare fast TSE-T2 with rapid SS-GRE sequences in the evaluation
of intracranial shunt catheter delineation as part of a rapid nonsedated pediatric brain MR imaging
protocol.

MATERIALS AND METHODS: We evaluated the findings from 179 consecutive patients who underwent
routine clinical imaging according to the rapid nonsedated pediatric brain MR imaging protocol.
Comparison of the quality of intracranial shunt catheter localization on SS-GRE versus TSE-T2 was
performed.

RESULTS: Of the total of 179 rapid nonsedated pediatric brain MR images that were reviewed, 62
(35%) had an intracranial shunt catheter. The shunt catheter tip was better localized on the SS-GRE
than on the TSE-T2 images in 49/62 (79%) of these patients. Of the remaining 13/62 (21%), the TSE-T2
was either better or equivalent in localizing the shunt catheter tip.

CONCLUSIONS: Our study shows that rapid SS-GRE sequences can provide better delineation of
standard intracranial shunt catheters than standard rapid MR imaging protocols containing only fast
TSE-T2 sequences.

ABBREVIATIONS: FA � flip angle; FID � free induction decay; FSE � fast spin-echo; GRE �
gradient recalled-echo; RIS � Radiology Information System; SS-GRE � steady-state gradient
recalled-echo; TSE-T2 � T2 turbo spin-echo

CT is generally the preferred imaging technique in the as-
sessment of patients with intracranial shunt catheters. De-

spite the ease of CT scanning, the delayed risks of childhood
radiation are not negligible.1-3 The emergence of rapid MR
imaging as a substitute for CT has been influenced by the
movement to reduce radiation in these multiply scanned pa-
tients. Fast TSE-T2 sequences are commonly used in rapid
brain MR imaging.4-8 Despite their utility, at least 2 limitations
have been described. One is the lack of sensitivity in identifi-
cation of extra-axial and parenchymal blood products.9,10 The
other is decreased catheter delineation compared with CT.8

One possible remedy to the problem is the addition of GRE
sequences to supplement the standard single-shot TSE-T2 se-
quences of rapid nonsedated pediatric brain MR imaging pro-
tocols. These sequences are known to be more sensitive to the
susceptibility effects of blood products.9,10 To our knowledge,
the utility of these sequences in catheter delineation has not
been previously reported. Because these sequences are addi-

tions to a brain protocol that necessitates a short scanning
time, rapid SS-GRE sequences are preferred over the standard
GRE sequences with longer TRs.11,12

The aim of this study was to compare fast TSE-T2 imaging
with rapid SS-GRE sequences in the evaluation of intracranial
shunt catheter delineation as part of a rapid nonsedated pedi-
atric brain MR imaging protocol.

Materials and Methods
The local institutional review board granted this retrospective study

an exemption from obtaining informed consent from participants.

We evaluated the findings from 179 consecutive patients who un-

derwent routine clinical imaging according to the rapid nonsedated

brain MR imaging protocol.

Imaging Parameters
The subjects were imaged by using a 1.5T Intera MR imaging scanner

with a 4-channel sensitivity encoding coil (Philips Medical Systems,

Best, the Netherlands). They underwent single-shot TSE-T2 imaging

(matrix size, 256 � 205; FOV 24; TR/TE/turbo factor, 1500 ms/120

ms/76; 5-mm section thickness; approximately 25 sections; imaging

time, approximately 30 seconds) performed in the axial, sagittal, and

coronal planes. They also underwent fast postexcitation refocused

SS-GRE imaging (matrix size, 256 � 205; FOV 24; TR/TE, 480 ms/14

ms; FA 18°; 5-mm section thickness; approximately 25 sections; im-

aging time, approximately 30 seconds) performed in the axial and
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coronal planes. The rationale for adding a coronal SS-GRE sequence

in addition to the axial sequence is addressed in the Discussion. The

total scanning time was approximately 150 seconds (Fig 1).

Image Assessment
Two pediatric neuroradiologists (J.H.M., T.W.) reviewed the indica-

tions and findings of 179 consecutive patients who underwent routine

clinical imaging according to our rapid nonsedated brain MR imaging

protocol. The images were viewed on a Centricity PACS (GE Health-

care, Milwaukee, Wisconsin). The neuroradiologists viewed the im-

aging findings and compared the TSE-T2 and SS-GRE imaging for the

following: 1) the presence of an intracranial shunt catheter, and 2) the

quality of shunt catheter tip localization (better/worse/equally well

localized on the GRE sequences compared with the SS-TSE se-

quences). If localization of the catheter tip was better or equivalent on

TSE-T2 compared with SS-GRE sequence, note was made if this dif-

ference was due to artifacts.

Assessment of the Clinical Impact of Rapid Nonsedated
Brain MR Imaging Protocol Modification
An automated search of the RIS was performed to determine the

number of head CT and rapid brain MR imaging orders placed before

and after the addition of SS-GRE sequences to the rapid nonsedated

brain MR imaging protocol. This search was limited to orders placed

by the neurosurgery department for the indication of “hydrocepha-

lus.” Orders placed from the emergency department were excluded

because the availability of MR imaging technologists at the time of the

order may have influenced the imaging preference. The percentage of

total neuroimaging studies that were head CT versus rapid nonse-

dated brain MR imaging was compared for the 4-month period be-

fore and after the protocol addition of SS-GRE sequences.

Results

Rapid Nonsedated Brain MR Imaging Assessment
A total of 179 rapid nonsedated pediatric brain MR images
were reviewed. The mean age of the patients at the time of
examination was 4 years. The youngest patient was scanned on
day 1 of life, and the oldest was 17 years of age. Most patients
were younger than 5 years of age (128, 71%). Of the remaining
patients, 37 (21%) were 5–10 years of age and 14 (8%) were
older than 10 years of age.

There were 62 (35%) patients with an intracranial shunt
catheter. The shunt catheter tip was better localized on the
SS-GRE than on the TSE-T2 images in 49/62 (79%) of these
patients (Figs 2– 4). Of the remaining 13/62 (21%), the
TSE-T2 sequence was either better or equivalent in localizing
the shunt catheter tip. In these patients, there were 2 factors
that resulted in greater or equal conspicuity of the catheter tip
on TSE-T2 sequences compared with SS-GRE images. In 6
patients, the SS-GRE sequences were nondiagnostic due to
patient motion or artifacts from the shunt or reservoir (Fig 5).
In the other 7 patients, the degree of ventriculomegaly was at
least moderate in severity and the catheter was well positioned

Fig 1. Rapid nonsedated pediatric brain MR imaging protocol. The upper row contains TSE-T2-weighted MR images. The bottom row has fast SS-GRE MR images. The total imaging time
was approximately 150 seconds.
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within the ventricle. This particular combination of factors
provided the most optimal contrast-resolution conditions for
localizing the hypointense catheter tip within the hyperintense
CSF on TSE-T2 imaging.

Clinical Impact of Rapid Nonsedated Brain MR Imaging
Protocol Modification
A RIS search during an 8-month period yielded a total of
159 neuroimaging studies ordered by the neurosurgery de-

Fig 2. A representative sample in which SS-GRE is better than TSE-T2 for localizing the ventricular catheter tip. The upper row has TSE-T2-weighted MR images; and the lower row, SS-GRE
MR images. The catheter is inserted from a right frontal approach and travels posterolaterally to the left. On TSE-T2-weighted MR images, the exact delineation of the catheter is not
certain. On SS-GRE MR images, the entirety of the catheter can be identified with its tip ending in the left posterior periventricular white matter (curved arrow).

Fig 3. Comparison of fast SS-GRE MR images with standard T2-weighted MR images for localization of the ventricular catheter tip. On the standard T2-weighted MR image and the SS-GRE
MR image, the catheter tip is easily identified in the right frontal white matter (curved arrows). The tip is less conspicuous on the faster TSE T2-weighted MR image.
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partment for the indication of “hydrocephalus.” This total
did not include those orders placed from the emergency
department. This time period consisted of the 4 months
before and then the 4 months after the addition of SS-GRE
sequences to the rapid nonsedated brain MR imaging pro-
tocol. Within the preprotocol modification period, 90 neu-
roimaging studies were performed. Of these studies, 55

(61%) were head CT and 35 (39%) were rapid nonsedated
brain MR imaging protocol. After protocol modification,
79 neuroimaging studies were performed. Of these studies,
42 (53%) were head CT and 35 (47%) were rapid nonse-
dated brain MR imaging protocol. There was no change in
the personnel of the ordering neurosurgery department
during this time.

Fig 4. Comparison of fast SS-GRE MR images with CT for localization of the ventricular catheter tip. The catheter tip is visible within the right frontal horn on CT as well as on SS-GRE
MR images (curved arrow). On fast TSE-T2-weighted MR images, the catheter tip is not as readily identified.

Fig 5. Artifacts secondary to the shunt reservoir. The SS-GRE MR image is the most affected by these artifacts. There are lesser degrees of susceptibility on the fast TSE-T2-weighted
and standard T2-weighted MR images, respectively.
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Discussion
Greater awareness of the risks of childhood radiation1-3 and
campaigns to reduce radiation exposure in pediatrics (ie, Im-
age Gently)13 have resulted in increased interest in substitut-
ing rapid brain MR imaging for head CT in multiply imaged
patients with certain neurologic conditions (ie, hydrocepha-
lus). Frequently, single-shot TSE-T2 sequences are used.7,8

These sequences are an acceptable substitute for standard
multiecho spin-echo T2 sequences due to their similar image
contrast resolution with a much shorter imaging time. In these
sequences, a number of consecutive 180° radio-frequency
pulses are applied per excitation, resulting in the acquisition of
multiple spin-echoes per TR.11,12,14 The drawback to these se-
quences, however, is that the multiple 180° radio-frequency
pulses and the short echo spacing result in a reduced sensitivity
to susceptibility effects.9-12,14

GRE images have been shown to be more sensitive in the
detection of blood products than fast single-shot TSE-T2 se-
quences.9,10 Our study shows that GRE sequences can addi-
tionally provide improved delineation of standard intracranial
catheters compared with TSE-T2 sequences. This increased
catheter conspicuity is probably related to a combination of
increased contrast resolution (catheter versus background)
and the intrinsic properties of the catheter. The fast SS-GRE
acquisitions, which were used in our study, were performed in
significantly less time (30 seconds for fast SS-GRE versus 4
minutes for standard GRE) without significant difference in
contrast-to-noise ratio. Generally the axial images alone were
sufficient to localize the catheter tip. The additional images in
the coronal plane only occasionally provided increased cathe-
ter-localization confidence but were often helpful in evaluat-
ing other common abnormalities such as extra-axial convexity
blood products.

The reduction in scanning time associated with faster GRE
sequences over standard GRE sequences is possible due to the
decreased TR of fast SS-GRE sequences (for our protocol 480
ms versus 820 ms). Briefly, standard GRE sequences contain
an elongated readout gradient duration (and thus a longer TR)
to achieve intrinsic transverse magnetization “spoiling.” Fast
GRE sequences either actively “spoil” transverse magnetiza-
tion or refocus it to contribute to a steady-state formation.
Both techniques enable application of a shorter TR compared
with standard GRE sequences.9-12,14,15,16 The SS-GRE se-
quences can be further subdivided into 2 categories when it is
remembered that the resultant steady-state precession signal
intensity is composed of both FID and spin-echo components.
The fast SS-GRE sequence used in our rapid nonsedated pedi-
atric brain protocol is the variety that samples the FID (hence
the increased conspicuity of susceptibility effects).16 The ven-
dor-specific names for this sequence are fast-field echo (Phil-
ips), fast imaging with steady-state precession (Siemens, Er-
langen, Germany), and gradient-recalled acquisition in
steady-state (GE Healthcare).15

The increased conspicuity of the intracranial shunts and
catheters is likely due to a combination of the susceptibility
effects of the intrinsic catheter components and by intravoxel
phase dispersion caused by the local magnetic field gradients
of the internal tubing structure.17-19 Most intracranial shunts
and catheters are composed of a hardened silicone elastomer
and are impregnated with barium. Briefly, the silicones are

synthetic polymers composed of a repeating silicone-oxygen
(siloxane) backbone with organic groups attached through sil-
icone-carbon bonds. There is a variable degree of cross-linking
of the siloxane backbone, which determines whether the poly-
mer exists in the gel form, as present in breast implants (10%
cross-linking), or in the elastomer form of medical-grade tub-
ing (95% cross-linking).20

Although, to our knowledge, there is no review in the liter-
ature of the MR imaging properties of medical grade elastomer
tubing, an analysis of the MR imaging properties of silicone
elastomer orthopedic tendon spacers does exist.20 In this
study, the signal intensity of the imaged silicone elastomer on
GRE sequences was at least 70% less than the signal intensity
on spin-echo T2 images. These authors hypothesized that the
signal-intensity reduction was secondary to local magnetic
field gradients within the polymer backbone, resulting in in-
travoxel phase dispersion of mobile protons traveling along
the polymer. Additionally, it is possible that another source of
intrinsic susceptibility may come from the diamagnetic effects
of the barium with which most catheters are impregnated to
provide radio-opacity.

Despite the benefits of the fast GRE sequences that were
used in this study, the acquisition parameters did result in a
few evident limitations. The relatively long acquisition win-
dow (compared with other fast SS-GRE sequences) and its
multishot excitation profile (compared with TSE-T2 se-
quences) resulted in an increased sensitivity to patient motion
artifacts. This is not a trivial problem in a protocol designed to
image a nonsedated patient who already has a low baseline
level of cooperation. The increased susceptibility effect of the
shunt catheter reservoir itself was also episodically problem-
atic. This was especially evident when it was located at the
same level as the shunt. In our study, increased susceptibility
artifacts from the shunt reservoir completely obscured visual-
ization of the intracranial aspect of the catheter in 2 patients.
However when these artifactual limitations were not encoun-
tered, the fast GRE sequences enabled catheter tip localization
equivalent to the criterion standards of CT and standard mul-
tishot T2 MR imaging.

The clinical impact of improving the delineation of intra-
cranial shunt catheters is difficult to assess. The clinician re-
sponsible for managing an individual patient’s shunt catheter
often has valuable clinical information regarding the insertion
and prior position of the catheter as well as its drainage status.
With this knowledge, the radiologist’s description of the loca-
tion of the shunt catheter may not impact clinical decision-
making. Given this limitation, it is, however, possible that
when taking into account the possible long-term radiation
risks of multiple CT examinations, clinicians may increasingly
consider substituting rapid MR imaging for CT. Continued
technical improvement in rapid MR imaging sensitivity and
scanning time may help facilitate its diagnostic ability and in-
creased use.

In an attempt to assess the clinical impact of our rapid MR
imaging protocol modification (addition of SS-GRE se-
quences), a limited review of the ordering preference (rapid
MR imaging versus head CT) of the neurosurgery department
for patients with hydrocephalus was performed. The small in-
crease in the percentage of rapid MR imaging studies ordered
for hydrocephalus (47% versus 39%) after adding the SS-GRE
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sequences may indicate that the added capabilities of the pro-
tocol favorably impacted the confidence of the ordering clini-
cians (neurosurgery) in substituting rapid MR imaging for
CT. This trend, although encouraging, will nonetheless re-
quire additional monitoring to assess its validity.

Conclusions
Greater awareness of the risks of childhood radiation and
campaigns to reduce radiation exposure in pediatrics (ie, Im-
age Gently) have resulted in increased interest in substituting
rapid brain MR imaging for head CT. Fast TSE-T2 sequences
are accepted and have proved useful as a substitute. Compared
with the criterion standard of head CT, these sequences do,
however, have a reduced sensitivity in intracranial catheter
localization and blood-product detection.

In our study of rapid nonsedated pediatric brain MR im-
aging, we have demonstrated that intracranial catheters are
more conspicuous on rapid SS-GRE than on fast TSE-T2 se-
quences. Rapid SS-GRE imaging can be performed in signifi-
cantly less time than standard gradient sequences. This short
scanning time and improved catheter delineation, coupled
with improved sensitivity to hemorrhage, make rapid SS-GRE
sequences a useful addition to the TSE-T2 sequences in rapid
pediatric MR imaging brain protocols.
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