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ABSTRACT

BACKGROUND AND PURPOSE: Although myeloperoxidase activity in vivo can be visualized by using noninvasive imaging, successful
clinical translation requires further optimization of the imaging approach. We report a motion-sensitized driven-equilibrium MR imaging
approach for the detection of a myeloperoxidase activity–specific gadolinium-containing imaging agent in experimental aneurysm mod-
els, which compensates for irregular blood flow, enabling vascular wall imaging in the aneurysm.

MATERIALS AND METHODS: A phantom was built from rotational angiography of a rabbit elastase aneurysm model and was connected
to a cardiac pulse duplicator mimicking rabbit-specific flow conditions. A T1-weighted turbo spin-echo– based motion-sensitized driven-
equilibrium pulse sequence was optimized in vitro, including the addition of fat suppression and the selection of the velocity-encoding
gradient parameter. The optimized sequence was applied in vivo to rabbit aneurysm models with and without inflammation in the
aneurysmal wall. Under each condition, the aneurysms were imaged before and after intravenous administration of the imaging agent. The
signal-to-noise ratio of each MR imaging section through the aneurysm was calculated.

RESULTS: The motion-sensitized driven-equilibrium sequence was optimized to reduce flow signal, enabling detection of the myeloper-
oxidase imaging agent in the phantom. The optimized imaging protocol in the rabbit model of saccular aneurysms revealed a significant
increase in the change of SNR from pre- to post-contrast MR imaging in the inflamed aneurysms compared with naïve aneurysms and the
adjacent carotid artery (P � .0001).

CONCLUSIONS: A diagnostic MR imaging protocol was optimized for molecular imaging of a myeloperoxidase-specific molecular
imaging agent in an animal model of inflamed brain aneurysms.

ABBREVIATIONS: LPS � lipopolysaccharide; MPO � myeloperoxidase; MSDE � motion-sensitized driven-equilibrium; PHASES � Population, Hypertension, Age,
Size of Aneurysm, Earlier Subarachnoid Hemorrhage from Another Aneurysm, and Site of Aneurysm; SPIR � spectral presaturation inversion recovery; UIA � unruptured
intracranial aneurysms; VENC � velocity-encoding gradient parameter

Due to the continuing improvements to the safety of unrup-

tured intracranial aneurysm (UIA) treatment, there has been

a steady increase in procedure numbers. Between 2001 and 2006,

there was a 22-fold increase in UIAs treated by endovascular coil

embolization,1 and in 2008, approximately 57,000 UIAs were ei-

ther surgically clipped or coiled in the United States alone.2 While

the annual risk of rupture of an UIA is estimated to be between 0%

and 33% depending on size, morphology, anatomic location, and

history of subarachnoid hemorrhage,3,4 the combined rate of

morbidity and mortality resulting from coil embolization and

surgical clipping is approximately 5% and 14%, respectively.2

Thus, the risk-benefit analysis does not support interventional

treatment of all unruptured aneurysms but dictates, rather, that

UIAs be carefully selected on the basis of their relative risk of

rupture. Currently, it is not possible to accurately assess the UIA

risk of rupture. The challenge therefore lies in the ability to posi-

tively identify UIAs that are progressing to rupture. Accordingly,

new methods for improving this capability will be critical for im-
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proving clinical decision-making in managing individual cases.

Toward this end, a diagnostic method has been recently devised to

enable imaging of UIA wall inflammation by using iron oxide

nanoparticles.5,6

The recent focus on inflammation-induced events and mark-

ers is primarily due to their role as a potential contributor to

aneurysm rupture (reviewed in Tulamo et al7). Inflammation is

likely associated with vascular remodeling which, with time, exposes

the aneurysm to increased risk of rupture. One of the major inflam-

mation-associated tissue markers, myeloperoxidase (MPO), is a

secretable heme-containing oxidoreductase of azurophilic gran-

ules of polymorphonuclear cells. Secreted MPO produces chlori-

nating bactericidal species (eg, hypochlorous acid) from hydro-

gen peroxide during neutrophilic respiratory burst and chloride

anions. In addition to a well-known role in the host defense sys-

tem against microorganisms, MPO has been implicated in the

initiation and destabilization of atherosclerotic plaques (reviewed

in Nicholls and Hazen8). Recently, MPO presence in human brain

aneurysm specimens was shown to correlate with the Population,

Hypertension, Age, Size of Aneurysm, Earlier Subarachnoid

Hemorrhage from Another Aneurysm, and Site of Aneurysm

(PHASES) model9 of aneurysm risk of rupture.10 Enzymatic ac-

tivity of neutrophilic myeloperoxidase can be used as a highly

selective and sensitive target for detecting inflammation by using

clinical imaging modalities (MR imaging, SPECT).11-15 A gado-

linium (III) chelate MPO activity–sensing MR imaging probe has

also been investigated in an animal model of inflamed saccular

aneurysms.16 With a 3D T1-weighted fast-field echo pulse se-

quence, local accumulation of the probe as determined by en-

hancement correlated with MPO activity at the site of Escherichia

coli lipopolysaccharide (LPS) injection. Signal changes measured

on MR imaging were possible at the clinical field strength (3T)

and gadolinium (III) dose.

Although these results are promising, the MR imaging proto-

cols (specifically for axial black-blood imaging) have to be opti-

mized to detect the presence of MPO within an aneurysm, espe-

cially given the complexity of intra-aneurysmal flow and the

resultant attenuation of the MR imaging signal. At this juncture,

the MPO activity–specific imaging agent is experimental and is

not approved for human use. Therefore, we optimized the MR

imaging protocol for detecting MPO activity in both in vitro and

in vivo aneurysm models.

MATERIALS AND METHODS
In Vitro MR Imaging Sequence Optimization
All MR imaging studies were conducted on a 3T Achieva scanner

(Philips Healthcare, Best, the Netherlands) by using an 8-element,

receive-only knee coil (Philips Healthcare). Radiofrequency was

transmitted with the built-in quadrature body coil. To optimize

MR imaging sequences that are insensitive to the complex intra-

aneurysmal flow patterns, we first conducted an in vitro phantom

study. A silicone vascular replica was built from 3D rotational

angiography of a rabbit elastase aneurysm by using a rapid proto-

typing technique previously described.17 The phantom was con-

nected to a flow-loop-driven programmable pulsatile pump sim-

ulating the aortic waveform of the rabbit18 by using a blood

analog working fluid that matched the T1 and viscosity of blood.

We applied a turbo spin-echo pulse sequence combined with the

following components to suppress blood flow signal: black-blood

double inversion recovery,19 small FOV quadrature inversion re-

covery,20 and motion-sensitized driven-equilibrium (MSDE).21

All images were acquired with 2-mm sections along the long axis

of the aneurysm in a 100-mm FOV with an acquired in-plane

resolution of 0.4 � 0.4 mm. The TSE-based double inversion

recovery, small FOV quadrature inversion recovery, and MSDE

scan parameters included TR/TE of 456/10 ms, 750/11 ms, and

698/9 ms; and flip angles of 90°, 90°, and 70°, respectively. The

number of signal averages for all sequences was 2. The flow veloc-

ity-encoding gradient parameter (VENC) had values between 1

and 8 cm/s.

Once the flow was adequately suppressed, the phantom aneu-

rysm was embedded in solid coconut oil to account for extravas-

cular fat. Images were also acquired using a spectral presaturation

inversion recovery (SPIR) fat-suppression method. Finally, a

small capsule containing 150 �mol/L of Gd-DTPA in a volume of

�30 �L was included in the aneurysm replica to determine

whether sufficient flow suppression was achieved to enable detec-

tion of a representative amount of retained Gd-containing imag-

ing agent.

Additional sequences included the following: a 3D time-of-

flight sequence (voxel size, 0.208 � 0.208 � 1 mm3; gap, �0.5

mm; TR/TE, 20.1/3.6 ms; flip angle, 20°; number of signal aver-

ages, 2), and a coronal and axial T1-weighted fast-field echo se-

quence (voxel size, 0.625 � 0.625 � 2 mm3; gap, �1.0 mm; TR/

TE, 17.9/2.3 ms; flip angle, 25°).

In Vivo MR Imaging of a Rabbit Model
All in vivo procedures were first approved by our Institutional

Animal Care and Use Committee. A saccular aneurysm model in

New Zealand White rabbits (n � 8) was created as previously

described.22 Three weeks after the aneurysms were created, the

animals were re-anesthetized and imaged by using the MR imag-

ing protocol established from our in vitro phantom study. Due to

the location of the aneurysm, respiratory gating was used. The

naïve aneurysms were imaged before and 3 hours after IV admin-

istration of the MPO activity–specific paramagnetic imaging

agent (DTPA[Gd] bis-hydroxytryptamide, bis-5HT-DTPA[Gd])

at a dose of 0.1 mmol Gd/kg in 15 mL of 5% meglumine, pH 7.16

The synthesis, purification, and in vitro testing of bis-5HT-

DTPA(Gd) were essentially performed as previously reported.14

One week after the baseline MR imaging study was performed,

7 animals were returned to the surgical suite for LPS-induced

inflammation of the aneurysm wall, as previously described.16

Briefly, with the animal under general anesthesia, a 6F guide cath-

eter was positioned at the root of the brachiocephalic artery by

using a standard transfemoral approach. Thereafter, a standard

microcatheter (0.016-inch inner diameter) was navigated into the

aneurysm sac over a 0.014-inch guidewire. With the microcath-

eter placed deep into the dome, a 0.014-inch stainless steel hypo-

tube with a ground distal tip was advanced through the micro-

catheter and inserted carefully into the aneurysm wall. LPS (1-mg,

200-�L total volume) was injected through the hypotube for ap-

proximately 10 minutes. The remaining animal served as a nega-
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tive control. Two days after the LPS administration, the MR im-

aging study was repeated before and after intravenous infusion of

the MPO activity–specific imaging agent. After the final imaging

study, the animals were euthanized and the aneurysms were sur-

gically explanted for histologic analysis. The aneurysm tissue was

embedded in tissue-freezing medium, snap-frozen in liquid ni-

trogen, and stored at �80°C until processing.

Rabbit tissues were carefully divided in half along the long axis

of the aneurysm. The first section was processed by using an alka-

line phosphatase immunohistochemistry approach due to the

high autofluorescence of rabbit sections. The rabbit aneurysm

and contralateral carotid artery sample sections were incubated

for 90 minutes in 50-mmol/L tris, 100-mmol/L NaCl (tris-buff-

ered saline), containing 1-mmol/L ethylenediaminetetraacetic

acid, pH 7, to block endogenous phosphatase activity, and were

blocked in 5% bovine serum, 10-mg/mL bovine serum albumin,

tris-buffered saline, pH 7.5, for 2 hours. The primary antibodies

(cross-reacting with rabbit antigens) were the corresponding

mouse anti-human monoclonal antibodies (2C7, dilution: 1:100;

Abcam, Cambridge, Massachusetts). The secondary antibody

(anti-mouse rabbit-alkaline phosphatase conjugate; Roche, Basel,

Switzerland) was used at 1:1000 dilution.

The remaining aneurysm tissue was subjected to an analysis of

MPO activity performed by using a commercially available MPO

kit (Fluoro MPO; Cell Technology, Mountain View, California).

A typical assay included homogenization of 1–10 mg of saline-

rinsed, rapidly defrosted tissue in a vial containing a slurry of

300-mg sterile glass beads (1-mm diameter) suspended in 0.5 mL

of 0.5% solution of hexadecyltrimethylammonium bromide, 10-

mmol/L N-ethylmaleimide in 0.1-mol/L potassium phosphate,

pH 6.5. The homogenization was per-

formed by using a mini-BeadBeater (Bio-

Spec Products, Bartlesville, Oklahoma)

for 12 cycles (30 seconds each) with

1-minute cooling on ice between the cy-

cles. The final disruption was performed

by using 3 freeze-thaw cycles. The samples

were cleared by centrifugation (8000xg, 5

minutes), and the activity of MPO was de-

termined in the supernatant by using a

fluorescent analog of MPO substrate in

the presence of hydrogen peroxide. The

rates of fluorescence increase were deter-

mined by using a kinetic assay (�ex � 550

nm, �em � 600 nm) with an MPO stan-

dard solution (Cell Technology) to gener-

ate calibration curves. The protein con-

tent in the homogenized samples was

determined by using a bicinchoninic acid

kit (Bio-Rad Laboratories, Berkeley, Cal-

ifornia). The total MPO activity was ex-

pressed in international units per milli-

gram wet sample and international units

per milligram extractable protein.

MR Image and Statistical Analysis
Images from the phantom study were

qualitatively reviewed by the entire inves-

tigative team (all authors) for flow and fat suppression and suffi-

cient contrast-to-noise to distinguish the Gd-DTPA capsule from

the background. Selection of the optimized sequence in vitro was

reached by consensus of the team. In the rabbit study, 2 experi-

enced observers (M.J.G., 10 years; A.L.K., 2 years) created elliptic

regions of interest around the aneurysm and left common carotid

artery. Region-of-interest selection was reviewed by a neuroradi-

ologist with �20 years of experience in cerebrovascular imaging

(A.K.W.). The signal-to-noise ratio was calculated by dividing the

mean intensity within the region of interest by the SD of the image

background. The SNR pre-contrast was subtracted from the post-

contrast value, and the change in SNR was compared between the

naïve and inflamed aneurysms and the left common carotid

artery.

The results are expressed as mean � standard error of the

mean. A repeated-measures ANOVA with a Tukey multiple com-

parisons posttest was used to make comparisons of the SNR

changes. P � .05 was statistically significant.

RESULTS
In Vitro MR Imaging Sequence Optimization
The vascular replica used for sequence optimization is shown in

Fig 1A. Although excellent flow suppression was achieved with the

double inversion recovery and small FOV quadrature inversion

recovery techniques in the adjacent arteries, substantial flow sig-

nal within the aneurysm persisted (Fig 1B, -C). The MSDE tech-

nique by using a VENC of 1 cm/s was shown to provide excellent

flow suppression compared with larger VENC values (Fig 1D, -E).

We confirmed that the MSDE sequence with a VENC of 1 cm/s

and the addition of SPIR eliminated the signal from blood flow

FIG 1. A, A silicone replica of a rabbit elastase–induced aneurysm of the right common carotid
artery (arrows) was built and subjected to MR imaging (axial projections along a line in A; the
inset is rotational angiography data on which the model was built). Double inversion recovery
black-blood (B) and small FOV quadrature recovery (C) suppressed the flow signal in the adja-
cent arteries but not within the aneurysm dome (arrows). The MSDE sequence combined with
SPIR to suppress the surrounding fat with a VENC of 2 cm/s had persistent flow signal in the
aneurysm dome (D, arrow), which was eliminated with a VENC of 1 cm/s (E). With a VENC of 1
cm/s and SPIR for fat suppression, we were able to image a realistic Gd-DTPA contrast agent
concentration (150 �mol/L) contained within a capsule implanted in the aneurysm (F, frontal
projection). Horizontal scale bars represent 3 mm.
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and adjacent fat, respectively, yet provided sufficient T1-weighted

contrast to image the capsule containing 0.1-mmol/L Gd-DTPA

inserted and affixed in the aneurysm dome (Fig 1F). The optimal

sequence was the fat-suppressed T1-weighted TSE-based MSDE

pulse sequence (Fig 2A), including the following parameters:

TR/TE 698/9 ms; flip angle, 70°; TSE factor, 4 with low-high pro-

file order; VENC, 1 cm/s; and number of signal averages, 2.

In Vivo MR Imaging of a Rabbit Model
We transferred the optimized MSDE sequence to the rabbit

aneurysm model. However, due to the location of the aneu-

rysm, significant motion artifacts due to respiration were ob-

served. Therefore, MR imaging was performed with respira-

tory triggering. Data acquisition was performed during the

expiration phase by using a multi-2D method that required

TR � 5000 ms as determined by the length of the respiratory

cycle. Consequently, T1-weighting for contrast enhancement

was lost. To overcome this loss, we added an inversion pulse to

the sequence to gain T1 sensitivity by

inversion recovery (Fig 2B). The inver-

sion recovery delay time (800 ms) was

determined by minimizing the signal

generated by the aneurysm wall in an

effort to maximize the signal difference

with respect to post-5HT-DTPA(Gd)

imaging (Fig 3). A TSE method with a

TSE factor of 16 was used for imaging,

and a low-to-high profile was used to

achieve a small TE value of 8.6 ms.

Compared with the naïve aneurysm,

on average, a 40-fold increase in the

SNR change from pre- to post-contrast

MSDE imaging in the inflamed aneu-

rysm model was found (Fig 4A). The

mean SNR change in the naïve left com-

mon carotid artery and the left common

carotid artery following injection of LPS

into the aneurysm wall was 1.7 and 6.8,

respectively. The model of the inflamed

aneurysm had a significant increase in

the SNR change compared with all con-

trols (P � .0001). Similar trends in the

SNR change were observed by using the

3D T1-weighted fast-field echo se-

quence; however, significant differences

between the inflamed aneurysm versus

the control left common carotid artery

were not found (Fig 4B). The aneurysm

model including the LPS modification

had 19.4 � 10.8 U MPO per milligram,

whereas the negative control animal had

0.45 U MPO per milligram. Similar to

that in our previous study,16 the LPS-

induced inflammation demonstrated a

large infiltration of MPO and macro-

phages within the aneurysm wall com-

pared with the naïve control (Fig 5).

FIG 2. Schematic of the TSE-based MSDE pulse sequence optimized
in the in vitro study (A), subsequently modified for in vivo rabbit
aneurysm imaging (B).

FIG 3. Model of a saccular aneurysm (arrows) in the rabbit (A, axial projection, turbo spin-echo
with SPIR, inset rotational angiogram in frontal oblique projection). MSDE images before receiv-
ing the MPO-specific contrast agent (B) and after IV administration of bis-5HT-DTPA(Gd) in the
naïve (C) and inflamed (D) aneurysms (0.1-mmol Gd/kg).

FIG 4. A, Signal-to-noise ratio change of the inflamed aneurysm was highly significant by using
the MSDE sequence and was negligible in the naïve aneurysm as well at the left common carotid
artery, suggesting adequate flow suppression. B, SNR change calculated from the T1–fast-field
echo axial sections shows a significant increase between the inflamed and naïve aneurysm
model, but no differences between the inflamed aneurysm and the left common carotid artery
either before or after LPS administration, suggesting flow dependence. The asterisk indicates
P � .05; triple asterisks, P � .0001, contrast agent: bis-5HT-DTPA(Gd).
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DISCUSSION
With advances in noninvasive neuroimaging, aneurysms are be-

ing detected incidentally with increasing frequency.23,24 The pa-

tients diagnosed with UIA and facing the potentially dismal out-

come of aneurysmal SAH (associated with a 50% mortality rate)

experience a significant decrease in quality of life.25 An objective

test to assess rupture risk could potentially impact the decision to

treat UIAs. To achieve this goal in clinical practice, thorough eval-

uation of multiple sequences may lead to a unified MR imaging

protocol for risk stratification of intracranial aneurysms.

We have proposed to exploit the relationship between inflam-

mation and aneurysm progression to rupture (reviewed in Tu-

lamo et al7) as a means of assessing rupture risk through MR

imaging. The exact time course of aneurysm progression to rup-

ture has not been determined in humans. Most of our under-

standing of factors that may contribute to aneurysm progression

and rupture has been gained through studies using animal mod-

els. The consensus from these studies is that aneurysm growth is

strongly influenced by mediators of inflammation such as inter-

leukin-1-�,26 nuclear factor �B,27 and monocyte chemoattractant

protein-1.28 The presence of these molecules in the vessel wall is

most likely due to leukocyte infiltration, which has recently been

shown to have a direct link to aneurysm development.29 Neutro-

phils are the most abundant leukocytes capable of trafficking into

the vessel wall. They secrete an array of signaling molecules such

as cytokines, as well as MPO and elas-

tase,30 which reduce wall strength and

thus allow the aneurysm to expand.

The direct role of neutrophil-derived

MPO in UIA rupture has not been exten-

sively studied, but a confluence of evi-

dence from research aimed at determin-

ing the risk of acute cardiovascular events

identified MPO as a key player (reviewed

in Schindhelm et al31). More recently,

MPO presence has been correlated with

the PHASES model of the annual rupture

risk of aneurysms.10 In addition to its role

in inflammation, MPO mediates oxida-

tive cell stress due to the production of

reactive oxygen species contributing to

vessel wall damage. Building on previous

work with human aneurysm tissue,32,33 a

rat model was developed in which an al-

logeneic arterial graft was decelluarized

before its anastomosis to the aorta of the

experimental animal.34 Nearly 50% of

these decelluarized aneurysms progressed

to rupture, whereas control aneurysms

remained stable. Histologic analysis dem-

onstrated that thrombus formation

within the decelluarized aneurysm could

not organize; this feature led to recanali-

zation, inflammation, wall degeneration,

and ultimate rupture. Similar conclusions

regarding the role of incomplete throm-

bosis and subsequent inflammatory cell

infiltration into the aneurysm wall with

marked degeneration were confirmed in a swine venous pouch

aneurysm model.35

To enable molecular imaging of MPO activity with high reso-

lution, we selected the realistic rabbit elastase model of saccular

aneurysms due to the complex intra-aneurysmal hemodynamics,

which are similar to that of human intracranial aneurysms.36 The

TSE-based MSDE sequence in a phantom model allowed suppres-

sion of the signal from intra-aneurysmal blood flow to a degree

that was not achievable by using double inversion recovery 37 or

small FOV quadrature inversion recovery 20 black-blood imaging.

The optimized sequence demonstrated a 40-fold increase in SNR

in the inflamed aneurysm model compared with the naïve aneu-

rysm following 5HT-DTPA(Gd) administration. This is a dra-

matic improvement from the previously used T1–fast-field echo

protocol.16 Contrast retention within the aneurysm wall has been

observed for up to 6 hours,16 and in other models, clearance of the

contrast has been documented at 24 hours.15 Further study of

contrast dynamics as these apply to aneurysms is needed.

The MPO activity of the aneurysm model after being treated

with LPS was similar to that measured in unruptured human an-

eurysms; however, the negative control naïve rabbit aneurysm

had �40-fold reduction in MPO activity.10 A limitation of our

approach is that direct comparisons of the enzymatic MPO activ-

ity measurements in human specimens and the rabbit model are

FIG 5. Histology of the aneurysm wall in the animal model without (A and B) and with (C and D)
perivascular injection with LPS. The naïve aneurysm has limited macrophage infiltration (A) and
no MPO (B). The modification with LPS induces significant macrophage (C) infiltration and has
prominent distribution of MPO (D). All images are at �20 magnification.
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not possible due to the well-known interspecies variability.38

Qualitatively, the alkaline phosphatase staining showed an abun-

dance of MPO in the inflamed rabbit aneurysm (Fig 4). Another

limitation of this model is the artificial induction of inflammatory

changes that do not involve hemodynamic activation of the en-

dothelium and subsequent aneurysm wall remodeling, which is

suspected in aneurysm pathogenesis. Thoughtful research has fo-

cused on characterizing intra-aneurysmal hemodynamics associ-

ated with rupture,39-41 and correlating local hemodynamics with

noninvasive imaging of MPO activity presents an exciting exper-

imental paradigm. Although the animal model of inflamed intra-

cranial aneurysm presented herein may not be relevant to achieve

this goal, it may be possible to link intra-aneurysmal hemody-

namics with MPO activity in clinical aneurysm specimens ob-

tained during clipping.10

CONCLUSIONS
A diagnostic MR imaging protocol has been optimized for detec-

tion of an MPO-specific paramagnetic imaging agent in an animal

model of inflamed intracranial aneurysms.
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