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ABSTRACT

BACKGROUND AND PURPOSE: DWI is typically performed with EPI sequences in single-center studies. The purpose of this study was to
determine the reproducibility of ADC values in the head and neck region in healthy subjects. In addition, the reproducibility of ADC values
in different tissues was assessed to identify the most suitable reference tissue.

MATERIALS AND METHODS: We prospectively studied 7 healthy subjects, with EPI and TSE sequences, on 5 MR imaging systems at 3 time
points in 2 institutions. ADC maps of EPI (with 2 b-values and 6 b-values) and TSE sequences were compared. Mean ADC values for different
tissues (submandibular gland, sternocleidomastoid muscle, spinal cord, subdigastric lymph node, and tonsil) were used to evaluate intra-
and intersubject, intersystem, and intersequence variability by using a linear mixed model.

RESULTS: On 97% of images, a region of interest could be placed on the spinal cord, compared with 87% in the tonsil. ADC values derived from
EPI-DWI with 2 b-values and calculated EPI-DWI with 2 b-values extracted from EPI-DWI with 6 b-values did not differ significantly. The standard
error of ADC measurement was the smallest for the tonsil and spinal cord (standard error of measurement � 151.2 � 10�6 mm/s2 and 190.1 � 10�6

mm/s2, respectively). The intersystem difference for mean ADC values and the influence of the MR imaging system on ADC values among the
subjects were statistically significant (P � .001). The mean difference among examinations was negligible (ie, �10 � 10�6 mm/s2).

CONCLUSIONS: In this study, the spinal cord was the most appropriate reference tissue and EPI-DWI with 6 b-values was the most
reproducible sequence. ADC values were more precise if subjects were measured on the same MR imaging system and with the same
sequence. ADC values differed significantly between MR imaging systems and sequences.

ABBREVIATIONS: 2b � 2 b-values; 6b � 6 b-values: IQR � interquartile range; LoA � limits of agreement; SEM � standard error of measurement

Almost 3% of all malignancies are head and neck cancer, 95%

of which are squamous cell carcinomas.1 MR imaging is one

of the modalities used in the work-up of patients with head and

neck cancer.2 DWI is an MR imaging technique by which dif-

fusion properties of water can be quantified as an ADC value.3

Changes in ADC are inversely correlated with changes in cel-

lularity.4 In tissues with high cellularity, diffusion of extracel-

lular water in particular is limited by cell membranes, which

give low ADC values. In tissues with low cellularity, when dif-

fusion is facilitated (eg, in edematous or necrotic tissue), ADC

values are high.

Indications for DWI in head and neck cancer include tissue

characterization of primary tumors and nodal metastases, predic-

tion and monitoring of treatment response after chemotherapy or

radiation therapy, and differentiation of radiation changes and

residual or recurrent disease.5

Neither the optimal DWI sequence for assessment of the head

and neck region nor its reproducibility has been clearly estab-

lished, to our knowledge. DWI can be performed with either EPI

or TSE sequences, of which the EPI sequence is most commonly

used in the head and neck area.6,7 On EPI-DWI, more malignant

lesions can be detected and lesion delineation is facilitated. How-

ever, the interobserver agreement of ADC values is reported to be

higher on TSE-DWI, probably due to the frequent occurrence of

artifacts and geometric distortions in EPI-DWI.8

Currently the use of DWI in head and neck imaging is mostly

confined to research protocols and advanced academic centers.
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Before DWI can be used in multicenter studies, its reproducibility

across different centers and MR imaging systems should be vali-

dated.9 ADC values may be affected by the selected technique and

MR imaging system (eg, due to differences in gradient systems,

coils, pulse-sequence designs, imaging parameters, and artifacts

related to susceptibility effects or eddy currents).10 Information

on variance is needed.11 Furthermore, the use of reference tissues

might help ascertain the variability among different MR imaging

systems and could potentially help correct for differences in ADC

values among MR imaging systems.

The purpose of this prospective study was to determine the

reproducibility of ADC values in the head and neck region ob-

tained from DWI on the basis of both EPI and TSE sequences in

repeated measurement on different MR imaging systems in

healthy subjects. In addition, we assessed which tissue shows the

highest reproducibility in ADC values, so that it could function as

a reference tissue in future studies.

MATERIALS AND METHODS
Subjects
The study population consisted of 7 healthy subjects, 5 men and 2

women (age range, 27–54 years; median age, 30 years). The subjects

were examined in 2 institutions: VU University Medical Center and

University Hospitals Leuven. All examinations were performed in

2011, after obtaining approval from the relevant institutional review

boards and written informed consent from all subjects. We used the

following MR imaging systems: I) Avanto (Siemens, Erlangen, Ger-

many), II) Sonata (Siemens), III) Signa HDxt (GE Healthcare, Mil-

waukee, Wisconsin), and IV) Aera (Siemens), all at 1.5T, and V)

Achieva (Philips Healthcare, Best, the Netherlands) at 3T. All exam-

inations were performed with a dedicated head and neck radiofre-

quency coil in combination with a spine-array coil.

All subjects were examined on all MR imaging systems at 3

time points per MR imaging system, yielding a total of 15 sessions

per subject. Two examinations were performed on the same day

(between examinations, the subject was removed from the MR

imaging system), and 1 examination, at least 1 month later.

Imaging Protocol
Each session included an anatomic T2-weighted sequence

through the neck and up to 3 DWI sequences, with acquisition

parameters as similar as possible among the MR imaging systems.

Due to technical limitations, no EPI-DWI with 6 b-values (6b)

was performed on 1 MR imaging system (Signa HDxt), and on 2

MR imaging systems (Aera and Achieva), no separate EPI-DWI

with 2 b-values (2b) was performed. The sequences used per MR

imaging system are shown in Table 1 and Fig 1.

All imaging was acquired with 21 transverse sections centered

on the epiglottis (section thickness, 4 mm; intersection gap, 0.4

mm). The imaging protocol consisted of both conventional T2-

weighted (TR/TE, at least 3700/90–110 ms; in-plane pixel size,

0.95 � 0.95 mm) and EPI-DWI (TR/TE, at least 4300/59–98 ms;

in-plane pixel size, 1.5–1.9 � 1.5–1.9 mm;

interpolated in-plane pixel size, 0.75–0.95

mm) or TSE-DWI (TR/TE, 900–3000/84–

113 ms; in-plane pixel size, 1.3 � 1.3 mm).

B-values for the 3 DWI series were as fol-

lows: 1) EPI-DWI obtained with 6 b-val-

ues of 0, 50, 100, 500, 750 and 1000

s/mm2, 2) EPI-DWI obtained with 2 b-

values of 0 and 1000 s/mm2, and 3) TSE-

DWI obtained with 2 b-values also of 0

and 1000 s/mm2.

FIG 1. ADC maps of all DWI sequences on all MR imaging systems. On Signa HDtx (GE Healthcare), EPI-DWI-6b ADC was not performed. On Aera
(Siemens) and Achieva (Philips Healthcare), EPI-DWI-2b ADC was extracted from EPI-DWI-6b and TSE-DWI-2b was not performed.

Table 1: Specification of DWI sequences obtained at each MRI system
I II III IV V

Manufacturer Siemens Siemens GE Siemens Philips
Model Avanto Sonata Signa HDxt Aera Achieva
Center Amsterdam Amsterdam Amsterdam Leuven Leuven
Field strength 1.5T 1.5T 1.5T 1.5T 3T
Conventional T2 � � � � �
EPI-DWI-2b � � � o o
EPI-DWI-6b � � – � �
TSE-DWI-2b � � � – –

Note:—Amsterdam indicates VU University Medical Center; Leuven, University Hospitals Leuven; �, sequence
performed; –, sequence not performed, not available; o, data extracted from 6b.

AJNR Am J Neuroradiol 36:384 –90 Feb 2015 www.ajnr.org 385



Data Analysis
All ADC maps were calculated on-line or off-line by using the MR

imaging system software of the respective vendor. EPI-DWI-6b

was analyzed assuming a monoexponential ADC. ADC values for

EPI-DWI-2b on the 2 MR imaging systems without EPI-

DWI-2b were derived from EPI-DWI-6b by selecting only the

images acquired by using b�0 s/mm2 and b�1000 s/mm2.12

These “generated” EPI-DWI-2b data were compared with the

other EPI-DWI-2b data. Data were transferred to a DICOM

viewer.

For each examination, 1 elliptic region of interest per tissue

was manually drawn on the section that contained the bulk of the

tissue of interest by 1 observer (R.L.) with 7 years of experience in

head and neck imaging. ADC values were determined for each of

the following 5 tissues in the head and neck: 1) submandibular

gland, 2) sternocleidomastoid muscle, 3) spinal cord, 4) subdigas-

tric lymph node, and 5) tonsil. For the selection of a subdigastric

lymph node, either the left or right one was selected consis-

tently within each subject. The size (range, 20 –50 mm2) and

the position of the region of interest were identified on T2-

weighted images. ROIs were drawn on corresponding B0 im-

ages by visual comparison with the anatomic T2WI. ROIs

drawn on b�0 s/mm2 images were copied to the corresponding

ADC maps.

Statistical Analysis
First, it was determined whether ADC values of the EPI-DWI-2b

sequences can be replaced with ADC maps obtained by selecting

only the b�0 and b�1000 s/mm2 images from the EPI-DWI-6b (for

MR imaging systems IV and V), because they are theoretically equiv-

alent. We used a linear mixed model, with fixed effects for subjects,

MR imaging systems, sequences, and an

MR imaging system � sequences interac-

tion.13,14 Random effects were all possible

interactions with the subjects (On-line Ap-

pendix). This possibility was tested by using

data from MR imaging systems I and II,

these being the only MR imaging systems

on which both sequences had been

performed.

For the main variance analysis, 5 MR

imaging systems and 3 sequences were

compared by using the same statistical

modeling approach and reasoning as those

used for the linear mixed model and by in-

corporating tissues as fixed effects (On-line

Appendix). All 3 examinations of each sub-

ject were assumed pure replications and

were nested within subject � MR imaging

system combinations. Models with se-

quence-specific error variances were com-

pared by using the Akaike Information

Criterion.15 The standard error of mea-

surement (SEM) for ADC values per tis-

sue was expressed as the square root of the

sum of residual variance (�2
E) and the

variance expressing the interaction be-

tween replication and subjects at different

MR imaging systems (�2
R:IM), sequences (�2

SR:IM), and tissues

(�2
TR:IM) (On-line Appendix):

SEM � ��R:IM
2 � �SR:IM

2 � �TR:IM
2 � �E

2

Differences in mean ADC values for all systems and the between-

subjects effects were tested by using a Levene Test of Equality of

Error Variances; an �-level of .05 was used for statistical signifi-

cance.16 All missing data or images with poor quality of DWI were

specifically labeled for statistical analysis. Boxplots were created

by using SPSS (Version 20.0; IBM, Armonk, New York). All other

analyses were performed with Proc NLMIXED of SAS (Version

9.2; SAS Institute, Cary, North Carolina).

RESULTS
DWI
All subjects underwent multiple DWI sessions with multiple se-

quences on all MR imaging systems. For MR imaging system III,

EPI-DWI-6b was unavailable; for MR imaging systems IV and V,

ADC maps for EPI-DWI-2b were constructed by using only the b�0

and b�1000 s/mm2 images from the EPI-DWI-6b, yielding a total of

12 DWI sequences per subject (Table 1). Two subjects underwent 2

instead of 3 replications. One subject had prior bilateral tonsillecto-

mies. Therefore, the maximum number of possible ROIs was 1104.

For a detailed overview of the number of possible ROIs, see On-line

Figure. Further elimination was due to technically failed images and

image-specific poor quality, and in 37 cases, it was impossible to place

a region of interest: In 95% of tissues, region-of-interest placement

was possible on TSE-DWI-2b; in 96%, on EPI-DWI-2b; and in 97%,

on EPI-DWI-6b (Table 2). Examples of ADC maps on different MR

FIG 2. Examples of regions of interest drawn on T2 (A), EPI-DWI-2b B0 (B), EPI-DWI-6b B0 (C),
TSE-DWI-2b B0 (D), EPI-DWI-2b ADC (E), EPI-DWI-6b ADC (F), and TSE-DWI-2b ADC (G). The
tonsils are not visible at this level. Images were acquired with Avanto (Siemens).

Table 2: Number of placed ROIs per tissue and per sequencea

Tonsil Spinal Cord SCM SMG SDG LN Total
EPI-DWI-2b (No.) (%) 58 (90) 74 (96) 75 (97) 76 (99) 74 (99) 357 (96)
EPI-DWI-6b (No.) (%) 57 (89) 76 (99) 76 (99) 76 (99) 74 (99) 359 (97)
TSE-DWI-2b (No.) (%) 50 (83) 76 (97) 77 (97) 76 (96) 72 (97) 351 (95)
Total 165 (87) 226 (97) 228 (98) 228 (98) 220 (98) 1067 (96)

Note:—SCM indicates sternocleidomastoid muscle; SMG, submandibular gland; SDG LN, subdigastric lymph node.
a The percentage of the maximum number of possible ROIs displayed is in parentheses. Elimination is due to poor
image quality or artifacts.
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imaging systems and sequences are shown in Fig 1. An example of

drawn ROIs is shown in Fig 2.

When combining the results of the 3 DWI sequences, region-

of-interest placement was possible in 96% of tissues (Table 2).

However, in only 87% (range, 83%–90%) of images could a re-

gion of interest could be placed on the tonsil. In the other regions,

ROIs could be placed in 97%–98% of cases. These data indicate

that the tonsil is probably not a good reference tissue for future

evaluations.

A variance component analysis was performed for MR imag-

ing systems I and II to test potential differences between ADC

values derived from the EPI-DWI-2b sequence and the calculated

EPI-DWI-2b extracted from EPI-DWI-6b (Table 3). The lowest

bias was found in the subdigastric lymph node (0.7 � 10�6mm2/

s), and the highest bias was found in the tonsil (�23.2 �

10�6mm2/s). Furthermore, this analysis showed a small range of

limits of agreement (LoA) (range, �307.0 � 10�6 mm2/s to

302.4 � 10�6 mm2/s) for all tissues combined. This finding im-

plies that both ADC values are not significantly different. There-

fore, we used calculated EPI-DWI-2b ADC values extracted from

EPI-DWI-6b on systems if EPI-DWI-2b was not available for fur-

ther analysis.

The intersystem difference between the MR imaging systems,

with mean ADC values as a dependent variable, was statistically

significant (P � .001). The influence of the sequence, the MR

imaging system, and the interaction between these 2 parameters

was significant (P � .011). The influence of the MR imaging sys-

tem on the ADC values among the subjects (P � .001) was also

significant.

Main Variance Analysis
For the main analysis, the actual median ADC values and the

results of the main variance component analysis per tissue are

shown in Table 4 and are visualized in a boxplot (Fig 3). The 3

DWI sequences used showed some difference: The EPI-DWI-6b

sequence demonstrated the smallest interquartile range (IQR)

values (830 –1217 � 10�6 mm2/s) and lowest SEM (190.3) in

ADC for all tissues. The TSE-DWI-2b sequence demonstrated the

broadest IQR (812–1414 � 10�6 mm2/s) and largest SEM

(284.5 � 10�6 mm2/s) for all tissues, while EPI-DWI-2b and

EPI-DWI-6b showed a narrower IQR (815–1226 � 10�6 mm2/s

and 830 –1217 � 10�6 mm2/s, respectively) and a smaller SEM

(216 � 0�6 mm2/s and 190.3 � 10�6 mm2/s, respectively). There-

fore measurements on EPI-DWI-2b and EPI-DWI-6b are more

precise. Note that with TSE-DWI-2b, the lowest number of ADCs

was available for analysis (95%, Table 2).

The spinal cord and tonsil showed the smallest IQR (873–

1100� 10�6 mm/s2 and 694 –980 � 10�6 mm/s2, respectively)

and lowest SEM (190.1 � 10�6 mm/s2 and 151.2 � 10�6 mm/s2,

respectively) (Table 4 and Fig 4). These tissues have the lowest

SEM, indicating that ADC measurements in these tissues are the

most precise and the best reproducible ones. However, even

though the SEM is low for the spinal cord (SEM � 190.1 � 10�6

mm2/s), with a median ADC of 976 � 10�6 mm2/s, the range of

normal values is still broad (IQR � 873–1100 � 10�6 mm2/s).

Variance caused by time is limited (Fig 5). The mean differ-

ence in ADC values of the second examination compared with the

first, which were on the same day, was 6 � 10�6 mm/s2 (SD �

310 � 10�6 mm/s2). For the third examination, 1 month after the

first, the mean difference in ADC values was �5 � 10�6 mm/s2

(SD � 310 � 10�6 mm/s2) compared with the first measurement.

DISCUSSION
Before quantitative DWI can be applied in a multicenter study,

knowledge is required about the reproducibility of ADC values

within a subject, among different MR imaging systems, and

among sequences.10 This study is a first step to obtaining that

knowledge.

In this study, we assessed the reproducibility of ADC values for

different DWI sequences, MR imaging systems, and tissues in the

head and neck. As expected, the variance in ADC values per sub-

ject per tissue is the smallest if the subject is measured on the same

MR imaging system with the same sequence. The EPI-DWI-6b

sequence showed the best reproducibility for all compared tissues,

though this sequence was not available on all MR imaging sys-

tems. The EPI-DWI-2b sequence had a slightly lower reproduc-

ibility than the EPI-DWI-6b. Advantages of EPI-DWI-2b are a

shorter acquisition time and being more widely clinically avail-

able. ADC measurements in the spinal cord and tonsil were the

most precise and reproducible. Because the spinal cord is almost

always present in the FOV during a head and neck study, this

tissue can potentially be used as a reference. It also has the advan-

tage of being rarely affected by malignancy; this advantage is in

Table 3: Comparison of ADC values derived from calculated EPI-
DWI-2b extracted from EPI-DWI-6b and EPI-DWI-2b for MRI
systems I and II

Bias (10−6 mm2/s) LoA (10−6 mm2/s)
Tonsil �23.2 (�2.9) �307.0–260.7
Spinal cord �12.7 (�1.2) �296.6–271.1
SCM 10.8 (1.1) �273.1–294.6
SMG 18.6 (1.3) �265.3–302.4
SDG LN 0.7 (0.1) �283.2–284.5

Note:—SCM indicates sternocleidomastoid muscle; SMG, submandibular gland; SDG
LN, subdigastric lymph node.
a In parentheses, the bias is displayed as a percentage of the mean ADC from EPI-
DWI-2b for MRI systems I and II.

Table 4: Actual ADC values (10�6 mm2/s) and standard error of ADC measurement (10�6 mm2/s) for all subjects and MRI systems
EPI-DWI-2b EPI-DWI-6b TSE-DWI-2b Total per Tissue

Median (IQR) SEM Median (IQR) SEM Median (IQR) SEM Median (IQR) SEM
Tonsil 791 (675–876) 134.2 746 (674–857) 119.6 1089 (839–1272) 203.0 813 (694–980) 151.2
Spinal cord 950 (868–1053) 194.4 950 (865–1016) 170.6 1076 (908–1303) 204.2 976 (873–1100) 190.1
SCM 990 (782–1276) 221.6 1084 (810–1317) 210.5 534 (286–822) 285.0 872 (611–1171) 237.8
SMG 1257 (1090–1462) 247.0 1233 (1066–1362) 222.5 1392 (1030–1638) 431.2 1271 (1066–1468) 295.5
SDG LN 1042 (809–1211) 307.9 1027 (870–1174) 242.9 1393 (1124–1709) 322.0 1099 (910–1360) 291.0
Total per sequence 1000 (815–1226) 216.6 1000 (830–1217) 190.3 1082 (812–1414) 284.5 1020 (819–1273) 238.3

Note:—SCM indicates sternocleidomastoid muscle; SMG, submandibular gland; SDG LN, subdigastric lymph node.
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FIG 3. Boxplots showing the distribution of ADC values (�10�6 mm/s2) per sequence. The points are outliers (ie, �1.5 IQRs away from the 25th
or 75th percentile). The asterisk is an extreme outlier (ie, �3 IQRs away from the 25th or 75th percentile).
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FIG 4. Boxplots showing the distribution of ADC values (�10�6 mm/s2) per tissue. The points are outliers (ie, �1.5 IQRs away from the 25th or
75th percentile). The asterisks are extreme outliers (ie, �3 IQRs away from the 25th or 75th percentile).
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contrast to the tonsils, which are absent in case of tonsillectomy

and frequently prove to be the location of an initially unknown

primary tumor.17 Therefore, the spinal cord seems to be the most

suitable to serve as reference tissue.

DWI is frequently used in oncologic imaging.18,19 Previous

studies have shown the potential of DWI in diagnosing malignan-

cies in the head and neck area, response prediction, and differen-

tiation between treatment-induced tissue changes and residual or

recurrent disease.6,20,21 However, these studies were conducted in

a single institution, without variance in MR imaging systems and

protocol. Quantitative MR imaging parameters (eg, ADC) can

differ substantially among MR imaging systems and imaging pro-

tocols.22 This difference was also confirmed in the present study.

We performed 3 examinations on 5 MR imaging systems on

healthy subjects. This study validates differences in ADC values

being statistically significant for sequences, MR imaging systems,

and the interaction between MR imaging systems and sequences.

Verhappen et al8 found TSE-DWI to be more reproducible

among observers than EPI-DWI in a single-center, single-system

study on primary tumors and lymph nodes of 12 patients with

head and neck cancer. In the current multicenter, multisystem

study, ADC values derived with the EPI-DWI-6b sequence were

the most reproducible in healthy subjects with time, followed by

EPI-DWI-2b. TSE-DWI-2b was the least reproducible sequence.

These different findings may be attributed to the included sub-

jects: healthy volunteers in the current study and patients with

head and neck malignancies, which had diffusion restrictions in

the study by Verhappen et al.8 TSE-DWI-2b has inherently lower

SNR,23 which limits the reproducibility in healthy tissue, whereas

it does not have geometric distortion and is apparently sensitive

enough to detect diffusion restriction. In the current study, ROIs

were drawn on b�0 s/mm2 images in visual correlation with an-

atomic T2 images. Because EPI-DWI has a higher SNR, small

structures (eg, benign lymph nodes) are more easily visualized.

EPI-DWI may therefore be more appropriate for the evaluation of

small structures. In a study by Vandecaveye et al,20 57% of malig-

nant lymph nodes had a diameter of �1 cm; therefore, appropri-

ate evaluation of small (apparently benign) structures is vital. Ver-

happen et al8 drew ROIs on ADC maps of malignant tissue that

showed diffusion restriction. Especially, DWI of primary tumors

in the head and neck area may have geometric distortion due to

the tumor location at the air-tissue interface. In that case, geomet-

ric distortion of EPI techniques may reduce reproducibility

among observers.8

There is also a difference in reproducibility among various

tissues in the head and neck area. On all MR imaging systems and

sequences, ADC values of the submandibular gland were the least

precise (Table 4). An explanation for the relatively poor repro-

ducibility might be the intrinsic physiologic changes in salivary

glands during the time of day. ADC values in subdigastric lymph

nodes have a relatively poor reproducibility (Table 4). Subdigas-

tric lymph nodes are often too small for drawing reliable ROIs,

particularly in healthy subjects. Moreover, lymph nodes are prone

to changes with time (eg, due to frequently occurring inflamma-

tion in the head and neck area). In contrast, ADC values of the

spinal cord and the tonsil are the most reproducible within sub-

jects. In 87% of the images, a region of interest could be drawn on

the tonsils; this percentage was lower than for the other tissues

(range, 97%–98%) (Table 2). In healthy subjects, the tonsils are

sometimes too small for reliably drawing a region of interest on
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DWI. However, if the tonsils are large enough to allow the assess-

ment of ADC values, these values appear to be relatively stable

with time within a subject; this stability results in the relatively

high precision and reproducibility of ADC measurements. The

sternocleidomastoid muscle has intermediate reproducibility.

Small changes in ADC values of muscle tissue may be explained by

small differences in muscle tone with time.

Sasaki et al10 previously assessed the reproducibility of ADC

measurements in the brain among MR imaging systems, imaging

protocols on different time points, and different institutions. It

was concluded that there was significant variability in ADC values

depending on the coil systems, imagers, vendors, and field

strengths. However, only 3 of 10 patients were imaged more than

once on the same MR imaging system. In our study, all patients

were imaged multiple times on the same MR imaging system, in

different institutions, and with a time interval of at least a month

between imaging. We found significant differences between MR

imaging systems and sequences.

The present study shows that though the physiology of healthy

subjects may change with time, ADC values obtained within 1

person and with the same MR imaging system, protocol, and se-

quences immediately after the first scan and with an interval of at

least 1 month have a low variance (ie, the intrasubject variance is

small) (Fig 5). This finding indicates that ADC measurements are

reproducible and independent of time. The spinal cord and tonsil

are the tissues with the lowest ADC variability when different MR

imaging systems, protocols, and sequences are used.

This study had some limitations. We included only healthy

subjects with a broad age range for whom a stable physiologic

status with time for all normal tissues can only be assumed. On the

basis of Fig 5, the influence of time appears to be limited, with

mean ADC differences being less than 10 � 10�6 mm/s2 among

measurements. The stability of the MR imaging systems and se-

quences used also needs to be assumed. Furthermore, the study

population was too small to calculate a conversion factor for dif-

ferent MR imaging systems. A group size of �50 subjects is

needed to calculate such a conversion factor.13

CONCLUSIONS
The smallest range of ADC values can be obtained by imaging a

subject on the same MR imaging system with an EPI-DWI with 6

b-values. Of the investigated tissues, the spinal cord shows the

least variance and therefore should serve as reference tissue in the

head and neck region.
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