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ABSTRACT

BACKGROUND AND PURPOSE: The attenuation of normal nonossified thyroid cartilage can be similar to that of head and neck squa-
mous cell carcinoma on CT. We compared dual-energy CT spectral Hounsfield unit attenuation characteristics of nonossified thyroid
cartilage with that of squamous cell carcinoma to determine the optimal virtual monochromatic image reconstruction energy levels for
distinguishing tumor from normal nonossified thyroid cartilage.

MATERIALS AND METHODS: Dual-energy CT scans from 30 patients with histopathology-proved squamous cell carcinoma at different
primary sites (laryngeal and nonlaryngeal) and 10 healthy patients were evaluated. Patients were scanned with a 64-section single-source
scanner with fast-kilovolt (peak) switching, and scans were reconstructed at different virtual monochromatic energy levels ranging from 40
to 140 keV. Spectral attenuation curves of tumor and nonossified thyroid cartilage were quantitatively evaluated and compared. Any part
of the tumor invading the cartilage, when present, was excluded from ROI analysis to avoid cross-contamination from areas where there
could be a mixture of cartilage and invading tumor.

RESULTS: Normal nonossified thyroid cartilage had a characteristic, predictable spectral attenuation curve that was different from
that of tumors. The greatest difference in attenuation of nonossified cartilage compared with tumor was on virtual monochromatic
images of �95 keV (P � .0001), with sharp contrast between the relatively high attenuation of nonossified cartilage compared with
that of tumor.

CONCLUSIONS: Head and neck squamous cell carcinoma has significantly different attenuation on virtual monochromatic images of �95
keV, compared with nonossified thyroid cartilage.

ABBREVIATIONS: CNR � contrast-to-noise ratio; DECT � dual-energy CT; HNSCC � head and neck squamous cell carcinoma; NOTC � nonossified thyroid
cartilage; SHUAC � spectral Hounsfield unit attenuation curve; VMI � virtual monochromatic image

Head and neck squamous cell carcinoma (HNSCC) is a com-

mon malignancy of the larynx and hypopharynx. Imaging

plays a key role in staging of laryngeal and hypopharyngeal can-

cers, and accurate staging is necessary to help determine whether

a patient will undergo organ-preserving treatment or laryngec-

tomy.1-7 An important aspect of staging is to determine whether

there is thyroid cartilage invasion.1,2,4-9 CT is typically the first-line

technique for evaluation of laryngeal cancer, but evaluation of thy-

roid cartilage invasion remains a challenge on CT, in large part due to

variable ossification of the thyroid cartilage. Although tumor has a

different appearance from both the cortex and the fat-filled medul-

lary space of ossified cartilage, the attenuation values of tumor and

nonossified thyroid cartilage (NOTC) are very similar.1,10,11 Several

criteria have been evaluated and proposed to improve the accuracy of

CT for detection of cartilage invasion, but none are perfect.1,2,11-14

Dual-energy CT (DECT) evaluates tissues at different x-ray

energies, enabling spectral evaluation and material tissue charac-

terization.15 With DECT, projection data are typically obtained

simultaneously or near-simultaneously at 80 and 140 kilovolts

(peak) (kV[p]).16,17 The measured values at the different acquisi-

tion energies can then be normalized to specific combinations of 2

different reference materials, such as iodine, water, or calcium.

Furthermore, with sophisticated reconstruction algorithms, the
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information obtained from the different acquisitions can be com-

bined to generate image sets at different predicted energy levels

(kiloelectron volt [keV]), referred to as virtual monochromatic

images (VMI). Depending on their elemental properties, different

tissues have distinct attenuation, signal to noise, and contrast at

different VMI energy levels, enabling spectral evaluation of tissue

attenuation.16,17 Although currently there is only limited evi-

dence, emerging data demonstrate advantages of DECT for head

and neck imaging, with the potential for improved tumor visual-

ization and material characterization.18-21 Kuno et al22 have also

demonstrated that the addition of iodine overlay maps can in-

crease interobserver reproducibility and improve the specificity of

CT for determination of cartilage invasion without decreasing

sensitivity compared with conventional CT images alone.

On contrast-enhanced CT, NOTC has relatively high intrinsic

attenuation without measurable blood supply or iodine, whereas

HNSCC demonstrates increased attenuation secondary to increased

iodine content after administration of IV contrast. Therefore, be-

cause of their different compositions, we hypothesized that DECT

virtual monochromatic images reconstructed at different energy lev-

els may be useful in distinguishing tumor from nonossified thyroid

cartilage, and in this investigation, we compared the spectral

Hounsfield unit attenuation curve (SHUAC) characteristics of HN-

SCC with those of NOTC. The objective of our study was to evaluate

the differences in spectral attenuation and determine the optimal

virtual monochromatic image reconstruction energy levels for dis-

tinguishing tumor from NOTC. This study compared the enhancing

part of tumor with normal nonossified thyroid cartilage. Any part of

the tumor potentially invading the cartilage, when present, was ex-

cluded from quantitative ROI analysis to avoid cross-contamination

from areas where there could potentially be a mixture of cartilage and

invading tumor.

MATERIALS AND METHODS
Patients
The study was approved by the institutional review board. Thirty

patients with proved HNSCC (by biopsy and/or surgery) and 10

healthy patients who had undergone DECT between June 2013

and July 2014 were retrospectively evaluated. Tumors from dif-

ferent primary sites were evaluated and are summarized in the

Table. They included 7 patients with laryngeal carcinoma and 1

patient with hypopharyngeal carcinoma. Healthy patients were

selected ad hoc from the same period (please refer to On-line

Appendix for additional details on patient selection).

Image Acquisition
All patients were scanned with the same 64-section dual-energy

scanner (Discovery CT750 HD; GE Healthcare, Milwaukee, Wis-

consin). All examinations were acquired after administration of

IV contrast. Eighty milliliters of iopamidol (Isovue 300; Bracco,

Princeton, New Jersey) was injected at a rate of 2 mL/s, and the

patient was scanned after a delay of 65 seconds. Scans were ac-

quired in dual-energy rapid 80- to 140-kV(p) switching mode by

using the Gemstone Spectral Imaging (GE Healthcare) protocol.

These were acquired with a Gemstone Spectral Imaging preset 15,

with a large scan FOV (�50 cm), 40-mm beam collimation, 0.6-

second rotation time, and 0.984:1 helical pitch. Images were re-

constructed into 1.25-mm sections in a 25-cm display FOV and

512 � 512 matrix. The average CT dose index volume for the

main acquisition (entire neck to the carina) was 17.3 mGy.

Image Postprocessing and Analysis
Quantitative image analysis was performed at the Advantage

Workstation 4.6 (GE Healthcare). Scans were retrospectively re-

constructed into different VMI energy levels ranging from 40 to

140 keV in 5-keV increments. Tumor and NOTC evaluation was

performed by measuring mean CT attenuation (in Hounsfield

unit � SD) within ROIs across the entire range of VMI energy

levels.

First, NOTC was evaluated in healthy patients. Eighteen ROIs

were placed in the NOTC in each patient, 9 on each side, to com-

pare and confirm similarity of the 2 sides. Thereafter, normal

NOTC and tumors were evaluated in 30 patients with HNSCC. In

this population, the NOTC and tumor were each evaluated with 9

ROIs placed on at least 3 separate sections. For tumors, the ROIs

were placed in the homogeneous-appearing enhancing part of the

tumor, avoiding areas of cystic change or necrosis. For NOTC,

ROIs were placed in the nonossified part of the thyroid cartilage,

avoiding the area immediately adjacent to a site of ossification.

In healthy patients and in patients with tumor who had pri-

mary tumors outside the larynx, ROIs were placed bilaterally

within the NOTC. In patients with laryngeal cancers, ROIs

were placed in either the contralateral normal NOTC, or if

placed in the ipsilateral NOTC, they were placed in an area

separated by at least 5 sections (6 mm) from any area of contact

between tumor and cartilage. For evaluation of tumor in pa-

tients with laryngeal cancer, any part of the tumor adjacent to

or invading the cartilage, when present, was excluded from

quantitative ROI analysis to avoid cross-contamination from

areas where there could potentially be a mixture of cartilage

and invading tumor.

A total of 693 ROIs were evaluated. The sizes of the ROIs

varied because of differences in thickness of the NOTC, tumor

size, and tumor homogeneity among patients. The minimum in-

dividual ROI diameter used was 1.5 mm (corresponding to a sam-

pled area per ROI of 1.77 mm2), and the maximum diameter used

was 5.5 mm (corresponding to a sampled area per ROI of 23.76

mm2). As discussed earlier, multiple, at least 9, ROIs were used

per structure, and the average ROI area evaluated per structure

(normal cartilage or tumor) was 86.8 mm2 (range, 21.2–212.1

mm2). The ROIs were averaged for each structure. So that the

results are not biased toward larger structures (eg, larger tumors),

Summary of primary HNSCC tumor sites evaluated

Primary Site
No. of

Patients
Untreated tumors (n � 22)

Larynx 7a

Hypopharynx 1
Retromolar trigone, anterior tonsillar pillar 3
Oral cavity, other 5
Oropharynx, other 3
Sinuses, nose 3

Recurrent or metastatic tumors (n � 8)
HNSCC invading parotid (n � 2), parapharyngeal

space metastasis, oral cavity (n � 2), base of tongue,
cheek, neopharynx

a Three of 7 laryngeal tumors had pathologically proven thyroid cartilage invasion.
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the average ROI for each patient’s NOTC or tumor was given

equal weight when pooling data from multiple patients. Care was

taken to avoid overlap of the ROI with adjacent tissues or necrotic

parts of tumor to avoid volume averaging. All ROIs were placed

by an attending physician with fellowship training and 4 years’

postfellowship experience in neuroradiology and head and neck

radiology (R.F.). Additional information on the ROI analysis is

provided in the On-line Appendix.

For each patient, the mean tumor and/or normal NOTC at-

tenuation was determined on the basis of the average Hounsfield

unit of the respective ROIs in that patient. Image noise was calcu-

lated as the SD in the ROI, and the average noise for each tumor or

NOTC was calculated by obtaining the average SD in their respec-

tive ROIs.17 Comparisons of tumor and NOTC attenuation were

performed by obtaining the average Hounsfield unit in all patients

across the VMI range (40 –140 keV). Tumor and NOTC contrast-

to-noise ratios (CNRs) were calculated individually for each pa-

tient by using the following formula: CNR � (Average Tumor

Attenuation � Average Cartilage Attenuation)/Square Root

[Variance (Tumor) � Variance (Cartilage)].17 In 3 patients with

HNSCC, the thyroid cartilage was completely ossified. In this sub-

group, the CNR calculation was performed by using the average

normal NOTC attenuation from the other 37 patients (27 with

HNSCC and 10 healthy patients).

Statistical Analysis
Results were reported as mean � SD. Pooled average SHUAC

curves were generated from 40 to 140 keV, in 5-keV increments

for comparison of NOTC and tumor. For comparison of means

from 2 different groups, an unpaired 2-tailed t test was used. For

comparison of multiple (�2) groups, 1-way ANOVA with the

Tukey multiple comparison test was used. Variance was calcu-

lated by using the standard formula: variance � SD2. A P value �

.05 was statistically significant. We used GraphPad Prism soft-

ware, Version 6.005, for statistical analysis (GraphPad Software,

San Diego, California).

RESULTS
We first evaluated the spectral Hounsfield unit characteristics of

normal NOTC in a group of 10 healthy patients (Fig 1A). The

NOTC attenuation was highest at 40 keV and progressively de-

creased on higher kiloelectron volt VMIs (Fig 1A). There was no

significant difference in the spectral Hounsfield unit characteris-

tics of the right compared with the left NOTC. We then evaluated

normal or unaffected NOTC in 30 patients with HNSCC (average

age, 72 years; range, 56 –97 years; 15 men, 15 women). Their pri-

mary tumor sites are summarized in the Table. Of the patients

from the tumor group, 27 normal (or unaffected) NOTCs were

included. In 3 patients, the entire thyroid cartilage was ossified

and, therefore, was excluded from the analysis. There was no sig-

nificant difference in NOTC between healthy subjects and those

with normal or unaffected NOTC in the group of patients with

HNSCC (Fig 1B). Subgroup analysis of normal/unaffected NOTC

in the healthy patient group, patients with laryngeal cancer, those

with untreated primaries outside the larynx, and those with recur-

rent/metastatic tumors was also performed with 1-way ANOVA

with Tukey multiple comparison tests. There was no significant

difference in the attenuation of normal NOTC between any of the

groups, at any of the kiloelectron volts evaluated between 40 and

140 keV. The normal and unaffected NOTC spectral Hounsfield

unit attenuation measurements from healthy patients and those

FIG 1. Comparison of spectral Hounsfield unit characteristics of nor-
mal nonossified thyroid cartilage in healthy subjects and patients with
tumors. A, Baseline characteristics of NOTC evaluated in 10 healthy
subjects is shown. For each patient, NOTC was evaluated with 9 ROIs
on each side, corresponding to 18 ROIs total per patient, and 180 ROIs
(90 ROIs for each side of the NOTC/curve). There was no signifi-
cant difference in NOTC attenuation between the right and left
sides across the virtual monochromatic range of 40 –140 keV. B,
Comparison of normal NOTC in healthy patients (right and left
combined; n � 10, by using 180 ROIs) and normal or unaffected
NOTC in the tumor group (n � 27, by using 243 ROIs). C, Pooled
spectral Hounsfield unit curve demonstrating characteristics of
normal NOTC in the entire patient population (n � 37). Values
shown are mean � SD.
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with tumor were combined and pooled from hereon for other

comparative analyses (Fig 1C).

We next evaluated and compared the spectral attenuation

characteristics of HNSCC and NOTC. Untreated primaries from

the larynx (n � 7), extralaryngeal sites (n � 15), and recurrent/

metastatic tumors (n � 8) were evaluated (Fig 2). All tumor sub-

groups had overall similar SHUAC characteristics (Fig 2). As ex-

pected, the attenuation of tumors was highest at 40-keV VMI, the

kiloelectron volt closest to the k-edge of iodine. Given the simi-

larity in their SHAUCs, the tumors were all combined and com-

pared with NOTC (Fig 3A). The SHUAC of tumors differed from

that of NOTC, with a statistically significant difference in the

mean attenuation of all tumors combined compared with NOTC

at all kiloelectron volts except 50, 55, and 60 keV (Fig 3A, P �

.001).

At 70 keV, the VMI energy level typically considered to be

similar to that obtained with conventional single-energy CT,23

there was a small difference between mean tumor and NOTC

attenuation, with overlap between the 2 groups on the scatterplot

(Fig 3B). At the lowest extreme of the curve, at 40 keV, both tumor

and NOTC had the highest average attenuation. However, the

difference between tumor and NOTC was best seen on the higher

kiloelectron volt VMIs, due to a combination of differences in

attenuation and reduced variation (SD) of the measured values

in different patients (Fig 3A, -B). Indeed, in the groups evaluated

in this study, there was no overlap between individual mean

tumor and NOTC attenuation on VMIs reconstructed at �95

keV (Fig 3B).

FIG 2. Comparison of spectral Hounsfield unit characteristics of dif-
ferent tumor subgroups: untreated larynx primaries (n � 7), untreated
nonlarynx primaries (n � 15), and recurrent/metastatic tumors (n � 8).
Note that the spectral Hounsfield unit attenuation curves of all the
HNSCC tumor groups follow a similar trend, with increased attenua-
tion of enhancing tumor at lower kiloelectron volts and decreased
attenuation at higher kiloelectron volts. Values shown are mean � SD.

FIG 3. Spectral Hounsfield unit characteristics of head and neck squamous cell carcinoma compared with normal nonossified thyroid cartilage.
A, Spectral Hounsfield unit curve of HNSCC at different primary sites (n � 30) compared with normal (or unaffected) NOTC (n � 37; 27
normal/unaffected NOTCs from the patients with tumor group and 10 NOTCs from healthy patients). B, Scatterplot of individual tumor
densities at selected VMIs shows overlap between tumor and NOTC densities at many VMIs but complete separation at high-energy VMIs. C,
Contrast-to-noise analysis performed at different kiloelectron volt VMIs demonstrating the higher absolute CNR at high-energy VMIs. D,
Subgroup analysis of the laryngeal (n � 7) and nonlaryngeal (including a case of hypopharyngeal tumor, n � 23) primary sites. Three asterisks
denotes P � .001; 4 asterisks denotes P � .0001; and ns, not significantly different.
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Subgroup analysis of the laryngeal

(n � 7) primaries demonstrated similar

trends in SHUAC, with persistent clear

separation from the normal NOTC

curve in the high kiloelectron volt range

(Fig 3D). Subgroup analysis comparing

NOTC with the untreated laryngeal pri-

maries, untreated primaries outside the

larynx, and recurrent/metastatic tumors

also demonstrated a statistically signifi-

cant difference between NOTC and all

tumor subgroups on VMIs recon-

structed at �70 KeV (P � .0001, 1-way

ANOVA), with the greatest difference at

of �95 KeV.

We also calculated the CNR to factor

in differences in noise levels at different

VMI energy levels. As in the previous

observations, the absolute CNR was

highest on high kiloelectron volt images

(Fig 3C). Note that the negative values in

Fig 3C indicate that tumor has a lower

attenuation than NOTC at these kilo-

electron volts. Therefore, tumor inva-

sion of NOTC would be expected to ap-

pear as a low-attenuation defect in the

otherwise high-attenuation NOTC (Figs

4 and 5).

DISCUSSION
Accurate determination of thyroid carti-

lage invasion is important for proper

staging and treatment planning of laryn-

geal and hypopharyngeal cancers.1-8

Evaluation of thyroid cartilage invasion

on imaging remains a challenge because

of variable ossification and appearance

of thyroid cartilage and similarities in

attenuation of tumor and NOTC on

CT.1,2,10,11 While tumor preferentially

invades the ossified part of the cartilage,

the similarity in appearance of NOTC

and tumor can make definitive assess-

ment for invasion challenging in cases in

which tumor abuts the nonossified part

of thyroid cartilage. Clear distinction of

invasive tumor and focal nonossifica-

tion of the cartilage may not be possible.

Kuno et al22 demonstrated that DECT

iodine overlay images improved the

specificity of detection of laryngeal car-

tilage invasion. In our investigation, we

compared the spectral Hounsfield unit

characteristics of tumor and NOTC by

using a single-source DECT with rapid

kiloelectron volt switching to determine

the utility of VMIs reconstructed at var-

FIG 4. Differences in attenuation of NOTC (arrows) and tumor (T) on different kiloelectron volt
VMIs. Axial contrast-enhanced CT images are shown from a patient with a supraglottic squamous
cell carcinoma with the same section reconstructed as a virtual monochromatic images at 70, 40,
and 140 keV. A, Seventy-kiloelectron volt VMI shows tumor abutting the inner surface of the
right NOTC. B, Forty-kiloelectron volt VMI shows greater attenuation of the tumor than on
the 70-keV VMI due to iodine content, increased contrast between tumor and NOTC, and
somewhat better depiction of tumor-NOTC interface. C, One hundred forty– kiloelectron
volt VMI shows suppression of tumor attenuation but preserved high attenuation in the
NOTC. Note the qualitative contrast improvement with clear distinction of tumor-NOTC
interface.

FIG 5. Quantitative spectral Hounsfield unit attenuation characterization of tumor and NOTC in
a patient with pathologically proved tumor invasion into the thyroid cartilage. VMIs recon-
structed at 40 keV (A) and 140 keV (B) demonstrate tumor invasion into the anterior left thyroid
cartilage (white arrows). Note variable ossification of the left thyroid cartilage and minimal focal
nonossification of the right thyroid cartilage. On the 140-keV VMI, attenuation due to invasion of
the left thyroid cartilage (white arrows) is suppressed, appearing as a defect, compared with the
normal ipsilateral NOTC and contralateral NOTC (red arrows). C and D, An example of quantita-
tive analysis is shown, demonstrating individual spectral Hounsfield unit attenuation curves for
different ROIs. Note the differences in spectral attenuation characteristics of tumor (T) com-
pared with normal ipsilateral and contralateral NOTC. The spectral curve shows clear attenuation
separation in the higher kiloelectron volt range. Please note that the curves shown in this figure
are those for individual ROIs. In earlier figures, the average from multiple ROIs (at least 9) per
structure, per patient, was used to calculate pooled mean attenuation for each group or sub-
group (in addition, areas of invasion were not included in the earlier pooled analysis).
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ious kiloelectron volt levels for distinguishing tumor from NOTC.

Our study expands on observations by Kuno et al that DECT can

be helpful in the evaluation of laryngeal cartilage in patients with

HNSCC. In our study, we evaluated another aspect of DECT,

VMIs reconstructed at different kiloelectron volt energy levels, to

characterize and compare HNSCC and unaffected NOTC.

Although in this investigation we did not directly evaluate thy-

roid cartilage invasion, the observations in this study are a step

toward application of VMIs and SHUAC analysis for assessment

of NOTC and proceeding to studies evaluating NOTC invasion.

We demonstrate that HNSCC has a very different spectral

Hounsfield unit attenuation curve than normal NOTC. Although

there was some difference in mean attenuation between NOTC

and tumor at 70 keV, the VMI energy level similar to that of a

standard single-energy CT acquisition,23 the difference was small

and there was overlap between individual tumor and NOTC at-

tenuation. This finding reflects the challenges that can be encoun-

tered in distinguishing NOTC from tumor on conventional CT.

On the other hand, there were significant differences in atten-

uation at either extreme of the VMI energy curve, with the dis-

tinction between tumor and NOTC best achieved on VMIs of

�95 keV. On high kiloelectron volt VMIs, iodine attenuation in

enhancing tumor is partially suppressed, whereas the normal

NOTC retains a relatively high and fairly uniform attenuation and

would therefore be distinct from adjacent tumor (Fig 4). Against

the high-attenuation background of NOTC, tumor would be ex-

pected to appear as a relatively low-attenuation defect that stands

out from the normal thyroid cartilage (Fig 5). Normal NOTC has

uniform attenuation without gaps or defects.24 On the basis of the

results of our study, one would expect that VMIs may be used

qualitatively to assess NOTC integrity (Figs 4 and 5). In cases

where there is ambiguity, supplemental evaluation with quantita-

tive ROI analysis and SHUAC analysis may also be helpful. A

potential example of such application, demonstrating individual

ROI curves, is shown in Fig 5. On the basis of the observations in

this study, we believe that future investigations directly evaluating

applications of high-energy VMI and SHUAC for thyroid carti-

lage invasion are warranted. Because many patients without thy-

roid cartilage invasion or with minor invasion may not be treated

surgically, such studies will be designed to correlate imaging find-

ings with long-term patient outcome rather than on the basis of

histopathologic correlation alone.

Compared with iodine overlay maps, high kiloelectron volt–

reconstructed VMIs are similar to standard sequences to which

radiologists are accustomed, possibly providing an advantage for

implementation and user acceptance. In addition, high kiloelec-

tron volt VMIs can result in decreased artifacts associated with

metallic implants and other materials.25,26 At this time, both

high-energy kiloelectron volt VMIs and iodine overlay maps are

likely to be useful for increasing the accuracy of CT for determi-

nation of laryngeal cartilage invasion, and a comparison of the 2

and evaluation of potential complementary application in thyroid

cartilage assessment is an interesting topic for future research.

Because this work is a general characterization of HNSCC, we

used both primary laryngeal tumors and tumors outside the lar-

ynx. In addition, we evaluated recurrent/metastatic tumors. Al-

though there were small differences in mean attenuation among

the different tumor subgroups, all of the tumor groups had simi-

lar spectral attenuation characteristics (Fig 2). Furthermore, sim-

ilar differences in NOTC and tumor attenuation with the greatest

difference on high kiloelectron volt VMIs were observed when

NOTC was compared with either the entire group of 30 tumors

and specific subgroups.

Limitations of this study include the retrospective design and

small number of cases. In addition, there was no pathologic con-

firmation of uninvaded NOTC. Nonetheless, our study demon-

strates clear qualitative and quantitative differences in spectral

Hounsfield unit attenuation curves of HNSCC compared with

NOTC. We believe that our investigation and that by Kuno et al22

provide the basis for future, ideally prospective, studies to evalu-

ate the advantages of DECT, including high kiloelectron volt

VMIs, for detecting thyroid cartilage invasion and predicting pa-

tient outcome.

CONCLUSIONS
HNSCC has different spectral Hounsfield unit attenuation char-

acteristics with significantly different attenuation on VMIs of �95

keV compared with nonossified thyroid cartilage. Therefore,

DECT has the potential to improve accuracy for distinguishing

tumor and NOTC and to improve evaluation of cartilage invasion

by laryngeal cancer.
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