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ABSTRACT

BACKGROUND AND PURPOSE: The 45° oblique (Pöschl) plane allows reliable depiction of the vestibular aqueduct, with virtually its entire
length often visible on 1 CT image. We measured its midpoint width inthisplane,aimingtodeterminenormalmeasurementvaluesbasedonthisplane.

MATERIALS AND METHODS: We retrospectively evaluated temporal bone CT studies of 96 pediatric patients without sensorineural hearing
loss. Midvestibular aqueduct widths were measured in the 45° oblique plane by 2 independent readers by visual assessment (subjective tech-
nique). The vestibular aqueducts in 4 human cadaver specimens were also measured in this plane. In addition, there was a specimen that had undergone
CT scanning before sectioning, and measurements made on that CT scan and on the histologic section were compared. Measurements from the 96
patients’ CT images were then repeated by using findings derived from the radiologic-histologic comparison (objective technique).

RESULTS: All vestibular aqueducts were clearly identifiable on 45° oblique-plane CT images. The mean for subjective measurement was
0.526 � 0.08 mm (range, 0.337– 0.947 mm). The 97.5th percentile value was 0.702 mm. The mean for objective measurement was 0.537 �

0.077 mm (range, 0.331– 0.922 mm). The 97.5th percentile value was 0.717 mm.

CONCLUSIONS: Measurements of the vestibular aqueduct can be performed reliably and accurately in the 45° oblique plane. The mean
midpoint width was 0.5 mm, with a range of 0.3– 0.9 mm. These may be considered normal measurement values for the vestibular aqueduct
midpoint width when measured in the 45° oblique plane.

ABBREVIATIONS: LVA � large vestibular aqueduct; OPA � optimal percentage attenuation

Valvassori and Clemis1,2 reported in 1978 that the vestibular

aqueduct may be considered enlarged when its width at mid-

point measures �1.5 mm on hypocycloidal polytomography. CT

has since replaced tomography as the technique of choice for tem-

poral bone evaluation. In 2007, Boston et al3 proposed a new

definition of an enlarged vestibular aqueduct based on axial CT

studies. The criteria they established, referred to as the Cincinnati

criteria, defined large vestibular aqueduct (LVA) as a vestibular

aqueduct with width of �2 mm at the operculum and/or �1 mm

at the midpoint as measured on axial images.

Current scanners allow CT source images to be reformatted in

any plane with near-identical spatial resolution.4,5 This feature is

used in temporal bone imaging for optimizing visualization of

various anatomic structures. In particular, the 45° oblique

(Pöschl) plane has been shown to depict the vestibular aqueduct

more reliably than the axial plane because this plane is parallel to the

longitudinal axis of the vestibular aqueduct, and this plane allows

depiction of virtually the entire length of this structure.6,7 Evaluation

of the vestibular aqueduct in this plane allows accurate identification

of its midpoint and determination of its true cross-sectional width

without overestimation related to obliquity (Fig 1).

In this study, we aimed to determine normal measurements

for the vestibular aqueduct midpoint width based on the 45°

oblique plane.

MATERIALS AND METHODS
Part 1: CT Measurements, with Caliper Placement Based on
Visual Assessment of Bony Margins (Subjective Technique)

Subjects. Temporal bone CT studies of 96 children (192 vestib-

ular aqueducts) referred from the pediatric otolaryngology ser-

vice were reviewed retrospectively in accordance with guidelines

from the Massachusetts Eye and Ear Infirmary institutional re-
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view board. Patients with sensorineural hearing loss were ex-

cluded from the study.

CT Scanning and Processing. All patients underwent dedicated

temporal bone CT without intravenous contrast on a 40-section

multidetector CT scanner (Somatom Sensation 40; Siemens, Er-

langen, Germany). Images were obtained with 0.6-mm collima-

tion, 0.6-mm thickness, and a 0.2-mm increment at 320 mAs and

120 kV(peak). Data were reconstructed separately for each tem-
poral bone in the axial plane by using a bone algorithm; this was

performed routinely in all cases by the
CT technologist. However, 45° oblique
reformations were not routinely pro-
duced in all cases. Thus, for this study,
the dataset from each case was trans-
ferred to a workstation for postprocess-
ing by using a commercially available 3D
reformatting software (Voxar 3D;
Barco, Edinburgh, Scotland). On this
software, images in the 45° oblique plane
were produced for each temporal bone
by selecting the plane parallel to the su-
perior semicircular canal and by using
that as the landmark image. These refor-
matted images were then analyzed. The
image section demonstrating the entire
length of the vestibular aqueduct was se-
lected, enlarged, and exported at full res-
olution to an open-source software, Im-
ageJ (National Institutes of Health,
Bethesda, Maryland), for performing
measurements and statistical analyses.

CT Image Evaluation and Measurement:
Visual Assessment Technique. Two

neuroradiologists (E.Y.T. and V.M.) in-

dependently reviewed the exported im-

ages, which were magnified approxi-

mately 15 times and viewed at high resolution with a small FOV in

bone window settings (width, 4000 HU; level, 700 HU). For each

image, the vestibular aqueduct width was measured at the mid-

point of the postisthmic segment (Fig 2). Because object edges do

not appear absolutely sharp on images, especially when magni-

fied, we paid careful attention to the placement of electronic cal-

ipers at the perceived edge of the bony canal of the vestibular

aqueduct, aiming to locate the point along the gray zone between

white (bone) and dark gray (soft tissue) that best represented the

transition from bone to soft-tissue attenuation. Each radiologist

measured each vestibular aqueduct twice, with a 1-month time

interval between the 2 measurements.

Part 2: Cadaveric Specimen Measurement

Cadaveric Specimen Preparation. Temporal bones from patients

with normal hearing in life were selected from the cadaveric collec-

tion at the Otopathology Laboratory at the Massachusetts Eye and

Ear Infirmary. All temporal bones were processed in the standard

manner for light microscopy,8 including serial sectioning at a thick-

ness of 20 �m and staining of every tenth section by using hematox-

ylin-eosin. The stained sections were mounted onto glass slides. Only

those specimens aligned and sectioned in the plane of the superior

semicircular canal could be used, to replicate the 45° oblique plane.

This feature limited the number of available specimens to 4.

Cadaveric Specimen Evaluation and Measurement. Each slide-

mounted section that best displayed the entire length of the ves-

tibular aqueduct was reviewed by light microscopy. Measure-

ments were taken at the midpoint of the vestibular aqueduct.

FIG 1. The vestibular aqueduct as seen on axial (A), coronal (B), sagittal (C), and the 45° oblique
(Pöschl) (D) planes (arrows). It can be seen along its entire longitudinal length on the 45° oblique
plane, but only partially on the other planes. It also appears wider on the axial, coronal, and
sagittal planes, due to the oblique orientation of its cross-section relative to these planes, which
may lead to overestimation of its width when measurement is made in these planes.

FIG 2. CT image of the vestibular aqueduct in the 45° oblique plane.
The midpoint of the vestibular aqueduct is identified, and a line
(shown in black) is drawn perpendicular to its wall. The width is mea-
sured along this line.

1332 Juliano Jul 2016 www.ajnr.org



Part 3: Correlation between Measurements Made on
Histologic Sections and Measurements Made on CT
Images of the Same Cadaveric Specimen
One cadaveric specimen from a patient with normal hearing in

life underwent CT scanning before histologic preparation, by us-

ing the same CT technique as that for clinical patients. To increase

spatial resolution and accuracy, we stained every fifth section

through the region of the vestibular aqueduct rather than every

tenth. The microtome section that best displayed the entire length

of the vestibular aqueduct was paired to the corresponding CT

image and reformatted in the 45° oblique plane (Fig 3), and their

midpoint widths were measured and compared.

A graph was created by placing calipers on the magnified CT

image and recording the CT attenuation (in Hounsfield units) at

each pixel along a line drawn through the midpoint of the vestib-

ular aqueduct perpendicular to its wall. The x-axis represented the

distance along this line, and the y-axis represented the CT atten-

uation (Fig 4). This yielded a “CT attenuation curve,” which, in-

stead of being a step function at each bone–soft tissue interface on

either end (such as when object edges are absolutely sharp), is a

curve. The maximum y-values forming plateaus on either end of

the curve (y-max) represent the CT attenuation of bone, and the

minimum y-value at the nadir of the curve (y min) represents the

CT attenuation in the center of the vestibular aqueduct. For each

y-value, the difference between the 2 corresponding x-values (x1

and x2) gives the width of the vestibular aqueduct (x2 � x1, full

width). We divided the difference between the maximum and

minimum y-values (y-max � y-min) into 10 percentiles. At each

percentile, we calculated the corresponding width of the vestibu-

lar aqueduct. The percentile at which the vestibular aqueduct

width most closely matched the width as measured on the sec-

tioned specimen was noted. This percentile is referred to as the

optimal percentage attenuation (OPA) (Fig 4), the point at which

placement of electronic calipers on a CT image would lead to a

vestibular aqueduct width value that best correlates with the mea-

surement performed on the histologic specimen (best radiologic-

histologic correlation).

Part 4: CT Measurements, with Caliper Placement Based on
Optimal Percentage Attenuation (Objective Technique)
The CT images from the 96 children that best displayed the ves-

tibular aqueduct and were exported to ImageJ were again re-

viewed by the 2 neuroradiologists. These images were magnified

approximately 15 times and again viewed at high resolution with

a small FOV in bone window settings (width, 4000 HU; level, 700

HU). However, instead of placing electronic calipers at the per-

ceived edges by subjective visual assessment, we applied the OPA

FIG 3. The vestibular aqueduct of a cadaveric temporal bone dis-
played in the 45° oblique plane (arrow), in a histologically processed
microtome section (A) and in a CT image (B).
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FIG 4. A graph of the distance along a line drawn through the midpoint of the vestibular aqueduct (x-axis) plotted against CT attenuation in
Hounsfield units at each point along this line (y-axis). The optimal percentage attenuation is denoted on the graph. Through radiologic-histologic
correlation by using the cadaveric temporal bone specimen, the OPA was found to be 30%.
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technique. First, the Hounsfield unit of bone was measured. Then

the Hounsfield unit of the desired pixels (HU Desired Pixel) on

which to place the calipers was determined by the following equa-

tion: [(HU Bone � HU Desired Pixel) / HU Bone] � 100% �

OPA. The 2 pixels on either side of the vestibular aqueduct having

this Hounsfield unit were selected, and calipers were placed on

them for measurement of the vestibular aqueduct width.

Statistical Analysis
Each vestibular aqueduct was measured 5 times (twice for each

radiologist using the visual assessment technique, once using the

OPA technique).

The measurements made by each radiologist by using the vi-

sual assessment technique were analyzed; we calculated the mean,

SD, and range for each radiologist (Table 1).

Pearson correlation coefficients (r) were used to assess the pre-

cision of the measurements (Table 2). We calculated them for

correlation among the following:

1) Each radiologist’s measurement by using the visual assess-

ment technique and his or her own measurement by using the

same technique obtained 1 month later (intraobserver

correlation)

2) One radiologist’s measurement using the visual assessment

technique and the other radiologist’s measurement using the

same technique (interobserver correlation)

3) Each radiologist’s measurement using the visual assessment

technique (averaged between the 2 measurements obtained 1

month apart) and the measurement obtained by using the OPA

technique

4) The two radiologists’ combined measurement (averaged

among the 4 values obtained by the 2 radiologists) by using the

visual assessment technique and the measurement obtained by
using the OPA technique.

Interobserver correlation was obtained by using the first mea-

surement of radiologist A with the sec-
ond measurement of radiologist B, and
the second measurement of radiologist
A with the first measurement of radiol-
ogist B, to reduce potential bias. Statisti-
cal analyses were performed by using
SPSS Statistics for Windows (IBM, Ar-
monk, New York).

RESULTS
The 96 patients (51 male and 45 female) had a mean age of 11.0 �

4.5 years (range, 2–21 years). All vestibular aqueducts were readily

identified on the 45° oblique reformations.

For measurements made by using the visual assessment (sub-

jective) technique, the mean midpoint width of the postisthmic

segment of the vestibular aqueduct was 0.527 � 0.08 mm (left side

only: 0.524 � 0.083 mm; right side only: 0.529 � 0.080 mm). The

range was 0.353– 0.887 mm. The value at the 95th percentile was

0.666 mm. The value at the 97.5th percentile was 0.702 mm

(Table 1).

The optimal percentage attenuation was found to be 30% (Fig

4). In other words, the pixel with the CT attenuation value that is

30% of the difference between the CT attenuation of the center of

the vestibular aqueduct and the CT attenuation of the bony mar-

gin is the best location for caliper placement on either edge of the

vestibular aqueduct that would yield the measurement value

closest to that obtained when measuring the actual anatomic

structure.

For measurements made by using the OPA technique, the

mean midpoint width of the postisthmic segment was 0.537 �

0.077 mm. The range was 0.331– 0.922 mm. The value at the 95th

percentile was 0.658 mm. The value at the 97.5th percentile was

0.717 mm (Table 1).

The mean midpoint width of the cadaveric specimens was

0.441 � 0.134 mm.

Intraobserver, Interobserver, and Intertechnique
Reliability
A Pearson correlation coefficient of �0.70 indicates a very strong

positive relationship, and a value between 0.40 and 0.69 indicates

a strong positive relationship. The measurements made before

and after a 1-month interval for the same radiologist (intraob-

server reliability) did not demonstrate much variability (r � 0.538

and r � 0.648 for the 2 radiologists). There was also good inter-

observer correlation (r � 0.506 and r � 0.522). Correlation be-

tween measurements made with the 2 techniques showed a strong

positive relationship as well (r � 0.566) (Fig 5 and Table 2).

DISCUSSION
CT and MR imaging are important components in the evaluation

of congenital sensorineural hearing loss for excluding structural

abnormalities.9 Abnormal imaging findings can be seen in 32%–

39% of children with sensorineural hearing loss,10 the most com-

mon of which is a large vestibular aqueduct. LVA typically has a

flared morphology and is often associated with other inner ear

malformations,11 including modiolar deficiency with or without

incomplete partition type II.12 In 1978, Valvassori and Clemis2

Table 1: Vestibular aqueduct width obtained using the subjective and objective techniquesa

Measurement Technique

Mean VA Width
(range) (mm)

(n = 192)

VA Width at
the 95th

Percentile

VA Width at
the 97.5th
Percentile

Subjective (visual assessment)
technique

0.527 � 0.08 (0.353–0.887) 0.666 0.702

Objective (OPA) technique 0.537 � 0.077 (0.331–0.922) 0.658 0.717

Note:—VA indicates vestibular aqueduct.
a Units are in millimeters.

Table 2: Pearson correlation coefficients to determine the
precision of various measurements made

Pearson Correlation
Coefficient

Intraobserver
Reader 1 0.538
Reader 2 0.648

Interobserver
First measurement of reader 1 vs 2nd

measurement of reader 2
0.506

Second measurement of reader 1 vs 1st
measurement of reader 2

0.522

Subjective (visual assessment) vs objective
(OPA) technique

Reader 1 0.499
Reader 2 0.566
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coined the term “large vestibular aqueduct syndrome” to describe

children with sensorineural hearing loss, often progressive, with

LVA.

The goal of this study was to determine normal measurement

values for the normal vestibular aqueduct midpoint width in the

45° oblique plane. This plane was chosen because it allows more

reliable and accurate depiction of the vestibular aqueduct along its

longitudinal axis compared with the axial plane.6 This follows the

basic geometric principle that the optimal planes for displaying a

symmetric structure are planes parallel and perpendicular to its

main axes of symmetry. Because the vestibular aqueduct is a chan-

nel oriented essentially 45° from the sagittal and coronal planes,

running from posteroinferior to anterosuperior, the 45° oblique

(Pöschl) plane is ideal for displaying the entire length of this struc-

ture. In this plane, its midpoint width can be more easily and

accurately identified and measured compared with any other

plane (eg, axial and coronal). In fact, the 45° oblique plane is the

CT counterpart to the transverse pyramidal plane emphasized by

Valvassori,1 Valvassori and Clemis,2 Valvassori et al,13 and Becker

et al14 as the ideal plane for assessing the vestibular aqueduct

tomographically.

The anatomy and development of the vestibular aqueduct

have been well-described in the literature.2,15-19 During fetal de-

velopment, the vestibular aqueduct initially describes a straight

course, paralleling the common crus. The aqueduct develops its

adult form with the downward pull of the endolymphatic system

by the sigmoid sinus and adjacent dura during growth of the pos-

terior fossa. This process results in the originally straight vestibu-

lar aqueduct adopting an inverted J shape when viewed in profile.

The narrow proximal (superior, anterior, medial) segment

(termed “isthmus”) ascends over a short distance, representing

the short limb of the J. In our experience, this portion is not

well-visualized by CT due to its small size relative to CT voxel size

and partial volume effect. The longer distal or postisthmic seg-

ment descends toward its external aperture (inferior, posterior,

lateral), representing the long limb of the J. This segment is

shaped like a thick triangular slab, with the apex at its junction

with the isthmus and the broad base at the external aperture.20

The long axis of symmetry runs almost exactly parallel to the 45°

oblique plane; in this plane, the vestibular aqueduct can be seen

along its entire postisthmic length and demonstrates a fairly uni-

form width (thickness of the triangular slab) with only minor

undulation. On the other hand, the axial, coronal, and sagittal

planes pass at varying obliquities through the vestibular aqueduct;

measurements made in these planes may therefore result in over-

estimation of its width. In addition, the ability to view the entire

postisthmic segment in the 45° oblique plane allows us to accu-

rately define its midpoint, while this point can only be estimated

when in the axial, coronal, and sagittal planes.

While other authors have suggested measuring the vestibular

aqueduct at both the midpoint and external aperture, we chose to

limit our assessment to the midpoint. Being able to visualize the

entire length of the postisthmic segment in the 45° oblique plane

allows reliable identification of the midpoint. In this plane, the

walls of the normal vestibular aqueduct run parallel to each other

and the width is fairly constant; these features allow us to iden-

tify and measure the midpoint width with a high degree of cer-

tainty and reproducibility. In contrast, the flared configuration of

the normal vestibular aqueduct at the external aperture creates

difficulty with defining the exact point at which a measurement

there should be made, and it is virtually impossible to determine a

width perpendicular to the bony margins without a large degree of

uncertainty and very limited reproducibility.

Our study shows that the vestibular aqueduct can be accu-
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rately measured in the 45° oblique plane on CT images with ex-

cellent interobserver and intraobserver reliability. With this

method, the normal vestibular aqueduct midpoint width falls

within the range of 0.3– 0.9 mm. The mean value of 0.5 mm is

statistically independent of age or sex. The 97.5th percentile value

is 0.7 mm.

One major source of interobserver variation was likely related

to the difficulty in determining the edge of the vestibular aque-

duct. At low magnification, the edge of the vestibular aqueduct

appears fairly distinct; however, at increasing degrees of magnifi-

cation, it becomes clear that the edge is actually a blur of gray-scale

densities. The width of this gray zone is particularly significant

relative to the submillimeter size of the vestibular aqueduct. We

sought to minimize this edge error by comparing measurements

performed by caliper placement using subjective visual assess-

ment with those performed using a modified full width at half

maximum technique, which we termed the “optimal percentage

attenuation technique.” Given that there is no criterion standard

for defining the “true” edge on a pixelated image, we attempted to

provide a standard by comparing a midpoint measurement made

on a 45° oblique plane CT image of a cadaveric temporal bone

with a midpoint measurement made in that same plane on a his-

tologic section of that specimen. Comparison of these 2 measure-

ments helped establish an objective method of CT caliper place-

ment that would yield a measurement that best correlated with

the actual anatomic structure. We found that the best correlation

occurred when the full width was measured at 30% of the maxi-

mum difference in CT attenuation across the vestibular aqueduct

(OPA � 30%) (Fig 4).

We repeated the measurements made on the CT images of our

patient population by using this modified full width at half max-

imum/OPA technique, by using the 30% CT attenuation to help

us choose the pixels for caliper placement. We found that the

results obtained by using this objective technique did not differ

significantly from the results obtained by using the subjective

technique of visually estimating the perceived edge of the vestib-

ular aqueduct. This finding reassured us that the visual estimation

technique is adequate for making measurements on CT images on

a practical basis.

One limitation of this study was the small number of histologic

specimens available for comparison. Many factors limit their

availability, including logistics related to postmortem and histo-

logic processing, incomplete clinical histories and data,8 and the

limited number of specimens that had undergone CT scanning

before histologic processing to allow radiologic-histologic com-

parisons (though currently every temporal bone specimen desig-

nated for histologic processing at our Otopathology Laboratory

undergoes imaging beforehand). In addition, the specimens in-

cluded were procured specifically to be sectioned in a plane as

close as possible to the 45° oblique plane, and preparation time for

each specimen was approximately 2 years. Vestibular aqueduct

measurements in microdissection specimens have been per-

formed by others and reported in the literature.16,18,21-24 Of these,

only Sando and Ikeda24 measured the midpoint width of the ves-

tibular aqueduct. They reported the midvestibular aqueduct mea-

surements in 27 normal temporal bones (28 –102 years of age;

mean, 66 years) with a mean of 0.48 � 0.17 mm, similar to the

range we obtained from our specimens. Although specimens are

subject to various primary and secondary artifacts during their

preparation,8 we believe that by using the best available equip-

ment and technique for preparation, we were able to derive im-

portant information from even a small number of histologic spec-

imens in terms of the range of measurements to expect and for

developing the modified full width at half maximum/OPA

technique.

At Massachusetts Eye and Ear Infirmary, we consider vestibu-

lar aqueducts measuring 0.8 mm (above the 97.5th percentile

value) at midpoint in the 45° oblique plane as borderline to

slightly enlarged. Of note, however, there has never been direct

correlation between minor enlargement and clinical findings.

CONCLUSIONS
The 45° oblique plane allows visualization of the vestibular aque-

duct along its longitudinal axis, which, in turn, allows the mid-

point and width of the vestibular aqueduct to be readily and ac-

curately identified and measured. We present 2 different

measurement techniques in the 45° oblique plane, their corre-

sponding normal range of values, and the results of radiologic-

histologic comparison measurements. The mean midpoint width

of the vestibular aqueduct was 0.527 � 0.08 mm when measured

by using the subjective visual assessment technique and 0.537 �

0.077 mm when measured by using the objective 30% optimal

percentage attenuation technique. The 95th percentile values

were 0.666 and 0.658 mm, respectively, and the 97.5th percentile

values were 0.702 and 0.717 mm, respectively. These may be con-

sidered normal measurement values of the normal vestibular aq-

ueduct midpoint width when measured in the 45° oblique plane.
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tige de Ménière. In: Vignaud J, ed. Traité de Radiodiagnostic. Paris:
Masson; 1974:355– 60

2. Valvassori GE, Clemis JD. The large vestibular aqueduct syndrome.
Laryngoscope 1978;88:723–28 Medline

3. Boston M, Halsted M, Meinzen-Derr J, et al. The large vestibular
aqueduct: a new definition based on audiologic and computed to-
mography correlation. Otolaryngol Head Neck Surg 2007;136:972–77
CrossRef Medline

4. Swartz JD, Russell KB, Wolfson RJ, et al. High resolution computed
tomography in evaluation of the temporal bone. Head Neck Surg
1984;6:921–31 CrossRef Medline

5. Venema HW, Phoa SS, Mirck PG, et al. Petrosal bone: coronal re-
constructions from axial spiral CT data obtained with 0.5-mm col-
limation can replace direct coronal sequential CT scans. Radiology
1999;213:375– 82 CrossRef Medline

6. Ozgen B, Cunnane ME, Caruso PA, et al. Comparison of 45 degrees
oblique reformats with axial reformats in CT evaluation of the ves-
tibular aqueduct. AJNR Am J Neuroradiol 2008;29:30 –34 CrossRef
Medline

7. Hwang M, Marovich R, Shin SS, et al. Optimizing CT for the evalu-
ation of vestibular aqueduct enlargement: inter-rater reproducibil-
ity and predictive value of reformatted CT measurements. J Otol
2015;10:13–17 CrossRef

8. Merchant SN, Nadol JB Jr. Schuknecht’s Pathology of the Ear. 3rd ed.
Shelton, Conn.: People’s Medical Publishing House USA; 2010

1336 Juliano Jul 2016 www.ajnr.org

http://www.ncbi.nlm.nih.gov/pubmed/306012
http://dx.doi.org/10.1016/j.otohns.2006.12.011
http://www.ncbi.nlm.nih.gov/pubmed/17547990
http://dx.doi.org/10.1002/hed.2890060506
http://www.ncbi.nlm.nih.gov/pubmed/6724959
http://dx.doi.org/10.1148/radiology.213.2.r99nv11375
http://www.ncbi.nlm.nih.gov/pubmed/10551215
http://dx.doi.org/10.3174/ajnr.A0735
http://www.ncbi.nlm.nih.gov/pubmed/17947373
http://dx.doi.org/10.1016/j.joto.2015.07.004


9. Juliano AF, Ginat DT, Moonis G. Imaging review of the temporal
bone: part II. Traumatic, postoperative, and noninflammatory
nonneoplastic conditions. Radiology 2015;276:655–72 CrossRef
Medline

10. Vijayasekaran S, Halsted MJ, Boston M, et al. When is the vestibular
aqueduct enlarged? A statistical analysis of the normative distribu-
tion of vestibular aqueduct size. AJNR Am J Neuroradiol 2007;28:
1133–38 CrossRef Medline

11. Davidson HC, Harnsberger HR, Lemmerling MM, et al. MR evalua-
tion of vestibulocochlear anomalies associated with large endolym-
phatic duct and sac. AJNR Am J Neuroradiol 1999;20:1435– 41
Medline

12. Glastonbury CM, Davidson HC, Harnsberger HR, et al. Imaging
findings of cochlear nerve deficiency. AJNR Am J Neuroradiol 2002;
23:635– 43 Medline

13. Valvassori G, Hanafee WN, Carter BL, et al. Radiology of the Ear, Nose
and Throat. Philadelphia: W.B. Saunders; 1982

14. Becker TS, Vignaud J, Sultan A, et al. The vestibular aqueduct in
congenital deafness: evaluation by the axial projection. Radiology
1983;149:741–74 CrossRef Medline

15. Dimopoulos PA, Smedby O, Wilbrand HF. Anatomical variations of
the human vestibular aqueduct, part I: a radioanatomical study.
Acta Radiol Suppl 1996;403:21–32 Medline

16. Kodama A, Sando I. Dimensional anatomy of the vestibular aque-
duct and the endolymphatic sac (rugose portion) in human tempo-

ral bones: statistical analysis of 79 bones. Ann Otol Rhinol Laryngol
Suppl 1982;96:13–20 Medline

17. Kraus EM, Dubois PJ. Tomography of the vestibular aqueduct in ear
disease. Arch Otolaryngol 1979;105:91–98 CrossRef Medline

18. Wilbrand HF, Rask-Andersen H, Gilstring D. The vestibular aque-
duct and the para-vestibular canal: an anatomic and roentgeno-
logic investigation. Acta Radiol Diagn (Stockh) 1974;15:337–55
Medline

19. Gulya AJ. Gulya and Schuknecht’s Anatomy of the Temporal Bone with
Surgical Implications. 3rd ed. New York: Informa Healthcare; 2007

20. Lo WW, Daniels DL, Chakeres DW, et al. The endolymphatic duct
and sac. AJNR Am J Neuroradiol 1997;18:881– 87 Medline

21. Anson BJ. The endolymphatic and perilymphatic aqueducts of the
human ear: developmental and adult anatomy of their parietes and
contents in relation to otological surgery. Acta Oto-Laryngologica
1965;59:140 –53 CrossRef

22. Ogura Y, Clemis JD. A study of the gross anatomy of the human
vestibular aqueduct. Ann Otol Rhinol Laryngol 1971;80:813–25
CrossRef Medline

23. Yuen SS, Schuknecht HF. Vestibular aqueduct and endolymphatic
duct in Menière’s disease. Arch Otolaryngol 1972;96:553–55 CrossRef
Medline

24. Sando I, Ikeda M. The vestibular aqueduct in patients with Me-
niere’s disease: a temporal bone histopathological investigation.
Acta Otolaryngol 1984;97:558 –70 CrossRef Medline

AJNR Am J Neuroradiol 37:1331–37 Jul 2016 www.ajnr.org 1337

http://dx.doi.org/10.1148/radiol.2015140800
http://www.ncbi.nlm.nih.gov/pubmed/26302389
http://dx.doi.org/10.3174/ajnr.A0495
http://www.ncbi.nlm.nih.gov/pubmed/17569973
http://www.ncbi.nlm.nih.gov/pubmed/10512225
http://www.ncbi.nlm.nih.gov/pubmed/11950658
http://dx.doi.org/10.1148/radiology.149.3.6606189
http://www.ncbi.nlm.nih.gov/pubmed/6606189
http://www.ncbi.nlm.nih.gov/pubmed/8669309
http://www.ncbi.nlm.nih.gov/pubmed/6818884
http://dx.doi.org/10.1001/archotol.1979.00790140037007
http://www.ncbi.nlm.nih.gov/pubmed/310673
http://www.ncbi.nlm.nih.gov/pubmed/4138016
http://www.ncbi.nlm.nih.gov/pubmed/9159365
http://dx.doi.org/10.3109/00016486509124548
http://dx.doi.org/10.1177/000348947108000608
http://www.ncbi.nlm.nih.gov/pubmed/5127752
http://dx.doi.org/10.1001/archotol.1972.00770090831010
http://www.ncbi.nlm.nih.gov/pubmed/4621042
http://dx.doi.org/10.3109/00016488409132934
http://www.ncbi.nlm.nih.gov/pubmed/6331708

	Vestibular Aqueduct Measurements in the 45° Oblique (Poschl) Plane
	MATERIALS AND METHODS
	Part 2: Cadaveric Specimen Measurement
	Statistical Analysis
	RESULTS
	Intraobserver, Interobserver, and Intertechnique Reliability

	DISCUSSION
	CONCLUSIONS

	REFERENCES


