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ABSTRACT

BACKGROUND AND PURPOSE: Simple coil embolization is often not a feasible treatment option in wide-neck aneurysms. Stent-assisted
coil embolization helps stabilize the coils within the aneurysm. Permanent placement of a stent in an intracranial vessel, however, requires
long-term platelet inhibition. Temporary stent-assisted coiling is an alternative technique for the treatment of wide-neck aneurysms. To
date, only case reports and small case series have been published. Our purpose was to retrospectively analyze the effectiveness and safety
of temporary stent-assisted coiling in a larger cohort.

MATERIALS AND METHODS: Research was performed for all patients who had undergone endovascular aneurysm treatment in our
institution (University Hospital Aachen) between January 2010 and December 2015. During this period, 355 consecutive patients had
undergone endovascular aneurysm treatment. We intended to treat 33 (9.2%) of them with temporary stent-assisted coiling, and they were
included in this study. Incidental and acutely ruptured aneurysms were included.

RESULTS: Sufficient occlusion was achieved in 97.1% of the cases. In 94%, the stent could be fully recovered. Complications occurred in
5 patients (14.7%), whereas in only 1 case was the complication seen as specific to stent-assisted coiling.

CONCLUSIONS: Temporary stent-assisted coiling is an effective technique for the treatment of wide-neck aneurysms. Safety is compa-
rable with that of stent-assisted coiling and coiling with balloon remodeling.

Simple coil embolization is often not a feasible treatment op-

tion in wide-neck aneurysms. Stent-assisted coil embolization

helps stabilize the coils within the aneurysm.1 Permanent place-

ment of a stent in an intracranial vessel, however, requires long-

term platelet inhibition. Platelet inhibition is known to be associ-

ated with a higher bleeding risk.2 Particularly in patients who

require further treatment in an intensive care unit, such as pa-

tients with an acute subarachnoid hemorrhage, a higher bleeding

risk should be avoided. In addition, dual platelet inhibition as

recommended when stents are deployed permanently, increases

the risk for cerebral hemorrhage within potentially existent isch-

emic brain tissue due to vasospasms.3 Hence, avoiding permanent

stent placement is an advantage in patients with acute SAH.

In the past, several techniques have been established for the

treatment of wide-neck aneurysms. Common techniques are

stent-assisted coiling, balloon-assisted coiling, double microcath-

eter coiling, and aneurysm treatment with dedicated devices such

as the Woven EndoBridge (WEB; Sequent Medical, Aliso Viejo,

California) device4,5 or the Comaneci device (Rapid Medical,

Yokneam, Israel).6,7 The combination of balloon remodeling and

stent-assisted coiling is another treatment option with possible

achievement of higher occlusion rates.8

Stent-assisted coiling and balloon remodeling seem to have a

comparable complication rate in the literature, ranging between

10% and 20%.9,10

Treatment of wide neck-aneurysms is also possible with

flow diverter devices with an occlusion rate of about 80%.11

However, with a latency of 4 –12 months to aneurysm throm-

bosis and the need for subsequent platelet inhibition, these are

not a primary option in patients with an acutely ruptured in-

tracranial aneurysm.

Another treatment option for wide-neck aneurysms is tempo-

rary stent-assisted coiling.12,13 For this purpose, 2 microcatheters
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are used. The first microcatheter is used to cover the aneurysm

neck and deploy the stent. The second microcatheter is advanced

into the aneurysm to perform coil embolization. Advancement of

the second microcatheter into the aneurysm can be performed

either before deployment of the stent or after stent deployment.14

The stent is deployed to cover the aneurysm neck but is not fully

released. After coil embolization has been completed, the stent is

recovered (Figs 1 and 2). In the unlikely event of coil protrusion

during the process of recovery of the stent, recovery is stopped,

the stent is deployed again, and it is released for permanent im-

plantation. Temporary stent-assisted coiling is an established

standard technique in our institution for the treatment of wide-

neck aneurysms. Because to date, only case reports and small case

series have been published, we analyzed a larger cohort of patients

treated with temporary stent-assisted coiling.12,13 Following, we

present a retrospective analysis on the effectiveness and safety of

temporary stent-assisted coiling.

MATERIALS AND METHODS
Patients
After approval from our local ethics committee, we retrospec-

tively searched our clinical data base for all patients who had un-

dergone endovascular aneurysm treat-

ment in our institution (University

Hospital Aachen) between January 2010
and December 2015. During this pe-
riod, 355 consecutive patients had un-
dergone endovascular aneurysm treat-
ment. We intended to treat 33 (9.2%)
of them with temporary stent-assisted
coiling, and they were included in this
study. In the same period, 4 (1.1%) pa-
tients were treated with balloon re-
modeling. Incidental and acutely rup-
tured aneurysms were included.

Clinical and Procedural Data
Evaluation concerned the possibility of

stent recovery after coiling, occlusion

rate and recurrence of the aneurysm,

and the procedure-related complication

rate.

Aneurysm occlusion was determined

by using the modified Raymond-Roy

classification.15

We also noted the location and the

maximal diameter of the aneurysm

and the dome-to-neck ratio and the di-

ameter of the parent vessel. Peri-inter-

ventional and posttreatment platelet in-

hibition management was recorded for

all patients.

Statistical Analysis
Correlations between variables were cal-

culated by using Pearson Product-

Moment Correlation Coefficient. P val-

ues � .05 were significant. All statistical

analyses were performed with SPSS 23 software (IBM, Armonk, New

York).

RESULTS
Thirty-three patients (25 women) with 34 aneurysms, with the

intention to treat by temporary stent-assisted coiling, were in-

cluded in the retrospective analysis. Twenty of the treated aneu-

rysms were acutely ruptured, 2 were symptomatic but unrup-

tured, and 12 were incidental. Ages ranged from 29 to 79 years

with a mean of 55 � 12 years.

Fifteen aneurysms were located at the anterior communicat-

ing artery; 5, at the basilar tip; 11, at the carotid artery (with 6 of

these located at the carotid-T); 1, at the middle cerebral artery

bifurcation; 1, at the posterior communicating artery; and 1, at

the origin of the posterior inferior cerebellar artery.

Maximal aneurysm diameters were 3–18 mm, with a mean

maximal diameter of 7 � 3.4 mm. Parent vessel diameters were

0.9 – 4.4 mm, with a mean of 2.1 � 0.75 mm. Dome-to-neck ratios

were 0.8 –3.33, with a mean of 1.44 � 0.55 and a median of 1.33.

For temporary stent placement, a Solitaire AB stent (Covidien,

Irvine, California) was used in 30 cases. In 3 cases, an Enterprise

stent (Codman & Shurtleff, Raynham, Massachusetts) was used,

FIG 1. A, An aneurysm of the anterior communicating artery before coiling. B, The same aneu-
rysm partially coiled with a deployed Solitaire stent from the left A1 to the right A2 segment. C,
The same aneurysm after complete coil embolization. The Solitaire stent has been recovered.

FIG 2. A, A carotid-T aneurysm before coiling. B, The same aneurysm partially coiled with the
deployed Solitaire stent from the internal carotid artery to the left M1 segment. C, The same
aneurysm after complete coil embolization. The Solitaire stent has been recovered.
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and 1 aneurysm was treated with a LEO stent (Balt Extrusion,

Montmorency, France).

Concerning initial treatment success, 26 aneurysms were com-

pletely occluded (class I), 7 aneurysms had a residual dog-ear

(class II), and in 1 aneurysm, there was a noted a residuum of the

aneurysm (class IIIb). Hence, the complete occlusion rate was

76.5%, and a clinically acceptable occlusion rate, including a dog-

ear remnant, was 97.1%. Statistical analysis showed no significant

correlation between the occlusion rate and diameters of the aneu-

rysm (P � .50) or the parent artery (P � .13) and no significant

correlation to the dome-to-neck ratio (P � .19).

For 16 patients, follow-up MR imaging or digital subtraction

angiography was available for at least 6 months. Three of 16 had

an aneurysm recurrence, and 13 were stable during follow-up,

with no significant correlation between recurrence and the diam-

eters of the aneurysm (P � .30) or the parent artery (P � .77) and

no significant correlation to the dome-to-neck ratio (P � .97).

For 9 patients, follow-up data were available for at least 2 years.

Two of 9 (22.2%) had an aneurysm recurrence, and 7 were stable

during long-term follow up.

In 2 of the 34 aneurysms, it was not possible to safely recover

the stent, due to impending coil migration into the parent artery.

Hence, the overall success rate of stent recovery was 94%. Statis-

tical analysis showed no significant correlation between successful

stent recovery and the diameters of the aneurysm (P � .88) or the

parent artery (P � .54) and no significant correlation to the

dome-to-neck ratio (P � .52).

All patients were treated with platelet inhibition during the

procedure with 28 patients receiving intravenous tirofiban, 2 pa-

tients receiving IV acetyl salicylic acid, and 3 patients being pre-

treated with dual platelet inhibition (acetyl salicylic acid and

clopidogrel). Pretreatment with antiplatelet drugs in those pa-

tients was due to preexisting conditions; 2 had coronary heart

disease, and in 1 patient, another aneurysm had previously been

treated with stent-assisted coiling.

Posttreatment, 1 of the 2 patients with permanent stent place-

ment was given dual platelet inhibition for 3 months. The other

patient with permanent stent placement received mono antiplate-

let therapy with acetyl salicylic acid for 3 months. Both patients

had acutely ruptured aneurysms.

Concerning the patients with stent recovery, 8 patients (3 with

an acutely ruptured aneurysms) were given dual platelet inhibi-

tion for 4 weeks to 3 months. Five patients (3 with an acutely

ruptured aneurysm) were given a single dose of 500 mg of acetyl

salicylic acid subsequent to the procedure. Fourteen patients (8

with an acutely ruptured aneurysm) received mono antiplatelet

therapy for 10 days to 6 months. Five patients (4 with an acutely

ruptured aneurysms) were not given any subsequent antiplatelet

medication.

Periprocedural complications occurred in 5 patients (14.7%).

In the first patient, stretching and tearing of a coil occurred. Dur-

ing the process of retrieving the coil, there was thrombus forma-

tion in the afferent vessel that was completely resolved by IV rtPA

and mechanical recanalization with a Solitaire AB 4/20 (ev3 Neu-

rovascular, Irvine, California). Peri-interventional antiplatelet

therapy was performed with tirofiban. The modified Rankin Scale

score at discharge was 1.

In the second patient, no peri-interventional emboli were de-

tected, yet postinterventional MR imaging showed multiple em-

boli in the vascular territory of the parent artery. Peri-interven-

tional antiplatelet therapy was performed with tirofiban. The

mRS at discharge was 1, due to a residual pronation.

In the third patient, again no peri-interventional emboli were

detected with scattered bi-hemispheric ischemic lesions on

postinterventional MR imaging. Peri-interventional antiplatelet

therapy was performed with tirofiban. The mRS at discharge was

4, due to hemiparesis. With bi-hemispheric lesions and atrial fi-

brillation, in this case thromboembolism might also have been of

cardiac origin.

In the fourth patient, first an occlusion of the stent lumen and

perforation of the right ICA occurred. This complication was

managed by an occlusion of the right ICA. Peri-interventional

antiplatelet therapy was performed with tirofiban. The mRS at

discharge was 5.

In the fifth patient, peri-interventional perforation of the aneu-

rysm occurred during coil deployment. This was quickly managed by

further coil embolization. Peri-interventional antiplatelet therapy

was administered with tirofiban. The mRS at discharge was 3.

In summary, 4 of these 5 cases were due to thromboembolic

events (3 with a Solitaire AB stent and 1 with an Enterprise stent),

whereas the remaining complication was due to perforation of the

aneurysm during coil deployment. Stent occlusion may be a com-

plication related to the specific procedure, whereas the other com-

plications are the usual ones observed in any technique of aneu-

rysm embolization. There was a moderate negative correlation

between the complication rate and dome-to-neck ratio (Pearson

Product-Moment Correlation Coefficient � �0.38, P � .026).

Concerning the 4 patients treated with balloon remodeling, 3

aneurysms were located on the internal carotid artery and 1 was of

the basilar tip. One was a symptomatic aneurysm, and the other 3

were incidental. None of the aneurysms treated with balloon re-

modeling were ruptured.

Complete occlusion was achieved in 2 cases: In 1 case, a dog-

ear remained, and in 1 case, there was a remaining perfusion of the

aneurysm.

Two patients were pretreated with dual platelet inhibition

(acetyl salicylic acid and clopidogrel) given for 3 months post-

treatment. Two patients received tirofiban during the procedure:

One was treated with dual platelet inhibition (acetyl salicylic acid

and clopidogrel) for 3 months posttreatment, and 1 received only

acetyl salicylic acid for 6 months.

Follow-up data were available for 3 patients for at least 12

months, with 1 recurrence of the aneurysm that had not been

completely occluded.

There was 1 complication with a cerebral infarction. In this

case, peri-interventional treatment was performed with tirofiban.

Statistical comparison was not performed due to the small

sample size in the group treated with balloon remodeling.

DISCUSSION
Our results show that in this small study, temporary stent-assisted

coiling is a feasible and effective option for the treatment of wide-

neck aneurysms. This technique has been described in previous

literature using fully retrievable stents such as the Solitaire
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AB.12,13 The number of cases in those studies was 3 and 8, respec-

tively. Therefore, this is the first report of a larger collective. Fur-

thermore, we were able to show that this technique is also possible

with the Enterprise and LEO stents if not completely deployed

during the procedure.

In summary, our results imply that effective stent-assisted

coiling with incomplete deployment of a variety of stents can be

achieved with a satisfactory complication rate. It was possible to

achieve a clinically acceptable occlusion rate (including a dog-ear

remnant) in 33/34 (97.1%) cases and to recover the stent after

completion of coiling with a success rate of 94%, regardless of the

dome-to-neck ratio. Concerning the immediate effectiveness of

temporary stent-assisted coiling, we believe a complete occlusion

rate of 76.5% (class I)15 and an occlusion rate including dog-ear

remnants (classes I � II) of 97.1% to be rather satisfying and

comparable with a previous study that also indicates that a com-

plete occlusion is more likely with stent assistance rather than

balloon remodeling.16

A recurrence rate of 18.8% at 6 months’ follow-up and 22.2%

at long-term follow-up is comparable with previously mentioned

recurrence rates of wide-neck aneurysms treated by stent-assisted

coiling or balloon remodeling.17 Yet, with a higher sample size

and more follow-up results, the recurrence rate might be lower

because a high occlusion rate is thought to result in a smaller

recurrence rate.18 However, with a sample size of only 16 patients

with an available follow-up of at least 6 months, we believe that a

safe assumption concerning the long-term results cannot be made

with this analysis.

The overall complication rate of 14.7% is comparable with

that of stent-assisted coiling with permanent stent placement and

balloon remodeling, in which complication rates ranging between

10% and 20% have been reported.9 Because most complications

were caused by thromboembolic events, we believe that using a

sufficient platelet inhibition and an anticoagulation regimen dur-

ing the procedure with a partially deployed stent is mandatory,

despite removal at the end of the procedure. On the basis of a

complication rate not higher than that of stent-assisted coiling,9

we believe that there is no higher risk involved in an incomplete

deployment of the device during the procedure and there does not

seem to be a difference between the devices used in our analysis.

Our data, however, do not allow determining whether and

how long subsequent (long-term) platelet inhibition is necessary.

Posttreatment antiplatelet therapy varied considerably within our

patient group. This variation is because in each individual case,

the neurointerventionalist has to consider a variety of factors in-

cluding, for example, the presence of acute hemorrhage, the ex-

pected propensity of the coil/parent vessel interface to develop

thrombus, surgical procedures potentially required such as CSF

drainage, and a variety of other medical conditions. Even though

there were no delayed embolisms in the 5 patients who did not

receive subsequent platelet inhibition, the relatively small sample

size of our study does not allow a valid recommendation. Yet, it

seems reasonable that subsequent platelet inhibition should be

performed as is common in cases with aneurysms treated only by

coiling that has a broad interface with the parent vessel. Therefore,

in patients with an unruptured intracranial aneurysm, subse-

quent platelet inhibition may be reasonable, whereas in patients

with an impending bleeding risk such as those with an acute SAH,

further platelet inhibition should not be enforced.

Overall, we believe that temporary stent-assisted coiling is an

alternative to balloon remodeling with the advantages of an easier

navigation in smaller tortuous vessels and the absence of tempo-

rary flow arrest in the parent artery.19

The limitations of our study are a still rather small sample size

and a possible selection bias because the patients were not pro-

spectively randomized to the different treatment techniques for

wide-neck aneurysms.

CONCLUSIONS
In this small study, temporary stent-assisted coiling is an effective

technique for the treatment of wide-neck aneurysms. Safety is

comparable with that of stent-assisted coiling and coiling with

balloon remodeling. The major advantage of this treatment is less

need for subsequent platelet inhibition, which might cause cere-

bral hemorrhage or complicate further treatment in an intensive

care unit, and is therefore particularly eligible for patients with an

acutely ruptured intracranial aneurysm.
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