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ABSTRACT

BACKGROUND AND PURPOSE: Conventional single-shot FSE commonly used for fast MRI may be suboptimal for brain evaluation
due to poor image contrast, SNR, or image blurring. We investigated the clinical performance of variable refocusing flip angle sin-
gle-shot FSE, a variation of single-shot FSE with lower radiofrequency energy deposition and potentially faster acquisition time, as
an alternative approach to fast brain MR imaging.

MATERIALS ANDMETHODS:We retrospectively compared half-Fourier single-shot FSE with half- and full-Fourier variable refocusing
flip angle single-shot FSE in 30 children. Three readers reviewed images for motion artifacts, image sharpness at the brain-fluid
interface, and image sharpness/tissue contrast at gray-white differentiation on a modified 5-point Likert scale. Two readers also
evaluated full-Fourier variable refocusing flip angle single-shot FSE against T2-FSE for brain lesion detectability in 38 children.

RESULTS: Variable refocusing flip angle single-shot FSE sequences showed more motion artifacts (P, .001). Variable refocusing flip
angle single-shot FSE sequences scored higher regarding image sharpness at brain-fluid interfaces (P, .001) and gray-white differen-
tiation (P, .001). Acquisition times for half- and full-Fourier variable refocusing flip angle single-shot FSE were faster than for sin-
gle-shot FSE (P, .001) with a 53% and 47% reduction, respectively. Intermodality agreement between full-Fourier variable
refocusing flip angle single-shot FSE and T2-FSE findings was near-perfect (k ¼ 0.90, k ¼ 0.95), with an 8% discordance rate for
ground truth lesion detection.

CONCLUSIONS: Variable refocusing flip angle single-shot FSE achieved 2� faster scan times than single-shot FSE with improved image
sharpness at brain-fluid interfaces and gray-white differentiation. Such improvements are likely attributed to a combination of improved
contrast, spatial resolution, SNR, and reduced T2-decay associated with blurring. While variable refocusing flip angle single-shot FSE may
be a useful alternative to single-shot FSE and, potentially, T2-FSE when faster scan times are desired, motion artifacts were more com-
mon in variable refocusing flip angle single-shot FSE, and, thus, they remain an important consideration before clinical implementation.

ABBREVIATIONS: SSFSE ¼ single-shot FSE; vrfSSFSE ¼ variable refocusing single-shot FSE

Fast MR imaging sequences commonly used to image infants
and young children are often a derivative of T2-weighted MR

imaging with shorter acquisition times.1 While fast MR imaging
sequences have, to date, shown lower image quality compared
with standard T2-weighted FSE MR imaging, they do provide a
faster method for evaluating the global brain and are particularly
useful for assessing fluid-filled spaces or structures.2 Historically,

fast MR imaging was clinically implemented to reduce the radia-
tion exposure of serial CT imaging in shunted children and avoid
sedation often required for lengthier conventional MR imaging
scans on children.3-5

There are various types of fast MR imaging, including single-
shot FSE (SSFSE), balanced steady-state free precession, and hybrid
methods using a combination of gradient- and spin-echoes.2,6-11
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All of these techniques are fast and therefore easy to implement
without sedation. However, either limited resolution and blurring
(SSFSE), poor tissue contrast (balanced steady-state free preces-
sion), or sensitivity to off-resonance and system imperfections
(gradient- and spin-echoes) limits these fast MR imaging sequen-
ces from being used for broader clinical applications beyond evalu-
ation of fluid structures. The PROPELLER method may combat
motion and provide higher resolution.12 PROPELLER is an
FSE-based method, whereby several parallel data lines that form
“blades” are acquired in a radial (or propeller-like) k-space
acquisition. Because the blades rotate around the center of the
k-space, this central oversampling provides redundancy of infor-
mation, which can be used for motion correction. Nonetheless,
PROPELLER poses challenges of lengthy acquisition times,
requiring a greater degree of patient cooperation.

Among the various fast MR imaging approaches, SSFSE has
emerged as one of the most frequently used pulse sequences,
largely because of its T2-weighted contrast, speed, and robustness
to motion, off-resonance, and system imperfections.13 However,
SSFSE has limitations due to its high rate of radiofrequency
energy deposition—particularly at 3T—which translates into
high specific absorption rate values.14 Delays between the acquisi-
tion of consecutive slices need be introduced, resulting in section
TRs longer than the time necessary to simply play the pulse
sequence waveforms, to remain within the FDA specific absorp-
tion rate guidelines. While this issue is more pronounced when
using the body coil for excitation, a delay is still required when
using a transmit/receive head coil.15

Recently, a variation of SSFSE with variable refocusing flip
angles (variable refocusing single-shot FSE [vrfSSFSE]) has been
described.16 This flip angle modulation was originally introduced
to reduce T2-decay–associated blurring, mostly in the context of
volumetric imaging.17-19 Coincidentally, the flip angle modula-
tion also reduces radiofrequency energy deposition and thus the
specific absorption rate; hence, the aforementioned delays
between acquisitions of successive slices can be shortened, result-
ing in faster imaging. Despite the potential benefits of faster
imaging, the image quality of the brain using low refocusing flip
angle SSFSE remains unknown. Furthermore, with vrfSSFSE, sig-
nal levels tend to oscillate over the echo train and are, thus, more
vulnerable to motion-related signal loss, which might impede
clinical interpretability. In this study, we sought to investigate a
faster MR imaging approach that incorporates vrfSSFSE and
examine its potential clinical applicability.20

MATERIALS AND METHODS
Subjects Undergoing SSFSE and vrfSSFSE
Our institution, the Lucile Packard Children’s Hospital (Palo
Alto, California) has integrated vrfSSFSE as part of our fast MR
imaging brain protocol since April 2014. After institutional
review board approval with waived consent, we retrospectively
identified 30 consecutive children referred for noncontrast, seda-
tion-free fast brain MR imaging between December 2015 and
April 2016. Children who had undergone back-to-back conven-
tional half-Fourier SSFSE, half-Fourier vrfSSFSE, and full-Fourier
vrfSSFSE sequences at 3T MR imaging were included. The me-
dian age of patients was 6 years (age range, 8months to 20 years).

Clinical characteristics of patients who had SSFSE and vrfSSFSE
images are listed in On-line Table 1.

Subjects Undergoing T2-FSE and Full-Fourier vrfSSFSE
We also retrospectively identified 38 consecutive children who
had undergone back-to-back T2-FSE and full-Fourier vrfSSFSE
scans at 3T MR imaging in October 2016 as part of a quality-
assurance project. The median age of patients who had both T2-
FSE and full-Fourier vrfSSFSE scans was 6 years (age range,
1week to 17 years). Clinical characteristics of patients who had
T2-FSE and full-Fourier vrfSSFSE images are listed in On-line
Table 2.

Imaging Methods
All subjects were scanned on a 3T Discovery MR750 scanner (GE
Healthcare) with an 8-channel head coil.

SSFSE and vrfSSFSE Image Acquisition. The MR imaging proto-
col comprised 3 orthogonal planes of SSFSE (constant refocusing
flip angle of 130°) and coronal vrfSSFSE. SSFSE parameters were
the following: FOV¼ 18–22 cm (adjusted to each patient’s anat-
omy), array coil spatial sensitivity encoding parallel imaging
factor¼ 2, half-Fourier with homodyne reconstruction, effective
TE= 86 ms, matrix¼ 256 � 256, and bandwidth¼ 83 kHz.
Contiguous, 4-mm-thick slices with interleaved section ordering
were used. The vrfSSFSE sequences had the same parameters, but
auto-calibrating parallel imaging was used instead of array coil
spatial sensitivity encoding. Full-Fourier vrfSSFSE was performed
in addition to half-Fourier vrfSSFSE with homodyne reconstruc-
tion.21 The TR for each sequence was recorded.

T2-FSE and Full-Fourier vrfSSFSE Image Acquisition. Axial full-
Fourier vrfSSFSE parameters were the following: section thick-
ness ¼ 4 mm, 0.5 skip, FOV ¼ 18–22 cm, matrix ¼ 256 � 256,
average TR/TE¼ 960/160ms. Axial T2-FSE autocalibrating recon-
struction for Cartesian imaging parameters were the following:
section thickness ¼ 4 mm, 0.5 skip, FOV ¼ 18–22 cm, matrix ¼
512� 256, with average TR/TE times¼ 3000/100ms.

SSFSE versus vrfSSFSE Image-Quality Evaluation
Two blinded, board-certified neuroradiologists with Certificates of
Added Qualification (K.W.Y., .10 years; M.I., .5 years’ experi-
ence) and 1 pediatric radiology fellow (T.M.C.) independently
evaluated coronal half-Fourier SSFSE, half-Fourier vrfSSFSE, and
full-Fourier vrfSSFSE sequences in random order with regard to
individual patients and the sequence type. The reviewers assessed
the following image features: motion artifacts, image sharpness at
the brain-fluid interfaces (eg, cortical surface, cerebral sulci, or cer-
ebellar fissures), and image sharpness within the brain substance,
specifically targeting tissue contrast at the gray-white differentia-
tion. Motion artifacts were scored on the basis of motion-related
signal drop-out. Sharpness took into account factors that contrib-
uted to better visualization of boundaries of solid-fluid and solid-
solid structures. Note that higher sharpness scores could be attrib-
uted to a combination of factors, including improved image con-
trast (such as contrast at the cortical surface or within the brain
parenchyma at the gray-white differentiation), improved spatial re-
solution and SNR, and reduced T2-decay–associated blurring. For
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scoring, we used the following modified 5-point Likert scale: 1,
nondiagnostic; 2, limited study; 3, suboptimal quality; 4, not affect-
ing diagnostic quality, minimal artifacts or image-quality problems;
5, diagnostic, no artifacts or excellent image quality.

Evaluation of T2-FSE and Full-Fourier vrfSSFSE Image Findings
Two blinded board-certified neuroradiologists with Certificates of
Added Qualification (K.W.Y. and E.T.,.2 years’ experience) inde-
pendently reviewed axial T2-FSE and full Fourier vrfSSFSE images
in a random order and with at least a 2-week interval to avoid
recall bias between the 2 sequences. The reviewers recorded all de-
tectable pathologic brain lesions. T2-FSE served as the ground
truth. The full-Fourier vrfSSFSE findings were considered in agree-
ment with T2-FSE only if all abnormal findings found on T2-FSE
were also detected on full-Fourier vrfSSFSE in an all-or-none grad-
ing manner. We did not evaluate agreement for minor T2*-related
features, such as focal hemosiderin or mineralization.

Statistical Analysis
Wilcoxon matched-pairs signed ranked tests were used to compare
radiologists’ ratings between SSFSE and vrfSSFSE sequences.

Mann-Whitney tests were used to compare TRs between SSFSE
and vrfSSFSE sequences. Interrater agreement for SSFSE and
vrfSSFSE image-quality evaluation was assessed with the Fleiss k
statistic because we had 3 readers. Following interrater agreement
analyses between SSFSE and vrfSSFSE raw scores, Fisher exact tests
were used to compare the fraction of scans rated highly, 4 or 5, for
each image-quality parameter for SSFSE and vrfSSFSE sequences.
Intermodality agreement between full-Fourier vrfSSFSE and T2-
FSE findings for a given reader was assessed using the Cohen k .
Wilcoxon matched-pairs signed rank tests, Mann-Whitney tests,
Fisher exact tests, and Cohen k were all calculated using GraphPad
Prism software (Version 8.2.1; GraphPad Software). The Fleiss k
statistic was calculated using Excel (Version 16.29; Microsoft).

RESULTS
Overall, vrfSSFSE sequences showed significantly faster acquisi-
tion times compared with SSFSE (Fig 1). Specifically, half-Fourier
vrfSSFSE (mean, 528 ms) and full-Fourier vrfSSFSE (mean, 597
ms) had a 53% and 47% decrease in TR, respectively, compared
with SSFSE (mean, 1120 ms; P, .001). There was no instance in
which either vrfSSFSE or SSFSE was considered nondiagnostic
within the narrow clinical scope for which fast MR imaging was
obtained (evaluation of ventricular size, cyst, or large fluid
collection).

Motion Artifacts
SSFSE scored significantly higher (ie, had less motion-related
signal loss) than both half-Fourier vrfSSFSE and full-Fourier
vrfSSFSE (mean, 4.6 versus 3.8 versus 3.7, respectively; P, .001;
Fig 2A and Table 1). Figure 3 shows an example of motion-
related signal loss that might be seen with vrfSSFSE. While these
artifacts were less common for SSFSE, 77% and 80% of half-
Fourier vrfSSFSE and full-Fourier vrfSSFSE, respectively, showed
minimal-to-no artifacts (Table 2).

Image Sharpness at the Brain-Fluid Interfaces
Both half-Fourier vrfSSFSE and full-Fourier vrfSSFSE scored
higher than SSFSE (mean, 4.2 versus 4.1 versus 3.4, respectively;
P, .001; Fig 2B). Figure 4 shows an example of improved sharp-
ness with vrfSSFSE, particularly at the cortical-sulcal interface.

Image Sharpness/Tissue Contrast at the Gray-White
Differentiation
Both half-Fourier vrfSSFSE and full-Fourier vrfSSFSE scored
higher than SSFSE (mean, 4.4 versus 4.4 versus 3.5, respectively;
P, .001; Fig 2C). Figure 5 shows an example of improved image
sharpness stemming from higher tissue contrast and spatial reso-
lution and SNR with more distinct gray-white differentiation on
vrfSSFSE, including improved anatomic detail of smaller struc-
tures such as the cerebellar folia.

Comparison of the vrfSSFSE Sequences
There were no statistically significant differences for motion arti-
facts or overall image sharpness.

SSFSE and vrfSSFSE Image-Quality Interrater Agreement
Raters varied on the basis of the image-quality parameter assessed.
There was substantial interrater agreement for motion artifacts

FIG 1. TRs of SSFSE and vrfSSFSE. Box-and-whisker plots for each
sequence are shown with the middle bar representing the median,
the box representing the 25th and 75th percentiles, and the upper
and lower bars representing the range. Half-Fourier vrfSSFSE
(hvSSFSE) and full-Fourier vrfSSFSE (fvSSFSE) have significantly faster
TRs compared with SSFSE (P, . 001). hvSSFSE has a significantly faster
TR compared with fvSSFSE (P, . 001). All comparisons of TRs were
assessed using the Mann-Whitney test.
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(k ¼ 0.62). There was moderate agreement for image sharpness at
the brain-fluid interfaces (k ¼ 0.47) and slight agreement for image
sharpness/tissue contrast at gray-white differentiation (k ¼ 0.15).
Table 1 provides interrater agreement on a pooled-sequence basis
for image-quality parameters and on an individual-sequence basis
by image-quality parameters. While there is slight-to-moderate
interrater agreement for image sharpness at brain-fluid interfaces
and gray-white differentiation, both half-Fourier vrfSSFSE and full-
Fourier vrfSSFSE had significantly more images rated either a 4
(very good) or 5 (excellent) compared with SSFSE for these image-
quality parameters (P, .001; Table 2).

Comparison of T2-FSE and Full-Fourier vrfSSFSE
Intermodality agreement between T2-FSE and full-Fourier
vrfSSFSE findings for a given reader was almost perfect, with k ¼
0.90 and k ¼ 0.95, respectively. Side-by-side examples that com-
pare T2-FSE and full-Fourier vrfSSFSE are shown in Fig 6 and

On-line Fig 1. With T2-FSE as ground truth, full-Fourier
vrfSSFSE demonstrated an 8% discordance rate. One reviewer
missed a small cyst or cavity on full-Fourier vrfSSFSE that was
detectable on T2-FSE (On-line Fig 2). Both reviewers missed a
focal intraparenchymal hemorrhage on full-Fourier vrfSSFSE
that was detected on T2-FSE.

DISCUSSION
Fast MR imaging of the brain has transformed the management of
children with shunted hydrocephalus or ventriculomegaly by
reducing the radiation exposure of serial CT head examinations
and sedation that might be required for a lengthier conventional
MR imaging of the brain. Since its initial use for ventricular assess-
ment, however, many pediatric hospitals have increasingly adopted
various fast MR imaging methods for other clinical conditions such
as cyst evaluation, venous thrombosis, congenital anomalies, Chiari

FIG 2. Image-quality ratings of SSFSE and vrfSSFSE. Box-and-whisker plots for each image-quality parameter (Motion artifact, Sharpness: brain-fluid,
and Sharpness: gray-white contrast rated on a 5-point Likert scale) for a given sequence with themiddle bar representing the median, the box repre-
senting the 25th and 75th percentile, and the upper and lower bars representing the range. A, SSFSE scans scored significantly higher than both
hvSSFSE and fvSSFSE scans on motion artifacts (P, . 001). hvSSFSE and fvSSFSE scans did not differ significantly for Motion artifact (P..5). B, hvSSFSE
and fvSSFSE scans were rated significantly better than SSFSE scans for Sharpness: brain-fluid (P, . 001). hvSSFSE and fvSSFSE scans did not differ sig-
nificantly for Sharpness: brain-fluid (P. .2). C, hvSSFSE and fvSSFSE scans were rated significantly better than SSFSE scans for Sharpness: gray-white
contrast (P, . 001). hvSSFSE and fvSSFSE scans did not differ significantly for Sharpness: gray-white contrast (P. .9). All comparisons of image-quality
ratings were made using theWilcoxon matched-pairs signed-rank test.

Table 1: Mean image-quality ratings of SSFSE and vrfSSFSE scans and interrater agreementa

Motion Artifactb Sharpness: Brain-Fluidc Sharpness: gray-white contrastd

SSFSE 4.6 6 0.6 3.4 6 0.7 3.5 6 0.6
(0.63, substantial) (0.43, moderate) (�0.03, poor)

Half-Fourier vrfSSFSE 3.8 6 0.5 4.2 6 0.6 4.4 6 0.7
(0.39, fair) (0.32, fair) (0.07, slight)

Full-Fourier vrfSSFSE 3.7 6 0.5 4.1 6 0.5 4.4 6 0.6
(0.37, fair) (0.23, fair) (0.03, slight)

Pooled (0.62, substantial) (0.47, moderate) (0.15, slight)
aWilcoxon matched-pairs signed-rank test was used to compare reader image-quality ratings of sequences.
bSSFSE was scored significantly higher than both half- and full-Fourier vrfSSFSE for Motion Artifact (P, .001).
cBoth vrfSSFSE sequences were rated significantly higher than SSFSE for Sharpness: Brain-Fluid (P, .001).
dBoth vrfSSFSE sequences were rated significantly higher than SSFSE for Sharpness: gray-white contrast (P, .001).
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malformations, and postoperative hem-
orrhage.5,11,22 Greater recognition of
radiation-related cancer risks of repeat
head CT examinations, in part, has
driven such expanded clinical indica-
tions because lifetime cancer mortality
risk due to radiation exposure from
head CT in a 1-year-old child is esti-
mated to be 0.07%, an order of magni-
tude higher than that of adults.13,23-25

Potential risks and adverse effects of
sedation in children are other contrib-
uting factors.26

Among the various fast MR imaging
approaches, SSFSE is frequently used
for its speed and excellent T2-weighted
contrast. A central limitation of SSFSE,
however, is its high rate of radiofre-
quency energy deposition due to refo-
cusing pulse trains with a constant flip
angle, which results in high specific
absorption rates. The high specific
absorption rate of SSFSE mandates a
longer TR, in which motion between
acquisitions of sections could lead to
misregistration. In this study, we tested
whether a variation of SSFSE with
variable refocusing flip angles (thus
decreasing radiofrequency energy depo-
sition) could reduce TRs and thereby
facilitate faster imaging compared with
conventional SSFSE. We also sought
to compare image quality between
vrfSSFSE and conventional SSFSE and
then compare the diagnostic perform-
ance of vrfSSFSE against T2-FSE used
in standard-of-care brain MR imaging
protocols.

In this study, we applied variable
refocusing flip angles for potential fast
MR imaging optimization of the pediat-
ric brain. We found that vrfSSFSE
sequences significantly reduced TRs
and therefore overall scan times by
around 50%. Although vrfSSFSE was
more vulnerable to motion-related sig-
nal loss, it gave rise to images with
improved tissue contrast, spatial resolu-
tion, and SNR, compared with SSFSE
and suggested a potential clinical role
for vrfSSFSE in evaluating the brain
beyond cysts or ventricles.

To address the potential for
vrfSSFSE to have an expanded clinical
role, we evaluated the clinical per-
formance of vrfSSFSE for evaluating
the pediatric brain, including normal

FIG 4. Example of image sharpness or blurring. A 3-year-old girl presented for ventricular assess-
ment. Half-Fourier vrfSSFSE (hvSSFSE) and full-Fourier vrfSSFSE (fvSSFSE) images (arrows) show
improved sharpness or reduced blurring, compared with the corresponding conventional SSFSE,
particularly along the cortical margins where the cortical surface is better distinguished against
the overlying subarachnoid spaces.

FIG 5. Example of magnified views demonstrating differences in tissue contrast. A 2-year-old
boy presented for ventricular assessment. Half-Fourier vrfSSFSE (hvSSFSE) and full-Fourier
vrfSSFSE (fvSSFSE) images show improved tissue contrast (arrows) that allows improved visualiza-
tion of the gray-white junction, cerebellar folia detail, as well as posterior hippocampal regions.

FIG 3. Example of motion-related signal loss. An 8-year-old girl presented for ventricular assess-
ment. Half-Fourier vrfSSFSE (hvSSFSE) and full-Fourier vrfSSFSE (fvSSFSE) images show motion-
related signal loss (arrows) on some of the slices that compromised image detail.

Table 2: Fraction of SSFSE and vrfSSFSE scans rated highly, 4 or 5, for readers’ assessmentsa

Motion
Artifactb

Sharpness: Brain-
Fluidc

Sharpness: gray-white
contrastd

SSFSE 94% 37% 50%
Half-Fourier vrfSSFSE 80% 91% 90%
Full-Fourier vrfSSFSE 77% 96% 94%

a Fisher exact tests were used to compare the fraction of scans rated highly, 4 or 5, for each image-quality
parameter for SSFSE and vrfSSFSE sequences.
b There was no statistically significant difference in the fraction of SSFSE scans rated either a 4 (very good) or 5
(excellent) for Motion-Artifact as compared to vrfSSFSE sequences (P . .1).
c Both vrfSSFSE sequences had a higher fraction of images rated either 4 or 5 as compared to SSFSE for Sharpness:
Brain-Fluid (P , .001).
d Both vrfSSFSE sequences had a higher fraction of images rated either 4 or 5 as compared to SSFSE for Sharpness:
Gray-White Contrast (P , .0001).
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and abnormal findings such as brain malformations and injury,
etc., across all ages, using T2-FSE as the ground truth. On the ba-
sis of our results, vrfSSFSE performed comparable with standard-
of-care T2-FSE and with near-perfect intermodality agreement,
suggesting a potential role for integrating vrfSSFE as an alterna-
tive to T2-FSE if anesthesia-free MR imaging or reduced scan
times are desired. We also propose that vrfSSFSE could be a faster
alternative to PROPELLER, as shown in On-line Fig 3.

A prior study has shown that improved image quality and
soft-tissue contrast are feasible by applying a refocusing flip angle
optimization framework to the HASTE sequence, generating
image contrast on a par with T2-FSE for adult brain tumors.27

An important contributor to vrfSSFSE performance in lesion
detection might be its image sharpness related to improved tissue
contrast and spatial resolution, facilitating lesion detection both
at the cortical surface and within the brain substance. Because a
variable refocusing flip angle train modifies the signal decay of
tissues with different T2 relaxation constants, an image contrast
is produced that is different from the traditional constant flip
angle refocusing train. This may potentially make vrfSSFSE better

suited to highlighting differences in brain tissue structures,
including gray-white differentiation. While vrfSSFSE did miss a
few cases of focal hemorrhage, small T2*-susceptibility lesions
may be difficult to detect, even on T2-FSE.

One important limitation was the relative lack of motion in our
patient cohort. With low-refocusing flip angle SSFSE, signal tends
to oscillate over the echo train and is potentially more vulnerable to
motion-related signal loss.20 We, therefore, likely underestimated
the potential detrimental effects of motion-related signal loss that
could impede clinical interpretation. However, there is also a trade-
off in which faster vrfSSFSE might be more successful at quickly
imaging motion-prone patients during a quiescent period in the
scanner, eg, imaging an infant with a swaddle-and-feed before wak-
ing up. Other limitations include suboptimal interrater agreement,
particularly for image sharpness/tissue contrast at the gray-white
junction—which likely stemmed from subjective differences for
what constitutes scores of 4 or 5. When we examined a subset of
scans rated either 4 or 5 for each sequence for a given image quality,
we continued to find that vrfSSFSE sequences provided a significant
improvement in image sharpness and contrast. It is also possible
that there was unconscious bias. While all readers were blinded to
sequence types, which were reviewed in random order, it is conceiv-
able that differences between SSFSE and vrfSSFSE sequences out-
side of image quality affected reported ratings. Another important
limitation is our small sample size; a larger cohort study would be
needed to more fully assess the clinical utility of low-refocusing flip
angle SSFSE for specific neurologic diseases.

CONCLUSIONS
This study shows that ultra-fast T2 imaging was feasible with
variable refocusing flip angles for SSFSE. Although motion-
related signal loss was more prevalent compared with conven-
tional SSFSE, vrfSSFSE came with improved tissue contrast and
spatial resolution and SNR. Although the study is limited by the
small sample size, our pilot results comparing vrfSSFSE with
T2-FSE suggest a potentially broader clinical role for vrfSSFSE,
beyond cyst and ventricle evaluation, particularly if sedation-
free or a faster MR imaging protocol is considered or when con-
ventional methods are less desirable due to time constraints.
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