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Interobserver Discrepancies 
in Distance Measurements 
from Lumbar Spine CT 
Scans 

Lumbar spine computed tomographic (CT) scans of 10 patients were examined 
independently at two levels by five experienced radiologists. At each level the minimum 
midline sagittal diameter was measured, and at each intervertebral space the left 
foramen was measured for its minimum diameter. Statistically significant differences 
were found between the measurements of different observers, differences that in a 
number of cases could have led to disagreement over whether or not stenosis was 
present. There were reasonably strong correlations between different observers' read
ings of midline sagittal diameters but generally not of foraminal diameters. Reasons for 
discrepancies between observers in spine CT measurements are reviewed briefly. 

Our clinicians have requested that when we interpret spinal computed tomo
graphic (CT) scans, we state exactly how large the foramina are, rather than 
reporting that they are "ample," "moderately to severely narrowed," etc. In fact, 
various authors have attempted to make the use of spinal CT as objective as 
possible in the diagnosis or treatment of spinal stenosis [1-6], lateral recess 
stenosis [4, 7] , and disk protrusion [5] by using CT distance measurements. Yet it 
is known that distance measurements in spinal CT may not be reliable for a number 
of reasons, probably the most important being the strong effect of window settings 
on measurements [1, 3, 4, 8-12]. We conducted this study in the hope of helping 
to quantify how reliable distance measurements in spinal CT might be. 

Materials and Methods 

Ten consecutive CT scans from the top of L4 to S1 obtained at University Hospital were 
selected from patients without previous surgery or residual contrast material. All scans were 
obtained on a 2002 Elscint scanner at Boston University Hospital using the "A" filter-function , 
a scan speed of 17 sec, the absorber (a beam hardener) out, "standard" collimation , and 
"normal" sample density. As recommended by the manufacturer for all scanning situations, 
140 kVp and 43 mAs were used. The translate-rotate mode was used with a 140 mm 
reconstruction circle. Images were zoomed by a factor of 1 .10. To obtain cuts approximately 
parallel to disks, typically a series of cuts was obtained from the top of L4 to the top of L5 
and another from the top of L5 to the top of S1. No reformatting in other planes was 
performed in the 10 cases. 

Five radiologists then measured the following distances on each scan: minimum midline 
sagittal diameter (MSD) at L4, MSD at L5 , minimum width in the axial plane across the left 
L4-L5 foramen at a level where the root can be seen to traverse it (FD), and FD at L5-S1 . 
To avoid being influenced by the window settings at which the technologists transferred the 
images to the floppy disks, all radiolog ists began by viewing the studies at window widths 
and centers of zero, and throughout the study had the "keep window" button pressed so 
that they saw only the window settings they chose themselves. 

Apart from very specific instructions about what was to constitute MSD and FD for the 
purpose of the study, the radiologists were given no instructions on how to make measure
ments. Among other things, they were given no specific guidelines about window settings, 
whether to use black or white cursors, or how much attention to pay to the density readings 
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that automatically appear whenever a cursor is used. It was sug
gested to each that the measurements should be completed in 60-
90 min, but no specific time limits were set. Although the exact time 
taken to perform the measurements was not monitored, the time 
taken by different radiologists was reported to vary from about 90 
min to about 3 hr. Some radiologists went through the studies only 
once, satisfied that they had thereby obtained the best possible 
measurements. Others went through some or all of the cases twice. 
Those who performed this repetition stated that virtually always they 
obtained the same reading the second time as the first. In measuring 
two foramina, one radiologist stated that he believed the correct 
measurement in mi llimeters was between one integer and the next ; 
in these cases his measurements were tabulated as the mean be
tween these two integers. (Thus, his 1-2 mm and his 2-3 mm were 
tabulated as 1.5 mm and 2.5 mm, respectively.) 

Four of the five radiologists are staff neuroradiologists (G. J. B., A. 
P. C., S. P. T., and R. R. S.); one is a staff body scanner (B. E. L.). 
When the study was performed, all had shared at least about 1% 
years working with CT in the same department, and two radiologists 
had worked together with CT for about 7 years. Three of the five, 
however, received substantial parts of their training in CT at other 
institutions. In our department the choice of bone and soft-tissue 
settings for obtaining spinal CT scans is usually left to the technolo
gist. Thus, no formally prescribed set of window settings was antici
pated by the radiologists in this study. 

In one case, after four observers had obtained their measurements 
at the left L4- L5 foramen, the fifth observer found that the floppy 
disk had become degraded so that it would not display one cut 
necessary for evaluating the foramen. 

For each MSD or FD, a mean measurement and standard deviation 
(SO) were determined. The ratio of each SO to its corresponding 
mean was also determined. The mean and median of this ratio were 
determined for both the FDs and the MSDs. For both the FDs taken 
together and the MSDs taken together, the mean of the means 

(mean) and the me~ of the SDs (SO) were calculated . In calculat
ing the mean and SO for the foramina, the means were weighted 
such that the means and SDs of the foramen that only four observers 
were able to measure were given only 80% of the weight of the 
means and SDs of the other 19 foramina. The maximum variations 
of each of the MSDs and the FDs were determined, and the means 
and medians of these maxima were calculated. 

For both the FDs and the MSDs the means were determined from 
each observer's FD and MSD measurements. These means were 
compared with the other observers ' mean FDs and MSDs, and the 
statistical significance of differences between different observers ' 
readings was tested by the ranked sign test [13) . Here, as elsewhere 
in this study, if there was significance at the p = 0.05 level (two
tailed), the difference was considered "significant"; if the significance 
was at the p = 0.01 level (two-tailed), it was considered "highly 
significant. " 

The significance of the difference between SDFD and SDMSD was 
tested with the t test [13) . In performing this particular calculation , 
that calculated for the foramen measured by only four observers was 
given as much weight as the others. The difference was calculated 
to be so far from significant that it is highly unlikely that this lack of 
weighting made any meaningful difference. 

The regression coefficient was calculated for the MSDs and the 
FDs. When correlating the readings of the FDs made by one observer 
(observer E in table 1), who made only 19 sets of measurements, 
with those I nade by the other observers, the extra reading made by 
each of the others was discarded. Otherwise all 20 sets of measure
ments were used in determining correlations. 

The regression coefficient was used to determine whether the 
presence of a positive correlation was statistically significant. The 
statistical signficance of the difference between the coefficients of 

TABLE 1: Correlations of MSD and FD Measurements and 
Comparisons among Observers 

Statistical Observer 
Parameter: 
Observer A B C D E 

Correlation of MSD measurements: 
A 0.6' 0.8' 0.7* 0.7* 
B 0.6' 0.9' 0.8' 0.9' 
C 0.8' 0.9' 0.9' 0.7* 
0 0.7* 0.8' 0.9' 0.8' 
E 0.7* 0.9' 0.7' 0.8' 

Correlation of FD measurements: 
A 0.5t 0.4:j: 0.5t 0.3 
B 0.5t 0.3 0.4:j: 0.4 
C 0.4:j: 0.3 0.8' 0.6' 
0 0.5t 0.4:j: 0.8' 0.7* 
E 0.3 0.4 0.6' 0.7' 

Differences (in mm) between observers' FD measurements: 
A B < A C > A D > A' E < A 

B 

C 

o 

E 

(0.2) (0.5) (1.9) (0.3) 
A > B 
(0.2) 

C > B 0 > B' E < B 

A < C B < C 
(0.6) (2.0) (0 .2) 

0 > C' E < C' 
(0.5) (0 .6) (1.4) (0.7) 
A < 0 ' B < 0 ' C < 0' 
(1 .9) (2 .0) (1.4) 
A > E B > E C > E' 0 > E' 
(0.3) (0.2) (0.7) (2.2) 

E < 0 ' 
(2.2) 

Differences (in mm) between observers' MSD measurements: 
A B > A:j: C < A 0 > A E > A 

(0.8) (0.4) (0 .5) (0.1) 
B 

C 

o 

E 

A < B:j: 
(0.8) 
A > C 
(0.4) 
A < O 
(0.5) 
A < E 
(0.1) 

B > C' 
(1.2) 
B>O 
(0.4) 
B > E 
(0.8)t§ 

C < B' 0 < B E < Bt§ 
(1.2) (0.4) (0.8) 

C < 0 ' 
(0.9) 
C < E:j: 
(0.5) 

0 > C' E > C:j: 
(0.9) (0.5) 

O > E 
(0.4) 

E < O 
(0.4) 

Note.-MSD = midline sagittal diameter; FD = foraminal diameter. Numeric correlations 
of MSD and FD measurements are expressed as regression coefficients. Differences 
between observers' FD measurements reflect differences between observers' average 
measurements; differences between observers' MSD measurements reflect differences 
between observers ' mean measurements. 

• Highly significant correlation. 
t Statistically significant correlation . 
~ Correlation approaches being statistically significan t. 
§ Correlation approaches being highly significant. 

the FOs on the one hand and the coefficients of the MSOs on the 
other was tested by means of the two-sample rank test [13). 

Results and Discussion 

As shown in table 1 , there was reasonably strong positive 
correlation (0.6-0.9; mean, 0.77) between different observers ' 
measurements of the minimum MSDs of the canal. Moreover, 
the strength of the correlations was sufficiently strong that all 
correlations could be shown to be highly significant statisti
cally . However, the correlations of measurements of the 
minimum FDs were not nearly so strong (0.3-0.8; mean, 
0.48). Moreover, five out of 10 times the correlations of the 
readings of the FDs were sufficiently weak that a statistically 
significant positive correlation could not be shown. 

The difference between the regression coefficients of the 
foramina and those of the MSDs was highly significant. Cer
tain observers tended to arrive at higher values than others. 
Five pairs of observers demonstrated highly significant differ
ences in foraminal readings. At one extreme, one observer's 
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average foraminal reading was 2.2 mm greater than another 
observer's. In the readings of the MSOs, there were two 
pairings of observers from which there were highly significant 
differences in measurements and one pairing from which there 
were significant differences. With the MSOs the greatest 
difference in average readings was 1 .2 mm. 

It is unclear to what extent an observer who tended to read 
high on the FOs would also read high on the MSOs. Observer 
o read significantly higher than three observers for MSOs and 
higher than all four other observers for the FOs. Observer E, 
on the other hand, had significantly higher readings for MSOs 
than did observer C, but had lower readings for FOs. 

We had expected that the SOFD would exceed the SOMSD 
because of the relative difficulty in measuring foramina. In 
fact, the SOFD at 1.2 was greater than the SOMSD, which was 
1.0. This difference was not significant, however. A similar 
relation held between the average maximum disagreement 
between observers at a given foramen (3 .1 mm) and the 
average maximum disagreement for an MSO (2 .3 mm). 

The SOs of the measurements of a given MSO or foramen, 
being on the average only about 1 mm, at first appear to 
suggest the discrepancies between different observers' 
measurements might be rather inconsequential. The average 
ratios of SO to mean suggest otherwise, however. In the case 
of the MSOs the mean ratio was 6.5% and the median 6.3%; 
in the case of the FOs the mean ratio was 33.2% and the 
median 30.8%. This means that in the case of the average 
MSO in our study, one had about a one in three chance of 
obtaining a reading that differed from the mean value by 6% 
or more; in the case of the average foramen in our study one 
had about a one in three chance of obtaining a measurement 
that varied from the mean value by 30% or more. 

Another way of looking at the meaningfulness of the dis
crepancies between different observers' readings is to show 
their possible effect on diagnosis. For example, we often 
follow Verbiest [14] in using 13 mm as the lower limit of 
normal for MSOs. If this standard is applied to the 20 MSOs 
of the 10 spines used in our study, the five observers disagree 
on whether stenosis is present four times (or 20% of the 
time). Looking at different pairs of observers, one finds that 
different pairs disagreed zero to four times (0%-20% of the 
time). If 14 mm were considered the lower limit of normal 
there would be even greater disagreement. 

Lacking a good single criterion for diagnosing foraminal 
stenosis, one of us uses for the foramina a criterion that has 
been used for diagnosing lateral recess stenosis [4, 7, 15]; 
namely, that while an FO of 4-5 mm is quite ambiguous, a 
diameter of 2-3 mm is highly suggestive of stenosis. Using 
this criterion, the five observers in this study would have 
disagreed in 16 cases (or 80% of the time) whether or not 
there was good evidence of foraminal stenosis. Pairs of 
observers would have disagreed in four to 10 cases (20%-
50% of the time). 

While we have no proof that our 10 cases are typical of all 
patients who are scanned, we suspect that in many practices 
many patients, like many of ours, have FOs or MSOs that are 
near the lower limit of normal , where 1-2 mm could lead to 
changes in therapy. Consequently, we find the degree of 
discrepancy in readings between observers disconcerting, 

but not very surprising, especially in the case of the foramina, 
given their small size (averaging 3.8 mm in our study) in 
relation to the smallest unit of measurement (1 mm) and the 
thickness of the slices (6 mm), the occasional tendency of 
their components to be oblique to the axial plane, and the 
tendency for some of their structures to differ little from each 
other in density. 

This study was designed to quantify the discrepancies 
between different observers' measurements, not to quantify 
the relative importance of the causes of the discrepancies. 
Nevertheless, it is useful to consider the different types of 
error [16] that may have led to the discrepancies. 

Blunders and Other Illegitimate Errors 

There were no clear-cut examples of blunders, although it 
is possible that, for example, an observer might have inad
vertently skipped a relevant slice or might have recorded a 
measurement incorrectly. One possible example of a blunder 
was one level where one observer recorded 24 mm for one 
MSO whereas all the other observers measured it at 18 or 19 
mm. Such a discrepancy might have arisen from a difference 
in understanding instructions in an unclear situation, for ex
ample, in a vertebra with asymmetric laminae with a deep 
anterior groove at their junction. There is no reason to suspect 
that there were any crucial equipment failures , except in the 
case where one observer was unable to obtain one measure
ment because of a problem with one slice on one floppy disk. 

Random Errors 

In medicine, where one often relies on a single measure
ment to make a diagnosis, one often forgets that there is 
always a tendency to arrive at different figures when obtaining 
multiple measurements of the same unchanging entity. Ran
dom errors can arise from such things as small disturbances 
or fluctuating conditions in an environment (changes in line 
voltage, for example). They can also derive from errors of 
judgment and from ambiguities in the definition of what is to 
be measured. 

That observers A and E had similar average foraminal 
measurements, but did not show a statistically significant 
correlation in their measurements, might be an example of a 
discrepancy arising largely from random error (or alternatively 
from complex combinations of nonrandom errors). On the 
other hand, participants volunteered that whenever they re
peated measurements they usually obtained the same meas
urements the second time as the first. These comments 
suggest that random error might not have played a decisive 
role. 

Systematic Errors 

These are errors in which all values are in error by a 
constant amount, which can be caused by errors of calibra
tion , changes in experimental conditions , personal habits, or 
systematically imperfect techniques. That systematic errors 
played an important role in the discrepancies is strongly 
suggested by the fact that often one observer had a signifi
cantly higher average reading than another. 

There are at least two systematic errors that could have 
led to discrepancies in our study. First, an observer might 
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have systematically misunderstood the rather specific instruc
tions about what was to be measured. For example, he might 
have measured foramina from the disk or centrum anteriorly 
to the superior articular process posteriorly rather than to a 
joint capsule that was compressing a root. 

Second, because of some particular preconception about 
the anatomy, an observer might have tended to see a given 
boundary (for example, the anterior border of the joint cap
sule) placed rather posteriorly whenever the image was am
biguous . Observer C tended to measure foramina as wider 
than those measured by E, but minimum MSDs were meas
ured by C as narrower than by E, which suggests the exist
ence of one or more such systematic errors. 

Much of the discrepancy between observers likely resulted 
from systematic differences in choice of window settings, the 
choice of which strongly affects the apparent size of struc
tures in CT images [1, 3, 4, 8-12] (as can be readily observed 
by looking at a foramen or lateral recess or a small structure 
while adjusting the window center). One probable example of 
the effect of window settings was the tendency of observer 
D, who generally likes to view all images with rather high 
window widths and centers, to report higher readings than 
the other observers both for FDs and for MSDs. 

It has been reported that accurate distance measurements 
can be obtained if a cursor is placed on a given boundary 
when a fairly narrow window is centered halfway between 
the densities of the structures on either side of the boundary 
[1 , 10]. Yet even very careful observers might be unable to 
use this rule to set windows similarly. First of all, one encoun
ters circular reasoning, for, to determine the density of, say, 
a root , one must determine just where the root is. Yet, to 
determine where a root is requires determination of its bound
aries, which is the point of the exercise. Second, use of the 
rule is further confounded by the heterogeneity of the densi
ties of many of the relevant structures on spinal CT. Does 
one use the whole vertebral arch to determine the density of 
the arch , or just the cortex? If the latter, how does one readily 
determine where exactly the cortex is without knowing the 
right window settings? What settings does one use for a 
partly calcified joint capsule? Finally, even if one does not 
resort to histograms to help with these problems, using the 
rule would be overly time-consuming. 

It should be noted that in several respects our study 
probably overestimated the reliability of spinal CT measure
ments. Different observers did not differ in scanning parame
ters such as filter function or slice thickness when making 
measurements on the same patient. (For example, perhaps if 
3 mm cuts had been obtained rather than 6 mm cuts, smaller 
structures in the foramina might have been easier to differ
entiate. On the other hand, owing to increased mottle in the 
thinner slices, boundaries might have become less distinct). 
In addition , we did not examine the same patients on different 
machines. 

Furthermore, our study dealt directly only with the discrep
ancies between different observers ' measurements. It did not 
test directly the relation between the measurements and the 
actual value of what was measured. Even if we had all agreed 
on all measurements, we might have made similar errors 
derived, for example, from similar misconceptions of anatomy 

or from some consistent distortion of the data made by the 
equipment. 

Our study only reports on our results using our equipment 
and our protocol on some of our patients. Our measurements 
agreed less than we would have liked. Other groups, drawing 
on different backgrounds and practicing in different settings, 
might obtain better or worse results. For example, it is easily 
conceivable that a group of radiologists, after extensively 
studying anatomic material together or after obtaining ex
haustive and detailed surgical follow-up, might consistently 
obtain reliable measurements. Unless one has rigorously cor
related one's distance measurements with anatomic or sur
gical findings, however, one should probably not put unques
tioning faith in distance measurements made on spinal CT. 
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