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Positioning Platform for Nonoblique Total Spine MR 
Imaging 
James W. Langston,1 Suzanne A. Gronemeyer, 1 Stan E. Anderson, 2 and Soheil L. Hanna1 

If spinal MR imaging is to replace myelography, a complete 
spinal MR examination must be possible in a reasonable time, 
and nonoblique images of the spinal cord must be obtained . 
Previously proposed spine-coil positioning devices [1-3] do 
not provide for patient pivoting in the horizontal plane in order 
to eliminate cord obliquity, and one device [2] fails to maintain 
the surface coil in the center (or "sweet spot") of the magnet 
bore, where the magnetic field is most homogeneous. We 
have developed a positioning device for spinal MR imaging 
that allows fast longitudinal positioning and horizontal plane 
pivoting to prevent spinal cord obliquity. 

Materials and Methods 

A three-layer positioning platform (in development by MRI Devices, 
Inc., Waukesha, WI , patent pending) was constructed entirely of 
plastic (Fig. 1 ). The bottom unit contains a 14 x 31 em rectangular 
surface coil and two slots filled with plastic spheres on which the 
middle carrier plate rolls to permit calibrated passive longitudinal (Z 
axis) patient movement. A top swivel plate rests on top of the middle 
carrier plate and pivots in the horizontal (XY) plane. 

The patient is positioned so that the mid-spine is approximately 
over the pivot point. The spine coil and bottom coil unit are never 
moved from the magnet center after initial placement. T1 sagittal 
scout images are obtained to determine the distance the patient 
should be moved along the Z axis. The middle carrier plate of the 
platform is then rolled in or out of the magnet bore to perfectly 
position the patient along the Z axis. The spinal cord midline is then 
approximated with the aid of an oblique T1 coronal scout image (Fig. 
2). The patient is rotated in the horizontal plane by calibrated rotation 
of the top swivel plate to make the spinal cord approximately parallel 
to the sagittal plane. Subsequent three-slice T1 sagittal scout imaging 
permits fine-tuned pivoting in the horizontal plane to perfectly align 
the spinal cord parallel with the sagittal plane. All scout sequences 
require less than 30 sec. 

The definitive diagnostic examination follows (Fig. 3A). Multiple, 
rapid , calibrated repositioning along the Z axis for high-resolution 
imaging of the entire spine is accomplished without additional scout 
images, without moving the patient table or surface coil , and without 
active patient movement (Fig . 3B). The surface-coi l sensitivity range 

is such that coil tuning and resonant frequency or RF transmitter 
readjustments are unnecessary. 

Discussion 

From January 1989 through August 1990, 236 spinal MR 
studies were performed in our institution using our positioning 
platform with a 1.0-T MR scanner (Magnetom 42 , Siemens 
Medical Systems, Iselin , NJ). Patients were being examined 
for metastatic spinal disease or primary spinal neoplasia. Only 
four of the studies could not be completed because of patient 
motion (two), inadequate IV installation for injection of con
trast agent (one), and scanner difficulties (one). Although most 
of our patients were children, some examinations were per
formed on long-term follow-up patients who are now adults. 
An "egg crate" mattress on top of the flat platform supports 
patients of all weights comfortably. 

Fig. 1.-Positioning platform for nonoblique total spine MR. The station
ary bottom coil unit contains a recess for the spine coil and two rows of 
nylon balls on which the middle carrier plate rides. After the patient and 
entire platform are moved to the center of the magnet, a 27-sec sagittal 
scout image is acquired, and the middle carrier plate is rolled in or out of 
the magnet bore to perfectly position the patient along the Z axis. The top 
swivel plate permits rotation about the pivot point in the horizontal plane. 
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Fig. 2.-A 14-sec oblique coronal scout image 
and rotation of the top swivel plate are used to 
position the spinal cord parallel to the sagittal 
plane. A 27-sec sagittal scout image follows for 
fine tuning. 

Fig. 3.-A and 8 , Definitive true-sagittal diag
nostic images, upper level (A) and lower level (8). 
The patient is repositioned by rolling the middle 
carrier plate along the Z axis. Imaging at the new 
level proceeds without having to move the patient 
table or surface coil, without retuning the surface 
coil or the RF frequency or transmitter, and without 
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Acquisition of a total spine MR examination is important in 
patients at risk for metastatic spinal disease or with known 
neoplasia within the spinal canal. In our experience a high 
percentage of children in need of a total spine MR examination 
must be studied with either sedation or general anesthesia. It 
is thus essential to complete the examination in 1 hour or 
less, which our positioning platform routinely permits. 

Since our patients are imaged repeatedly during the course 
of therapy and in many cases are followed for a number of 
years, the ability to closely compare current studies with 
earlier ones is quite helpful. With our platform, we are able to 
reproduce spine positioning very closely from study to study, 
which is particularly helpful in following small lesions. To our 
knowledge, no other spinal MR positioning device exists that 
permits both calibrated passive patient movement along the 

Z axis and calibrated passive patient rotation in the horizontal 
plane. Although many scanners have oblique imaging se
quences, they usually require a longer echo time, which 
reduces T1 weighting, contrast, and signal to noise ratio. 
Furthermore, alignment of the spinal cord with the sagittal 
imaging plane is more precise with this technique than with 
oblique imaging sequences. 
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