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Intraobserver and Interobserver Variability in
Schemes for Estimating Volume of Brain
Lesions on MR Images in Multiple Sclerosis

Massimo Filippi, Mark A. Horsfield, Marco Rovaris, Tarek Yousry, Mara A. Rocca,
Corrado Baratti, Sergio Bressi, and Giancarlo Comi

PURPOSE: Our goal was to evaluate the intraobserver and interobserver reproducibility of
measurements of brain lesion load in multiple sclerosis (MS) by using two proposed acquisition
schemes.

METHODS: Three-millimeter-thick conventional spin-echo (CSE) and fast fluid-attenuated
inversion-recovery (FLAIR) sequences were obtained and the lesions segmented using a semi-
automated technique based on local thresholding to calculate intraobserver and interobserver
reproducibility. These were compared with images obtained from two separate MR units in
which 5-mm CSE sequences were obtained and segmented by using the local thresholding
technique and also by manual outlining.

RESULTS: The intraobserver coefficient of variation was 4.0% (95% confidence interval [CI],
3.0% to 4.5%) for the 5-mm CSE sequence measured with manual outlining, 3.1% (95% CI, 2.5%
to 3.2%) and 5.1% (95% ClI, 4.1% to 5.6%) for the two sets of 5-mm CSE sequences measured
using the local thresholding technique, 5.7% (95% CI, 3.9% to 6.6%) for the 3-mm CSE
sequence, and 2.6% (95% CI, 2.1% to 2.7%) for the fast FLAIR sequence. The interobserver
coefficient of variation was 7.1% (95% CI, 4.9% to 8.7%) and 8.3% (95% CI, 6.4% to 9.6%) for
the two sets of 5-mm CSE sequences, 7.3% (95% CI, 4.7% to 9.1%) for the 3-mm CSE sequence,
and 2.9% (95% CI, 2.3% to 3.3%) for the fast FLAIR sequence. The intraobserver and interob-
server reproducibility of measurements obtained with the fast FLAIR technique was signifi-
cantly better than those obtained with the other techniques.

CONCLUSIONS: Our data indicate that the intraobserver and interobserver variability in
quantifying MS lesions can be reduced significantly with the use of fast FLAIR sequences, while
no significant improvement is gained by reducing the section thickness from 5 mm to 3 mm.

Change in T2 lesion load, as measured yearly using
manual outlining on conventional spin-echo (CSE)
magnetic resonance (MR) images, is used as a sec-
ondary end point in large-scale phase III clinical trials
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in multiple sclerosis (MS) (1, 2). Recently, however,
image acquisition schemes that are more sensitive are
starting to be used: CSE sequences with 3-mm-thick
sections and fast fluid-attenuated inversion-recovery
(FLAIR) sequences detected on average about 9%
(3) and 18% (4) greater lesion volumes than did CSE
sequences with 5-mm-thick sections. This was due to
an increased detection rate both of small lesions and
of lesions located in or near the cerebral cortex, as a
consequence of better spatial resolution or image
contrast. However, for clinical trials in MS, the in-
traobserver and interobserver reproducibility of le-
sion load measurements is more important than the
sensitivity. Hence, several new approaches for seg-
menting MS lesions have been proposed, which, by
reducing human interaction, increase the reproduc-
ibility of the results (1, 5-8). At present, natural
history studies and clinical trials with these new MR
imaging acquisition schemes are ongoing, but as
yet there are no studies evaluating the reproducibility
of lesion load measurements obtained with such
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schemes as compared with the present standard of
reference (ie, lesion load measurements performed
on CSE sequences with section thickness of 5 mm
segmented by using manual outlining).

In this study, we evaluated the intraobserver and
interobserver reproducibility of lesion load measure-
ments in MS using 3-mm CSE sequences and 5-mm
fast FLAIR sequences segmented using a semiauto-
mated technique based on local thresholding. We
then compared these results with those obtained
using 5-mm CSE sequences, segmented with the
same semiautomated technique and also by manual
outlining.

Methods

Patients

Seventeen consecutive outpatients with clinically definite
MS (9) were entered in the study. All had either relapsing-
remitting or secondary-progressive MS. Patients with relaps-
ing-remitting MS were defined as those having a clinical course
characterized by acute exacerbations followed by complete or
incomplete recovery (ie, leaving mild to moderate disabilities)
and separated in time by periods of relative disease stability.
Patients with secondary-progressive disease had an initial re-
lapsing-remitting phase but became progressively disabled with
or without superimposed relapses over at least the preceding 6
months. Written informed consent was obtained from all pa-
tients before they were admitted into the study. Ten patients
were included in the first MR imaging protocol and seven in
the second MR imaging protocol.

MR Imaging Protocols

First Protocol.—In center 1, MR imaging was performed
with a 1.5-T unit. The pulse sequence used (spin-echo 2000/50
[repetition time/echo time]) provided a moderate T2 weighting
and gave good definition of the MS lesions with some suppres-
sion of the cerebrospinal fluid signal. Twenty-four contiguous
interleaved 5-mm-thick axial sections and 40 contiguous inter-
leaved 3-mm-thick axial sections were obtained through the
brain with a 22-cm field of view (FOV) and a 256 X 256 raw
data and image matrix (acquisition time, 17 minutes 12 seconds
for each section thickness). The images with 3-mm-thick sec-
tions had a poorer signal-to-noise ratio than did the 5-mm-
thick images, but this was not to the detriment of lesion con-
spicuity.

Second Protocol—In center 2, 18 contiguous interleaved
5-mm-thick axial CSE sequences (3000/20; acquisition time, 13
minutes 44 seconds) and fast FLAIR sequences (9000/150;
inversion time, 2200; echo train length, 15; acquisition time, 5
minutes 6 seconds) were obtained on a 1.0-T unit; the FOV was
20 cm and the raw data and image matrix was 256 X 256 for
both sequences.

The different acquisition parameters used for the 5-mm
CSE sequences in the two centers reflected the usual practices
at these institutions. Although the repetition times and echo
times differed considerably, the resulting image contrasts were
judged similar.

In both protocols, patients were positioned according to
guidelines established by a European Community Committee
for MS (10) and were not moved from the scanners for the
duration of the imaging procedures. The patients were placed
in a comfortable position at the center of the head coil using a
standardized landmark and the indicator light. Then, planning
scans (T1 weighted spin echo) were acquired as follows: 1) a
single axial section was obtained; 2) from this, a coronal section
was planned using an oblique projection if necessary to com-
pensate for patient misalignment; 3) a sagittal section was
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prescribed from the coronal image, again compensating for any
misalignment of patient position using the falx cerebri as a
reference; 4) finally, the main series of sections was prescribed
from the sagittal image. These sections ran parallel to a line
that joins the most inferoanterior and inferoposterior parts of
the corpus callosum.

Quantification of MR Imaging Abnormalities

Lesions were first identified and marked on the hard copies
by a single observer. To evaluate the intraobserver agreements,
another observer quantified the MR abnormalities on all im-
ages twice, using a quantitative semiautomated technique
based on local thresholding (1, 5) on each of the two occasions.
This observer also twice measured the lesion load present on
the CSE images with section thickness of 5 mm obtained in
center 1 using a manual tracing technique. The second set of
evaluations was made 2 months after the first. The MR abnor-
malities were also quantified independently by two other ob-
servers using the same semiautomated technique in the same
patient sample to calculate interobserver agreement. All the
observers who quantified the lesion load present on the differ-
ent images used the marked hard copies as a reference and
were unaware of patient identity and clinical characteristics.

The software used for lesion volume measurements was the
“/usr/image” library (University of North Carolina, Chapel
Hill) and Dispim image display software (David Plummer,
University College, London, United Kingdom) running on a
Sun workstation (Sun Microsystems, Mountain View, Calif).
The manual outlining measurements were performed by using
a mouse-controlled cursor on the computer display. The cursor
was moved to define the boundary of each lesion, and each
outline was stored on a computer disk before automatic com-
putation of the lesion volume. The measurements using the
semiautomated local thresholding technique were performed
using a mouse-controlled cursor on the computer display by
clicking on the perimeter of the lesions. The computer program
first examines the image in a region close to where the mouse
was clicked to find the strongest local intensity gradient, which
it considers to be the edge of the lesion. Then the lesion is
outlined by following a contour of isointensity from this initial
edge point, thus defining the lesion as a region of the image
where the signal intensity is locally above the signal intensity at
the initial edge position. This sometimes gave poor results
because other structures (such as abutting gray matter) adja-
cent to the lesion were bright, leading to the contour moving
away from the lesion outline. When this happened, the lesions
were outlined manually. Both for manual outlining and for the
local thresholding technique, the lesion volume was calculated
simply as the lesion area multiplied by the section thickness.

Statistical Analysis

The intraobserver and interobserver agreements were cal-
culated according to the statistical methods proposed by Bland
and Altman (11).

Intraobserver Agreement.—All the lesion load assessments
were transformed to an equivalent percentage scale of intraob-
server agreement, according to the following formula:

(xlsl + x2nd)/2

in which x,, and x,, 4 are measures obtained in twice-repeated
evaluations using the same technique in the same patient.

Interobserver Agreement.—The lesion load assessments ob-
tained by three observers using the three techniques were
similarly transformed for each pair of observations to an equiv-
alent percentage scale of interobserver agreement, according
to the following formula:

Intra observer agreement index = 100 —

‘xa - xb|

Inter observer agreement index = 100 — (. Fx0)/2
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in which x, and x,, are the measures obtained by two different
observers using the same technique in the same patient.

The measure of reproducibility used in this study was 2
standard deviations (SD) of the intraobserver and interob-
server agreement indexes, according to the British Standards
Institution (12). Therefore, the intraobserver coefficient of
variation (COV) was equal to 2 SD of

|xlst - x2nd‘
(xlsl + x2nd)/2

and the interobserver COV was equal to 2 SD of

|xa - xb|
(x4 +x)/2

where [x;, — 5,4 is the absolute difference between two lesion
volume measurements made by the same observer using the
same technique, and [x, — x| is the absolute difference between
the measures obtained by two different observers using the
same technique. For the intra- and interobserver agreements,
and also for the COV, a 95% confidence interval (CI) was
calculated by using bootstrap analysis (1000 random samples
were generated from the SAS package) with the algorithm
described by Efron and Tibshirani (13).

To test differences between intraobserver and interobserver
variabilities for the four techniques, Bartlett’s test for homo-
geneity of variance was used. If the assumption of differences
of variances between methods was significant, the appropriate
univariate method was used to analyze mean differences (14).
To evaluate the differences in variabilities and means in the
comparison between intraobserver and interobserver agree-
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ment values, the statistical approaches described above were
used.

Results

Intraobserver Agreement in Lesion
Load Measurements

The median intraobserver agreement was 95.3%
(CL 94.6% to 95.6%) for the 5-mm CSE sequence
measured with manual outlining. For the newer ac-
quisition protocols, it ranged from 94.9% (CI, 94.1%
to 96.5%) for the 5-mm CSE sequence obtained in
center 1 to 98.5% (CI, 97.1% to 98.9%) for the fast
FLAIR sequence (Table 1 and Fig 1). The intraob-
server COV was 4.0% (CI, 3.0% to 4.5%) for the
5-mm CSE sequence measured with manual outlin-
ing. It ranged from 2.6% (CI, 2.1% to 2.7%) for the
fast FLAIR sequence to 5.7% (CI, 3.9% to 6.6%) for
the 3-mm CSE sequence (Table 1).

The intraobserver variabilities for the different
techniques were not different. The comparisons be-
tween the means of intraobserver agreement cor-
rected for differences of variance between techniques
showed a significantly higher value for the fast
FLAIR sequence as compared with the 5-mm CSE
sequence measured with manual outlining (Welch
analysis of variance [ANOVA]: F[1, 14.97] = 11.40;

TABLE 1: Median intraobserver agreements and coefficients of variation with 95% CI for MS lesion load measurements using different acquisi-

tion schemes and segmentation techniques

Local Thresholding Technique

CSE 5-mm,
Manual
CSE 5-mm CSE 5-mm
Outlining (Center 1) (Center 2) CSE 3-mm Fast FLAIR
Median agreement, % (CI) 95.3 (94.6-95.6) 94.9 (94.1-96.5) 98  (96.5-98.4) 96.8 (95.7-98.3) 98.5 (97.1-98.9)
COV, % (CI) 4.0 (3.0-4.5) 51 (4.1-5.6) 31 (25-32) 5.7 (3.9-6.6) 2.6 (2.1-2.7)

Note.—CSE indicates conventional spin-echo; FLAIR, fluid-attenuated inversion recovery; CI, 95% confidence interval calculated by using

bootstrap analysis; and COV, coefficient of variation.
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P < .004) and for the 5-mm CSE sequence obtained
in center 2 and measured using the local thresholding
technique and the 5-mm CSE sequence obtained in
center 1 and measured with manual outlining (Welch
ANOVA: F[1, 14.70] = 5.84; P < .02). No differences
were found for any of the other comparisons.

Interobserver Agreement in Lesion
Load Measurements

The median interobserver agreements ranged from
95.3% (CI, 94.8% to 96.4%) for the 5-mm CSE se-
quence obtained in center 2 to 97.6% (CI, 96.9% to
98.4%) for the fast-FLAIR sequence (Table 2 and Fig
2), and the interobserver COV ranged from 2.9% (ClI,
2.3% to 3.3%) for the fast-FLAIR sequence to 8.3%
(CL, 6.4% to 9.6%) for the 5-mm CSE sequence
obtained in center 1 (Table 2).

The interobserver variability for the 5-mm CSE
sequence was significantly higher than that obtained
for the fast-FLAIR sequence (F[1, 40] = 13.98; P <
.0002), but not different from that obtained for the
3-mm CSE sequence. The interobserver variability for
the fast FLAIR sequence was also significantly lower
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than that for the 3-mm CSE sequence (F[1, 49] =
15.84; P = .0001).

The comparison between the means of interob-
server agreement corrected for differences of vari-
ance between techniques showed a significantly
higher value for the fast FLAIR sequence than for the
5-mm (Welch ANOVA: F[1, 26.40] = 8.11; P = .008)
and 3-mm (Welch ANOVA: F[1, 40.62] = 7.10;
P = .01) CSE sequences, whereas the difference be-
tween the 5-mm and 3-mm CSE sequences was not
significant.

Comparisons between Interobserver Agreements
Obtained with Different Techniques and
Intraobserver Agreement Obtained by Measuring
S-mm CSE Sequences with Manual Outlining

Interobserver variability was significantly higher
than intraobserver variability for measurements made
with manual outlining on the 5-mm CSE images and
for measurements obtained with the local threshold-
ing technique on the 5-mm (F[1,38] = 5.5; P < .01)
and 3-mm (F[1,38] = 3.86; P < .05) CSE images, but
was not higher than that obtained for the fast FLAIR

TABLE 2: Median interobserver agreements and coefficients of variation with 95% CI for MS lesion load measurements using different acquisi-

tion schemes and segmentation techniques

Local Thresholding Technique

CSE 5-mm

CSE 5-mm

(Center 1) (Center 2) CSE 3-mm Fast FLAIR
Median agreement, % (CI) 96.1 (94.1-97.2) 95.3 (94.8-96.4) 96.7 (95.4-97.3) 97.6 (96.9-98.4)
COV, % (CI) 8.3 (6.4-9.6) 7.1 (4.9-8.7) 73 (4.7-9.1) 29 (2.3-33)

Note.—CSE indicates conventional spin-echo; FLAIR, fluid-attenuated inversion recovery; CI, 95% confidence interval calculated by using

bootstrap analysis; and COV, coefficient of variation.
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sequences. The mean of intraobserver agreement ob-
tained by measuring the 5-mm CSE images with man-
ual outlining differed significantly only from that ob-
tained on the fast FLAIR sequences (Welch
ANOVA: F[1, 13.7] = 11.1; P = .005). The mean of
intraobserver agreement obtained for the 5-mm CSE
images by using manual outlining did not differ from
that of either the 3-mm or 5-mm CSE images ob-
tained by using the local thresholding technique.

Discussion

Fast FLAIR and 3-mm CSE sequences depict a
larger volume of lesions in patients with MS than do
5-mm CSE sequences (3, 4), which are currently used
to monitor long-term disease evolution, both natural
and modified by treatment (1, 2). Such sequences may
be able to show smaller changes in lesion load over
time, thus providing a more sensitive and complete
assessment of MS lesion activity; however, the funda-
mental requirement of a technique used to assess
lesion load in MS is that it should be reliable and
reproducible over time, allowing clinical trials with
adequate statistical power and relatively small patient
populations. In recent years, several new partially or
fully automated techniques for MS lesion segmenta-
tion have been proposed (1), which, by reducing hu-
man interaction, improve the reproducibility of the
measurements. Different groups (5-8) have shown
that by using intensity-based semiautomated tech-
niques it is possible to improve significantly the re-
producibility of lesion load measurements. With such
segmentation techniques, any improvement in lesion
contrast or resolution should result in further in-
creases in the reproducibility of the measurements.
Both fast FLAIR and 3-mm CSE sequences may be
useful in this respect: fast FLAIR improves contrast
by increasing the T2 weighting while suppressing the
signal of cerebrospinal fluid; 3-mm CSE sequences
give better definition of lesion edges by reducing
partial-volume effects.

Our data indicate that the intraobserver and inter-
observer reproducibility in measuring MR lesion load
in MS can be significantly improved by using fast
FLAIR, while intraobserver and interobserver repro-
ducibility is similar when the 3- and 5-mm CSE se-
quences are used. There are three possible explana-
tions for this finding. First, lesion contrast on the fast
FLAIR sequence we used is much higher than that on
CSE sequences (4). It is therefore expected that a
segmentation technique based on local intensity
thresholding would work more reliably on such im-
ages. Second, to cover the entire brain with 3-mm-
thick sections, more sections are needed. This leads to
longer operator times for measurements (3), which
may result in a reduction in reproducibility caused by
operator fatigue. This is not the case for fast FLAIR,
with its shorter analysis time (4). Third, it is conceiv-
able that when more lesions and larger lesional vol-
umes are present, the reproducibility of the results
may be better, since errors with different directions
(ie, overestimation and underestimation) may cancel
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each other out. Previous studies have shown that fast
FLAIR images depict on average 18% more lesional
volume than 5-mm CSE images (4), while the differ-
ence in lesional volume between 3- and 5-mm CSE
images is only half that (ie, on average, about 9%) (3).
It remains to be established whether FLAIR images
with thinner sections, which have proved to be diag-
nostically useful in cases of suspected MS (15), will
significantly affect the reproducibility of lesion load
measurements.

In clinical practice, rapid acquisition relaxation en-
hancement (RARE) sequences (16), known also as
fast spin-echo or turbo spin-echo are replacing CSE
for the study of MS, since they enable dual-echo
images to be obtained in a fraction of the time needed
for CSE. Recent studies (17-19), however, found in-
traobserver and interobserver reproducibility of le-
sion load measurement to be similar, or slightly
worse, for RARE sequences than for CSE. Two of
these studies (18, 19) found the reproducibility of the
measurements on fast FLAIR images to be better
than that on RARE images. These results suggest
that, when a reproducible measure of MR lesion load
is needed in MS patients, fast FLAIR sequences give
the best standard at present.

This study also demonstrates that the interobserver
variability obtained by the combined use of fast
FLAIR and the semiautomated technique based on
local thresholding is lower than the intraobserver
variability obtained by using 5-mm CSE and manual
outlining, while this is not true for the semiautomated
technique alone or when combined with 3-mm sec-
tions on CSE. This, coupled with the reduced acqui-
sition and postprocessing times required by fast
FLAIR (4), is clearly important for clinical trials in
MS, in which it is common for hundreds of patients to
be scanned several times and the use of a single
observer for quantitative measurements might prove
unrealistic. On the other hand, one can argue that
standardization and optimization of fast FLAIR se-
quences in several centers involved in a clinical trial
might be a challenging task as compared with that
needed for 3-mm CSE sequences. It is indeed con-
ceivable that the use of different MR units, with their
possibly different magnetic field strengths, conse-
quent changes in tissue relaxation times, and different
implementations of imaging sequences, might all
prove to be greater sources of inconsistency for fast
FLAIR than those already demonstrated for CSE
(20). In addition, the relationship between findings on
fast FLAIR images and clinical aspects of the disease
has not yet been established. Our results suggest that
such clinical correlation is now needed.

Conclusions

Fast FLAIR, while a relatively new technique, gives
a highly reproducible measure of the MS lesion bur-
den. There are still questions about its sensitivity in
different areas of the central nervous system and the
clinical relevance of the extra disease burden seen on
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FLAIR images, but we foresee its more widespread
use in the monitoring of MS.
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