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MR-Guided Endoscopic Sinus Surgery
Liangge Hsu, Marvin P. Fried, and Ferenc A. Jolesz
Summary: We describe an interactive, intraoperative im-
aging-guided method for performing endoscopic sinus sur-
gery (ESS) within a vertically open MR system. The pro-
cedure was performed with intraoperative imaging using a
0.5-T magnet with a 56-cm vertical gap. Interactive control
of imaging planes was accomplished by optical tracking
with two infrared light-emitting diodes mounted on an
aspirator probe. The probe’s position defined the location
of the orthogonal imaging planes. Twelve patients with
varying degrees of sinus disease underwent ESS with MR
imaging guidance. Patients had acute and chronic sinusitis,
nasal polyposis causing airway obstruction, or tumor re-
quiring tissue biopsy. All procedures were performed with
the patients under general anesthesia. The integration of
endoscopy with optical tracking and intraoperative inter-
active imaging allowed localization of anatomic landmarks
during ESS. No complications were encountered.

Endoscopic sinus surgery (ESS) is an effective,
minimally invasive procedure used to correct disease
of the ostiomeatal complex and paranasal sinuses (1,
2). Sinus disease is often due to obstruction at the
ostiomeatal complex (3). Correction of the obstruc-
tion may lead to reversible recovery of the diseased
sinus mucosa. Minimally invasive surgery produces
less tissue injury and promotes faster healing. Serious
complications, however, may occur because of the
proximity of the paranasal sinuses to vital surround-
ing structures, such as the orbit, anterior cranial fossa,
pituitary fossa, internal carotid arteries, and cavern-
ous sinus. The most serious complications are blind-
ness, intracranial hemorrhage, and CSF leakage (4,
5). Endoscopy provides a view of the surface anatomy
but without the benefit of depth perception. Visual-
ization and orientation is particularly problematic
when the surgeon encounters bleeding within the op-
erative field or when normal anatomy has been dis-
torted by previous surgery.

In the past, intraoperative guidance has been ef-
fected by fluoroscopy (6). Recently, preoperative CT-
based navigational systems have become available (7–
10). This imaging-guided system entails preoperative
acquisition of axial cross-sectional images and recon-
struction of orthogonal planes that are displayed in-
traoperatively. Registration to the patient’s anatomy
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is necessary before ESS begins, and these naviga-
tional systems do not provide updated intraoperative
information if the anatomy is altered during surgery.
The main advantage of the near real-time MR-guided
system lies in its ability to update current information
about the anatomy as the procedure is performed.
MR imaging, with its ability to provide excellent soft-
tissue differentiation and information about sur-
rounding vasculature noninvasively, can also facilitate
the monitoring of disease removal; moreover, no ion-
izing radiation is involved in this system.

Methods

Technique
We used a 0.5-T open-configuration magnet (Signa SP, Gen-

eral Electric Medical Systems, Milwaukee, WI) with a vertical
gap that provided direct access to the patient (11, 12). The
surgeon and an assistant usually stood across from each other
within the 56-cm gap. In the operating room of the MR inter-
ventional suite, all anesthesia (XL10 MRI Compatible Anes-
thesia Station; Ohmeda, Madison, WI) and monitoring equip-
ment systems (MagLife ODAM; Bruker, Wissembourg,

FIG 1. Overhead view of placement of flexible transmit-and-
receive coil around the sinuses with the patient intubated. The
horizontal and vertical light bars allow optimum positioning of
coil in the center of the homogeneous field, shown here as the
intersection of the light bars (arrow).
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FIG 2. A, Two LEDs (white arrows) mounted on two aspirator probes with both a straight (black arrow) and an angled (arrowhead ) tip.
B, Overhead view of near real-time localization with LED-mounted aspirator probe (arrowheads) in one hand and endoscope in the
France) were MR-compatible. Surgical instruments and the
endoscope (Storz Surgical Instruments, St Louis, MO) were
also MR-compatible and produced no significant artifacts.
Communication between the operators and the technologist
was established via an audio system.

The transmit-and-receive surface coil was wrapped around
the patient’s face (Fig 1) and adjusted to allow optimal imaging
within a 30-cm-diameter spherical volume from the isocenter of
the magnet. Interactive localization was achieved using a 3D
optical digitizer system (Integrated Technologies Inc, Boulder,
CO) with two infrared light-emitting diodes (LEDs) that were
mounted on an aspirator probe (Fig 2). The position of the
LEDs was detected by three cameras located above the mag-
net’s isocenter. Spatial information concerning the tip of the
aspirator probe generated by the LEDs was fed into a sequen-
tial logic box to calculate position and coordinates. Images
from three orthogonal planes could then be acquired relative to
the position of the tip. These were displayed on a 5-inch liquid
crystal display (LCD) monitor mounted within the gap of the
magnet (Fig 3). The tip was placed on an intranasal or sinus site
and its location appeared on each of three orthogonal MR
images as a crosshair annotation. Although the section thick-
ness of each image was 5 mm, the spatial definition of the
aspirator tip was about 1 mm, since the image from each plane
had about a 1-mm in-plane resolution (Figs 4 and 5). Endo-
scopic images of the aspirator tip were displayed on a second
LCD monitor, thus allowing simultaneous visualization of en-
doscopic videos and intraoperative MR images (Fig 6).

other (arrow).

FIG 3. Patient in supine position within vertical gap of the open-
configuration magnet with mounted display monitors (arrows)
above.
The initial calibration was achieved by mechanically aligning
the sensor system within the isocenter. A software application
then correlated the geometric points in the field of view of the
pointer system with those in the MR imaging volume. A final
verification of the accuracy of the pointer system was made by
using a combination pointer device and a 25-cm spherical
phantom with 12 registered points at the surface. Image anal-
ysis then located the center of the MR image generated at each
point and compared them with those reported by the pointer.
The average error was 0.55 mm at the isocenter and 0.88 mm
at the registered points, with a maximum error of 1.58 mm. The
clinical accuracy of the pointer system was also reviewed ret-
rospectively in 27 studies. A comparison between the location
of the tip of the actual device and the indicated tip of the scan
pointer showed an average distance error of about 1.77 mm.

After the patient was given a general anesthetic and intu-
bated, the surface-flexible coil was placed over the face and
above the nose. An initial set of images through the sinuses was
displayed in three orthogonal planes just before the start of
ESS. During ESS, fast spin-echo T1-weighted images were
acquired in orthogonal planes. The position of the two LEDs
was tracked by overhead cameras and translated at a worksta-
tion into imaging coordinates for the MR imager. The time
necessary to acquire images in one plane was determined by
the sequence chosen. For multiple-excitation image acquisi-
tion, neither the endoscope nor the aspirator probe was nec-
essarily in the field of view. A total of eight excitations can be
generated, although we found that four were sufficient (Fig 7).

FIG 4. Diagram shows 1-mm spatial resolution of tip position
even though section thickness is 5 mm, owing to an approxi-
mately 1-mm in-plane resolution for each orthogonal plane.
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FIG 5. A–C, FSE T1-weighted MR images (400/26/2; FOV 5 20; echo train 5
4; matrix 5 256 3 128) of real-time localization of the anterior middle turbinate
(crosshair annotation) in three orthogonal planes.

D, Combined single image of the three orthogonal planes.
FIG 6. Simultaneous depiction of endoscopic video and real-
time MR images of same anatomic site on two LCD monitors.
Initial Patient Experience
Twelve patients (ages 23 to 68 years) underwent ESS in the

open magnet after providing informed consent. During ESS,
the surgeon interactively viewed the probe in relation to the
images, correlating the position of the virtual aspirator tip with
that of the actual endoscopic aspirator tip. This correlation was
performed visually and communicated by the surgeon at such
anatomic sites as the anterior middle turbinate, the lamina
papyracea, the maxillary ostium, the frontal ethmoidal recess,
and the sphenoidal ostium. These landmarks were chosen be-
cause they can be reliably identified on both video endoscopy
and on MR images. They were accurately identified at all
locations, except in one instance when the instrument was bent.
Although the accuracy of placement was not quantified, exact-
ness was established when the tip was positioned at an ana-
tomic landmark identifiable on both endoscopic videos and
MR images. Figure 8 illustrates real-time localization of the
lamina papyracea and sphenoidal ostium. One patient had a
biopsy and resection of a right-sided inflammatory nasal polyp.
Another underwent drainage of a right sphenoidal mucocele
(Fig 9). No complications were encountered.

Discussion

Numerous studies have reported complications of
ESS, ranging from minor, such as synechiae forma-
tion (4% to 8%), to more serious, such as orbital and
nasolacrimal duct injury (5%), to rare, such as hem-
orrhage and CSF leak (1%) (4, 13, 14). Without direct
intraoperative imaging guidance, the surgeon cannot
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FIG 7. A and B, Crosshair annotation in-
dicates real-time tip localization of left
lamina papyracea at one and four excita-
tions, respectively.

FIG 8. A and B, FSE T1-weighted 14-
second MR images (400/26/2; FOV 5 20;
echo train 5 4; matrix 5 256 3 128) show
real-time localization (crosshair annota-
tion) of left lamina papyracea and sphenoi-
dal ostium in axial and sagittal planes,
respectively.
FIG 9. A–C, Coronal FSE T1-weighted MR images (400/26/2; FOV 5 20; echo train 5 4; matrix 5 256 3 128) before (arrow), during
(with crosshair annotation within right sphenoidal sinus), and after drainage of a mucocele in the right sphenoidal sinus.
determine the actual position or movement of surgi-
cal instruments relative to surrounding anatomy.

In recent years, there has been an emergence of
various navigational devices to interactively display
previously acquired CT scans during ESS. The posi-
tion of the tracking instruments relative to the images
is determined by using articulated arms with encod-
ers, optical tracking devices, and electromagnetic sen-
sors (7–10). CT-based navigational systems provide
excellent bony detail in a standard operating room
environment and do not require special surgical in-
strumentation. They are thought to improve the abil-
ity to navigate through the anatomy and reduce op-
erating time as well as to enhance patient safety.
Three-dimensional image representation is provided
by image processing and not by the use of intraoper-
ative data. Time is required before ESS to preregister
and calibrate the systems to optimize the accuracy of
localization.

Intraoperative MR guidance potentially offers sev-
eral advantages over preoperative CT-based guidance
systems. MR imaging provides multiplanar capability
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FIG 10. A, Three orthogonal spoiled gradient-recalled echo in the steady state 3D MR images (35/5/1; flip angle 5 45°; FOV 5 24;
thickness 5 1.5 mm; matrix 5 256 3 192) accompanied by 3D coronal reconstruction from MR data (acquired before surgery) (upper
left ) show location of right lateral nasal wall (crosshair and yellow arrow).

B, Same MR images as in A displayed with virtual endoscopic image generated from preprocedural MR data localizing right lateral
nasal wall.

C, Axial, sagittal, and coronal near real-time FSE T1-weighted MR images (400/26/1; FOV 5 20; echo train 5 4; matrix 5 256 3 128)
show localization of right lateral nasal wall.
and affords better soft-tissue differentiation than CT.
The images are actively acquired during rather than
before surgery; thus, if changes in anatomy occur
during the procedure, the images are updated to in-
corporate these changes, enabling more precise intra-
operative guidance. Our first clinical experience did
not include patients with bony lesions, tumors, or
orbital decompression from fractures, as we at-
tempted to limit our initial trial to noncomplex cases.
At this early stage of clinical experience, the proce-
dures were also more time-consuming as compared
with those performed in a standard operating room,
since additional time was necessary for image acqui-
sition. Also, in a limited MR imaging environment
and within a smaller working space, a certain degree
of adjustment is necessary to achieve optimal results.

An obvious advantage of MR guidance is the soft-
tissue detail and depth perception that allows for
last-minute adjustments during any part of the pro-
cedure. This system was considered particularly help-
ful in resecting a polyp in a patient whose bilateral
disease caused such erosion of the lamina papyracea
that the bony landmarks were no longer visible. The
type of procedures initially selected do not represent
the full potential of this technology. When this
method is expanded to skull-base applications, the
advantages of intraoperative imaging guidance should
become more obvious; for example, the improved
visualization during endoscopic surgery may result in
substantially reduced procedure times.

To combine the advantages of both CT and MR
imaging guidance, we are currently in the process of
integrating previously acquired CT scans and/or high-
field MR images with intraoperative MR images. The
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CT scans will provide detailed delineation of bony
anatomy while the high-field, high-resolution MR im-
ages will show superior soft-tissue detail. In addition,
previously acquired volumetric CT or MR studies can
be processed and reconstructed to allow 3D viewing.
Virtual endoscopy is a new 3D display technique that
uses cross-sectional volumetric imaging. The inner
surfaces of organs are reconstructed and the viewer
can navigate within the organ. Virtual endoscopy al-
lows the interactive visualization of cavitary organs
from the endoscopist’s point of view (15). As seen in
Figure 10, it is possible to display the position of the
tracking probe relative to previously acquired CT or
MR images along with intraoperatively acquired open
MR images. The intraoperative images can be dis-
played separately or in combination, and this com-
bined information may help to locate disease and
improve the safety of the procedure.

Conclusion

Our initial experience suggests that interactive, in-
traoperative MR imaging guidance is a safe and
feasible alternative to the current preoperatively
acquired CT-based navigational systems. This inter-
ventional MR imaging system can also be used for
biopsies (16) in head and neck procedures in which
direct percutaneous or transoral routes are used, es-
pecially in cases in which the lesion does not produce
mucosal deformity visible at endoscopy. Intraopera-
tive MR guidance of thermal ablation may also be
helpful for treating head and neck lesions (17, 18).
This technology may also play a role in the develop-
ment of other diagnostic and therapeutic options,
such as staging of aerodigestive tumors by directed
biopsy and more accurate radiation seed placement,
as well as in the imaging-monitored surgical resection
of skull base and neck masses. It may also facilitate
the development of new, minimally invasive endo-
scopic applications that currently are not performed
because of the limitations of the endoscope, such as
transsphenoidal and other skull base procedures that
would benefit from MR imaging guidance.
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