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Case Report

Treatment of a Ruptured Dissecting Vertebral Artery
Aneurysm with Double Stent Placement: Case Report

Goetz Benndorf, U. Herbon, W. P. Sollmann, and A. Campi

Summary: A ruptured dissecting right vertebral artery an-
eurysm was treated by means of double stent placement
with two overlapping stents. Control angiography per-
formed 3 d after stent placement revealed beginning an-
eurysmal thrombosis. Substantial reduction in aneurysmal
size was observed after 4 wk, whereas total occlusion was
observed after 3 mo. The reduced stent porosity caused by
the overlapping stents, which result in significant hemo-
dynamic changes inside the aneurysmal sac, may accelerate
intraaneurysmal thrombosis and may be helpful in achiev-
ing a more rapid complete occlusion compared with that
achieved by single stent placement.

Case Report
A 47-year-old man presented at another institu-

tion with a Hunt and Hess grade IV subarachnoid
hemorrhage. His CT scan revealed subarachnoid
hemorrhage that was more marked in the prepon-
tine cistern and initial mild hydrocephalus (Fig
1A). Digital subtraction angiography revealed a fu-
siform aneurysm involving the terminal intracranial
segment of the right vertebral artery, distal to the
origin of the right posterior inferior cerebellar ar-
tery (Fig 1B). The hydrocephalus progressed and
was treated with a ventriculoperitoneal shunt within
the first days. Because of the patient’s critical con-
dition, the neurosurgeons postponed treatment.
Four weeks later, the patient recovered remarkably
and was referred to our institution. At admission,
he had headache but no motor or sensory deficits.

Because follow-up arteriograms showed that the
aneurysm had grown significantly (Fig 2), endo-
vascular management was considered the therapy
of choice. First, the patient underwent a balloon
test occlusion of the distal right vertebral artery
(proximal to posterior inferior cerebellar artery or-
igin) that lasted 25 min; this procedure was well
tolerated. Because of the favorable anatomic con-
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ditions in the dissected vessel segment, stent place-
ment was considered the endovascular method of
choice. The aneurysmal dome measured 6 3 8 mm
with a 5-mm neck, and the vertebral artery mea-
sured 3 mm in the distal segment and 3.4 mm in
the proximal segment.

According to the protocol for intracranial stent
placement in our hospital, the patient received clo-
pidogrel (75 mg twice daily) and aspirin (325 mg
twice daily) by means of oral administration begin-
ning 4 d before the procedure. After undergoing
stent placement, the patient received clopidogrel
(75 mg twice daily) for 6 wk and aspirin (325 mg
daily) indefinitely.

The procedure was performed with the patient
under general anesthesia. At the start of the pro-
cedure, the patient received a heparin bolus (5000
IU), which was flushed with saline and heparin (1
U heparin per milliliter of isotonic sodium chloride
solution at a rate of 100 mL/h) with use of a ro-
tating hemostatic valve.

A 6F guiding catheter (Cordis Envoy; Cordis En-
dovascular) was positioned as high as possible in
the right vertebral artery; an additional 4F groin
sheath was inserted into the left common femoral
artery. The dissected vertebral artery segment was
crossed with a 0.014-in guidewire (Transend; Bos-
ton SC) that was advanced into the contralateral
vertebral artery as distally as possible to provide
enough support. Then, a 3 3 12- mm stent (AVE
S670; Medtronic) was initially deployed, covering
the vessel segment distal to the neck and covering
the neck itself. Additionally, an overlapping 3 3
18-mm stent (AVE S670; Medtronic) was carefully
positioned to traverse the first one. After it was
confirmed at control arteriography to partially over-
lap the first stent, the aneurysmal neck, and the
vessel segment proximal to the neck, the second
stent was deployed. Before withdrawing, the bal-
loon was carefully rotated and slightly pushed un-
der a blank road map to avoid any migration of the
stents during removal of the catheter. The 0.014-in
guidewire was left in place throughout the
procedure.

Control angiography performed at the end of the
procedure revealed a patent vertebral artery and
good coverage of the aneurysmal neck by the two
overlapping stents (Fig 3A). The size of the aneu-
rysm was unchanged, but the late-phase images re-
vealed some stagnation of contrast material (Fig
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FIG 1. Initial images.
A, Transverse CT scan obtained on the

day of admission. Blood is present within
the prepontine subarachnoid space and
fourth ventricle.

B, Anteroposterior arteriogram obtained
with a right vertebral artery injection. Fu-
siform dilatation of the distal vertebral ar-
tery, distal to the posterior inferior cere-
bellar artery origin, indicates intracranial
dissection (arrow).

FIG 2. Follow-up anteroposterior arterio-
grams obtained with a right vertebral artery
injection 5 wk after bleeding.

A, Image shows aneurysmal growth (ar-
row) of approximately 8 mm.

B, Image shows a further slight increase
(arrow) in the size of the dome, 5 d later.

3B). Neither technical complications nor neurolog-
ic sequelae were observed. The patient completely
recovered within the first week, without retaining
any residual neurologic deficits. Arteriography was
performed 3 d after stent placement to identify pos-
sible early changes of the aneurysmal filling; it re-
vealed a slight decrease in aneurysmal size due to
the beginning of intraaneurysmal thrombosis (Fig
3C and D). Arteriograms obtained 4 wk after stent
placement confirmed patent stents and showed sub-
stantial regression of the aneurysmal dome (Fig 3E
and F). The 3-mo follow-up examination revealed
total occlusion of the aneurysm (Fig 3G and H).

Discussion
Findings of experimental studies (1, 2) have

shown that a metallic stent, bridging the aneurys-
mal neck, may alter the flow pattern within the an-
eurysm, promoting thrombus formation and aneu-
rysmal occlusion. Although immediate aneurysmal
occlusion can be seen after single stent placement
for treatment of extracranial pseudoaneurysms (3,

4), in some cases, 3–6 mo (5–8) or longer (6, 7, 9)
may pass before occlusion occurs. To achieve faster
complete aneurysmal occlusion, the combination of
stents and detachable coils has been suggested for
extracranial, as well as intracranial, aneurysms
(10–13), and the combination is currently consid-
ered an alternative to single stent placement or oth-
er techniques such as the remodeling technique or
parent vessel occlusion. Lylyk et al (11) and Sek-
hon et al (13) described successful treatment of
ruptured vertebral artery aneurysms with the use of
a stent as a buttress against coil migration. Lanzino
et al (10) reported 10 cases managed with stent-
supported coil embolization; they achieved aneu-
rysmal occlusion of more than 90% in eight pa-
tients. In four of these patients, treated with stent
placement only, no evidence of intraaneurysmal
thrombosis was found either immediately or during
follow-up studies performed 48 h (two patients), 4
d (one patient), and 3 mo (one patient) after treat-
ment. Phatouros et al (12) recently reported a series
of seven patients with fusiform aneurysms, wide-
neck aneurysms, or pseudoaneurysms who under-
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FIG 3. Arteriograms obtained after stent placement.
A and B, Anteroposterior projection arteriograms obtained immediately after stent placement. After deployment of two overlapping

stents (S670, 3/12 and 3/18 mm) distal to the posterior inferior cerebellar artery origin, the aneurysmal neck is fully covered by the
portion with reduced porosity. The vertebral artery is patent, and the aneurysm still shows filling; however, a minimal delay in the
washout of the intraaneurysmal filling is observed (arrow).

C, Right anteroposterior-oblique arteriogram obtained 3 d after stent placement. The overlapping stents are patent, but the aneurysmal
dome shows some small filling defects adjacent to the aneurysmal wall (arrow) consistent with the beginning of intraaneurysmal throm-
bosis. A small amount of contrast medium is seen in the space between the stents and the proximal vessel wall where the stents are
not completely adjacent to the vessel wall (arrowheads).

D, Lateral orthogonal projection of the course of the artery, obtained 3 d after stent placement, more clearly shows the circumferential
extent of the pseudoaneurysm (arrow) during the post–stent-placement stage

E, Right anteroposterior-oblique arteriogram obtained 4 wk later. The two stents are patent, whereas the aneurysm shows subtotal
occlusion. The filling of the extra space is now diminished in its extension (black arrowheads) and corresponds to the decreased size
of the pseudoaneurysm in F. This probably does not represent the original arterial wall but rather the dissecting membrane that is the
initial part of the developed pseudoaneurysm. Miniature: nonsubstracted image of the two stents shows the overlapping portion between
the white arrowheads.

F, Lateral orthogonal projection of the course of the stented artery, obtained 4 wk after stent placement, more clearly shows the
circumferential extent of the pseudoaneurysm (arrow) during the regression stage.

G, Right anteroposterior-oblique arteriogram obtained 3 mo after stent placement shows complete occlusion of the pseudoaneurysm,
with minimal extravasation in the area of the previously dissected arterial wall (arrowhead). A patent right vertebral artery with no notable
intimal hyperplasia is depicted.

H, Lateral orthogonal projection of the course of the stented artery, obtained 3 mo after stent placement, more clearly shows the total
occlusion of the pseudoaneurysm (arrow).

went stent-supported coil embolization; technical
success was achieved in six. In one patient, a coil
became entangled with the stent, resulting in partial
coil delivery into the parent artery with no neuro-
logic sequelae.

Certain limitations, however, may be encoun-
tered when stents are used in conjunction with coils
(12). Regarding stent size, in some cases, a micro-
catheter (even one as small as 0.014 or 0.010 in
diameter) can be navigated through the stent inter-
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FIG 4. Illustration of the reduction of the intra-aneurysmal flow
caused by decreased porosity due to double stent placement.

stices only with great difficulty. Regarding visual-
ization of coils, packing can be inaccurate because
of the density of platinum detachable coils. Multi-
ple projections may become necessary, particularly
with fusiform aneurysms, and in some cases, com-
plete packing of the aneurysm cannot be achieved.
Regarding entanglement, coil loops may become
entangled with the stent struts and unravel during
attempts to retrieve them, leading to the risk of
moving the stent or leaving coils within the parent
artery. In our opinion, retrieval of coils might be
more complicated because the microcatheter is em-
bedded between the stent struts. In comparison with
conventional coiling, this method involves friction

between the coil and the catheter that cannot be
reduced by changing the position of the catheter, as
is usually advisable.

Theoretically, stent-grafts are the ideal implants
for covering arterial aneurysms, but, at present,
they are still in technical development. They have
several disadvantages, such as increased thrombo-
genicity (12) and inflammatory reaction with sub-
sequent intimal hyperplasia. Of particular impor-
tance in the intracranial circulation is that they are
less flexible than are bare stents.

To our knowledge, the use of double stent place-
ment for complete exclusion of wide-neck aneu-
rysms has been reported in only a single case to
date (14), but double stent placement may be a rel-
atively simple technique to more effectively change
intraaneurysmal flow and achieve subsequent
thrombosis. The influence of stent porosity on
changing the local hemodynamics between the an-
eurysm and the parent vessel was shown in the ex-
perimental studies by Lieber et al (15) and Wakh-
loo et al (16). In a recent experimental study, Yu
and Zhao (17) showed that the damping of the in-
traaneurysmal flow with stents is effective if the
ratio of the effective mesh area and the total surface
of the stent are sufficiently small, regardless of the
size of the aneurysm. The flow movement inside
the aneurysmal pouch can be suppressed to less
than 5% of the bulk mean flow velocity, inducing
intraaneurysmal thrombus formation.

On the basis of our preliminary experience in
extracranial aneurysms, we decided to cover the
aneurysmal neck by using two overlapping coro-
nary stents. Although only a minor change in the
filling of the aneurysm was visible at the end of
the procedure, 3-d follow-up clearly revealed be-
ginning thrombosis, which continued and resulted
in a substantial reduction of the aneurysmal size,
that was observed after 4 wk. Because some an-
eurysms may show decreasing and then increasing
lumen size as the thrombus forms and then re-
solves, we performed a second follow-up exami-
nation 8 wk later. This 3-mo control arteriographic
examination revealed total occlusion of the aneu-
rysm, with only a minimal extravasation as a rem-
nant of the initial dissecting process. The result ac-
complished in our case supports the experimental
results discussed previously and shows that reduc-
ing stent porosity may considerably impede the in-
traaneurysmal blood flow and accelerate the intra-
saccular thrombus formation. Although the
long-term validity of this result still remains un-
certain, we think that the patient’s risk of subse-
quent bleeding is markedly reduced.

Placement of overlapping stents increases the
amount of foreign body material within the arterial
wall and thus increases the risk of inflammatory
vessel wall reaction, resulting in luminal stenosis
due to neointimal hyperplasia. On the other hand,
the placement of overlapping stents and use of dou-
ble stents are common practice in cardiology and
seem to be safe (18).
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Furthermore, in our own experience, a 20-mo
follow-up arteriogram obtained after double stent
placement in an extracranial carotid aneurysm
showed only a mild nonstenotic intimal hyperpla-
sia. This occurred, however, in the area of the stent
margins covered by the proximal single wall stent
but not in the area of stent overlap (19).

Adequate stents with low porosity are not avail-
able at the moment, and, in particular, the intracra-
nial stents that are currently used are highly porous.
Thus, the double stent placement technique may be
indicated more often in the intracranial than in the
extracranial territory. On the other hand, the small-
er intracranial arteries are more sensitive to stent
implantation (2), and intimal proliferation is more
likely to occur in these arteries than in the extra-
cranial vessels (20). We emphasize, as did Lanzino
et al (10), the need for early and careful angio-
graphic follow-up in all patients undergoing intra-
cranial stent implantation.

In the case presented herein, trapping of the an-
eurysm by performing parent vessel occlusion be-
tween the posterior inferior cerebellar artery and
the vertebrobasilar junction would have been an-
other option. Our concern, however, was the risk
of rupturing the dissected arterial segment (starting
immediately distal to the posterior inferior cerebel-
lar artery origin) by performing either permanent
balloon occlusion in this location or balloon test
occlusion, which is necessary if coils are used.

We propose double stent placement as a new,
feasible technique for the occlusion of intracranial
wide-neck aneurysms, especially pseudoaneu-
rysms. It may represent an alternative, less time-
consuming, and less complicated option to stent-
supported coil treatment. Additional experience,
long-term follow-up, and comparison with other
neurointerventional techniques are needed to deter-
mine the value of this technique.
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