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PURPOSE: The authors report their experience using HydroCoils in the treatment of cerebral
aneurysms.

METHODS: We performed a retrospective review of the first 100 nonrandomized patients (104 coiled
saccular cerebral aneurysms) treated with HydroCoils during a 27-month period.

RESULTS: The average percentage of HydroCoil by length detached in treated aneurysms was 45.5%
(range, 9.9–100%). Immediate postprocedure angiography demonstrated complete aneurysm occlusion in
34%, neck remnant in 35%, and incomplete occlusion in 32%. Immediate procedure-related morbidity and
mortality rates were 5.8% and 0%, respectively. Angiographic follow-up was obtained in 51% (51/100
patients; 53/104 aneurysms; average, 10.3 months; range, 0–31 months). In these 53 angiographically
followed aneurysms, the overall recanalization rate was 21%: no recanalization occurred in 23 aneurysms
with small size (�10 mm)/small neck (�4 mm) (S/S); 4 recanalizations occurred in 7 aneurysms with small
size/wide neck (�4 mm) (S/W); 6 recanalizations (27%) occurred in 22 large (L) aneurysms (�10–25 mm,
70% angiographic follow-up); and 1 giant (G) (�25 mm) aneurysm recanalized. A large proportion of
aneurysms that were not initially completely occluded were completely occluded on follow-up (15/43
[35%]). Clinical follow-up was obtained in 73 patients (73%; average, 5.3 months; range, 0–24 months):
93% of these patients were neurologically improved or unchanged. Three patients rehemorrhaged and 3
patients with unruptured aneurysms developed delayed hydrocephalus.

CONCLUSIONS: The overall safety profile of HydroCoils appears acceptable. Preliminary midterm
observations suggest less coil compaction/aneurysm recanalization in large aneurysms. However,
HydroCoil-related delayed hydrocephalus is a concern.

From its clinical introduction in 1991 in nonsurgical pa-
tients with ruptured cerebral aneurysms, the Guglielmi de-

tachable coil (GDC; Boston Scientific Neurovascular, Natick,
Mass) and other bare platinum coils have been increasingly
used in patients worldwide to occlude ruptured and unrup-
tured cerebral aneurysms.1-8 The short-term clinical results of
endovascular treatment of cerebral aneurysms with platinum
coils continue to improve and are comparable to those of mi-
crosurgical clipping.1,6,8-10 In particular, aneurysm occlusion
with detachable inert bare platinum coils has been shown to
decrease the risk of rebleeding during the acute phase and at
1-year follow-up with acceptable procedural risk.1,4-6,8,10

However, the long-term permanence of coil occlusion and
relative effectiveness of aneurysm coiling in preventing de-
layed rehemorrhage are still in question.8,11

Despite advances in platinum coil technology11,12 and in coil-
ing techniques,13 important limitations of coiling with bare plat-
inum coils persist.11 In cerebral aneurysms that are wide-necked
or �10 mm, complete aneurysm occlusion with bare platinum
coils is achieved in �50% of patients.1,8,11 When aneurysms are
not completely occluded, the risk of coil compaction and aneu-

rysm recanalization is significant, estimated at 5%, 20%, 35%,
and 60% overall for small (�10 mm) narrow-necked (�4 mm)
(S/S), small wide-necked (�4 mm) (S/W), large (�10–25 mm)
(L), and giant (�25 mm) (G) aneurysms, respectively.11 Given
this persistent shortcoming of bare platinum coils, we believe that
a new coil that resists coil compaction and decreases the risk of
aneurysm recanalization would be a major advance in the treat-
ment of cerebral aneurysms.

The HydroCoil (Microvention, Aliso Viejo, Calif) is a hy-
brid hydrogel polymer/platinum coil that has the property of
volumetric swelling with time (maximal volume achieved in
approximately in 20 minutes) (Fig 1). The rationale for its use
and development is that increased volumetric filling with hy-
drogel leads to more densely packed aneurysms and results in
less coil compaction and aneurysm recanalization. In a recent
study of HydroCoils in a canine bifurcation large aneurysm
model, HydroCoils compacted less than bare platinum coils.14

This study describes the early anatomic and clinical out-
comes of the first 100 patients with intracranial saccular aneu-
rysms treated with HydroCoils at our institution. We investi-
gated the safety profile of HydroCoils and whether it was
associated with less coil compaction/aneurysm recanalization.

Patients and Techniques

Patient Selection
Between November 2002 and February 2005, 277 patients with cere-

bral aneurysms were treated with endovascular coil embolization at

the Beth Israel Hyman-Newman Institute for Neurology and Neuro-

surgery in New York. During this period, the first consecutive 100

patients in whom HydroCoils were detached in 104 intradural saccu-

lar cerebral aneurysms were identified. Patients with HydroCoil and
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treated extradural cavernous aneurysms, fusiform aneurysms, and

distal aneurysms treated primarily with parent artery sacrifice were

excluded. Most patients were referred from neurologic and neurosur-

gical centers for aneurysms or were believed to have a higher risk for

surgical treatment, after failed surgical attempt, after prior evaluation

by both endovascular surgery and vascular microsurgery teams rec-

ommended coiling, or because of patient refusal of surgery.

There were no strict inclusion criteria. On the basis of operator pref-

erence, the coiling procedure was augmented with HydroCoil filling coils

in selected cases. In general, the tendency of the operators was to treat

larger aneurysms with HydroCoils, with the rationale of decreasing the

total number of coils used. Review of records could not accurately nor

reliably identify patients in whom HydroCoil placement was attempted

but not deployed; therefore, the exact number of patients with failed

HydroCoil deployments was not recorded. The anatomic and clinical

outcomes of this cohort of 100 patients with 104 HydroCoil-treated ce-

rebral saccular aneurysms were retrospectively studied. The patient clin-

ical and aneurysm data are summarized in Table 1. Aneurysms were

divided into 4 categories11: S/S, S/W, L, and G aneurysms.

Endovascular Treatment
The technique for endovascular coil treatment has been previously de-

scribed.11,15 Eighty-seven patients were treated on a biplane angiographic

system (Siemens, Erlangen, Germany) with 3D-rotational digital sub-

traction angiography; 13 patients were treated on a single-plane angio-

graphic system without 3D-rotational angiography (Philips Medical Sys-

tems, Best, the Netherlands). In general, intravenous heparin infusion

was continued for 24–48 hours after the procedure, with maintenance

pulse transit time goal of 50 seconds. HydroCoil size and length selection

were based on operator preference, and preparation was performed as

specified by the manufacturer. HydroCoils were used primarily as filling

coils in this series. GDC bare platinum coils were used almost exclusively

initially to frame the aneurysm. Balloon-remodeling technique was used

in 21 (20%) procedures.13 Stent-assisted coiling was performed in 8 (8%)

procedures.16,17

Complications
Procedure-related morbidity was recorded as a permanent new

neurologic deficit after embolization. Procedure-related death was

recorded as death directly related to procedure (eg, intraoperative

rupture or procedure-related morbidity leading to death). Delayed

rehemorrhage of treated aneurysm was recorded. Clinical fol-

low-up data were collected by review of hospital charts, evaluation

at last clinic visitation or follow-up angiography, or by telephone

interview. Patients’ neurologic outcome at last evaluation was re-

corded as unchanged, improved, or worse, compared with pre-

treatment status.11

Angiographic Evaluation
Angiographic results were recorded immediately and on last follow-

up. Multiple projections with selective contrast injections were re-

viewed for angiographic complete occlusion, defined as no contrast

Fig 1. HydroCoil after hydrogel (translucent) coating has fully expanded around a platinum
core.

Table 1: Patient and aneurysm characteristics

No. of patients 100
Sex

Female 66
Male 34

Age
Mean 53.6 y
Minimum 11 d
Maximum 86 y

No. of treated aneurysms 104

Unruptured aneurysms (%) 56 (54)
Incidental 41 (39)
Mass effect 6 (6)
Previous SAH 8 (8)
Seizure 1 (1)

Ruptured aneurysms (%) 48 (46)
Hunt and Hess grade (%)

I 16 (15)
II 5 (5)
III 12 (12)
IV 14 (13)
V 1 (1)

Aneurysm location (%)
Anterior 78 (75)

Cavernous 0 (0)
Ophthalmic 9 (9)
Paraophthalmic 11 (11)
PcomA 28 (27)
AchoA 1 (1)
ICA bifurcation 5 (5)
ACA 1 (1)
AcomA 14 (13)
MCA 9 (9)

Posterior 26 (25)
VB junction 1 (1)
PICA 0 (0)
Basilar trunk 3 (3)
SCA 2 (2)
Basilar tip 16 (15)
PCA 4 (4)

Aneurysm size (%)
S/S 42 (40)
S/W 27 (26)
Large 32 (32)
Giant 3 (3)

HydroCoil length
Range 9.9%–100%
Average 45.5%

Note:—SAH indicates subarachnoid hemorrhage; PcomA, posterior communicating artery;
AchoA, anterior choroidal artery; ICA, internal carotid artery; ACA, anterior cerebral artery;
AcomA, anterior communicating artery; MCA, middle cerebral artery; VB, vertebrobasilar;
PICA, posterior inferior cerebral artery; SCA, superior cerebral artery; PCA, posterior
cerebral artery; SIS, small size (�10 mm)/narrow-necked (�4 mm); S/W, small size/wide-
necked (�4 mm); Large, �10 –25 mm; Giant, �25 mm.
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within the aneurysm dome, body, and neck. We used the classifica-

tion of angiographic results as defined by Roy et al7: class 1, complete

occlusion; class 2, persistence of any portion of the original defect of

the arterial wall as seen on any single projection but without opacifi-

cation of the aneurysm sac; class 3, aneurysm sac opacification (Figs 2

and 3). For each patient, the pre- and postembolization and follow-up

(if available) angiograms were independently reviewed by 2 attending

interventionalists for initial and follow-up aneurysm occlusion

grades. The interventionalists were blinded as to the type and percent-

age length of the HydroCoil used for each patient. Written reports

were not reviewed for aneurysm occlusion grade determination. For

discordant grades, the worse of the 2 occlusion grades was recorded.

Angiographic Follow-Up Strategy and Evaluation
For patients with all treated aneurysms, follow-up skull x-rays were re-

quested at 3 months. If skull x-rays showed evidence of coil compaction,

angiography was recommended immediately. Compared with the

postembolization unsubtracted coil mass, visual recognition of a change

in coil mass configuration on skull x-rays, either flattening, rotation,

loosening, reorientation, and so forth, indicated coil compaction.18 Oth-

erwise, for patients with ruptured aneurysms, a 6-month follow-up an-

giogram was recommended. For patients with unruptured aneurysms, a

1-year follow-up angiogram was recommended. Angiograms were also

recommended at 3-year and at 5-year follow-up.

To better compare recanalization results with GDC bare platinum

coils, we used the same definition of recanalization as that used in the

11-year UCLA experience11: Recanalization was defined as more than

10% increase in contrast filling of the aneurysm; less than 10% in-

creased filling was defined as unchanged. Also for this follow-up

group, class (1, 2, or 3) angiographic results were compared immedi-

ately after embolization and at last follow-up.

Results

Patient Population
Table 1 summarizes patient and aneurysm characteristics.
Sixty percent of patients were women. The mean age was 54
years. Fifty-four percent of the treated aneurysms were unrup-
tured. Three fourths of the treated aneurysms were located in
the anterior circulation. S/S aneurysms composed 40%; S/W,
26%; L, 32%; and G, 3%.

Clinical Outcome
Table 2 summarizes procedural complications. Procedure-re-
lated morbidity was 5.8% and procedure-related death was 0%.
One aneurysm perforation (�1%) occurred (first bare platinum
coil framing coil; HydroCoil used to seal re-ruptured site) and led
to permanent neurologic deficit in a surviving patient.

Thromboembolism occurred in 9 procedures, leading to 3
permanent neurologic deficits. In a 65-year-old man, a ruptured
anterior communicating artery aneurysm was coiled with 20%
HydroCoil by length; after the coiling procedure, thromboembo-
lism of the left frontal and parietal cortical branches occurred and
was treated with intra-arterial thrombolysis, with improved per-
fusion to the parietal middle cerebral artery (MCA) branches but
not in the left prefrontal MCA territory, leading to a permanent

Fig 2. Diagrams of angiographic occlusion classes, adapted from Roy et al7: class 1, complete; class 2, residual neck; and class 3, aneurysm filling.

Fig 3. Example of angiographic occlusion classes 1, 2, and 3: class 1, complete occlusion; class 2, persistence of any portion of the original defect of the arterial wall as seen on any
single projection but without opacification of the aneurysm sac; and class 3, aneurysm sac opacification.
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language deficit. In a 22-year-old woman with a ruptured basilar
trunk aneurysm, intraoperative aneurysm rupture occurred dur-
ing placement of the first bare platinum coil. Heparin was re-
versed. A single HydroCoil was used to seal the aneurysm rupture
site, but 1 of the coil loops protruded into the parent vessel. An
emergent ventriculostomy catheter was then placed in the an-
giography suite. After ventriculostomy placement, a control an-
giogram showed thrombus about the coil loop, which was treated
with 2 mg of intra-arterial abciximab (ReoPro). Follow-up MR
imaging with diffusion imaging showed no infarct; however, the
patient did not recover from the rehemorrhage and was eventu-
ally discharged to a skilled nursing facility, not cognitively able to
participate in her care.

In the third patient, a 67-year-old woman with a ruptured
large right posterior communicating artery aneurysm, 22%
HydroCoil by length was used; the last coil, a bare platinum
coil, stretched and was eventually removed without move-
ment of the coil mass. On the postembolization control angio-
gram, a distal right inferior parietal branch occlusion was
present. The patient was treated with intravenous heparin for
48 hours but had a mild sensory deficit. Parent artery occlu-
sion occurred in 1 procedure, but this did not lead to a new
neurologic deficit. Follow-up angiography performed 3 days
later showed complete recanalization of the occluded artery.

Clinical follow-up was obtained in 73 patients from �1
month to 24 months; average, 5.3 months. Of these 73 patients,
68 (93%) had improved or unchanged neurologic status at last
follow-up. Thirty-two patients had improved neurologic status,
36 patients had unchanged neurologic status, and 5 patients had
worse neurologic status. Three patients experienced rehemor-

rhage after coiling (Table 3). Of the patients who rebled, 2 died.
Three patients who did not have aneurysm rupture developed
symptomatic hydrocephalus requiring ventriculoperitoneal
shunt surgery, with recovery in all 3 (Table 4).

Immediate Angiographic Outcome
Immediate postprocedure angiography demonstrated overall
class 1 complete aneurysm occlusion in 35 (34%), class 2 neck
remnant in 36 (35%), and class 3 incomplete occlusion in 33
(32%). Table 5 summarizes class 1, 2, and 3 angiographic re-
sults for S/S, S/W, L, and G aneurysms. In general, more com-
plete closure was seen in S/S aneurysms. On average, Hydro-
Coils composed 45.5% by total length of detached coils within
treated aneurysms.

Follow-Up Angiographic Outcome
Follow-up angiography was performed in 51 patients with 53
HydroCoil-treated aneurysms. Table 6 lists the clinical and aneu-
rysm characteristics of this group of patients. Angiographic fol-
low-up was obtained from 0 to 31 months; average, 10.3 months.
Forty-two of the 51 patients (82%) had �6 month follow-up. In
this angiographically followed group, 1 aneurysm was G; 22
(46%) were L; 7 were (13%) S/W; and 23 were (43%) S/S. On the
basis of the initial size distribution of treated aneurysms, angio-
graphic follow-up was obtained in 55% (23/42) of S/S aneurysms,
26% (7/27) of S/W aneurysms, 69% (22/32) of L aneurysms, and
33% (1/3) of G aneurysms. In this angiographically followed
group, compared with all patients, the percentage by length of
HydroCoils was similar, 51% versus 46%.

Comparison of occlusion class immediately after treatment
and at last follow-up showed that 87% of the 53 aneurysms
had stable or improved class and 13% had worse class (Table
7). Of the 43 class 2 and class 3 aneurysms, on follow-up, 15
(35%) aneurysms were class 1, completely occluded (Fig 4). Of
note, 12/20 (60%) class 3 aneurysms converted to class 1 on
last follow-up.

Aneurysm Recanalization
In these 53 angiographically followed aneurysms, overall re-
canalization rate was 21% (Table 8). No recanalization oc-
curred in 23 S/S aneurysms. Four recanalizations occurred in 7

Table 2: Procedural complications

Complications in 104
Procedures No. Morbidity Mortality
Aneurysm perforation 1 1 0
Thromboembolism 9 3 0
Parent artery occlusion 1 0 0
Third nerve palsy 1 1 0
Retroperitoneal hematoma 1 1 0
Coil protrusion 1 0 0
Total 14 6 (5.8%) 0 (0%)

Note:—Results include patients with more than one complication.

Table 3: Characteristics of 3 ruptured aneurysm patients who rehemorrhaged

Patient No./
Age/Sex Hunt and Hess Grade

Aneurysm
Location

Aneurysm
Size

Immediate
Occlusion

Grade
% HydroCoil

by Length
1/11 d/F III AcomA Large 3 33
2/24 y/F IV Basilar apex/P1 PCA Large 3 43
3/64 y/M IV AcomA Large 2 64

Note:—AcomA indicates anterior communicating artery; PCA, posterior cerebral artery.

Table 4: Characteristics of 3 unruptured aneurysm patients who developed delayed hydrocephalus with symptoms of confusion and gait
disturbance

Patient No./
Age(y)/Sex

Aneurysm
Location

Aneurysm
Type

Immediate
Occlusion Grade % HydroCoil

Time from
Procedure (wk)

Symptoms Resolved
after Shunting

1/75/F Paraophthalmic Large 3 62 9 Yes
2/46/M ICA bifurcation S/W 3 40 6 Yes
3/79/M PcomA Large 2 82 1 Yes

Note:—ICA indicates internal carotid artery; PcomA, posterior communicating artery.
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S/W aneurysms. Recanalization occurred in 6/22 (27%) L an-
eurysms. One G aneurysm recanalized.

Discussion
The overall safety profile of HydroCoils appears acceptable. In
our series, the incidence of thromboembolic complication was
slightly higher than our experience with bare platinum coils,
and most occurred earlier in our experience. This finding may
be due to the larger expanded size of HydroCoils rather than
any intrinsic thrombogenic propensity of the coil material.
The incidence of thromboembolic complication is probably
less if the finishing coils are bare platinum coils; use of these
coils was our tendency later in our experience. However, using
soft platinum finishing coils may increase the risk of coil com-
paction. Clot at the coil–parent artery interface can usually be
successively treated with intra-arterial and/or intravenous
platelet glycoprotein IIb/IIIa receptor inhibitors such as Reo-
Pro,19 even in acute subarachnoid hemorrhage but after the
aneurysm has been secured. In patients with unruptured an-
eurysms, antiplatelet agents may be considered to decrease the
risk of thromboembolism.

Three patients rehemorrhaged. In 1 patient, a large basilar
apex/P1 posterior cerebral artery aneurysm with pseudoaneu-
rysm was incompletely treated (class 3), and this aneurysm rebled
within 24 hours of treatment. In 1 patient, a large anterior com-
municating aneurysm was treated (class 2), despite gram-nega-
tive ventriculitis and brain abscess; this patient rebled 4 months
after treatment. In the third patient, a neonate, only 1 HydroCoil
could be placed among other platinum coils into a large dysplastic
aneurysm, which was not completely occluded (class 3); this an-
eurysm rebled 2 months later.20

The development of hydrocephalus in 3 patients with un-
ruptured aneurysms is concerning and warrants investigation.
CSF analysis in 2 patients was consistent with an aseptic non-
specific inflammatory process. All 3 patients had large aneu-
rysms in which a high percentage of HydroCoils was used.
Early in our experience, we steamed HydroCoils to induce
memory and a tighter coiling profile before advancement into
the microcatheter. The contributory role of this practice is
unknown. All 3 patients returned to their neurologic baseline
after shunt surgery. Steroids administered in the peri- and
postprocedure period may decrease this inflammatory risk.21

Given the limitations of our study including selection bias
and its nonrandomized and uncontrolled retrospective na-
ture, when we compared results to different studies, the signif-
icance of any differences is unknown. With that caveat, obser-
vationally in our study, in L and S/S aneurysms, HydroCoils
seemed to lead to less coil compaction and aneurysm recana-
lization than that reported for bare platinum coils.8,11,22 With
almost 70% angiographic follow-up for HydroCoil-treated L

aneurysms, the recanalization rate of 27% (6/22) appears to be
an improvement over that reported for GDC-treated L aneu-
rysms.11 For S/S aneurysms, 0% (0/23) recanalization was
found with 55% follow-up. In contrast, for S/W aneurysms,
HydroCoils did not appear to reduce recanalization, but only
26% (7/27) follow-up was obtained in this group. Of the re-
canalized aneurysms, 3 were partially thrombosed at the time
of treatment; 1 aneurysm was treated in a patient with gram-
negative ventriculitis; and in 1 large aneurysm, only 1 Hydro-
Coil was used. The average percentage length of HydroCoil in
the recanalized cases was 42%.

Table 5: Immediate angiographic occlusion classification

Overall n
Class 1

(n � 35; 34%)
Class 2

(n � 36; 35%)
Class 3

(n � 33; 32%)
S/S 42 22 11 9
S/W 27 9 11 7
Large 32 4 12 16
Giant 3 0 2 1

Note:—Classification is based on Roy et al7. S/S indicates small size (�10 mm)/narrow-
necked (�4 mm); S/W, small size/wide-necked (�4 mm); Large, �10 –25 mm; Giant, �25
mm.

Table 6: Clinical and aneurysm characteristics of 51 patients with
53 aneurysms with angiographic follow-up

No. of patients 51
Sex

Female 34
Male 17

Age (y)
Mean 52.1
Minimum 11
Maximum 77

No. of treated aneurysms 53
Unruptured aneurysms (%) 31 (58)

Incidental 22 (42)
Mass effect 4 (8)
Previous SAH 4 (8)
Seizure 1 (2)

Ruptured aneurysms (%) 22 (42)
Hunt and Hess grade (%)

I 6 (11)
II 5 (9)
III 7 (13)
IV 4 (8)
V 0 (0)

Aneurysm location (%)
Anterior 43 (81)

Cavernous 0 (0)
Ophthalmic 6 (11)
Paraophthalmic 5 (9)
PcomA 17 (32)
AchoA 0 (0)
ICA bifurcation 2 (4)
ACA 1 (2)
AcomA 5 (9)
MCA 7 (13)

Posterior 10 (19)
VB junction 0 (0)
PICA 0 (0)
Basilar trunk 1 (2)
SCA 0 (0)
Basilar tip 8 (15)
PCA 1 (2)

Aneurysm size
S/S 23
S/W 7
Large 22
Giant 1

HydroCoil % length
Range 16.7%–100%
Average 51.0%

Note:—SAH indicates subarachnoid hemorrhage; PcomA, posterior communicating artery;
AchoA, anterior choroidal artery; ICA, internal carotid artery; ACA, anterior cerebral artery;
AcomA, anterior communicating artery; MCA, middle cerebral artery; VB, vertebrobasilar;
PICA, posterior inferior cerebral artery; SCA, superior cerebral artery; PCA, posterior
cerebral artery; SIS, small size (�10 mm)/narrow-necked (�4 mm); S/W, small size/wide-
necked (�4 mm); Large, �10 –25 mm; Giant, �25 mm.

1838 Berenstein � AJNR 27 � Oct 2006 � www.ajnr.org



Although the significance of any similarities or differences
is not known between the 2 retrospective studies, in our series
based on 51% angiographic follow-up, the overall midterm
recanalization rate was 21%, which is similar to that reported
for GDC.11 Vinuela et al1, recently reported recanalization
rates (similarly defined) of their 11-year pioneering experi-
ence with GDC therapy for cerebral aneurysms.11 In this se-
ries, 53.4% of GDC-treated aneurysms had angiographic fol-
low-up (average 11 months), which revealed an overall
recanalization rate of 21%, with 5.1% for S/S, 20% for S/W,
35.3% for L, and 59.1% for G aneurysms, respectively. With
similar percentages of angiographically followed aneurysms
(51% versus 54%) and similar follow-up periods (10.3 versus
11 months), as in our experience, Vinuela et al also reported
that in their experience, most aneurysm recanalizations oc-
curred within 3 months.1,11

This concept of early coil compaction is supported by our
canine high-flow bifurcation wide-neck aneurysm model, in

which coil compaction was seen at 2
weeks and progressed at 3 months.14

However, in a longer-term retrospec-
tive analysis of angiographic recur-
rences in aneurysms treated with bare
platinum coils, Raymond et al23 found
that a significant percentage of aneu-
rysms recanalized beyond 6 months.
They reported that only 47% of all re-
currences had been detected by 6
months, but by 36 months, 97% of all

recurrences were detected.23 Their recurrences were associated
with treatment after aneurysm rupture; large size, �10 mm; and
class 3, incomplete occlusions.23 This discrepancy may be sec-
ondary to some extent to measurement bias, with differences in
timing, technique, and compliance of follow-up protocol.

Of particular interest is the natural history of a neck rem-
nant in the UCLA GDC experience.22 In 73 coiled aneurysms
with neck remnants that had angiographic follow-up (mean,
17.3 months), recanalization rates were remarkably high:
17%, 42%, 87%, and 90% for S/S, S/W, L, and G aneurysms,
respectively.22 This is contrasted to our 10 large aneurysms
with residual neck (class 2), of which only 30% recanalized. Of
note, 2 of these recanalized aneurysms were partially throm-
bosed at the time of treatment, and 1 was treated in the setting
of gram-negative ventriculitis.

Thirty-five percent (15/43) of aneurysms that were not
completely occluded (classes 2 and 3) were found to be com-
pletely occluded (converted to class 1) on angiographic fol-
low-up (Fig 4). Conversion from class 3 to class 1 is not typical
for GDC coiled aneurysms.7,11 Twelve of 20 (60%) of class 3
aneurysms converted to class 1 aneurysms, even in large aneu-
rysms. This change supports the concept that volume-packing
plays an important role in recanalization. Despite attenuated
packing with the GDC system, the total percentage of volume
that GDC or similar bare platinum coils occupy in a treated
aneurysm is usually �30%.24 Tamatani et al24 reported that
the mean embolized coil volume of angiographically stable
aneurysms was 30.8 � 10.2% and that of recanalized aneu-

Fig 4. Example of class 3 conversion to class 1. Left
accessory MCA aneurysm shows aneurysm filling (class
3) in immediate postembolization angiogram. Ten-month
follow-up angiogram shows class 1 complete occlusion.

Table 7: Angiographic occlusion classification: aneurysm comparison between immediate and last angiographic follow-up

Aneurysm Size

Class (%)

Improved Unchanged Worse
Overall 53 15 (28) 31 (58) 7 (13)
S/S 23 8 150 0
S/W 7 0 4 3
Large 22 7 12 3
Giant 1 0 0 1

Immediate aneurysm result Unchanged Improved Worse

Class 1 10 9 (90) 1 (10)
Class 2 23 14 (61) 3 (13) 6 (26)
Class 3 20 8 (40) 12 (60) 0 (0)
Overall 53 31 (58) 15 (28) 7 (13)

Note:—Classification is based on Roy et al7. S/S indicates small size (�10 mm)/narrow-necked (�4 mm); S/W, small size/wide-necked (�4 mm); Large, �10 –25 mm; Giant, �25 mm.
* For all classes included, the last follow-up averaged 10.3 mo.

Table 8: Recanalization rates

Aneurysm Size Recanalized (%)*
S/S 23 0 (0)
S/W 7 4 (8)
Large 22 6 (11)
Giant 1 1 (2)
Overall 53 11 (21)

Note:—S/S indicates small size (�10 mm)/narrow-necked (�4 mm); S/W, small size/
wide-necked (�4 mm); Large, �10 –25 mm; Giant, �25 mm.
* For all classes included, the last follow-up averaged 10.3 mo.
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rysms was 19.9 � 10.6% (P � .03). With HydroCoils, volume-
attenuation packing can reach �70%.14

In our series, the immediate postembolization complete oc-
clusion rate (class 1) was 35%; residual neck (class 2), 35%; and
aneurysm filling (class 3), 30%. Our complete occlusion rate was
less than previously reported (average, 54%).1,7,8 This discrep-
ancy, in part, can be explained by the subjective nature of report-
ing results. Unfortunately, no standardization has been widely
adopted. In our analysis, we have adhered to strict criteria for
complete occlusion. The relatively high rate of aneurysm filling
immediately after embolization can also be explained in part by
operator preference. With bare platinum coils, attenuated pack-
ing is the goal. However, in our opinion, the last coil to achieve
attenuated packing is often the most complication-prone.

One subjective advantage of HydroCoils is that the last coil
decision becomes less of an issue. Because of the property of Hy-
droCoils of delayed and increasing volumetric expansion, to
achieve a comparable degree of coil packing, one needs relatively
fewer and shorter lengths of HydroCoils. Therefore, relative un-
derpacking with HydroCoil can ultimately lead to the same or
greater volumetric packing than what is expected with GDC bare
platinum coils, but this may not be seen on immediate postem-
bolization angiography. For HydroCoil, 30-minute delayed
postembolization angiography would be more accurate in assess-
ing immediate angiographic occlusion. A 30-minute delayed an-
giogram was not obtained routinely in our series.

One of the limitations of HydroCoil is its relatively de-
creased effectiveness in partially thrombosed aneurysms. The
effectiveness of bare platinum coils is also poor in these aneu-
rysms, particularly in G aneurysms.11 In partially thrombosed
aneurysms, if coil compaction/migration and aneurysm re-
canalization occur despite the use of HydroCoils, additional
considerations such as stents,16,17 liquid embolic agent,25 mi-
crosurgical clipping, and if G, parent artery sacrifice with or
without bypass should be considered.

In addition to the nonrandom uncontrolled retrospective
method of the study, further limitations of our study include the
small number of patients and treated aneurysms and the rela-
tively low percentage and short duration of angiographic and, to
a less degree, clinical follow-up. As a tertiary center and with a
larger number of referrals from local, national, and international
sources, return visits for clinical and angiographic follow-up
could not be uniformly achieved despite requests. We continue to
collect angiographic and clinic follow-up data for this cohort of
patients. The first framing coils provide mechanical support to
allow denser packing and provide a barrier to prevent hydrogel
expansion into the parent vessel lumen. The contribution of bare
platinum framing and finishing coils is uncertain.

Conclusions
The overall safety profile of HydroCoils appears acceptable.
HydroCoil may be a higher risk/higher reward coil. Prelimi-
nary midterm observations suggest less coil compaction/an-
eurysm recanalization in L aneurysms treated with HydroCoil
than that reported for bare platinum coils. However, longer
and more complete follow-up is necessary for validation. Hy-
droCoil-related delayed hydrocephalus is a concern. The long-
term efficacy of HydroCoils is unknown.
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