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Noninvasive Imaging of Quantitative Cerebral
Blood Flow Changes during 100% Oxygen
Inhalation Using Arterial Spin-Labeling MR
Imaging
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BACKGROUND AND PURPOSE: Tracer studies have demonstrated that 100% oxygen inhalation causes
a small cerebral blood flow (CBF) decrease. This study was performed to determine whether arterial
spin-labeling (ASL), a noninvasive MR imaging technique, could image these changes with clinically
reasonable imaging durations.

MATERIALS AND METHODS: Continuous ASL imaging was performed in 7 healthy subjects before,
during, and after 100% oxygen inhalation. ASL difference signal intensity (�M, control � label), CBF,
and CBF percentage change were measured. A test-retest paradigm was used to calculate the
variability of the initial and final room air CBF measurements.

RESULTS: During oxygen inhalation, �M decreased significantly in all regions (eg, global �M decreased
by 23 � 11%, P � .01, all values mean � SD). Accounting for the reduced T1 of hyperoxygenated
blood, we found a smaller CBF decrease, which did not reach significance in any of the regions. Global
CBF dropped from 50 � 10 mL per 100 g/minute to 47 � 10 mL per 100 g/minute following 100%
oxygen inhalation, a decrease of 5 � 14% (P � .17). The root-mean-square variability of the initial and
final room air CBF measurements was 7–8 mL per 100 g/minute.

CONCLUSIONS: The �M signal intensity decreased significantly with oxygen inhalation; however, after
accounting for changes in blood T1 with oxygen, CBF decreases were small. Such measurements
support the use of hyperoxia as an MR imaging contrast agent and may be helpful to interpret
hyperoxia-based stroke trials.

One hundred percent oxygen inhalation causes arterial va-
soconstriction with an associated small (10%–15%) re-

duction in cerebral blood flow (CBF), as initially demon-
strated by using nitrous oxide inhalation methods.1 Although
the original methods evaluated only global CBF, tomographic
methods offer the potential to measure regional CBF changes,
such as those due to tissue type (ie, gray versus white matter)
or focally in the setting of cerebrovascular disease. Some of
these methods, such as positron-emission tomography (PET)
or stable xenon CT, involve radiation and are not as widely
available as MR imaging. Arterial spin-labeling (ASL) is a non-
invasive MR imaging technique that measures CBF by mag-
netically labeling water protons in the arterial blood, which are
subsequently transported and extracted into brain tissue.2,3 By
modifying the Bloch equations to account for flow, CBF can be
measured in physiologic units of milliliters per 100 g/minute,
and these values are comparable to prior gold standard meth-
ods.4 Because ASL does not require a contrast agent, it can be
easily repeated under different physiologic conditions during
the same imaging examination. Also, it avoids the use of gad-
olinium-based contrast agents; this advantage has become
more desirable given the possible association of nephrogenic

systemic fibrosis with gadolinium-based contrast agents in
some patients.5

Quantifying CBF changes that occur while breathing oxy-
gen is important for several reasons. A recent pilot study of
normobaric 100% oxygen inhalation for patients with acute
ischemic stroke 6 demonstrated transient improvement in MR
imaging biomarkers, such as diffusion, relative CBF, and cere-
bral blood volume (CBV); however, this small study—as an-
other large study before it7—showed no long-term benefit,
which may relate to the CBF decrease that occurs with in-
creased arterial oxygenation. Global CBF changes make inter-
pretation of relative measures extracted from bolus contrast
techniques difficult, and thus knowledge of quantitative CBF
changes might help clarify the true hemodynamic status of the
brain.8 Also, there is interest in using inhaled oxygen as an MR
imaging contrast agent, both for measuring CBV as well as for
direct oxygenation by using T1-based techniques.9-11 Because
CBF changes alter both CBV (the so-called “Grubb relation-
ship”)12 and apparent tissue T1,13 it is important to under-
stand the magnitude and distribution of CBF changes associ-
ated with 100% oxygen inhalation.

There is controversy in the MR imaging literature regard-
ing the magnitude of the CBF decrease with 100% hyperoxia.
Two studies using cardiac-gated velocity-encoded phase con-
trast (VEPC) measured global CBF decreases ranging between
16% and 27%,14,15 greater than that measured with tracer
methods. Two previous ASL-based measurements have re-
ported markedly different CBF changes, one measuring a 7%
decrease,11 the other a 33% decrease.16 Thus, the main aim of
this study was to determine the magnitude of CBF changes in
hyperoxia by using ASL and to compare them with prior liter-
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ature measurements. A second aim of the study was to dem-
onstrate the usefulness of ASL for imaging CBF during physi-
ologic challenge paradigms.

Methods
The study was approved by the Committee on Human Research of

our institution. Seven healthy volunteers (mean age, 34 years; range,

24 – 40 years) were imaged at 1.5T (Intera; Philips Medical Systems,

Cleveland, Ohio). Amplitude-modulated continuous ASL17 using

spin-echo echo-planar imaging (EPI) readout was performed with

the following parameters: TR/TE/label time/postlabel delay, 4300/32/

2500/1480 ms; FOV, 24 cm; matrix, 64 � 64; section thickness/skip,

8/2 mm; 8 sections. Thirty-four pairs of label and control images were

acquired for a total imaging time of 4�52� per CBF map. A single axial

section just superior to the lateral ventricles, which encompassed the

centrum semiovale white matter and cortical gray matter, was chosen

for analysis. The rationale for limiting analysis to this single section

was as follows: 1) This easily identified section increases the unifor-

mity between subjects and avoids the susceptibility artifacts that can

occur with EPI images near the skull base, 2) it represents a section

with a relatively long postlabel delay time (1480 ms), which will mit-

igate any errors from prolonged blood arrival times, 3) it corresponds

to the location where intracranial oxygen and flow sensors are typi-

cally placed, and 4) there is excellent demarcation of gray and white

matter, which permits more robust segmentation.

Systolic and diastolic arterial blood pressure, heart rate, and arte-

rial blood oxygen saturation were obtained before, during, and after

breathing of 100% oxygen, which was administered at 15 L/minute by

using a nonrebreather facemask (Model 1060; Hudson RCI, Te-

mecula, Calif) for 30 minutes. The ASL images were acquired before,

15 minutes after 100% oxygen inhalation, and 15 minutes after re-

sumption of room air breathing. Quantitative CBF maps were pro-

duced from the ASL time series by using the general kinetic model,

with CSF signal intensity as a reference for proton attenuation. CBF

was derived from the following equation as described by Buxton et

al18 and Chalela et al19:

CBF �
�M exp	w / T1a
exp(�TE / T2a)	1 � exp(�TR � T1csf
)

2�T1sat	1 � exp(�TL / T1sat
) �Mcsf

where �M is the ASL difference signal intensity (the subtraction of all

the label images from the control images); T1a is the arterial blood T1,

taken to be 1230 ms and 1050 ms for normoxia and 100% hyperoxia,

respectively20,21; T2a is the arterial blood T2, taken to be 240 ms21;

T1sat is the T1 of the tissue measured in the presence of off-resonance

radio-frequency irradiation (0.75 and 0.5 seconds for gray and white

matter, respectively); TL is the labeling time; w is the postlabel delay;

TR/TE are the repetition and echo times; T1csf is the T1 relaxation time

of the CSF (4200 ms); � is the labeling efficiency, which for amplitude

modulated continuous ASL has been measured to be 0.7117; � is the

brain attenuation (1.05 g/mL); and Mcsf is the measured CSF signal

intensity acquired from averaged control and label acquisitions.

Gray and white matter was segmented by using SPM2 (Wellcome

Department of Imaging Neuroscience, University College London,

United Kingdom, http://www.fil.ion.ucl.ac.uk/spm), by using a pro-

ton-density modality. Voxels with a confidence threshold of 70% or

greater were used to generate the gray and white matter regions of

interest. Statistical analysis for significance was performed by using

analysis of variance; individual paired 2-tailed t tests by using the

Bonferroni correction were used to determine significant differences

at the P � .05 level.

Reproducibility was determined by using a test-retest paradigm,

by using the initial and final CBF maps, which were both acquired

with the subject breathing room air, and separated in time by 45

minutes. Absolute and percentage CBF root-mean-square (RMS)

changes were calculated in each subject, and the average value and SD

are reported for global, gray matter, and white matter regions of

interest.

Results
Physiologic monitoring of the subjects is shown in Table 1,
and no significant differences were found between 100% oxy-
gen inhalation and either room air breathing period. ASL dif-
ference (control � label) images [�M]) for all 7 subjects are
shown before, during, and following 100% oxygen inhalation
in Fig 1. The section level shown is immediately superior to the
lateral verticals and is the section used for quantitative analy-
sis. This figure provides a qualitative overview of the quality,
consistency, and signal intensity-to-noise ratio (SNR) of the
data. �M decreased significantly in all subjects in all regions;
for example, �M decreased by 23 � 11% (P � .01) between
the initial room air and 100% oxygen measurements in the
global region of interest. However, when corrected for the ar-
terial blood T1 decrease, there was no significant CBF change
during oxygen inhalation in any region, but rather a trend in
all regions toward a decrease. Global CBF while breathing
room air was 50 � 10 mL per 100 g/minute, during 100%
oxygen inhalation was 47 � 10 mL per 100 g/minute (a de-
crease of 5 � 14%), and 15 minutes following resumption of
room air breathing was 50 � 9 mL per 100 g/min. This data are
summarized in detail in Table 2.

We also explored the extent to which our �M maps and
measured CBF values returned to baseline values after 100%
oxygen inhalation. Table 3 shows the root-mean-square dif-
ferences between the initial and final CBF values, showing that
the reproducibility of the CBF measurement over the interval
of 45 minutes was between 7 and 8 mL per 100 g/min for
regions of interest ranging in size between 27 � 5 mL (white
matter) and 76 � 13 mL (global).

Discussion
ASL images CBF noninvasively, by using endogenous water as
a diffusible tracer. This particular implementation (continu-
ous ASL [CASL]) has the highest SNR of current ASL tech-
niques and is thus suited to imaging at clinical field strengths
in reasonable imaging times.22 In CASL, brain images are ac-
quired with and without adiabatically induced magnetic in-
version of arterial blood water at the base of the skull during
the labeling period.23 This water then flows distally and is sub-
sequently delivered to and extracted into the brain paren-

Table 1: Physiologic parameters before, during, and after 100%
oxygen inhalation*

Condition
Heart Rate

(bpm)
Systolic BP

(mm Hg)
Diastolic BP

(mm Hg)
HgbO2 Sat

(%)
Before 65 � 11 113 � 10 74 � 16 98 � 1
During 59 � 10 113 � 12 71 � 10 99 � 0
After 67 � 13 114 � 14 71 � 9 98 � 1

Note:—bpm indicates beats per minute; BP, blood pressure; HgbO2 Sat, saturation.
* Noninvasive physiological monitoring of subjects (n � 7). There are no significant
changes between the different breathing conditions (P � .05). Ninety-nine percent was the
highest number our oxygen saturation monitoring equipment could record.
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chyma. The difference in magnetization between images col-
lected with and without labeling is small (approximately
0.5%–2% of the equilibrium blood magnetization) and is pro-

portional to CBF. Knowledge of the degree and duration of
labeling as well as the blood T1 permits conversion to quanti-
tative CBF.24 A well-known pitfall is the underestimation of
CBF in regions with prolonged blood-arrival times, which can
be partially mitigated by using long postlabel delays, as was
done in the current study.25 Despite this, the ASL CBF mea-
surement method compares well in measures of accuracy, re-
peatability, and reproducibility when compared with gold
standard measurements such as PET.4 Its noninvasive nature
and repeatability are features particularly attractive for mea-
suring the physiologic response to inhalational and pharma-
cologic challenges.

This study found a significant decrease in the �M signal
intensity for subjects breathing room air or 100% oxygen,
which was on the order of 20% (Fig 1, Table 2). However, the
�M signal intensity is affected not only by CBF but also by the
decay of the label during its transit between the labeling plane
and the site of extraction into the tissue. Several groups have
reported significant decreases in arterial blood T1 during hy-
peroxia,20,21 which is likely due to the increase in dissolved
molecular oxygen, which acts as a weak paramagnetic contrast
agent. This increased decay of the label in the arterial blood
will cause a decreased �M signal intensity even in the absence
of a CBF change. Because direct measurement of T1 changes in
the pulsatile rapidly flowing cerebral circulation is quite chal-
lenging, prior studies11 as well as the current study have esti-
mated the T1 values on the basis of prior work. However,
uncertainty in the exact level of dissolved oxygen is a potential
source of error in the interpretation of CBF changes in chal-
lenges that involve inhalation of gasses with supranormal lev-
els of oxygen.

The baseline global CBF level of 50 mL per 100 g/minute in
healthy subjects breathing room air measured in this study is
consistent with prior ASL studies and other gold standard
techniques. After accounting for the expected reduction in the
arterial blood T1 due to breathing 100% oxygen, we observed
only a trend toward a global CBF decrease (�5 � 14%, P �
.17). This finding is consistent with the original nitrous oxide
tracer kinetic methods and a previous MR imaging measure-
ment of a 7% decrease (also not statistically significant) by
Bulte et al11 by using a pulsed ASL technique at 3T. It is smaller
than the 33% decrease measured in another report by using
continuous ASL,16 though these authors do not indicate
whether their results were corrected for the T1 decrease of
hyperoxygenated arterial blood. Finally, the small CBF change
measured in the current study is also at odds with the 16%–
27% decrease measured with cardiac-gated VEPC MR imag-
ing.14,15 Because VEPC images taken of the major vessels near
the circle of Willis should represent a reasonable estimate of
global supratentorial CBF,26 more investigation of this appar-
ent discrepancy is warranted.

Fig 1. ASL signal-intensity difference (�M, control � label) images in all subjects.
Decreased �M signals were seen in all subjects in all regions of interest during the 100%
oxygen inhalation. However, accounting for the reduced hyperoxygenated blood T1, we
found that only small CBF decreases were measured with oxygen.

Table 2: ASL difference signal (�M, control � label images), CBF,
and CBF changes before, after 15 minutes 100% oxygen inhalation,
and 15 minutes following resumption of room air breathing in 7
healthy young subjects

Room Air Baseline
(before)

100% Oxygen
(during)

Room Air
(after)

T1a Blood 1230 ms 1050 ms 1230 ms
�M change

(% from baseline)
Global – �23 � 11* 1 � 17
Gray – �21 � 11* 2 � 15
White – �28 � 19† �3 � 35

CBF (ml/100 g/min) Global 50 � 10 47 � 10 50 � 9
Gray 62 � 11 60 � 13 63 � 9
White 30 � 9 25 � 3 29 � 7

CBF change
(% from baseline)

Global – �5 � 14 0 � 17
Gray – �2 � 14 1 � 15
White – �12 � 23 �3 � 39

Note:— –, indicates data not available.
* P � .01.
† P � .05. All values are mean � SD. The SDs are across subjects.

Table 3: Reproducibility of the CASL perfusion method*

Gray matter White matter Global
Region of interest size (mL) 49 � 11 27 � 5 76 � 13
Quantitative (mL/100 g/min) 8 � 8 8 � 9 7 � 8
% difference (% baseline) 12 � 7 29 � 24 14 � 8

* Root-mean-square variability measured for both quantitative CBF (mL/100 g/min) and %
CBF change for 7 healthy subjects breathing room air. Comparison is between measure-
ments acquired before oxygen inhalation and 15 minutes after the inhalation of oxygen
ceased; they were separated in time by 45 minutes
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Because ASL is an imaging technique, it is possible to mea-
sure CBF separately in gray and white matter. The percentage
decrease in the �M signal intensity (Table 2) was not statisti-
cally different between gray and white matter, though there
was a trend toward a greater percentage CBF decrease in white
matter. This agrees with the results of Floyd et al,16 who also
demonstrated no significant difference. Bulte et al9 chose not
to measure white matter CBF, because the baseline levels are so
low that they approach the noise level of the measurement. We
chose to include such data, because we did observe a signifi-
cant �M decrease (�28 � 19%, P � .05) in the white matter in
our study.

The inclusion of a final CBF image after the subjects
switched back to room air breathing allowed us to test the
reproducibility of the CBF measurement in the same person
by using a test-retest paradigm. ASL CBF levels measured ap-
proximately 45 minutes apart during the same imaging session
have an RMS variability of between 7 and 8 mL per 100
g/minute, which is similar to prior reports for both PET27,28

and ASL-based MR imaging.29-31 Although this is probably
adequate to assess changes in global or gray matter CBF, be-
cause white matter CBF at baseline is low, the percentage vari-
ability is high (29 � 24%) and limits interpretation of changes.
More robust imaging of white matter CBF changes probably
requires higher field strengths (3T and above) and longer im-
aging times than those in the current study.32

Knowledge of the magnitude of CBF decrease during hy-
peroxia may be relevant to interpret clinical trials of normo-
baric oxygen in acute stroke.6,7 There is renewed interest in
re-evaluating normobaric oxygen as a potential extender of
the therapeutic window for thrombolysis.6 In theory, quanti-
tative CBF imaging (such as with ASL) is preferable to tech-
niques that measure relative changes, such as bolus suscepti-
bility contrast perfusion-weighted imaging. However, for
challenge studies before and during oxygen inhalation in
healthy subjects, the current study shows that absolute CBF
changes are small; however, this may not be true for patients
with either baseline global or focal perfusion deficits. Also,
new intravascular devices (such as the NeuroFlo balloon; Co-
Axia, Maple Grove, Minn) that partially occlude the infrarenal
aorta are believed to augment cerebral perfusion pressure and
thus improve CBF33; therefore, such devices would be ex-
pected to cause global CBF changes that may confound rela-
tive CBF measurement between affected and unaffected brain.
Thus, the ability to image quantitative CBF changes noninva-
sively during both respiratory gas alteration and intravascular
device use makes ASL a potentially important clinical tech-
nique for stroke trials. Finally, oxygen inhalation has been
proposed as a contrast agent to estimate CBV9 or to alter
T2*.34 Because CBF and CBV are coupled in the normal brain
(the Grubb relationship12), CBF changes with oxygen should
be considered when comparing these techniques with gold
standard techniques obtained during room air breathing. The
small CBF decrease observed in the current study supports the
use of these oxygen-based contrast methods as a means of
probing baseline physiology in healthy subjects.

Conclusions
The ASL signal-intensity difference between control and label
acquisitions decreased significantly on the order of 20% when

healthy subjects breathed 100% oxygen. However, after ac-
counting for the decreased T1 of hyperoxygenated blood,
global CBF showed only a slight 5% decrease, which was not
significantly different from zero. Quantitative CBF levels are
in accordance with prior literature values. There is good re-
producibility of ASL-based CBF measurements obtained 45
minutes apart in the same subject during the same imaging
session. We believe that the combination of noninvasiveness,
quantitation, and repeatability of ASL-based MR imaging
measurements of CBF will be useful to document clinically
relevant physiologic changes during respiratory, interven-
tional, or therapeutic challenges.
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