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ABSTRACT
BACKGROUND AND PURPOSE: Stent-assisted coiling with two stents has been described in some series for the treatment of complex
and wide-neck bifurcation aneurysms. Our aim was to report our experience of a stent-assisted coiling technique with double stents in “Y”
and “X” conﬁgurations, with emphasis on safety, feasibility, and efﬁcacy.
MATERIALS AND METHODS: Clinical and angiographic outcomes of patients for whom the strategic therapeutic option was the stentassisted coiling technique in a Y or X conﬁguration for neck scaffolding from June 2006 to June 2013 were retrospectively analyzed.
RESULTS: One hundred ﬁve aneurysms in 97 patients were treated during 100 consecutive procedures. There were 54.2% (57/105) MCA,
28.6% (30/105) anterior communicating artery, 16.2% (17/105) basilar tip, and 1.0% (1/105) ICA termination aneurysms. A Y stent placement
was used to treat 87 aneurysms in 85 procedures; an X stent placement was used to treat 7 aneurysms in 6 procedures, while 9 procedures
failed for 11 aneurysms. There were 10.0% (10/100) procedure-related permanent neurologic deﬁcits and 1.0% (1/100) death. The immediate
angiographic controls showed a complete occlusion in 47.6% (50/105) of the aneurysms and a partial (neck or sac remnant) occlusion in
52.4% (55/105). To date, 81.0% (85/105) of the aneurysms have been followed up (mean, 17 months) with angiography, disclosing a
recanalization in 5.9% (5/85) and an improvement in 42.4% (36/85). At discharge and follow-up, the mRS score was 0 in 83.5% (81/97) of
patients, 1 in 4.1% (4/97), 2 in 3.1% (3/97), 3 in 4.1% (4/97), 4 in 3.1% (3/97), and 6 in 2.1% (2/97).
CONCLUSIONS: Y and X stent-assisted coiling of complex and wide-neck intracranial bifurcation aneurysms is an effective
technique.
ABBREVIATION: AcomA ⫽ anterior communicating artery

I

n the past decade, endovascular treatment of intracranial aneurysms became a valid alternative to neurosurgery1 and is now
performed as a first option in many centers. Recently, the treatment of wide-neck intracranial aneurysms with self-expandable
intracranial stents has also been reported to be feasible and effective in many clinical series2-6 at bifurcation sites,7-9 at the price of
an increased risk of thromboembolic and ischemic complications
compared with coiling.10 Unfortunately, endovascular treatment
of complex or wide-neck bifurcation aneurysms still remains a
challenge for the endovascular surgeon. Different techniques have
been proposed, such as balloon and double-balloon remodel-

ing,11,12 neck bridge,13 linear stent placement,14 and wafflecone15 techniques. Small series and case reports have described
novel stent placement techniques such as “X” and “Y” stent placement to treat complex and wide-neck bifurcation aneurysms,
with promising results.16-23 Recently, the efficacy, feasibility, and
long-term durability were described in a large retrospective series.24 Although several concerns remain regarding stent combinations and the rate of neurologic complications, in our institution since 2006, we have been using this technique with different
stent combinations to treat complex and wide-neck bifurcation
intracranial aneurysms. Our purpose is to present our experience
with double stents in X and Y configurations, with an emphasis on
safety, feasibility, and efficacy.
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From June 2006 to June 2013, clinical and angiographic outcomes
of consecutive patients treated in a single center with double
stents in a Y or X configuration for bifurcation aneurysms were
prospectively collected. Patients for whom the preprocedural
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strategy was to use a stent-assisted coiling technique in a Y or X
configuration but which ultimately failed were also included (intention to treat). The wide-neck aneurysms were defined as having a large neck (⬎4 mm) and/or a fundus-to-neck ratio of ⬍2.
The complex aneurysms were defined as having the origin in a
branch from the sac or being located at a vascular trifurcation or
being multiple at the same bifurcation.

Endovascular Procedures
Endovascular procedures were performed with the patient under
general anesthesia and full anticoagulation with heparin. In addition, all patients with no history of recent subarachnoid hemorrhage were given dual antiplatelet therapy (aspirin, 250 mg, and
clopidogrel, 75–150 mg) 2 weeks before the treatment. Patients
were kept under dual antiplatelet therapy for 3 months, followed
by aspirin daily for 3 months. Platelet-aggregation inhibition has
been tested in all patients (VerifyNow P2Y12 assay; Accumetrics,
San Diego, California) since 2008. In case of bailout stent placement, an intravenous bolus of 0.25 mg/kg of abciximab (ReoPro)
was administrated and a continuous intravenous perfusion of
0.125 g/kg per minute for 12 hours was started immediately after
the procedure. Aspirin and clopidogrel were started the day after
the treatment. Distal and proximal vessel diameters were taken
into consideration in the choice of stent dimension and type. After the deployment of the stents, a flat panel CT (XperCT, Allura
series; Philips Healthcare, Best, the Netherlands) was performed.
The proximal landing zone of the first stent was chosen at least 10
mm away from the bifurcation, to navigate the second stent with
a margin of error. Coiling was performed before and after stent
delivery, with or without a jailed catheter. Angiographic images
were acquired in anteroposterior, lateral, and working projections
before and immediately after the treatment. There were no strict
exclusion criteria, but a massive SAH requiring drainage and a low
(0%–20%) response to clopidogrel were thought to be contraindications to stent placement.

Clinical Events
Any clinical events appearing in the postoperative course up to 42
months were noted. A neurologic assessment was performed before the treatment, at discharge (Glasgow Outcome Score and
mRS), and at follow-up (mRS).

Follow-Up Protocol
The standard angiographic follow-up protocol consisted of a first
angiographic follow-up performed at 6 –12 months after endovascular treatment and a second angiographic follow-up performed 1 year after the first follow-up. A third angiographic follow-up was performed 2 years after the second one.

Data Collection and Statistical Analysis
Patient age and sex; aneurysm location, size, and rupture status at
presentation; degree of aneurysm occlusion; stent type (openversus closed-cell) and configuration (Y versus X stent placement); and technical and clinical complications in successful and
attempted stent placement were noted. A single reader evaluated
all the angiograms. Aneurysm occlusion was classified as described by Roy et al.25
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Table 1: Summary of demographics and clinical data
Demographics
No.
Sex
Male
35
Female
62
Aneurysm location
MCA
57
AcomA
30
Basilar tip
17
Carotid termination
1
Clinical ﬁnding
Incidental discovery
79
Recurrence
20
SAH
5
Compression
1
Aneurysm size
Small: 0–10 mm
90
Large: 10–25 mm
13
Giant: ⬎25 mm
2
Table 2: Summary of aneurysm characteristics
Ruptured
Aneurysm Size
Mean ⴞ 
(mm)
(No.) (%)
(No.) (%)
Small: 90 (85.7)
5 (5.5)
Largest diameter
6.5 ⫾ 2.1
Neck
5.0 ⫾ 1.3
Dome/neck
1.1 ⫾ 0.3
Large: 13 (12.4)
0 (0)
Largest diameter
12.7 ⫾ 2.6
Neck
6.8 ⫾ 2.0
Dome/neck
1.6 ⫾ 0.7
Giant: 2 (1.9)
0 (0)
Largest diameter
28.3 ⫾ 3.9
Neck
5.5 ⫾ 1.1
Dome/neck
2.3 ⫾ 1.7

%
36.1
63.9
54.2
28.6
16.2
1.0
75.2
19.0
4.8
1.0
85.7
12.4
1.9

Complex
(No.) (%)
27 (30.0)

7 (54.0)

0 (0)

RESULTS
Population
One hundred five aneurysms were treated in 97 patients (age,
28 – 86 years; mean, 54 years) during 100 procedures. MCA bifurcation aneurysms were 54.2% (57/105), anterior communicating
artery (AcomA) aneurysms were 28.6% (30/105), basilar tip aneurysms were 16.2% (17/105), and carotid termination aneurysm
was 1.0% (1/105). Clinical presentations were the following: incidental discovery in 75.2% (79/105), compression in 1.0% (1/105),
angiographic recurrences of previously coiled aneurysms in
19.0% (20/105), and SAH in 4.8% (5/105). A Y stent placement
was used to treat 87 aneurysms in 85 procedures; an X stent placement was used to treat 7 aneurysms in 6 procedures, while 9 procedures failed for 11 aneurysms. Of 91 successful procedures,
stents were delivered after coiling in 5.5% (5/91), including a subgroup of 2 bailout stent placements to prevent parent vessel occlusion, and before coiling in 93.4% (85/91). In 1.1% (1/91), no
coils were delivered. Demographics and clinical data are detailed
in Table 1. Aneurysm characteristics are detailed in Table 2. Stent
types and configurations are detailed in Table 3.

Attempted Stent Placement
We failed to perform a stent-assisted procedure in Y or X fashion
in 9 cases as described in Table 4.

Stent-Related Technical Complications in Successful
Stent Placement
We encountered 5 asymptomatic technical complications. In 1
procedure, we broke the proximal module of the first stent. In 2
cases, we partially dislocated the proximal end of the first stent
with the microcatheter; and in another procedure, we partially
unraveled the last coil and secured it with an Enterprise stent
(Codman & Shurtleff, Raynham, Massachusetts) in the second
segment of the vertebral artery. In the last case, after deployment
of the 2 stents, a coil protruded between the stent and the parent
artery wall with a reduction of distal outflow. The flow was reestablished with a balloon angioplasty inside the stent.

deteriorated; therefore, the patient was sedated and intubated and
an external ventricular drain was placed. The patient died at day
28; brain CT showed a larger hematoma with a severe midline
shift. Neurologic complications are detailed in the On-line Table.

Bailout Stent Placement
In 2 cases, stents were delivered after thromboembolic events related to coil protrusion. The first patient presented with a ruptured basilar tip aneurysm, treated primarily with double-balloon
remodeling. The second patient presented with an unruptured
right MCA aneurysm treated with simple coiling.

Immediate Angiographic Results
Clinical Complications
There were 19 procedure-related neurologic complications;
84.2% (16/19) were perioperative (within 30 days), while 15.8%
(3/19) were delayed (after 30 days). Complications associated
with transitory (⬍24 hours) or reversible (⬍7 days) neurologic
deficits were encountered in 8.0% (8/100) of the procedures,
while permanent neurologic deficits were noted in 10.0% (10/
100) of the procedures. The mortality rate was 1.0% (1/100), a Y
stent-assisted coiling of an unruptured AcomA aneurysm; this
patient had a hyper-response to clopidogrel (81%), was discharged at day 5 asymptomatic, and was re-admitted at day 12
with a mild left hemiparesis. Brain CT found a frontal intraparenchymal hematoma. Aspirin was stopped, but he presented with
hemiplegia at day 20 secondary to an increase of the hematoma
and an intraventricular hemorrhage. The level of consciousness
Table 3: Summary of stent types and conﬁgurations in successful
treatments
Y
X
a
Neuroform ⫹ Neuroform
47
3
27
2
Neuroform ⫹ Enterpriseb
Enterprise ⫹ Enterprise
4
1
2
–
Neuroform ⫹ Solitaire ABc
LVISd ⫹ LVIS
1
–
3
–
LVIS Jrd ⫹ LVIS Jr
1
–
Neuroform ⫹ Baby LEOe

The immediate angiographic controls showed a complete occlusion in 47.6% (50/105) of the aneurysms, a neck remnant in
17.1% (18/105), and a sac remnant in 35.2% (37/105).

Angiographic Follow-Up
To date, 81.0% (85/105) of the aneurysms have been followed up
(mean, 17 months) with angiography. Of 50 initially occluded
aneurysms, so far we have controlled 41 (82.0%) aneurysms, disclosing a neck recurrence in 1 case. Of 18 aneurysms with neck
remnants, so far we have controlled 13 (72.2%) aneurysms, disclosing, in 10 cases, complete occlusions; in 1 case, a neck remnant; and in 2 cases, sac recurrences. Of 37 aneurysms with sac
remnants, we have controlled, so far, 31 (83.8%) aneurysms, disclosing a complete occlusion in 23 aneurysms, a neck remnant in
4, and a sac remnant in 4. Overall, in 81.0% (85/105) of aneurysms
controlled, follow-up disclosed complete occlusion in 85.8% (73/
85), neck remnant in 7.1% (6/85), and sac remnant in 7.1% (6/
85). We performed 2 retreatments. No aneurysm bled or rebled
during the follow-up period. We observed 1 asymptomatic occlusion of the 2 stents in a Y configuration at the first follow-up and
4 cases of asymptomatic in-stent stenosis at the first follow-up. In
1 case, in a partially thrombosed aneurysm, the neck was excluded
but there was late contrast enhancement of the aneurysmal wall.

a

Clinical Follow-Up

b

On clinical follow-up, the modified Rankin Scale score was 0 in
83.5% (81/97) of the patients; 1 in 4.1% (4/97); 2 in 3.1% (3/97);
3 in 4.1% (4/97); 4 in 3.1% (3/97); and 6 in 2.1% (2/97).

Stryker Neurovascular, Fremont, California.
Cordis Neurovascular, Miami, Florida.
Covidien, Irvine, California.
d
MicroVention, Tustin, California.
e
Balt Extrusion, Montmorency, France.
c

Table 4: Summary of attempted stenting
Age (yr), Aneurysm Aneurysms Treated
Final
Sex
Location during the Procedure Stents
Event
Result
50, F
MCA
1
0
Sac perforation with the guidewire
C
62, F
MCA
1
0
Sac perforation with the microdelivery stent system and
A
exchange guidewire
70, F
MCA
2
1
First stent was delivered too distally, with the proximal
C, C
end covering the neck; impossible to navigate the
microcatheter in the second branch
38, M
AcomA
1
1
Guidewire tip broke in the parent vessel and a single stent C
was delivered due to the impossibility of navigating the
microcatheter in the second branch
48, F
MCA
1
2
First stent was delivered too distally, no overlapping
C
30, F
AcomA
1
2
First stent was delivered too distally, no overlapping
B
86, F
BA
1
2
First stent fell into aneurysmal sac, no overlapping
C
51, F
CT
1
2
First stent fell into aneurysmal sac, no overlapping
C
58, F
AcomA
2
2
Second stent was deployed inside the ﬁrst one (coaxial)
C, C

F/U
–
–

mRS
Score
0
4

B, B

0

A

0

C
A
C
–
C, C

0
0
2
0
0

Note:—F/U indicates follow-up; BA, basilar artery; CT, carotid termination; A, complete occlusion; B, neck remnant; C, sac remnant.
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DISCUSSION
Complex and wide-neck bifurcation aneurysms that incorporate
ⱖ2 parent vessels are rarely treated with a single stent, due to the
risk of coil prolapse and parent vessel occlusion. Different techniques have been proposed to obviate this problem. Balloon remodeling and double-balloon remodeling were the first endovascular techniques used to treat wide-neck aneurysms.11,12 Safety
and efficacy are similar to those in standard coiling,26 and the
immediate occlusion rate in ruptured aneurysms is higher than
that in standard coiling.27 These techniques are effective for the
treatment of aneurysms in the setting of SAH, to minimize the risk
of early rebleeding even if total aneurysm occlusion is not obtained. Unfortunately, this technique does not provide an arterial
reconstruction, and long-term follow-up showed a recurrence
rate similar to that in standard coiling, in particular for wide-neck
and large aneurysms.2
Crossover stent placement for basilar tip and AcomA aneurysms has been illustrated in few publications. Kelly et al28 described this technique in bifurcation aneurysms with unfavorable
distal limb configuration. For the authors, this technique, compared with Y stent placement, offered a better coverage of the
aneurysmal neck and limited the use of multiple stents, decreasing
the risk of thrombogenicity. Nevertheless, this technique cannot
be used with MCA aneurysms and in AcomA and basilar tip aneurysms when the circle of Willis is incomplete.
The waffle-cone technique has been described in small series15,29 as a valid alternative to Y and X stent placement when the
latter cannot be performed due to an unfavorable distal limb configuration. In this case, the distal part of the stent is placed inside
the aneurysmal sac and the blood flow is direct into the aneurysmal sac. This technique is technically easier than Y stent placement but probably presents a higher risk of coil protrusion due to
the incomplete neck coverage. The major drawback is the risk of
recurrence due to the redirection of the flow inside the aneurysm.
In our single-center retrospective series, all cases of unruptured aneurysms were previously discussed during our interventional meetings. We treated most small aneurysms (85.7%) that
we considered suitable for Y or X stent-assisted coiling. We could
have treated some with single stent-assisted coiling for wide-neck
aneurysms or with a flow diverter for complex aneurysms, but
during the discussion, we finally decided to perform Y or X stentassisted coiling. Concerning the indication to treat this subgroup
of aneurysms, 17/90 (18.9%) were recurrences and 33/90 (36.7%)
were in patients with multiple intracranial aneurysms with or
without a previous history of SAH.
In our series, stent placement was performed before coiling in
most cases, to scaffold the aneurysmal neck and reduce the risk of
coil protrusion. We used different stent combinations, always
overlapping. In most of our cases, an open-cell stent was deployed
as a first stent in the smaller and more acute vascular branch. This
stent, compared with closed-cell-design stents, presented 2 advantages, a better vessel conformability in acute curvature and an
outward prolapse of the struts at the convexity.30 A better conformability reduces the risk of thromboembolic events31; the outward prolapse improves neck coverage and should reduce friction
during the deployment of the second stent. The second stent,
open- or closed-cell, was delivered in the larger and less angulated
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vascular branch. We used flat panel CT to evaluate stent apposition. Recently, Cho et al,32 described a nonoverlapping Y stent
placement technique in wide-neck basilar tip aneurysms with the
Enterprise stent, advising that this technique presents the advantages of both open and closed stents together. Cekirge et al21 described an overlapping Y stent placement technique by using 2
closed-cell-design stents without endosaccular coiling; they preferred this combination of stents because it is easier to deliver and
deploy but also seems more likely to provide superior modification on aneurysm hemodynamic parameters. However, 2 closed
stents in overlapping configuration, in particular in an acute curvature, may lead to inappropriate vessel wall apposition and to
higher thrombogenicity. Furthermore, there is a high risk of kinking of the second stent and, therefore, minor scaffolding at the
neck.
Technical problems were previously encountered, but in our
series the friction between the stents was not a major matter. Our
major problem was the navigation of the microcatheter in the
most angulated branch. To obviate this matter, we always used a
triaxial access to improve proximal support, and in few cases, we
turned the microguidewire inside the aneurysmal sac with a
higher risk of perforation. Another difficulty was to achieve a
correct proximal position of the first stent to avoid its displacement during the navigation of the microcatheter in the second
branch. A proper length selection of the first stent of at least 20
mm is necessary to cover the neck completely and to stabilize the
stent, in particular in MCA and AcomA aneurysms. However in
these locations, the proximal part of the first stent must not land
in the terminal carotid artery; otherwise catheterization of the
second branch becomes more difficult to achieve.
In our series, including successful and attempted stent placements, we observed a relatively high rate of complications, with a
mortality rate of 1.0% and permanent neurologic morbidity of
10.0%. The comparison of complications across reported series is
difficult due to the limited number of procedures performed with
Y and X stent placement in other series. Recently, a larger retrospective multicenter series,23 with ruptured and unruptured aneurysms, reported a good outcome (mRS 0 –2) in 93% of the
patients. In this series, most were basilar tip aneurysms (87%), a
location where the navigation and the deployment of stents are
easier due to favorable distal limb configuration. In a large retrospective series24 consisting of 193 bifurcation aneurysms, by using
mostly closed-cell stents, the authors reported a low rate of permanent morbidity (1.1%) and mortality (0.5%). Although we
also applied a strict antiaggregation protocol and checked 1 week
before the procedure, our hemorrhagic and ischemic complications led to a higher rate of permanent morbidity.
Our immediate angiographic complete occlusion rate was
quite low, as previously reported2,3,6,33 in stent-assisted coiling.
The procedure was performed with the patient under heparin,
clopidogrel, and aspirin; therefore, thrombus formation was slow
and achieving attenuated packing, in particular at the neck, was
quite difficult due to the immobility of the microcatheter. Nevertheless, Chalouhi et al34 suggested that a moderate packing attenuation seems to be effective in stent-assisted coiling to achieve
complete occlusion. At angiographic follow-up, we observed an
improvement in 42.4% (36/85) of the aneurysms. This progres-

sive thrombosis was reported in many stent-assisted coiling series,2,6,33 probably due to antiplatelet discontinuity and “intimal
overgrowth” at the neck. Cekirge et al21 also described a “flow
remodeling effect” in aneurysms treated by Y closed-cell stent
placement, which showed promising results in their retrospective
series consisting of 193 bifurcation aneurysms, with a recanalization rate of 2.2%.24

CONCLUSIONS
Y and X stent-assisted coiling of complex and wide-neck intracranial bifurcation aneurysms is an effective technique, leading to
long-term stability of aneurysm occlusion. Nevertheless, we encountered a higher rate of technical failures and clinical complications compared with those of other endovascular techniques,
such as single stent–assisted coiling or balloon-assisted coiling.
Our results concerning safety and feasibility show the limits of this
technique, in particular for AcomA and MCA aneurysms. We
learned from our experience to apply more rigorous criteria for
the selection of suitable patients. Advances in stent design and
newer antiplatelet drugs may improve the feasibility and the safety
in the future.
Disclosures: Bruno Bartolini—RELATED: Support for Travel to Meetings for the Study or
Other Purposes: MicroVention,* Comments, ﬂight, Paris to San Diego (round-trip), International Stroke Conference 2014; UNRELATED: Consultancy: ev3/Covidien,*
Stryker,* MicroVention.* Raphael Blanc—UNRELATED: Consultancy: Balt,* Covidien,* Stryker,* MicroVention,* Penumbra.* Silvia Pistocchi—UNRELATED: Consultancy: Covidien/ev3,* Stryker,* MicroVention.* Michel Piotin—UNRELATED: Consultancy: Stryker,* MicroVention,* Covidien,* Balt*; Payment for Development of
Educational Presentations: Stryker, MicroVention, Covidien, Balt. *Money paid to
the institution.

REFERENCES
1. Molyneux A. International Subarachnoid Aneurysm Trial (ISAT)
of neurosurgical clipping versus endovascular coiling in 2143 patients with ruptured intracranial aneurysms: a randomised trial.
Lancet 2002;360:1267–74
2. Piotin M, Blanc R, Spelle L, et al. Stent-assisted coiling of intracranial aneurysms: clinical and angiographic results in 216 consecutive aneurysms. Stroke 2010;41:110 –15
3. Biondi A, Janardhan V, Katz JM, et al. Neuroform stent-assisted coil
embolization of wide-neck intracranial aneurysms: strategies in
stent deployment and midterm follow-up. Neurosurgery 2007;61:
460 – 68, discussion 468 – 69
4. Akpek S, Arat A, Morsi H, et al. Self-expandable stent-assisted coiling of wide-necked intracranial aneurysms: a single-center experience. AJNR Am J Neuroradiol 2005;26:1223–31
5. Higashida RT, Halbach VV, Dowd CF, et al. Initial clinical experience with a new self-expanding nitinol stent for the treatment of
intracranial cerebral aneurysms: the Cordis Enterprise stent. AJNR
Am J Neuroradiol 2005;26:1751–56
6. Fiorella D, Albuquerque FC, Deshmukh VR, et al. Usefulness of the
Neuroform stent for the treatment of cerebral aneurysms: results at
initial (3– 6-mo) follow-up. Neurosurgery 2005;56:1191–201, discussion 1201– 02
7. Vendrell JF, Costalat V, Brunel H, et al. Stent-assisted coiling of
complex middle cerebral artery aneurysms: initial and midterm results. AJNR Am J Neuroradiol 2011;32:259 – 63
8. Yang P, Liu J, Huang Q, et al. Endovascular treatment of wide-neck
middle cerebral artery aneurysms with stents: a review of 16 cases.
AJNR Am J Neuroradiol 2010;31:940 – 46
9. Huang Q, Xu Y, Hong B, et al. Stent-assisted embolization of wideneck anterior communicating artery aneurysms: review of 21 consecutive cases. AJNR Am J Neuroradiol 2009;30:1502– 06

10. Shapiro M, Becske T, Sahlein D, et al. Stent-supported aneurysm
coiling: a literature survey of treatment and follow-up. AJNR Am J
Neuroradiol 2012;33:159 – 63
11. Moret J, Cognard C, Weill A, et al. Reconstruction technic in the
treatment of wide-neck intracranial aneurysms: long-term angiographic and clinical results—apropos of 56 cases [in French].
J Neuroradiol 1997;24:30 – 44
12. Takahashi A. Letter to the editor: neck plastic intra-aneurysmal
GDC embolisation with double protective balloons—method of
multiple guiding catheter introduction. Interv Neuroradiol 1998;
4:177–79
13. Raymond J, Guilbert F, Roy D. Neck-bridge device for endovascular
treatment of wide-neck bifurcation aneurysms: initial experience.
Radiology 2001;221:318 –26
14. Lubicz B. Linear stent-assisted coiling: another way to treat very widenecked intracranial aneurysms. Neuroradiology 2011;53:457–59
15. Horowitz M, Levy E, Sauvageau E, et al. Intra/extra-aneurysmal
stent placement for management of complex and wide-necked-bifurcation aneurysms: eight cases using the waffle cone technique.
Neurosurgery 2006;58:ONS-258 – 62, discussion ONS-262
16. Chow MM, Woo HH, Masaryk TJ, et al. A novel endovascular
treatment of a wide-necked basilar apex aneurysm by using a
Y-configuration, double-stent technique. AJNR Am J Neuroradiol 2004;25:509 –12
17. Sani S, Lopes DK. Treatment of a middle cerebral artery bifurcation
aneurysm using a double Neuroform stent “Y” configuration and
coil embolization: technical case report. Neurosurgery 2005;57:E209
18. Thorell WE, Chow MM, Woo HH, et al. Y-configured dual intracranial stent-assisted coil embolization for the treatment of widenecked basilar tip aneurysms. Neurosurgery 2005;56:1035– 40, discussion 1035– 40
19. Lozen A, Manjila S, Rhiew R, et al. Y-stent-assisted coil embolization
for the management of unruptured cerebral aneurysms: report of
six cases. Acta Neurochir (Wien) 2009;151:1663–72
20. Rohde S, Bendszus M, Hartmann M, et al. Treatment of a widenecked aneurysm of the anterior cerebral artery using two Enterprise stents in “Y” configuration stenting technique and coil
embolization: a technical note. Neuroradiology 2010;52:231–35
21. Cekirge HS, Yavuz K, Geyik S, et al. A novel “Y” stent flow diversion
technique for the endovascular treatment of bifurcation aneurysms
without endosaccular coiling. AJNR Am J Neuroradiol 2011;32:1262– 68
22. Zhao KJ, Yang PF, Huang QH, et al. Y-configuration stent placement (crossing and kissing) for endovascular treatment of wideneck cerebral aneurysms located at 4 different bifurcation sites.
AJNR Am J Neuroradiol 2012;33:1310 –16
23. Fargen KM, Mocco J, Neal D, et al. A multicenter study of stentassisted coiling of cerebral aneurysms using a Y configuration.
Neurosurgery 2013;73:466 –72
24. Yavuz K, Geyik S, Cekirge S, et al. Double stent-assisted coil embolization treatment for bifurcation aneurysms: immediate treatment results and long-term angiographic outcome. AJNR Am J
Neuroradiol 2013;34:1778 – 84
25. Roy D, Milot G, Raymond J. Endovascular treatment of unruptured
aneurysms. Stroke 2001;32:1998 –2004
26. Pierot L, Cognard C, Spelle L, et al. Safety and efficacy of balloon
remodeling technique during endovascular treatment of intracranial aneurysms: critical review of the literature. AJNR Am J Neuroradiol 2012;33:12–15
27. Pierot L, Cognard C, Anxionnat R, et al. Remodeling technique for
endovascular treatment of ruptured intracranial aneurysms had a
higher rate of adequate postoperative occlusion than did conventional coil embolization with comparable safety. Radiology
2011;258:546 –53
28. Kelly ME, Turner R, Gonugunta V, et al. Stent reconstruction of
wide-necked aneurysms across the circle of Willis. Neurosurgery
2007;61:249 –54, discussion 254 –55
29. Sychra V, Klisch J, Werner M, et al. Waffle-cone technique with
AJNR Am J Neuroradiol 35:2153–58

Nov 2014

www.ajnr.org

2157

Solitaire AB remodeling device: endovascular treatment of
highly selected complex cerebral aneurysms. Neuroradiology
2011;53:961–72
30. Ebrahimi N, Claus B, Lee CY, et al. Stent conformity in curved vascular models with simulated aneurysm necks using flat-panel CT:
an in vitro study. AJNR Am J Neuroradiol 2007;28:823–29
31. Heller RS, Miele WR, Do-Dai DD, et al. Crescent sign on magnetic
resonance angiography revealing incomplete stent apposition: correlation with diffusion-weighted changes in stent-mediated coil
embolization of aneurysms. J Neurosurg 2011;115:624 –32

2158

Bartolini

Nov 2014

www.ajnr.org

32. Cho YD, Park SW, Lee JY, et al. Nonoverlapping Y-configuration
stenting technique with dual closed-cell stents in wide-neck basilar
tip aneurysms. Neurosurgery 2012;70:244 – 49
33. Maldonado IL, Machi P, Costalat V, et al. Neuroform stent-assisted
coiling of unruptured intracranial aneurysms: short- and midterm
results from a single-center experience with 68 patients. AJNR Am J
Neuroradiol 2011;32:131–36
34. Chalouhi N, Dumont AS, Hasan D, et al. Is packing density important in stent-assisted coiling? Neurosurgery 2012;71:381– 86, discussion 386 – 87

