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ABSTRACT

BACKGROUND AND PURPOSE: The detection of new subtle brain pathology on MR imaging is a time-consuming and error-prone task for
the radiologist. This article introduces and evaluates an image-registration and subtraction method for highlighting small changes in the
brain with a view to minimizing the risk of missed pathology and reducing fatigue.

MATERIALS AND METHODS: We present a fully automated algorithm for highlighting subtle changes between multiple serially acquired
brain MR images with a novel approach to registration and MR imaging bias field correction. The method was evaluated for the detection
of new lesions in 77 patients undergoing cardiac surgery, by using pairs of fluid-attenuated inversion recovery MR images acquired 1–2
weeks before the operation and 6 – 8 weeks postoperatively. Three radiologists reviewed the images.

RESULTS: On the basis of qualitative comparison of pre- and postsurgery FLAIR images, radiologists identified 37 new ischemic lesions in
22 patients. When these images were accompanied by a subtraction image, 46 new ischemic lesions were identified in 26 patients. After we
accounted for interpatient and interradiologist variability using a multilevel statistical model, the likelihood of detecting a lesion was 2.59
(95% CI, 1.18 –5.67) times greater when aided by the subtraction algorithm (P � .017). Radiologists also reviewed the images significantly
faster (P � .001) by using the subtraction image (mean, 42 seconds; 95% CI, 29 – 60 seconds) than through qualitative assessment alone
(mean, 66 seconds; 95% CI, 46 –96 seconds).

CONCLUSIONS: Use of this new subtraction algorithm would result in considerable savings in the time required to review images and in
improved sensitivity to subtle focal pathology.

Increasingly, diagnostic radiologic assessment does not involve a

single examination at 1 time point but makes use of follow-up

imaging for monitoring responses during the course of treatment

or to assess the progression of a condition with a view to interven-

tion.1-3 Manual interpretation of this type of data is burdensome

and prone to errors. A challenge for medical image analysts is the

development of reliable techniques to assist the radiologist.4 Eas-

ier and faster detection of pathologic changes facilitates diagnosis

and makes it more cost-effective to monitor disease evolution in

the long term.

Manual analysis of medical images acquired at different time

points is generally limited to a qualitative comparison. The repo-

sitioning of the patient is never identical, the scanning equipment

used may be different or may have been upgraded, the acquisition

parameters may have altered between scans, and local shape de-

formations of nonrigid anatomic structures occur. The expert ra-

diologist compensates intuitively for some of these unwanted dif-

ferences with knowledge of anatomy and the expected signal

differences to identify and reject certain artifactual changes.

One of the major artifacts associated with MR imaging is

caused by the spatially nonuniform transmission and reception

properties of the radiofrequency coils.5 Commonly, a large trans-

mitter coil built into the bore of the magnet is used for radiofre-

quency transmission, resulting in relatively uniform transmission

properties. However, to improve the signal-to-noise ratio, an ar-

ray of small coils is used for signal reception, and these have very

spatially nonuniform reception properties.6 It is common to cor-

rect for this by mapping the reception properties of the coils and
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rescaling the image intensities pixel by pixel.7 This mapping, how-

ever, is based on a number of assumptions and does not remove

the image-intensity shading, known as the bias field, completely.

It is also possible to perform a bias field correction as a postpro-

cessing step, but again this is based on a number of assumptions

about the nature of the field and its stability.8,9 The algorithm

described in the current work circumvents these issues by correct-

ing the bias field in subtraction images rather than in the source

images themselves.

This article describes an image registration and subtraction

technique that can highlight local changes in MR images of the

brain acquired at �2 time points. It is robust to changes in the

patient position and in the bias field. The technique was evaluated

by using a set of 77 patients who were scanned before and after

cardiac surgery, with the aim of assessing whether this algorithm

could aid in the detection of small ischemic brain lesions resulting

from emboli shed from the vascular system as a result of an oper-

ation.10 The value of the system was assessed by examining the

lesion detection rate and time required for the assessment of scans

for radiologists examining pairs of images with and without the

aid of our subtraction method.

MATERIALS AND METHODS
Registration and Subtraction
The method is based on registration of images acquired at differ-

ent points in time, the correction of any differences due solely to

radiofrequency reception nonuniformity, and subsequent sub-

traction to reveal any differences due to focal pathology. The

method is described in detail elsewhere11 and is illustrated in Fig

1. Briefly, input images are registered to a common frame of ref-

erence at the average position of all input images. Then, radiofre-

quency bias field variations are modeled as a smoothly varying

polynomial function; then, individual registered images are cor-

rected by pixel-wise division by the

modeled field. Finally, individual pairs

of registered and corrected images are

subtracted (Fig 2).

Patients
We examined data from patients en-

rolled in a clinical study of neurologic

deficits following cardiac surgery, as de-

tailed elsewhere.10 All clinical data were

collected in accordance with local re-

search ethics procedures. All patients

provided written informed consent for

their anonymized data to be used in this

research.

MR Imaging
MR imaging was performed by using a

3T system (Magnetom Skyra; Siemens,

Erlangen, Germany) with a 20-channel

phased array head and neck coil for sig-

nal reception. MR imaging studies were

performed 1–2 weeks before cardiac sur-

gery and repeated 6 – 8 weeks after sur-

gery to identify any new postoperative

ischemic lesions. The same scanning protocol was used on both

occasions, except that the angiogram was not obtained postsur-

gery. After a localizer image, the scanning protocol consisted of a

diffusion-weighted image, time-of-flight angiography, a suscepti-

bility-weighted image, and a FLAIR image.12 The total imaging

time was approximately 30 minutes.

For this study, only the FLAIR images were analyzed. The

FLAIR images consisted of 48, 3-mm-thick contiguous axial sec-

tions positioned parallel to the anterior/posterior commissure

line. The k-space matrix size was 320 � 224, zero-filled to give an

image matrix of 320 � 320 and an FOV of 240 � 240 mm (TR/

TE/TI, 6770/108/2170 ms).

Image Review and Analysis
Images were analyzed independently by 3 experienced neuroradi-

ologists in 2 stages. First, for each patient, the pre- and postsurgery

FLAIR images were presented side by side on a computer display

and the radiologist paged through both the images section by

section to identify any new ischemic lesions. The anatomic re-

gions of any new lesions were also noted. Signal hyperintensity

clearly extending outside the brain parenchyma or minor varia-

tions in ependymal signal hyperintensity (commonly encoun-

tered on FLAIR sequences) were considered artifactual. A digital

timer was used by each neuroradiologist to note the time taken to

review images from each patient.

Second, for each patient, the coregistered pre- and postsurgery

FLAIR images along with the difference image were presented.

The neuroradiologist paged through all 3 images simultaneously

section by section to identify any new ischemic lesions on the

difference image, with the pre- and postsurgery images used to

confirm or refute the findings. Thus, it is unlikely that there were

any false-positive findings. A subsequent review of the original

FIG 1. Flow chart illustrating the processing steps to produce a subtraction image for 2 images
acquired at different time points. Registration (Reg) is first done with a generic atlas target to
determine the average position of the input images. This atlas is transformed to the average
position of the input images and serves as the registration target for the second registration. The
registered input images are averaged to create a patient-specific target at the average position.
This target is then refined by brain extraction and further registration of the input images to it.
After the final registration, the differences in the bias field are corrected; then, a subtraction
highlights any focal changes in the input images between time points. Tx indicates a transform/
transformation.
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FLAIR images confirmed that lesions originally overlooked were

visible in retrospect.

The time required to perform each type of analysis was re-

corded. There was a gap of at least 4 weeks between the first and

second analysis for any given patient, and patient scans were pre-

sented in an arbitrary order to avoid familiarity with the images.

Statistical Analysis
The total evaluation time and the number of lesions detected in 77

patients by 3 radiologists were compared for both the qualitative

and subtraction-aided review methods. We assumed that the total

number of lesions follows a Poisson distribution and modeled our

results with a generalized linear mixed model. The model in-

cluded the method of review (2 levels: qualitative- and subtrac-

tion-aided review) as a fixed effect, individual patient and radiol-

ogist as random effects, and the natural logarithm function as a

link function. To assess sensitivity to detect the presence of a le-

sion, we created a binary variable to represent the presence or

absence of a lesion with a value of 1 when the total number of

lesions was greater than zero, and zero otherwise. We assumed

that this binary variable follows a Bernoulli distribution and mod-

eled the presence of lesion data by using a generalized linear mixed

model approach (logistic generalized linear mixed model). The

logistic generalized linear mixed model included the logit func-

tion as a link function and the same fixed and random effects

structure as described for the Poisson

generalized linear mixed model.

To account for increased variability

with the mean review time, we trans-

formed the data on total processing time

by using the natural logarithm function,

and the transformed data were analyzed

by using a linear mixed model incorpo-

rating the method of review as a fixed

effect and individual patient and radiol-

ogist as random effects. For all models, a

predictor was considered statistically

significant if the 2-sided type I error rate

was �5% (ie, P � .05). All statistical

analyses were performed by using R sta-

tistical and computing software, Version

3.3 (http://www.r-project.org/) with ap-

propriate packages (lme4, ggplot2).

RESULTS
Pairs of images from 77 patients (72

men; mean age, 62.8 � 10.4 years; range,

32– 80 years) were evaluated indepen-

dently by 3 radiologists. These 77 pa-

tients had postoperative MR imaging

performed at a mean of 7 � 1.25 weeks

after surgery. Five of the 77 (7%) pa-

tients had perioperative strokes: Patients

12 and 61 had a lacunar infarct in the

right corona radiata, patient 46 had a la-

cunar infarct in the left corona radiata,

patient 18 had a lacunar infarct in the

right frontal lobe, and patient 62 had 2

small lacunar infarcts in the right superior parietal lobule and the

left medial percentual gyrus.

With just the pre- and postsurgery FLAIR images, on average,

37 new ischemic lesions were identified in 22 patients (median, 1

lesion per patient; range, 1–5 lesions). The anatomic locations of

these new lesions were the following: left frontal WM (18 lesions);

right frontal WM (9 lesions); right parieto-occipital subcortical

WM (2 lesions); left corona radiata (2 lesions); left centrum semi-

ovale (1 lesion); left anterior striatum (2 lesions); and left (1 le-

sion) and right (2 lesions) cerebellum. Lesions missed during

qualitative assessment were frequently subsequently identified

among preexisting white matter hyperintensities.

Using the difference image in combination with the pre- and

postsurgery FLAIR images, we identified an average of 46 new

ischemic lesions in 26 patients (median, 1 lesion per patient;

range, 1– 8 lesions). Therefore, the number of new ischemic le-

sions identified increased by 24%, and the number of patients

who had new lesions increased by 18% when review was aided by

a subtraction image. The anatomic locations of these new lesions

were the following: left frontal WM (20 lesions); right frontal WM

(9 lesions); left (1 lesion) and right (1 lesion) parieto-occipital

subcortical WM; right parietal WM (1 lesion); left temporal lobe

(2 lesions); left (2 lesions) and right (1 lesion) corona radiata; left

centrum semiovale (2 lesions); left parietal cortex (1 lesion); left

FIG 2. Images to illustrate the processing steps for registration and subtraction. A, Generic
proton-density-weighted registration target. B, The generic template transformed to the average
position of the input images. C, The final patient-specific registration target formed by intensity-
averaging the input images registered to the template at the target position and after skull-
stripping. More superior sections of the first (D) and second (E) input images, registered to the
patient-specific registration target. F, The difference between the second-input image and the
first-input image after correction for differences in their bias fields. The arrow indicates a new
lesion, which was present at follow-up but absent on the baseline image.
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anterior striatum (2 lesions); pons (1 lesion); superior vermis (1

lesion); and right (2 lesions) cerebellum.

Most lesions identified by qualitative assessment were also

identified when aided by the subtraction algorithm. The excep-

tions were 1 lesion in the left and 2 in the right frontal WM and 1

lesion in the left and 1 in the right cerebellum. On further exam-

ination of the original FLAIR images, the lesions in the frontal

white matter were very small (�1 mm) and of a level similar to

that of the background “mottle.” These were confirmed by only 1

of the 3 radiologists. The cerebellar lesions not appreciated on the

subtraction image were larger and were definitely present on re-

peat viewing.

When we pooled the data over all radiologists, the mean lesion

counts were 67 and 80 for the qualitative and subtractive meth-

ods, respectively, though there was no evidence that the mean

lesion counts were significantly different between methods (P �

.101). When we accounted for the variabilities between patients

and radiologists, the logistic generalized regression model sug-

gested that the likelihood of detecting the presence of a lesion was

2.59 (95% CI, 1.18 –5.67) times greater with the subtraction com-

pared with the qualitative method (P � .017).

When we accounted for the variability in the data between

patients (interpatient variability) and between radiologists (inter-

radiologist variability), the mean time to review the images was

significantly (P � .001) lower with the subtraction algorithm

(mean, 42 seconds; 95% CI, 29 – 60 seconds) compared with qual-

itative assessment (mean, 66 seconds; 95% CI, 46 –96 seconds),

reducing the processing time by 37%. Estimates of between-pa-

tient variability were slightly higher (0.27; 95% CI, 0.22– 0.34)

than between-radiologist variability (0.17; 95% CI, 0.07– 0.42).

Figure 3 presents the log-transformed time data (of 3 radiologists)

for each patient alongside the predicted

mean time for both algorithms obtained

from the linear mixed-model fit to the

data.

DISCUSSION
We have demonstrated a method for the

registration, subtraction, and bias field

correction of serial MR images, which

can be applied in longitudinal patient

studies. The subtraction image high-

lights the presence of new lesions, which

can be confirmed or refuted on closer

inspection of the source images. The

method is tailored toward robust detec-

tion of focal differences in pathology

that develop or resolve between scans.

Axial FLAIR imaging frequently

has CSF flow-related artifacts in the

posterior fossa, which necessarily re-

sult in a more heterogeneous paren-

chymal background on the subtrac-

tion image. On the subtraction image,

the preexisting lesions were removed,

but new lesions were highlighted as

hyperintense, thus aiding detection.

Similarly, posterior fossa lesions on

FLAIR are sometimes difficult to separate from adjacent flow-

related signal hyperintensity and can be easily overlooked, par-

ticularly at the periphery of the cerebellum.

Although several other studies have previously used subtrac-

tion imaging,13-18 the procedure outlined here has several advan-

tages. First, it can be used to analyze MR imaging data acquired

serially over many time points in an unbiased fashion. Most pre-

vious studies have either selected one of the image time points as

the registration target16 or have been restricted to showing the

differences between pairs of images by realigning them to a posi-

tion half-way between the 2 scans.18 By transforming all of the

images to their average position, the current method allows the

alignment of any number of image time points. This is achieved

by first registering them to a generic atlas target to facilitate rela-

tive positioning.

Second, previous studies have incorporated bias field correc-

tion by using, for example, the N3 method,9 in which the input

images are individually bias-corrected as the first processing step.

However, the N3 method is prone to errors in the bias field cor-

rection scheme, leading to residual shading artifacts in the sub-

tracted images. The current method provides an alternative cor-

rection scheme that relies on only the assumption that in the

absence of bias field differences, tissues that are not involved in

focal pathologic changes should remain substantially unchanged

in intensity between image acquisitions. Thus, the differences in

the bias field between scans can be estimated and used to correct

the subtracted images.

We believe that this method could provide a useful tool for

radiologists when reviewing serially acquired MR images. First,

the time required to review the images was reduced by approxi-

mately 37% when using the registered and subtracted images. All

FIG 3. The logarithm of time (seconds) taken to process the data by qualitative comparison and
aided by the image-subtraction algorithm. The scatterplots show the triplicate log-transformed
time data (of 3 radiologists) for each patient along with boxplots presenting the median, lower,
and upper quartiles for each algorithm. Points with the same color represent data from the same
patient. The plot also presents the predicted mean time (square marker) along with correspond-
ing 95% confidence intervals (error bar) for both methods obtained from a linear mixed model fit
to the data.
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processing was fully automatic and therefore could be performed

automatically as an adjunct to the acquisition of new scans and

retrieval of previous scans from a PACS system.

Second, the number of new ischemic lesions identified in-

creased by 24%, and the number of patients who had new lesions

increased by 18% when using the subtraction images compared with

simply viewing the 2 scans. The likelihood of observing a lesion was

also 2.6 times greater when using the new algorithm. These represent

substantial increases in sensitivity in detecting new ischemic tissue

damage. Although this pathology consisted of relatively small isch-

emic lesions and only new pathology was identified, subtle changes in

tissue in other diseases, such as MS, might be equally identified and

could prove important in monitoring disease progression or stability

and guiding treatment decisions.19

On the other hand, when using the subtraction images, 2 le-

sions in the cerebellum were missed. On subsequent review, these

lesions were clearly present in the view of the radiologists.

The 2 scans for each patient were acquired approximately

8 –10 weeks apart, so there was little chance for more substantial

tissue changes to develop or for cerebral atrophy to advance. We used

a rigid-body (translation and rotation) registration to align the 2

scans, which proved adequate in all cases. More sophisticated non-

linear registration20 would be required for longer follow-up periods

or to account for more profound structural changes in the brain, for

example, in the follow-up of patients with brain tumor and after an

operation or in cases of severe atrophy.

To provide an unbiased image registration, the method uses

a generic atlas in the first processing step. Because the atlas is

used only to find the approximate head position for the serially

acquired images, it is likely that other generic atlases21,22 could

also be used without compromising the quality of the final

registration. The scan parameters were kept constant across

both scans because the method is unlikely to work well when

there are gross differences in contrast between the 2 images.

Constraining the scan parameters was easy to do in the context

of our study but might be more problematic when patients are

rescanned in a routine setting, possibly with different scanner

types from different manufacturers. On the other hand, par-

ticularly if a 3D acquisition is used, the method should be

relatively robust to gross changes in the patient’s head position

because of the novel bias field correction used. However, the

effects of head position and scanner settings would need to be

assessed in future studies.

CONCLUSIONS
We have developed a fully automated image registration and sub-

traction scheme capable of highlighting small changes in serial

MR imaging scans of the brain. The method should now be used

in larger studies to investigate its clinical potential in monitoring

progression in different diseases and for longer time periods.
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