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ABSTRACT

BACKGROUND AND PURPOSE: The multiple stent placement technique has largely improved the long-term outcomes of intracranial
fusiform aneurysms, but the hemodynamic mechanisms remain unclear. In this study, we analyzed the hemodynamic changes caused by
different stent-placement strategies in patient-specific models using the computational fluid dynamics technique, aiming to provide
evidence for clinical decision-making.

MATERIALS AND METHODS: Ten vertebral artery fusiform aneurysms were included, and their patient-specific computational fluid
dynamics models were reconstructed. A fast virtual stent placement technique was used to simulate sequential multiple stent placements
(from a single stent to triple stents) in the vertebral artery fusiform aneurysm models. Hemodynamic parameters, including wall shear
stress, pressure, oscillatory shear index, relative residence time, and flow pattern, were calculated and compared among groups with
different numbers of stents.

RESULTS: Virtual stents were deployed in all 10 cases successfully, consistent with the real stent configuration. Wall shear stress decreased
progressively by 7.2%, 20.6%, and 25.8% as the number of stents increased. Meanwhile, relative residence time and pressure increased on
average by 11.3%, 15.4%, and 45.0% and by 15.7%, 21.5%, and 28.2%. The oscillatory shear index showed no stable variation trend. Flow
patterns improved by weakening the intensity of the vortices and displacing the vortex center from the aneurysmal wall.

CONCLUSIONS: Stent placement modifies hemodynamic patterns in vertebral artery fusiform aneurysms, which might favor thrombosis
formation in the aneurysmal sac. This effect is amplified with the number of stents deployed. However, a potential risk of rupture or recanaliza-
tion exists and should be considered when planning to use the multiple stent placement technique in vertebral artery fusiform aneurysms.

ABBREVIATIONS: CFD � computational fluid dynamics; OSI � oscillatory shear index; RRT � relative residence time; VAFA � vertebral artery fusiform aneurysm;
WSS � wall shear stress

Vertebral artery fusiform aneurysm (VAFA) is the most fre-

quent type of intracranial fusiform aneurysm, which is often

associated with nerve compression or ischemia, but bleeding is

relatively rare.1,2 However, in case of rupture, the mortality and

early rebleeding rate of fusiform aneurysms are even higher than

for saccular aneurysms.3 Since the development of neuroimaging

techniques and interventional devices, endovascular treatment

has been the primary method for VAFAs. Although flow diverters

have shown their effectiveness in treating aneurysms, the risk of

ischemic events in posterior circulation cannot be ignored, espe-

cially when vital branches are covered.4 Therefore, stepwise over-

lapping stent placement is still a safer and more effective choice

for VAFAs than flow diverters, and the long-term improvement

has been demonstrated.5

Hemodynamic studies of saccular aneurysms have revealed

that stent placement can reduce the impinge flow and wall shear

stress (WSS); this effect may favor thrombus formation and con-

sequently cure the aneurysm.6 However, the morphology of fusi-

form aneurysms is entirely different from that of saccular aneu-

rysms; this difference may result in unique flow patterns before

and after stent placement. Most important, gaining knowledge of
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how intra-aneurysmal flow patterns change when the number of

overlapping stents increases is of great importance because it may

provide some evidence for optimizing stent-placement strategies.

In this study, we compared the hemodynamic changes caused

by an increasing number of stents in patient-specific cases with

measured boundary conditions with the computational fluid dy-

namics (CFD) technique, aiming to provide evidence for clinical

decision-making for fusiform aneurysms.

MATERIALS AND METHODS
The institutional review board of the Second Military Medical

University–affiliated Changhai Hospital approved this retrospec-

tive study, and the requirement for informed consent was waived.

In addition, we have not conducted research outside our country

of residence.

Patients and Imaging Acquisition
From January 2015 to December 2015, nineteen VAFAs in 19

patients were diagnosed in our hospital by 3D rotational angiog-

raphy. Four patients were excluded because the lesion involved

the extracranial V3 portion or basilar artery; and 5 patients were

excluded because a double lumen sign was observed by DSA. Fi-

nally, 10 patients (male/female ratio � 8:2; mean age, 48.6 years)

with 4 ruptured and 6 unruptured

VAFAs were included in the study. The

clinical data of the patients are shown in

Table 1.

3D rotational angiography was per-

formed with the Artis zee biplane angio-

graphic system (Siemens, Erlangen,

Germany). A 5-second DSA acquisition

protocol was adopted, and 18 mL of

contrast agent was injected through the

vertebral artery at a rate of 3 mL/s. Dur-

ing the 5-second acquisition after a

1-second delay, a 200° rotation of the

C-arm was performed to obtain 133

frames. All acquired 5-second DSA data

were transferred to the syngo X Work-

place (Siemens) for reconstruction of

the 3D artery vessel tree and exported

into a stereolithography format.

Models of VAFAs and Stents
The stereolithography models were seg-

mented and smoothed by Geomagic

Studio 9.0 software (Geomagic, Morris-

ville, North Carolina) and then im-

ported into ICEM CFD 11.0 (ANSYS,

Canonsburg, Pennsylvania) to create

volume grids for the CFD simulations.

The vessel wall was divided into 3 parts:

aneurysm, parent artery, and other

vessels.

The virtual stent model simulated

the Enterprise self-expanding stent

(Codman & Shurtleff, Raynham, Massa-

chusetts), which is one of the most

widely used commercial self-expanding stents. Three different

stent sizes were constructed, including 4.5 mm (diameter)/22 mm

(length), 4.5/28 mm, and 4.5/37 mm. The porosity and metal-

coverage rates were 94% and 6%, respectively. The stents were

reconstructed using the fast virtual stent method and deployed in

the VAFA models as previously described by Larrabide et al.7 The

proximal and distal ends of the virtual stents were determined

according to the realistic locations on 2D angiographic imaging of

each patient. We simulated 3 scenarios: single stent, 2 overlapping

stents, and 3 overlapping stents, as well as the prestenting status

(Fig 1).

CFD Analysis and Hemodynamic Parameters
CFD simulations were performed by CFX 11.0 (ANSYS). The ves-

sel was considered a rigid wall with no-slip boundary conditions.

The governing equations underlying the calculation were the Na-

vier-Stokes formulations, with an assumption of a laminar and

incompressible blood flow (density, � � 1050 kg/m3; dynamic

viscosity, � � 0.00345 Pa � s). Inlet boundary conditions for all

scenarios were imposed by a pulsatile velocity waveform obtained

from transcranial Doppler sonography, and to account for the

effect of autoregulation of flow in the brain, we defined the outlet

FIG 1. Process of virtual stent deployment. A–C, Three virtual Enterprise stents were deployed
one by one. D and E, Location of real stents in 2D angiography and DynaCT (Siemens). F, Virtual
stents deployed in a similar location with the real counterparts.

Table 1: Clinical data of 10 patients with VAFAs
Patient No. Age (yr) Sex Ruptured Treatment Follow-Up
Case 1 46 Male No 3 EP 8 mo, cured
Case 2 53 Male No 2 EP 12 mo, thrombosis formation
Case 3 39 Female Yes 2 EP�coils Withdraw
Case 4 37 Male Yes 2 EP�coils 6 mo, cured
Case 5 51 Male No 2 EP�coils 7 mo, thrombosis formation
Case 6 59 Male No 3 EP 13 mo, cured
Case 7 49 Female Yes 2 EP�coils 12 mo, cured
Case 8 46 Male Yes 3 EP�coils 12 mo, cured
Case 9 60 Male No 2 EP 6 mo, stable
Case10 46 Male No 2 EP 12 mo, thrombosis formation

Note:—EP indicates Enterprise self-expanding stent.
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as the opening boundary condition with zero static pressure, as-

suming no downstream hemodynamic resistance. The cardiac cy-

cle of 0.8 seconds was discretized at a time-step of 0.001 seconds

for the numeric simulations. For each model, we simulated 3 con-

tinuous cardiac cycles to ensure the numeric stability of the sim-

ulation, and results are reported from the last cycle. The results

were postprocessed and visualized with CFX 11.0.

Several hemodynamic parameters were calculated in this

study: normalized wall shear stress, pressure of the aneurysmal

wall, oscillatory shear index (OSI), and relative residence time

(RRT). The time-averaged WSS was further averaged over the

dome area (the entire luminal surface of the aneurysm sac) and

then normalized by the average parent vessel WSS in the same

patient to allow comparison among different patients. OSI, a non-

dimensional parameter, measures the directional change of WSS

during the cardiac cycle. RRT, a combination of WSS and OSI,

reflects the residence time of blood near the wall:

1) WSS �
1

T�
0

T

�WSS i� dt,

2)

OSI �
1

2�1 �

��
0

T

WSS i dt�
�

0

T

�WSS i� dt � ,

3) RRT �
1

�1 � 2 � OSI� � WSS

�
1

1

T��
0

T

wss i dt�
,

where wssi is the instantaneous WSS

vector and T is the duration of the cycle.

The OSI was averaged over the dome

area.

Statistical Analysis
Statistical analyses were performed by

using Excel 2003 (Microsoft, Redmond,

Washington) and SAS 9.1 (SAS Insti-

tute, Cary, North Carolina). Hemody-

namic parameters were normalized by

the prestenting status values in each case

to investigate the rate of variation caused

by different stent placement strategies.

Then the Kruskal-Wallis H test was used, followed by the Nem-

enyi test for multiple comparisons. P � .05 (2-sided) was the

criterion for statistical significance.

RESULTS
All the virtual stents were deployed successfully in the 10 VAFA

models with the 3 different strategies. Their locations (beginning

and end of the stent) were consistent with the realistic stents de-

rived from the 2D DSA images (Fig 1).

As the number of stents increased, WSS was observed to de-

crease gradually by 7.2%, 20.6%, and 25.8%; and after the third

stent was implanted, the variation reached a significantly different

level compared with the prestenting status. Meanwhile, the RRT

revealed progressive elevation by 11.3%, 15.4%, and 45.0% and

obtained a significant difference after the third stent used. The

pressure on the aneurysmal wall increased by 15.7%, 21.5%, and

28.2% as 3 stents were implanted sequentially. The variation rate

of the pressure was significantly different from the prestenting

status, even when only 1 stent was deployed. As to the OSI, the

modification was revealed to be fluctuant, without any significant

difference compared with the prestenting status (Fig 2). The me-

dian variation of each parameter is shown in Table 2. Further

comparison of different stent placement strategies with the pre-

stenting status is shown in Table 3.

Changes of the flow patterns before and after stent implanta-

tion were observed by plotting the speed vector field. The results

showed that the flow patterns were not significantly changed after

stent implantation. However, the intensities of the vortices were

FIG 2. Box figure of hemodynamic analysis results. The asterisk indicates that the parameter was
significantly different from the prestenting status.

Table 2: Hemodynamic parameters of VAFAs with different stenting strategiesa

Parameters 0 Stent 1 Stent 2 Stents 3 Stents P Value
Wall shear stress (%) (n � 10) 100 92.8 79.4 74.2 .003
Oscillatory shear index (%) (n � 10) 100 56.5 50.5 62.6 .169
Pressure (%) (n � 10) 100 115.7 121.5 128.2 �.001
Relative residence time (%) (n � 10) 100 111.3 115.4 145.0 .004

a Data are expressed as the median of the variation rate.

Table 3: P values of multiple comparisons among different
stenting strategies

Parameters
0 Stent vs

1 Stent
0 Stent vs
2 Stents

0 Stent vs
3 Stents

WSS (n � 10) .498 .063 .007
Pressure (n � 10) .037 .001 �.001
RRT (n � 10) .904 .251 .009
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reduced, and the number of vortices in some cases was decreased

(Fig 3).

DISCUSSION
Intracranial fusiform aneurysms are dilations of the parent artery

without a clear aneurysmal neck. Similar to the widespread appli-

cation of intracranial stent placement, endovascular treatment of

fusiform aneurysms has been an important method and has

greatly improved the long-term prognosis.8 This effect was even

more significant when multiple overlapping stents were used.9,10

Although flow-diverter stents have been demonstrated to be an

efficient treatment for aneurysms, their safety in posterior fusi-

form aneurysms still needs to be established by more evidence,

especially because some important branches of smaller arteries

might become covered.11 Therefore, stepwise overlapping stent

placement is still a safe and feasible choice when dealing with

posterior fusiform aneurysms.

In saccular aneurysm studies, both in vivo and in silico

experiments have demonstrated that multiple stent implanta-

tions can reduce injective blood flow and create a hemody-

namic environment, which will promote thrombus formation

and finally cure the aneurysm.12 However, few hemodynamic

studies have focused on intracranial fusiform aneurysms, in

which hemodynamic patterns are different from those of sac-

cular lesions. The application of the CFD technique makes

hemodynamic studies in aneurysms more feasible and measur-

able. The fast virtual stent technique, first introduced by

Larrabide et al,7 provides an accurate and efficient method to

consider the behavior of stents in patient-specific aneurysm

models. Being different from previous finite element analysis

and porous medium methods, the fast virtual stent method

shows a high consistency with real stents and an impressive

efficiency.5,13 On the basis of this technique, we simulated the

Enterprise stent and investigated the performance of different

stent-placement strategies in 10 patient-specific VAFA models,

aiming to obtain more evidence for clinical decision-making.

Thrombus formation in the aneurysm sac and consequent re-

construction of the parent artery are the

primary goals of stent placement in fusi-

form aneurysms. The stents should in-

crease the time of blood flow staying in

the aneurysm to create an environment

for thrombosis, to achieve these goals.14

RRT is an important parameter that re-

flects the disturbed blood flow and its

prolonged residence time in the aneu-

rysmal sac. Tanemura et al6 demon-

strated that a single Enterprise stent

could increase the RRT by 20% in a pre-

vious CFD study. Our study further

demonstrated that the RRT gradually

increases by sequential stent placements,

which would likely provide a better en-

vironment for thrombus formation.

WSS is the most studied hemody-

namic parameter that has been dem-

onstrated to play an important role in

aneurysm initiation, rupture, and re-

canalization.15 Previous studies on saccular aneurysms sug-

gested that stent implantation can lead to reduction of WSS

and that this effect is related to the stent porosity—the lower

the stent porosity, the more significantly the WSS decreased,

and the distribution of WSS of the aneurysm became more

uniform.16 In our study, progressive reduction of WSS was

observed in VAFAs as the number of stents increased, which

was similar to that in saccular aneurysms. However, lower WSS

might also increase the risk of aneurysmal growth and even

rupture, which has been shown in our previous CFD studies in

saccular lesions. We therefore deduce that if thrombosis does

not occur in a relatively short time, the aneurysms would be at

risk of deterioration.

Another concern is the observed elevation of the pressure in

every case and even for only a single stent. In a hemodynamic

study of flow diverters by Cebral et al,17 a significant increase

in pressure in some cases was observed after flow-diverter im-

plantation, which, as those authors wrote, might lead to aneu-

rysm rupture. However, some researchers had reported con-

troversial results of a pressure decrease through virtual stent

implantation in a fusiform aneurysm.18 These findings indi-

cate that the modification of pressure may be related to pa-

tient-specific characteristics, which, in turn, might be related

to the morphologic differences of aneurysms and stents. The

average elevation of pressure in this study was 28.2%. Coils

might play a protective role in these VAFAs and should be

considered, especially in cases in which CFD indicates a pres-

sure increase.

The intra-aneurysmal flow pattern, reflecting the overall he-

modynamic characteristics of an intracranial aneurysm, is re-

ported to be more complex in ruptured aneurysms.17 Stent im-

plantation might modify the complex flow pattern into a

simplified pattern by reducing the power of vortices and second-

ary flows, which may create favorable conditions for intra-aneu-

rysmal thrombosis. In the present study, most of the cases had �2

independent vortices before stent placement and the number of

FIG 3. Flow patterns of 2 vertebral artery fusiform cases with different stent-placement strate-
gies. One and 2 represent 2 individual cases. From left to right, flow patterns before and after
implantation of 1–3 stents. The yellow dotted lines represent the positions of the stents. As the
number of stents increased, blood flow inside the stent lumen concentrated and the flow rate
accelerated, while the flow rate inside the aneurysmal sacs slowed and the vortex intensity
weakened.

AJNR Am J Neuroradiol 39:118 –22 Jan 2018 www.ajnr.org 121



vortices changed during the cardiac cycle in the most complex

situations. After stent deployment, weakening of the intensity of

the vortices and shifting of the vortex center from the aneurysmal

wall were observed in most cases, indicating an improvement of

the flow pattern.

According to the results of multiple comparisons among dif-

ferent groups, single stents might not affect the hemodynamics as

significantly as multiple stents. This possibility is consistent with

clinical experience in that multiple stents improved the long-term

results in VAFAs. However, as the number of stents increases,

lower WSS and higher pressure might amplify the risk of rupture

and recanalization; moreover, there was a greater theoretic chance

for occlusion of some vital perforating branches. Although no

hemorrhage or ischemic events were encountered in these pa-

tients, careful decision-making for the stent-placement strategy

and timely follow-up are required.

There are several limitations in this study that might influ-

ence the results. First, because this is a patient-specific study

and each case might have its own characteristics, the small

sample size may be the main limitation. Second, the boundary

conditions of the simulations were unified, and some perforat-

ing branches were neglected artificially. We did not consider

potential changes of the inflow and outflow conditions, which

might occur after stent placement. Changes of these boundary

conditions will modify the absolute values of the investigated

hemodynamic parameters. The observed trends however (ie,

decrease in WSS, OSI, and RRT and an increase in pressure) are

mostly driven by the separation of the hemodynamic environ-

ment of the aneurysmal sac from the parent artery and there-

fore should remain valid in a small or moderate variation of the

boundary conditions. Absolute values derived from computa-

tional simulations should always be considered with caution

and should be confirmed with actual measurements. In addi-

tion, the biologic process of thrombosis formation was too

complex to simulate and was omitted.

CONCLUSIONS
The hemodynamic mechanism of endovascular stent placement

in treating fusiform aneurysms can be explored with the virtual

stent-placement technique. Stent placement modified hemody-

namic patterns in VAFAs toward favoring thrombosis conditions

in the aneurysmal sac. This effect was amplified with increasing

numbers of stents. However, the potential risk of rupture or re-

canalization exists and should be considered when planning to

use the multiple-stent technique in VAFAs.
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