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ABSTRACT

BACKGROUND AND PURPOSE: The accuracy of DSC-MR imaging CBV maps in glioblastoma depends on acquisition and analysis proto-
cols. Multisite protocol heterogeneity has challenged standardization initiatives due to the difficulties of in vivo validation. This study
sought to compare the accuracy of routinely used protocols using a digital reference object.

MATERIALS AND METHODS: The digital reference object consisted of approximately 10,000 simulated voxels recapitulating typical signal
heterogeneity encountered in vivo. The influence of acquisition and postprocessing methods on CBV reliability was evaluated across 6912
parameter combinations, including contrast agent dosing schemes, pulse sequence parameters, field strengths, and postprocessing
methods. Accuracy and precision were assessed using the concordance correlation coefficient and coefficient of variation.

RESULTS: Across all parameter space, the optimal protocol included full-dose contrast agent preload and bolus, intermediate (60°) flip
angle, 30-ms TE, and postprocessing with a leakage-correction algorithm (concordance correlation coefficient � 0.97, coefficient of
variation � 6.6%). Protocols with no preload or fractional dose preload and bolus using these acquisition parameters were generally less
robust. However, a protocol with no preload, full-dose bolus, and low (30°) flip angle performed very well (concordance correlation coefficient�

0.93, coefficient of variation � 8.7% at 1.5T and concordance correlation coefficient � 0.92, coefficient of variation � 8.2% at 3T).

CONCLUSIONS: Schemes with full-dose preload and bolus maximize CBV accuracy and reduce variability, which could enable smaller
sample sizes and more reliable detection of CBV changes in clinical trials. When a lower total contrast agent dose is desired, use of a low
flip angle, no preload, and full-dose bolus protocol may provide an attractive alternative.

ABBREVIATIONS: ASFNR � American Society of Functional Neuroradiology; API � accuracy and precision index; BSW � Boxerman-Schmainda-Weisskoff; BTIP �
brain tumor imaging protocol; CCC � concordance correlation coefficient; CV � coefficient of variation; DRO � digital reference object; FA � flip angle; GV �
�-variate fit; rCBV� relative CBV

DSC-MR imaging CBV mapping has been used in the brain

since the early 1990s1,2 with multiple neuro-oncology appli-

cations, including distinction of tumor from nontumor, glioma

grading, biopsy guidance, and assessing response to treat-

ment.3-17 However, disagreement persists about the best way to

perform DSC-MR imaging and stems primarily from contrast

agent extravasation through blood-brain barrier deficiencies

characteristic of high-grade gliomas. This contrast agent extrava-

sation introduces both pronounced T1 effects and magnetic sus-

ceptibility differences between tumor cells and the extravascular

extracellular space, thereby rendering DSC-MR imaging signal a

reflection not only of the vascular volume fraction but also cell

volume fraction and the vascular permeability. Although sensitiv-

ity to these additional physiologic attributes has enabled appro-

priately acquired DSC-MR imaging to distinguish tumor types,18

it has confounded the accuracy of CBV measures, prompting the

development of leakage-correction strategies including preload

contrast agent administration, pulse sequence acquisition param-

eters balancing T1 and T2* sensitivities, and postprocessing tech-

niques for correcting the leakage-contaminated signal.19-22
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QIBA/), and the National Brain Tumor Society (Jumpstarting Brain

Tumor Drug Development Coalition Imaging Standardization

Steering Committee; https://www.itnonline.com/content/new-

standardized-brain-tumor-mri-recommendations-announced) have

tried to standardize DCE-MR imaging methodology. The Amer-

ican Society of Functional Neuroradiology (ASFNR) published a

white paper with a recommended DSC-MR imaging protocol

based on practice patterns and literature data.23 Such effort is

challenged by the relative paucity of data from systematic evalu-

ations of the influence of DSC-MR imaging methodology on CBV

accuracy and has relied on anecdotal evidence, including the cor-

relation of CBV with glioma grade,24 fractional tumor burden in

cases of postradiation enhancement,16 and patient survival in the

setting of conventional and antiangiogenic therapies.12 Stereotac-

tic biopsies with coregistered CBV maps have demonstrated gen-

eral concordance between CBV estimates and histology. While

prior in vivo studies evaluated the impact of DSC-MR imaging

acquisition parameters and methodologies on CBV data in a small

number of patients with high-grade gliomas,25 their influence on

the underlying CBV accuracy has not been evaluated, likely due to

the impracticality of multiple bolus injections in individual

patients.

To facilitate the rigorous evaluation of the impact of DSC-MR

imaging parameters on CBV accuracy, we recently developed and

validated a population-based digital reference object (DRO) that

recapitulates for glioblastoma the biophysical basis and inter- and

intrasubject heterogeneity of DSC-MR imaging data.26 The DRO

consists of DSC-MR imaging signals computed across a range of

relevant physiologic and acquisition parameters, and clinical rel-

evance was ensured through use of training and validation data-

sets acquired from multiple patients with glioblastomas. Accord-

ingly, the DRO provides a reliable ground truth for determining

the impact of DSC-MR imaging acquisition and postprocessing

methods on CBV accuracy. In this study,

we used the DRO to evaluate the accu-

racy and precision of routinely used

DSC-MR imaging protocols for glio-

blastoma, in which the choice of acqui-

sition parameters, including preload

and bolus dose, flip angle (FA), TE, and

TR, can greatly impact the sensitivity

of the acquired signals on T1 and T2*

contrast agent leakage effects. Addition-

ally, the accuracy of postprocessing

leakage-correction methods24,27 may

also depend on the degree of T1 and

T2* contrast agent leakage effects, fur-

ther affecting CBV accuracy. Given the

interrelated nature of acquisition and

postprocessing methods, we used the

DRO to evaluate CBV accuracy across

a range of commonly used DSC-MR

imaging methods, identifying combi-

nations of acquisition parameters

yielding particularly high CBV accu-

racy and precision and potentially

guiding future DSC-MR imaging con-

sensus initiatives.

MATERIALS AND METHODS
We evaluated CBV fidelity across a range

of relevant DSC-MR imaging parame-

ters using a validated DRO that com-

putes MR imaging signal intensities for

heterogeneous 3D tissue structures, ac-

counting for the relevant underlying

DSC-MR imaging contrast mecha-

nisms.26 Parameter inputs were ex-

FIG 1. A, Parameter space encompassing 3 flip angles, 4 TEs, 4 contrast agent preload and bolus
dose combinations, and 2 postprocessing leakage-correction methods. B, Heat map shows CBV
accuracy and the precision index for the parameter space shown in A repeated for 3 TRs, 2 B0
values, and 4 data truncation time points. The top 1% best-performing parameter combinations
are indicated by black (B0 � 1.5T) and red (B0 � 3T) marks.

Table 1: Summary of investigated parameter spacea

Parameter Values
Preload � bolus (fractional dose) (0 � 1), (1/4 � 3/4), (1/2 � 1/2),

(1/4 � 1), (1/2 � 1), (1 � 1)
Flip angle 30°, 60°, 90°
TR (sec) 1.0, 1.5, 2.0
TE (ms) 20, 30, 40, 50
Field strength 1.5T, 3T
Upper time limit, integration (sec) 180, 150, 120, 90
Postprocessing leakage correction Uncorrected, BSW, BD, GV, BLS

Note:—BD indicates bidirectional; BLS, baseline subtraction.
a The dose values are presented as a fraction of a standard contrast agent dose (0.1
mmol/kg).
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tracted from voxelwise training data from 23 patients with glio-

blastomas (�40,000 voxels). To ensure that the simulated

signals accurately represented the magnitude and distribution

of contrast agent–induced T1 and T2* changes within typical

glioblastomas, we chose model parameters so that the distri-

bution of percentage signal recovery and the mean SD of signal

intensities across the DRO matched those in the patient train-

ing dataset. The training process yielded approximately 10,000

DRO voxels that agreed with the in vivo data. The DRO was

validated against a separate set of patients with glioblastomas

imaged with pulse sequences and contrast agent dosing

schemes differing from those in the training dataset.

To investigate the influence of acqui-

sition and postprocessing methods on

the reliability of CBV measurements, we
compared tumor CBV simulated with
and without contrast agent leakage
effects for the most commonly used
DSC-MR imaging methods, including
the following: 6 preload and bolus injec-

tion combinations, 3 flip angles, 3 TRs, 2
B0 values, 4 TEs, and 4 upper time limits
for postprocessing integration (with a
constant prebolus time). Furthermore,
we compared the uncorrected CBV
estimates with 4 postprocessing
leakage-correction methods: Boxer-
man-Schmainda-Weisskoff (BSW),24

bidirectional,27 �-variate fit, and post-
bolus baseline subtraction.25 Note that
while baseline subtraction correction is
typically applied to low flip angle data
that predominantly exhibit T2* leakage
effects, we implemented a version that

corrects both T1 and T2* effects. Be-

cause baseline subtraction correction ar-

bitrarily forces all signals to return to

baseline, it was applied to both normal

and tumor signals in the DRO. The in-

vestigated parameter space is summa-

rized in Table 1. Across all parameter

space, the concordance correlation coef-

ficient (CCC) and the coefficient of vari-

ation (CV) between the simulated tumor

CBV and the ground truth (the CBV val-

ues not confounded by leakage effects)

were computed as a marker of accuracy and precision, respectively.

To aid in the identification of the optimal protocol, we computed an

accuracy and precision index (API) that combines the CCC and CV:

AP � CCC � �CV�/100. Accordingly, API values of 1 (CCC � 1,

CV/100 � 0) reflect the ideal agreement. Protocols compliant with a

recently published consensus brain tumor imaging protocol (BTIP)28

were highlighted because these can be most easily incorporated into

clinical trial imaging protocols. Note that dosing schemes that are

labeled “BTIP compliant” are those that align with the recommended

dosing requirements and not necessarily the timing between the con-

trast agent injection and the postcontrast T1-weighted scan.

FIG 2. Scatter- and Bland-Altman plots comparing CBV estimates for the (1 � 1) dosing scheme at
3T (A and B) and at 1.5T (C and D) using intermediate (red) and low (blue) flip angle protocols. At 3T,
both protocols yield equivalent accuracy and precision (API � 0.91), whereas at 1.5T, the low flip
angle protocol provides slightly higher accuracy and precision (API � 0.89) compared with the
use of an intermediate flip angle (API � 0.86). Leakage correction was applied using BSW.

Table 2: Comparison of the accuracy and precision index, coefficient of variation, and concordance correlation coefficient for all dosing
schemes using intermediate and low flip angle protocols at 1.5T and 3T

Dosing Scheme
(Preload + Bolus)

Intermediate Flip Anglea Low Flip Angleb

1.5T 3T 1.5T 3T

CCC CV% API CCC CV% API CCC CV% API CCC CV% API
(0 � 1) 0.30 21.7 0.08 0.55 12.4 0.43 0.93 8.7 0.84 0.92 8.2 0.83
(1/4 � 3/4) 0.51 13.3 0.38 0.74 8.8 0.65 0.94 8.9 0.85 0.94 7.8 0.86
(1/2 � 1/2) 0.61 12.7 0.48 0.76 9.2 0.67 0.91 10.6 0.80 0.90 8.7 0.82
(1/4 � 1) 0.86 7.9 0.78 0.93 6.8 0.86 0.96 7.7 0.89 0.97 7.0 0.90
(1/2 � 1) 0.90 7.7 0.82 0.96 6.8 0.89 0.96 7.5 0.89 0.97 6.8 0.91
(1 � 1) 0.94 7.4 0.86 0.97 6.6 0.91 0.96 7.4 0.89 0.98 6.8 0.91

a FA � 60°, TE � 30 ms, TR � 1.5 sec.
b FA � 30°, TE � 50 ms, TR � 1.5 sec, B0 � 1.5T; FA � 30°, TE � 30 ms, TR � 1.5 sec, B0 � 3T.

AJNR Am J Neuroradiol 39:1981– 88 Nov 2018 www.ajnr.org 1983



RESULTS
Figure 1 shows the API heat map across the parameter space in

Table 1. The heat map in Fig 1 is segmented horizontally by B0

(top half: B0 � 1.5T; bottom half: B0 � 3T). Within each B0

segment, the heat map is further segmented vertically by the ac-

quisition time limit (4 segments) and horizontally by TR (3 seg-

ments). For each acquisition time limit and TR combination, the

heat map is further segmented, as shown in Fig 1A, horizontally by

the leakage-correction method (2 segments for BSW and bidirec-

tional; �-variate fit, baseline subtraction, and uncorrected are ex-

cluded). Finally, each leakage-correction segment is split into 4

subplots (2 � 2) by contrast agent dosing [clockwise from top left:

(0 � 1), (1⁄4 �1), (1 � 1), (1⁄2 �1⁄2)], where the first and second

numeric values [eg, (1 � 1)] represent the preload and bolus-

injection dose as a fraction of a total standard dose (0.1 mmol/kg).

Each of these subplots shows the variation horizontally by TE (4

squares) and vertically by flip angle (3 squares). This singular

figure demonstrates the API for 2304 possible parameter combi-

nations (of the 8640 tested). The uncorrected �-variate fit and

baseline subtraction results are not included in Fig 1B (or in sub-

sequent figures or tables) because their associated CCC, CV, and

API values were substantially lower than those for BSW and bidi-

rectional. For simplicity, the (1⁄4 � 3⁄4) and (1⁄2 �1) contrast agent

dosing schemes were not incorporated

in the heat map, but their results are

summarized in Table 2.

Several results can be observed from

the heat map. First, at both field

strengths, (1 � 1) contrast agent dosing

provides the highest API and the least

sensitivity (more consistent API values)

to variations in TR, TE, and flip angle,

compared with other dosing schemes.

Across all parameter combinations, the

top 1% of API values (�0.89) are de-

rived from protocols that rely on (1 � 1)

contrast agent dosing at both field

strengths, as indicated by the black

(1.5T) and red (3T) boxes. Although the

top 1% of parameter combinations in-

corporate BSW leakage correction, both

BSW and bidirectional leakage correc-

tion methods yielded similar APIs. Note

that the top 1% is an arbitrary threshold,

and the difference in utility of CBV maps

derived from methods yielding slightly

lower APIs (eg, top 1% versus the top

3%–5%) may not be clinically meaning-

ful. Second, the API varies more sub-

stantially for acquisitions using (0 � 1)

and (1⁄2 � 1⁄2) contrast agent dosing

schemes, indicating greater sensitivity to

contrast agent leakage effects and CNR

losses related to low contrast agent dose.

Third, for data acquired without or with

small contrast agent preloads, a low flip

angle (30°) maximizes the API. Fourth,

the number of data points incorporated

after the first pass into the CBV acquisition and analysis has min-

imal impact on API values, with a slight preference for shorter

data lengths using the BSW correction.

Figures 2–5 compare the accuracy and precision of CBV mea-

sures using scatterplots (top) and Bland-Altman plots (bottom)

for commonly used contrast agent dosing protocols [Fig 2: (1 �

1), Fig 3: (1⁄2 �1⁄2), Fig 4: (1⁄4 � 1), Fig 5: (0 � 1)], field strengths

(1.5T and 3T), and flip angles (low 30° versus intermediate 60°).

The BSW leakage-correction method was applied to all data. For

each flip angle, the TE was selected to maximize the API, yielding

4 parameter combinations: 1.5T, FA/TE � 30°/50 ms and FA/

TE � 60°/30 ms; 3T, FA/TE � 30°/30 ms and FA/TE � 60°/30 ms.

The first goal of this analysis was to evaluate CBV accuracy when

data are acquired using the ASFNR parameter recommendations

(represented by the intermediate flip angle protocol) and variable

dosing protocols and field strengths. The second was to compare

this performance with that derived from the low flip angle case,

which provided the overall highest CBV accuracy and precision.

Across the entire range of parameters, the highest CBV accu-

racy and precision (API � 0.91) was found for DSC-MR imaging

data collected at 3T with a (1 � 1) dosing scheme and either an

intermediate or low flip angle (Fig 2). At 1.5T, the CCC and CV

FIG 3. Scatter- and Bland-Altman plots comparing CBV estimates for the (1⁄2 � 1⁄2) dosing
scheme at 3T (A and B) and at 1.5T (C and D) using the intermediate (red) and low flip angle (blue)
protocols. At both 3T and 1.5T, CBV values measured using an intermediate flip angle were
consistently underestimated, yielding lower accuracy and precision (API � 0.67 and 0.48), respec-
tively. The use of the low flip angle protocol improved both CBV accuracy and precision at 3T
(API � 0.82) and 1.5T (API � 0.80). Leakage correction was applied using BSW.
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values were only slightly lower than those at 3T, yielding similar

API values (0.86 and 0.89 for intermediate and low flip angles,

respectively).

For the (1⁄2 � 1⁄2) dosing scheme, illustrated in Fig 3, CBV

measured using the intermediate flip angle protocol was consis-

tently underestimated due to residual (uncorrected) T1 leakage ef-

fects, yielding moderately lower accuracy and precision (API � 0.67)

at 3T and poor performance (API � 0.48) at 1.5T. The use of a low

flip angle improved the API at both 3T (API � 0.82) and 1.5T (API �

0.80) due to reduced T1 sensitivity. However, the API for this dosing

scheme was consistently lower than the (1 � 1) dosing scheme.

As illustrated in Fig 4, the use of an intermediate flip angle at

3T without a preload (0 � 1) dosing scheme substantially reduced

both accuracy and precision (API � 0.43). This poor performance

was exacerbated at 1.5T (API � 0.08). These results are consistent

with previous studies demonstrating the necessity of preload

when using moderate and high flip angles.25,29,30 By comparison,

the use of the low flip angle protocol at 3T without preload intro-

duces a relatively minor penalty (API � 0.83) compared with the

(1 � 1) dosing scheme (API � 0.91). At 1.5T, CBV measured

using the low flip angle protocol provided a substantial improve-

ment compared with the intermediate flip angle in both accuracy

and precision (API � 0.84).

Figure 5 shows CBV accuracy and

precision for DSC-MR imaging ac-

quired with (1⁄4 � 1) contrast agent dos-

ing. At 3T, both the intermediate and

low flip angle protocols provide excel-

lent accuracy (API values of 0.86 and

0.90, respectively), comparable with that

for the (1 � 1) dosing scheme at 3T

(API � 0.91). At 1.5T, the intermediate

flip angle protocol yielded intermediate

accuracy and precision (API � 0.78),

whereas the low flip angle protocol

yielded an API value (0.89) comparable

with that for the (1 � 1) dosing scheme

at 3T.

Table 2 compares CCC, CV, and API

for the intermediate and low flip angle

protocols at both field strengths and

all dosing schemes. Across all dosing

schemes and field strengths, the low FA

provided equivalent or better API values

compared with CBV data acquired with

an intermediate FA. For BTIP-compli-

ant dosing schemes (0 � 1), (1⁄4 �3⁄4),

(1⁄2 �1⁄2), and (1 � 1), the (1 � 1) dosing

yielded the highest accuracy and preci-

sion for both intermediate and low FA

acquisitions and at both field strengths.

With an intermediate FA, single total-

dose protocols (0 � 1), (1⁄4 � 3⁄4), and

(1⁄2 �1⁄2) at 1.5T and the no preload pro-

tocol (0 � 1) at 3T have poor perfor-

mance, with moderately good perfor-

mance for split-dose protocols (1⁄4 � 3⁄4) and (1⁄2 � 1⁄2) at 3T. For

non-BTIP-compliant dosing schemes (1⁄4 �1) and (1⁄2 �1), low

and intermediate FA acquisitions yielded excellent results at 3T,

and very good results at 1.5T, comparable with the optimal (1 �

1) dosing protocol.

DISCUSSION
The computational analysis presented herein confirms that it is

possible to acquire highly accurate and precise relative CBV

(rCBV) measurements in glioblastoma with proper selection of

DSC-MR imaging methodology. To date, recommendations on

optimal DSC-MR imaging acquisition protocols, such as the

ASFNR white paper,23 have relied on susceptibility contrast the-

ory, clinical experience, and limited studies involving correlation

with stereotactic biopsies,16,31 but this study establishes the limits

of accuracy and precision using a computational approach across

a wide range of parameters and, accordingly, may be used to in-

form the aforementioned standardization initiatives.

While the DRO used in this study can quantitatively assess

rCBV accuracy for any combination of acquisition and postpro-

cessing parameters, the overwhelming number of permutations

makes identifying a single optimal approach challenging. For

FIG 4. Scatter- and Bland-Altman plots comparing CBV estimates for the (0 � 1) dosing scheme
at 3T (A and B) and at 1.5T (C and D), using the intermediate (red) and low (blue) flip angle protocols.
At both 3T and 1.5T, CBV measured using an intermediate flip angle yielded poor accuracy and
precision (API � 0.43 and 0.08), respectively. Whereas the use of a low flip angle substantially
improved CBV reliability at both 3T (API � 0.83) and 1.5T (API � 0.84), respectively. Leakage
correction was applied using BSW.
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example, the heat maps illustrate that there are many unique pa-

rameter combinations that yield reasonably accurate rCBV esti-

mates. However, for many of these combinations, minor param-

eter modification (eg, changing flip angles or TEs) yields

substantially decreased accuracy and/or precision. Such isolated

“local maximums” reflect specific parameter subsets that may suf-

fice for singular distributions of T1 and T2* leakage effects but

that are not broadly effective when those distributions are altered,

such as greater sensitivity to T1 effects due to higher flip angles.

While the DRO captures the full range of T1 and T2* leakage

effects that would be encountered across patients, the distribution

of these effects within a single patient could be unique. Accord-

ingly, our strategy for identifying the most robust DSC-MR im-

aging protocol included accuracy, precision, and consistency

across localized parameter space (eg, a consistent API as the TE is

varied), ensuring the identification of optimal methods both

across and within patients.

Across all parameter space, the combination of preload

scheme and acquisition parameters yielding the most robust

rCBV estimates included full-dose preload and bolus (1 � 1),

with either the recommended ASFNR (intermediate flip angle) or

low flip angle pulse sequence parameters. This finding is consis-

tent with a prior in vivo study that demonstrated that the (1 � 1)

dosing scheme provided the most robust

distinction between tumor and normal

tissue rCBV.25 Most important, this

dosing scheme maintains BTIP com-

pliance because the postcontrast T1-

weighted images can be acquired be-

tween preload and bolus contrast agent

injections. The (1 � 1) dosing scheme

requires double the standard dose of

contrast agent (0.2 mmol/kg), and given

the growing concern for long-term gad-

olinium deposition within the brain fol-

lowing repeat use of gadolinium-based

contrast agents, we also investigated the

accuracy of lower-dose schemes. Lower-

dose, BTIP-compliant dosing schemes

using the intermediate flip angle proto-

col introduced bias and lower precision

compared with the (1 � 1) scheme.

Lower preload doses yielded more error

because they are not as effective at re-

ducing T1 leakage effects before the pri-

mary bolus injection.

For dosing schemes using less than a

full dose for the primary bolus, the rela-

tive magnitude of T1 leakage effects with

respect to the expected T2* changes are

larger than would be observed with

the (1 � 1) scheme and appear to par-

tially confound leakage-correction algo-

rithms. A lower primary bolus dose

scheme [eg, (1⁄2 � 1⁄2)] also lowers the

contrast-to-noise ratio and decreases

precision. This reduction in precision

could yield greater within- and across-subject rCBV variability,

confounding the assessment of treatment response, determina-

tion of thresholds for clinical use (eg, differentiating between tu-

mor recurrence and radiation effects), and the sample size needed

for clinical trials. These errors are magnified at 1.5T compared

with 3T, which has further implications for clinical trial design.

Although lower-dose protocols have reduced accuracy and preci-

sion, prior single-site studies have demonstrated their clinical

utility for differentiating tumor recurrence and posttreatment ra-

diation effects29 and detecting rCBV changes following bevaci-

zumab therapy.32

Another major finding of this work is that DSC-MR imaging

data acquired with a low flip angle provide comparable or im-

proved CBV accuracy across all dosing schemes and field

strengths. As highlighted in Table 2, the acquisition protocol us-

ing a single total-dose contrast agent administration, [(0 � 1),

(1⁄4 � 3⁄4), (1⁄2 � 1⁄2)], which yielded only a slighted reduced API,

was a low flip angle scheme (FA � 30°, TR � 1.5 sec; TE � 50 ms

at 1.5T and TE � 30 ms at 3T). The corresponding CCC values

exceeded 0.9 at both 1.5T and 3T but exhibited slightly higher CV

values due to a lower contrast-to-noise ratio compared with the (1 �

1) double-dose protocol. The similarity of the API values across

FIG 5. Scatter- and Bland-Altman plots comparing CBV estimates for the (1⁄4 �1) dosing scheme
at 3T (A and B) and 1.5T (C and D) using the intermediate (red) and low (blue) flip angle protocols.
At 3T, both the intermediate and low flip angle protocols provide excellent accuracy (API � 0.86
and 0.90, respectively), comparable with that for (1 � 1) dosing at 3T (API � 0.91). Similar accuracy
and precision levels were achieved at 1.5T using the low flip angle protocol (API � 0.89), but not
the intermediate flip angle (API � 0.78). Leakage correction was applied using BSW.
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these single total-dose protocols, when combined with a low flip

angle, indicates that the preload does not improve CBV fidelity

and may not be needed in clinical practice. The use of a (0 � 1)

dosing scheme with a low FA has the benefit of maintaining BTIP

compliance and requiring only a single bolus injection, thereby

simplifying perfusion scan protocols and increasing their consis-

tency across patients and clinical trial sites. Given the potential

ramifications of this finding on DSC-MR imaging recommenda-

tions, it would be highly relevant to compare, in the same patients,

the agreement and CBV map quality from data acquired with this

low flip angle alternative and the ASFNR recommendations (us-

ing the double-dose protocol). Given that DSC-MR imaging data

acquired with TE � 50 ms (the optimal TE at 1.5T) could be more

sensitive to EPI-related artifacts and exhibit lowered contrast to

noise, in vivo studies should be performed to confirm CBV map

quality and interpretability. Paulson and Schmainda25 found that

the use of a low flip angle and a 50-ms TE reduced the difference

between tumor and normal tissue rCBV.

Similar to clinical results,25 leakage-correction models based

on contrast agent kinetics, such as the BSW or bidirectional meth-

ods, provide the highest rCBV accuracy compared with no leakage

correction or arbitrary curve fitting, like �-variate. While the lat-

ter provides curves that, in appearance, resemble traditional first-

pass data, they cannot reliably correct the signal because of the

underlying complexity of simultaneous and competing T1 and

T2* leakage effects. The highest accuracy and precision were

found when DSC-MR imaging data were corrected using the BSW

approach. The bidirectional correction was similarly accurate but

with lower precision. In future work, we will expand these studies

to investigate model-independent and MTT-insensitive leakage-

correction methods19,33,34 and methods that rely on biophysical

models applied to multiecho data.35,36

CONCLUSIONS
By leveraging a validated DRO, we characterized the influence of

DSC-MR imaging methodology on CBV accuracy and precision

and identified optimal protocols for clinical use. Our results sup-

port, to a large extent, the ASFNR recommendations on DSC-MR

imaging best practices,23 particularly at 3T and when paired with

the (1 � 1) dosing protocol, which should encourage its broader

acceptance and standardization. Taken together, the results indi-

cate that for clinical trials, a (1 � 1) dosing scheme provides highly

accurate and consistent CBV estimates, enabling smaller sample

sizes for detecting treatment-related changes in CBV. For clinical

surveillance scans, in which a lower total gadolinium dose is de-

sirable, the low flip angle option without preload or the (1⁄4 �1)

dosing scheme is a viable alternative, providing reasonably robust

CBV measures. An added advantage of these schemes is that they

perform well at both 1.5T and 3T. Such considerations may in-

form standardization initiatives for the acquisition and analysis of

DSC-MR imaging data in clinical trials and routine patient care.
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