Cardiac-Gated Local Coil MR Imaging of the Carotid Neck Bifurcation

David L. Daniels,¹ J. Bruce Kneeland, W. Dennis Foley, Andrzej Jesmanowicz, Wojciech Francisz,² and James S. Hyde

The value of duplex Doppler sonography as a noninvasive technique for evaluating the carotid neck vessels has been well documented [1–4]. The sensitivity and specificity of duplex Doppler sonography in the detection of high-grade stenosis (greater than 80%) approximates 90% [1]. However, duplex Doppler sonography has several limitations. Plaque ulceration cannot be detected reliably, even with high-frequency short-focused transducers [1]. Furthermore, in some circumstances, it cannot distinguish between a patent internal carotid artery with high-grade stenosis and an occluded vessel [2]. Finally, if no signal is detected in the narrowed internal carotid artery, the patent external carotid artery may be mistaken for it [3]. MR imaging with local (surface) coils has the potential to detect carotid ulceration and stenosis noninvasively because of the negligible signal produced by rapidly flowing blood and the high resolution obtained with local coils. Large plaques have been seen in the aorta [5] and other large vessels, [6] and the identification of plaques in neck vessels would be of potential significance. In the past our attempts at MR imaging of neck vessels has not been optimal due to flow-related artifacts. We used local coils in conjunction with cardiac gating to improve anatomic resolution and minimize flow artifacts.

Materials and Methods

Three volunteers, ages 20–30 years old, underwent MR imaging of their carotid neck bifurcations. In addition, we imaged the right carotid neck bifurcation in a patient who, 2 days before the MR study, had a digital subtraction angiogram that showed an ulcer. The angiogram was performed via transfemoral approach with catheterization of the right common carotid artery.

MR imaging was performed with a General Electric Signa MR system operating at 1.5 T, using a counter-rotating-current loop-gap resonator as a local receiver coil with the body coil as the transmitter. The local coil consists of two loops, each with a 5-cm diameter. The properties of this coil and similar ones have been previously described [7,8]. These coils are intrinsically decoupled (i.e., they do not receive) from the circularly polarized (quadrature) transmitted RF waves of the Signa system. The 5-cm coil was placed directly on the skin of the lateral surface of the subject's neck with the subject supine, his head and neck in a three-sided plastic holder. Data were acquired with a 2DFT multisection technique using a 128 × 256 matrix, a 16-cm field of view, two excitations, and 3-mm thick sections with a 1-mm gap. ECG gating was used with the trigger set to 9 msec from the R wave. The ECG signal was transmitted from the patient by cable to a cardiac monitor (78351A, Hewlett-Packard, Menlo Park, CA), which in turn triggered the pulse sequences. The repetition time (TR) was determined by the R-R interval; the echo-delay time (TE) was 20 msec.

Results and Discussion

In the three normal volunteers, the carotid neck bifurcations were seen with minimal flow artifact, although some artifact was seen on sections obtained during diastole, when the velocity of flowing blood was rather low. No evidence of vessel narrowing or ulceration was seen in any of the volunteers. In one volunteer, the proximal part of the external carotid artery was shown in an image adjacent to that of the proximal internal carotid artery. In the patient’s MR study, an ulcer crater with negligible signal was identified at the posterior wall of the origin of the internal carotid artery that correlated with the opacified crater shown in a digital subtraction angiogram (Fig. 1). In addition, MR identified an adjacent localized area of carotid wall thickening attributable to atherosclerotic plaque. The high signal intensity from the plaque may be due to its lipid content.

For evaluating the carotid bifurcations with MR, further work is needed to optimize scanning parameters and local coils. With cardiac gating, the optimal timing of the pulse trigger from the R wave must be evaluated in order to minimize flow artifacts. In addition, the value of different scanning planes must be studied. For example, oblique imaging probably will be required to evaluate carotid bifurcations in which the proximal internal and external carotid arteries are not in the same parasagittal plane or in which the plaque is eccentrically located. The sensitivity of MR relative to other
Fig. 1.—Carotid ulcer (large arrow) in corresponding lateral digital subtraction angiographic (A) and parasagittal cardiac-gated local coil MR (B) images. Ulcer projecting posteriorly from proximal internal carotid artery opacifies in A and has negligible signal in B. Note plaque (small arrows in B) that marginates ulcer. (The MR image was obtained 400 msec from R wave.)

Imaging techniques for detecting vessel ulceration and stenosis remains to be determined. MR may prove to be an effective noninvasive screening test for atherosclerotic disease in neck vessels.

REFERENCES