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Usefulness of Silent MR Angiography for Intracranial
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ABSTRACT
BACKGROUND AND PURPOSE: The ﬂow-diverter device has been established as a treatment procedure for large unruptured intracranial
aneurysms. The purpose of this study was to compare the usefulness of Silent MR angiography and time-of-ﬂight MRA to assess the parent
artery and the embolization state of the aneurysm after a ﬂow-diverter placement.
MATERIALS AND METHODS: Seventy-eight large, unruptured internal carotid aneurysms in 78 patients were the subjects of this study.
After 6 months of treatment, they underwent follow-up digital subtraction angiography, Silent MRA, and TOF-MRA, performed simultaneously. All images were independently reviewed by 2 neurosurgeons and 1 radiologist and rated on a 4-point scale from 1 (not visible) to
4 (excellent) to evaluate the parent artery. The aneurysmal embolization status was assessed with 2 ratings: complete or incomplete
occlusion.
RESULTS: The mean scores of Silent MRA and TOF-MRA regarding the parent artery were 3.18 ⫾ 0.72 and 2.31 ⫾ 0.86, respectively, showing
a signiﬁcantly better score with Silent MRA (P ⬍ .01). In the assessment of the embolization of aneurysms on Silent MRA and TOF-MRA
compared with DSA, the percentages of agreement were 91.0% and 80.8%, respectively.
CONCLUSIONS: Silent MRA is superior for visualizing blood ﬂow images inside ﬂow-diverter devices compared with TOF-MRA. Furthermore, Silent MRA enables the assessment of aneurysmal embolization status. Silent MRA is useful for assessing the status of large and giant
unruptured internal carotid aneurysms after ﬂow-diverter placement.

T

he advancement of endovascular treatment devices for intracranial aneurysms has been remarkable. In the treatment of
large and giant intracranial aneurysms, a flow-diverter device
with a high metal coverage ratio is placed in the parent artery so
that it decreases blood flow into aneurysms, promotes thrombosis, and thereby prevents rupture. The usefulness of the flow-diverter device has become apparent by various large-scale studies,
and its adoption is consistently increasing.1-6 However, due to the
characteristics of the device, which divert the blood flow and promote thrombosis, careful radiologic follow-up observation is required, and periodic checkups on the status of the aneurysmal
embolization and patency of the parent artery are essential. The
standard test of follow-up for endovascular treatment of intracra-
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nial aneurysms is digital subtraction angiography. Because DSA
itself is invasive and involves the risk of complications and adverse
effects caused by contrast agents and radiation exposure, less invasive and simple examination procedures are warranted.7-10 In
recent years, the usefulness of contrast-enhanced MR angiography has often been reported,11,12 though using gadolinium carries
the risk of serious complications such as nephrogenic systemic
fibrosis.13 Therefore, time-of-flight MRA has been gaining attention as a viable imaging procedure without having to use a contrast agent.14,15 However, there have been some skeptical views
regarding its accuracy.11,12
We have reported the usefulness of Silent MRA (GE Healthcare, Milwaukee, Wisconsin) as a radiologic follow-up procedure
after coil embolization for intracranial aneurysms.16-18 Silent
MRA is a procedure using an ultrashort TE and arterial spinlabeling techniques, which efficiently visualizes the status after the
treatment of intracranial aneurysms. In Silent MRA, the 3D image
is reconstructed by subtracting the control image from the image
obtained by the labeling pulse. At the beginning of its development, although it was a procedure that literally silences the noise
of the MR imaging, Silent MRA was attracting attention because
its imaging capability after endovascular treatment is superior to

www.ajnr.org

Copyright 2019 by American Society of Neuroradiology.

Table 1: Characteristics of the patients assessed by DSA, Silent
MRA, and TOF-MRA after placement of ﬂow-diverter devices
Parameters
Age (mean) (range) (yr)
Sex (M/F)
Side (R/L)
Location (cavernous segment/paraclinoid segment)
Aneurysmal size (mean) (range) (mm)
Aneurysmal neck diameter (mean) (range) (mm)
Symptomatic cases (No.) (%)
Additional coiling (No.) (%)
Pipeline diameter (mean) (range) (mm)
Pipeline length (mean) (range) (mm)
In-stent percutaneous transluminal angioplasty (No.) (%)
In-stent stenosis (No.) (%)
None (0%)
Mild (0–25%)
Moderate (ⱖ25%)
Duration of follow-up (mean) (range) (mo)

Data
61.4 ⫾ 13.3 (19–82)
6:72
36:42
52:26
14.8 ⫾ 5.5 (10.0–32.5)
6.5 ⫾ 2.2 (2.8–15.3)
23 (29.5%)
39 (50%)
4.2 ⫾ 0.6 (3–5)
21.8 ⫾ 6.3 (16–35)
52 (66.7%)
28 (38.9%)
41 (52.6%)
9 (11.5%)
6.1 ⫾ 0.6 (4–8)

Note:—R indicates right; L, left.

The patients’ characteristics are summarized in Table 1. We
evaluated all patients on the basis of Silent MRA, TOF-MRA, and
DSA, which were undergone postoperatively at approximately 6
months. DSA was performed for endovascular treatment and for
postoperative assessment using the Artis Q BA Twin biplane system (Siemens, Erlangen, Germany).

Endovascular Procedure

FIG 1. A ﬂowchart of eligible patients assessed by Silent MR angiography after Pipeline Flex placement for intracranial aneurysms.

that of other modalities. To date, there have been several reports
on the comparison of the assessment procedures between TOFMRA and contrast-enhanced MRA after flow-diverter placement
therapy.12,19,20 To our knowledge, this is the first study of the
comparison of Silent MRA and TOF-MRA after flow-diverter
placement in intracranial aneurysms, in as much as we searched
medical search engines using the key words “Silent MRA,” “TOFMRA” and “flow diverter.” We report here the posttreatment assessment of flow-diverter therapy by Silent MRA in a study with a
population of 78 patients along with the bibliographic consideration of the relevant literature.

MATERIALS AND METHODS
Patient and Aneurysm Characteristics
We retrospectively studied aneurysms treated with 1 flow-diverter device (Pipeline Flex Embolization Device; Covidien, Irvine, California) between June 2015 and February 2018. The patients treated with ⱖ2 flow-diverter devices were excluded to
avoid the effects of excess metal artifacts. Among the 128 patients
treated with flow-diverter devices during the study, there were 78
patients, excluding 39 patients who were treated with ⱖ2 flow
diverter devices, 7 patients who did not undergo Silent MRA at
the 6-month follow-up, 2 patients who were not examined due to
postoperative death, 1 patient who needed additional treatment,
and 1 patient who dropped out of the study for personal reasons
(Fig 1).
Because this study was noninvasive and retrospective, patients’ informed consent was not required. We obtained approval
for this study from the ethics review board.

Preoperative loading of antiplatelet agents began at least 10 days
before with a dose of 100 mg of aspirin and 50 –75 mg of clopidogrel, with the dose determined according to body weight. For
patients who might possibly have late-onset rupture of intracranial aneurysms, additional coil embolization was performed to
promote thrombosis.21-23 Additional in-stent percutaneous
transluminal angioplasty was performed if the patients were
found to have poor adhesion of the Pipeline Flex from the results
of intraoperative DSA and conebeam CT. All the patients continuously received postoperative administration of dual-antiplatelet
therapy until the 6-month Silent MRA follow-up was performed.
All treatments for all patients were performed by one of the authors (H.O.), who has ⬎20 years of experience conducting endovascular procedures.

MRA Scan Parameters
TOF-MRA and Silent MRA were performed with 3T MRA (Discovery MR750w; GE Healthcare). Imaging parameters for Silent
MRA were the following: TR/TE, 642.8/0.016 ms; flip angle, 5°;
FOV, 180 ⫻ 180 mm; matrix, 150 ⫻ 150; section thickness, 1.0
mm; NEX, 1; bandwidth, ⫾31.2 kHz; acquisition time, 12 minutes 13 seconds. Imaging parameters for TOF-MRA were the following: TR/TE, 20/2.9 ms; flip angle, 18°; FOV, 200 ⫻ 200 mm;
matrix, 416 ⫻ 224; section thickness, 1.0 mm; NEX, 1; bandwidth,
⫾41.7 kHz; acquisition time, 4 minutes 45 seconds. Although the
detailed algorithm for Silent MRA has not been disclosed, the
arterial spin-labeling technique was used as a preparation pulse,
and data were obtained by a 3D radial scan.24

Image Analysis
Images in DSA, Silent MRA, and TOF-MRA before treatment and
after 6 months were reviewed independently by 2 neurosurgeons
(H.O. and T.F.) and 1 radiologist (M.S.). Assessment parameters
were location of the aneurysm, size, and neck diameter. The perAJNR Am J Neuroradiol 40:808 –14
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centage of in-stent stenosis was measured at the narrowest site in
DSA. It was classified into 3 levels: none (0%), mild (0%–25%),
and moderate (25%–50%). In-stent blood flow was rated on a
4-point scale: 1, not visible (signal alteration not detected or cannot be assessed); 2, poor (blood flow slightly visible, but not adequate for diagnosis); 3, acceptable (blood flow roughly visible,
diagnosable images); and 4, excellent (images almost equal to
DSA). Scores of in-stent signals were calculated as the mean of
those assessed by the 3 observers. Mean scores of the high- and the
low-score groups were ⬎2 and ⱕ2, respectively. Scores for Silent
MRA and TOF-MRA were assessed. The percentage of agreement
of scores by 3 observers was also assessed. The status of embolization of aneurysms observed by DSA, Silent MRA, and TOF-MRA
was assessed with a 2-point rating scale: 1, incomplete occlusion
(intra-aneurysmal signal alteration recognized); and 2, complete
occlusion (no intra-aneurysmal signal alterations recognized). In
case of discrepancy among the 3 observers, the images were reviewed by 3 other observers (K.T., K.Y., and M.Y.) to confirm the
embolization status of all the aneurysms, determining whether
complete or incomplete occlusion was achieved by rechecking the
DSA, Silent MRA, and TOF-MRA. The rate of agreement of the
embolization status between DSA and Silent MRA and TOFMRA was also assessed.

Thrombosis after Pipeline Flex Placement
When an intra-aneurysmal signal alteration after the treatment of
an aneurysm was not observed by Silent MRA, but was observed
Table 2: Comparison of correlations between Silent MRA and
TOF-MRA from the viewpoint of all parameters for Silent MRA
(3.18 ⴞ 0.72)
Aneurysmal size (mean) (mm)
Aneurysmal neck diameter (mean) (mm)
Pipeline diameter (mean) (mm)
Pipeline length (mean) (mm)
In-stent stenosis (No.) (%)
Location (paraclinoid/cavernous)
Additional coiling (No.) (%)

High Score
(>2, n = 66)
14.8 ⫾ 5.4
6.5 ⫾ 2.2
4.3 ⫾ 0.6
21.7 ⫾ 6.3
42/66 (63.6%)
44:22
33/66 (50.0%)

Low Score
(≤2, n = 12)
15.0 ⫾ 6.6
6.4 ⫾ 2.3
4.1 ⫾ 0.6
22.0 ⫾ 6.8
8/12 (66.7%)
8:4
7/12 (58.3%)

P
Value
.91
.79
.27
.90
.84
1.00
.60

Table 3: Comparison of correlations between Silent MRA and
TOF-MRA from the viewpoint of all parameters for TOF-MRA
(2.31 ⴞ 0.86)
Aneurysmal size (mean) (mm)
Aneurysmal neck diameter (mean) (mm)
Pipeline diameter (mean) (mm)
Pipeline length (mean) (mm)
In-stent stenosis (No.) (%)
Location (paraclinoid/cavernous)
Additional coiling (No.) (%)

High Score
(>2, n = 44)
13.5 ⫾ 4.3
6.0 ⫾ 1.6
4.2 ⫾ 0.6
20.8 ⫾ 5.8
28/44 (63.6%)
35:9
26/44 (59.1%)

Low Score
(≤2, n = 34)
16.6 ⫾ 6.5
7.2 ⫾ 2.7
4.3 ⫾ 0.5
23.0 ⫾ 6.9
22/34 (65.9%)
17:17
14/34 (41.2%)

P
Value
⬍.05
⬍.05
.61
.13
.92
⬍.01
.12

by TOF-MRA, the status was interpreted as intra-aneurysmal
thrombosis after the Pipeline Flex placement. Thrombosis was
reported as a region showing a high-intensity signal on both TOFMRA and a T1-weighted image25; and it was confirmed that in all
cases, the signal in the aneurysm was a high-intensity signal on a
T1-weighted image. It has been reported that assessment of the
status of the parent artery and intra-aneurysmal status revealed on
TOF-MRA are more difficult in the event of an intra-aneurysmal
thrombosis.12,17 Aneurysms treated with Pipeline Flex placement
were divided into 2 groups, those with and those without thromboses. The assessment items were the following: location, aneurysmal size and neck diameter, presence or absence of additional
coiling, diameter and length of Pipeline Flex, and the difference in
the scores between Silent MRA and TOF-MRA.

Statistical Analysis
Each value was expressed by mean ⫾ SD and range. The difference
between 2 groups was assessed by a t test or the 2 test. P ⬍ .05 was
considered to indicate statistical significance. The rate of agreement
among the 3 observers was expressed by the Fleiss  coefficient.

RESULTS
The patients’ characteristics are summarized in Table 1.
The mean score of Silent MRA, 3.18 ⫾ 0.72, was significantly
higher than that of TOF-MRA, 2.31 ⫾ 0.86 (P ⬍ .01). The Fleiss 
coefficient was 0.408. In Tables 2 and 3, correlation between Silent
MRA and TOF-MRA was shown from the viewpoint of parameters in the groups with high (⬎2) and low (ⱕ2) mean scores. The
scores of Silent MRA were not influenced by any of these parameters, whereas the scores of TOF-MRA were statistically significantly low when the aneurysmal size and neck diameter were large
and the aneurysm was located in the cavernous segment.
Comparisons of the correlation between Silent MRA and TOFMRA from the viewpoint of intra-aneurysmal thrombosis after Pipeline Flex placement are summarized in Table 4. Thrombosis occurred frequently after Pipeline Flex placement in a statistically
significant manner under the following conditions: Aneurysms were
located in the cavernous segment, the aneurysm was large, there was
an absence of additional coiling, and the Pipeline was long.
Embolization of aneurysms was assessed in comparisons of
DSA, Silent MRA, and TOF-MRA by dividing the patients with
complete or incomplete occlusion of aneurysms (Table 5). The
rate of agreement between Silent MRA and DSA and TOF-MRA
and DSA was 91.0% and 80.8%, respectively.

DISCUSSION

In the present study, we used the flow-diverter device, Pipeline
Flex, with a high metal coverage ratio.
Consequently, Silent MRA was better in
Table 4: Comparison of correlation between Silent MRA and TOF-MRA from the viewpoint
of intra-aneurysmal thrombosis after ﬂow-diverter device placement
terms of visualizing in-stent blood flow
Intra-Aneurysmal
Intra-Aneurysmal
P
and the embolic state of aneurysms
Thrombosis (+) (n = 13) Thrombosis (−) (n = 65) Value
compared with TOF-MRA in a statistiLocation (paraclinoid segment/cavernous segment)
2:11
63:2
⬍.01
Aneurysmal size (mean) (range) (mm)
21.7 ⫾ 5.3 (12.6–32.5)
13.4 ⫾ 4.4 (8.1–28.7)
⬍.01
cally significant manner. Particularly,
Aneurysmal neck diameter (mean) (range) (mm)
7.8 ⫾ 3.1 (2.8–15.3)
6.3 ⫾ 1.9 (3.3–13.9)
⬍.05
Silent MRA showed superior visualizaAdditional coiling (No.) (%)
2 (15.4%)
37 (56.9%)
⬍.01
Pipeline diameter (mean) (range) (mm)
4.21 ⫾ 0.5 (3–5)
4.23 ⫾ 0.6 (3–5)
.91
tion regardless of the maximum size of
Pipeline length (mean) (range) (mm)
27.5 ⫾ 7.2 (18–35)
20.6 ⫾ 5.4 (16–35)
⬍.01
the aneurysmal diameter, diameter and
Silent MRA score (mean)
3.5 ⫾ 0.5
3.1 ⫾ 0.7
.10
TOF-MRA score (mean)
2.0 ⫾ 0.8
2.3 ⫾ 0.8
.20
length of the Pipeline Flex itself, the location of the aneurysms, the degree of
Note:—⫹ indicates present; ⫺, absent.
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in-stent stenosis, and the presence or absence of additional coiling. On the other hand, TOF-MRA showed significantly poor
visualization of large aneurysms and those located in the cavernous segment (Fig 2).
With TOF-MRA, it has become known that within an artery,
such as in the cavernous segment with considerable bends and
meandering, there are often signal losses due to turbulent and/or
slow flow.26-29 The TOF-MRA score tended to be lower when the
neck diameter was larger and the Pipeline Flex was longer, though
it was not statistically significant. One of the causes of these results
was the effect of the metal artifacts of the Pipeline Flex. On the
other hand, although artifacts due to additional coiling were speculated to be the cause of poor imaging, such an effect was not
observed. The cause was thought to be that during the Pipeline
placement, because the purpose of coil embolization was not
complete occlusion but to promote thrombosis, coiling induced
only rough packing, and consequently the metal surface area was
small.
In the present study, in TOF-MRA images after Pipeline Flex
placement, there were cases in which occlusion of the parent artery was difficult and which were mistakenly diagnosed as incomplete intra-aneurysmal occlusion due to the intra-aneurysmal
thrombosis signals (Fig 3). The aneurysm will be completely ocTable 5: Comparison of embolization assessment among DSA,
Silent MRA, and TOF-MRA after ﬂow-diverter device placement
DSA
Silent MRA
TOF-MRA

CO (n ⫽ 58)
IO (n ⫽ 20)
CO (n ⫽ 52)
IO (n ⫽ 26)

CO (n = 55)
53
2
47
8

Note:—CO indicates complete occlusion; IO, incomplete occlusion.

IO (n = 23)
5
18
7
16

cluded by promoting intra-aneurysmal thrombosis after flow-diverter placement. It is reported that TOF-MRA shows a highintensity signal from an acute-to-subacute phase of thrombus
formation.25 The thrombosis signal change of TOF-MRA was
particularly frequent in the cavernous segment, the segment in
which additional coiling was not required, presumably because
the thrombosis occurred slowly and it was easy to pick up the
signal change in TOF-MRA. The Silent MRAs and the 3D images
were reconstituted by subtraction of data from the control image
of those obtained by labeling pulse, signals of thrombosis after the
flow-diverter placement can be removed. This means that Silent
MRA does not pick up a thrombosis signal, but, like DSA, it shows
only a blood flow signal into the aneurysm as a signal change.
Similarly, in contrast-enhanced MRA, signals of thrombosis can
be eliminated by the subtraction between control and contrastenhanced images. However, it is possible that false-positive alterations of intra-aneurysmal signals such as venous contamination
and enhancement of the aneurysmal wall were observed with contrast-enhanced MRA.30 In any event, postoperative assessment of
a flow-diverter device that promotes aneurysmal thrombosis may
be difficult by TOF-MRA. In the present study, signal alterations
due to thrombosis were examined in chronologic order (Fig 3).
Immediately after the treatment, there was no area with highintensity signals on the T1-weighted image. Six months later, signals due to thrombosis reached a peak, and 1 year later the signals
slightly decreased. Immediately after the treatment, Silent MRA
visualized intra-aneurysmal signal alteration due to the remaining
blood, while at 6 months and again at 1 year later, no signal alterations were observed. Furthermore, it was found that the percentage of agreement in the assessment of intra-aneurysmal embolization on Silent MRA was higher than that on TOF-MRA.

FIG 2. A, An 82-year-old woman. Flow-diverter placement in the left internal carotid artery cavernous segment aneurysm (20.1 ⫻ 6.3 mm) was
performed with the Pipeline Flex (4.5 ⫻ 25 mm). B, Digital subtraction angiography shows the location of the Pipeline Flex by conebeam CT. C,
The 6-month follow-up DSA shows complete occlusion of the aneurysm. D, This Silent MRA shows an excellent signal ﬂow in the Pipeline Flex
(arrow) but no intra-aneurysmal signal. E, This time-of-ﬂight MRA almost lost the signal in the Pipeline Flex (double arrows) and has a faint signal
in the aneurysm. The scores of the Silent MRA by 3 observers were 4, 3, and 4, and those of the TOF-MRA were 2, 2, and 2.
AJNR Am J Neuroradiol 40:808 –14

May 2019

www.ajnr.org

811

FIG 3. A 75-year-old woman. A, The aneurysm (26.2 ⫻ 6.1 mm) was located in the left internal carotid artery paraclinoid segment. B, A 6-month
follow-up DSA shows almost complete occlusion of the aneurysm. C, The MRA T1-weighted image immediately after the operation shows an
intra-aneurysmal isointensity signal (arrow). D and E, Both Silent MRA and TOF-MRA show an intra-aneurysmal signal that had a negative
inﬂuence on the parent artery assessment. F, A 6-month follow-up T1-weighted image shows an intra-aneurysmal high-intensity signal, which
means thrombosis (double arrows). G, A 6-month follow-up, Silent MRA shows excellent signal ﬂow in the Pipeline Flex. H, A 6-month follow-up
TOF-MRA shows that the image could not be assessed by the intra-aneurysmal thrombosed signal. I, The 1-year follow-up T1-weighted MR image
shows a lower intra-aneurysmal high-intensity signal decrease than at the 6-month follow-up (triple arrows). J, The 1-year follow-up ﬁndings
on the Silent MRA signal ﬂow were the same as at the 6-month follow-up. K, The 1-year follow-up on TOF-MRA shows a better signal ﬂow than
at the 6-month follow-up TOF-MRA (arrowhead) by improvement of the thrombosed aneurysm (double arrowheads), but the signal ﬂow on
the Silent MRA is better than that on the TOF-MRA. The scores of the 6-month follow-up Silent MRA by 3 independent observers were 4, 4, and
4. The scores of the TOF-MRA were 1, 1, and 1.

Especially, intra-aneurysmal thrombosis was likely to contribute
to the high rate of false-positive signals on TOF-MRA.
In the present study, there were 2 cases in which TOF-MRA
showed significantly better images than Silent MRA (Fig 4). In 1
patient, a 65-year-old woman, the images were not clear, probably
due to artifacts caused by the woman’s denture. Because the arterial spin-labeling technique was used for Silent MRA, a labeling
pulse was performed through the patient’s cervical region. Therefore, although Silent MRA is useful even if there are intracranial
metal artifacts, cervical artifacts such as a denture could possibly
influence the image. The other case was that of a 73-year-old
woman. This patient was claustrophobic and could not stay still
during the MR imaging examination. As a result, visualization
was poor due to motion artifacts. Silent MRA imaging takes 12
minutes 13 seconds, which is significantly longer than the 4 minutes 45 seconds needed for a TOF-MRA. Therefore, for claustro812
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phobic patients, children, or elderly and postoperatively restless
patients, TOF-MRA is preferable.
There are some limitations to the present study. First, we
have not assessed contrast-enhanced MRA. There have been
some studies that report that contrast-enhanced MRA is excellent for the postoperative assessment of stent placement and
flow-diverter placement. Although Silent MRA was found to
be superior to TOF-MRA in the present study, comparison
with contrast-enhanced MRA is warranted. Second, the present assessment was limited to internal carotid aneurysms. Recently, flow-diverter devices for the posterior circulation have
been developed, and their usefulness has been demonstrated.31
In the future, the assessment of the posterior circulation
should be performed. Third, the present study was retrospective. A prospective study with a high level of evidence-based
medicine would be desirable.

FIG 4. A–C, A 62-year-old woman. A, The 6-month follow-up DSA shows complete occlusion and good patency in the Pipeline Flex. B and C, The
6-month follow-up Silent MRA shows a worse signal ﬂow than the TOF-MRA due to artifacts caused by the left denture (arrow). The Silent MRA
scores by 3 independent observers were 2, 1, and 2, while the TOF-MRA scores were 3, 2, and 3. D–F, A 73-year-old woman. D, The 6-month
follow-up DSA shows reduction of intra-aneurysmal ﬂow. E and F, The 6-month follow-up Silent MRA shows a poor signal caused by motion
artifacts because the patient was claustrophobic and moved during the procedure, and TOF-MRA also shows a poor signal ﬂow caused by an
intra-aneurysmal thrombosis after the Pipeline Flex placement (double arrows). The scores of Silent MRA by 3 independent observers were 3,
3, and 3. The scores of TOF-MRA were 2, 3, and 4.

CONCLUSIONS
In the postoperative assessment of Pipeline Flex placement for
large and giant unruptured internal carotid aneurysms after 6
months, Silent MRA showed superior visualization of both instent signals and the status of intra-aneurysmal embolization
compared with TOF-MRA. Given these results, Silent MRA techniques to assess intra-aneurysmal blood flow after Pipeline Flex
placement will become more effective.
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