Improved Blood Suppression of Motion-Sensitized Driven Equilibrium in High-Resolution Whole-Brain Vessel Wall Imaging: Comparison of Contrast-Enhanced 3D TI-Weighted FSE with Motion-Sensitized Driven Equilibrium and Delay Alternating with Nutation for Tailored Excitation

D.J. Kim, H.-J. Lee, J. Baik, M.J. Hwang, M. Miyoshi, and Y. Kang

ABSTRACT

BACKGROUND AND PURPOSE: High-resolution vessel wall MR imaging is prone to slow-flow artifacts, particularly when gadolinium shortens the T1 relaxation time of blood. This study aimed to determine the optimal preparation pulses for contrast-enhanced high-resolution vessel wall MR imaging.

MATERIALS AND METHODS: Fifty patients who underwent both motion-sensitized driven equilibrium and delay alternating with nutation for tailored excitation (DANTE) preparation pulses with contrast-enhanced 3D-T1-FSE were retrospectively included. Qualitative analysis was performed using a 4-grade visual scoring system for black-blood performance in the small-sized intracranial vessels, overall image quality, severity of artifacts, and the degree of blood suppression in all cortical veins as well as transverse sinuses. Quantitative analysis of the M1 segment of the MCA was also performed.

RESULTS: The qualitative analysis revealed that motion-sensitized driven equilibrium demonstrated a significantly higher black-blood score than DANTE in contrast-enhanced 3D-T1-FSE of the A3 segment (3.90 versus 3.58, \( P < .001 \)); M3 (3.72 versus 3.26, \( P = .004 \)); P2 to P3 (3.86 versus 3.64, \( P = .017 \)); the internal cerebral vein (3.72 versus 2.32, \( P < .001 \)); and overall cortical veins (3.30 versus 2.74, \( P < .001 \)); and transverse sinuses (2.82 versus 2.38, \( P < .001 \)). SNR\(_{lumen}\), contrast-to-noise ratio\(_{wall-lumen}\), and SNR\(_{wall}\) in the M1 vessel were not significantly different between the 2 preparation pulses (all, \( P > .05 \)).

CONCLUSIONS: Motion-sensitized driven equilibrium demonstrated improved blood suppression on contrast-enhanced 3D-T1-FSE in the small intracranial arteries and veins compared with DANTE. Motion-sensitized driven equilibrium is a useful preparation pulse for high-resolution vessel wall MR imaging to decrease venous contamination and suppress slow-flow artifacts when using contrast enhancement.

ABBREVIATIONS: BB = black-blood; CE = contrast-enhanced; CNR = contrast-to-noise ratio; DANTE = delay alternating with nutation for tailored excitation; HR-VWI = high-resolution vessel wall MR imaging; ICV = internal cerebral vein; MSDE = motion-sensitized driven equilibrium

High-resolution vessel wall MR imaging (HR-VWI) is a crucial technique used to diagnose various pathologic conditions that involve the vessel walls.\(^1\)\(^-\)\(^5\) HR-VWI differs from conventional methods such as CTA, MRA, and DSA in that HR-VWI directly delineates the vessel walls rather than indirectly illustrating them by projecting the luminal cavity.\(^6\)\(^,\)\(^7\) Thus, HR-VWI enables further characterization of minute changes in the vessel wall.\(^2\)\(^,\)\(^11\)\(^,\)\(^12\) The 3D-T1-FSE sequence is widely used for HR-VWI due to its inherent black-blood (BB) effect attained by intravoxel dephasing induced by gradient moments and stimulated echoes.\(^12\)\(^,\)\(^13\) However, there are technical challenges associated with HR-VWI, including slow-flow artifacts induced by intraluminal blood with slow-flow velocity, which may mimic vessel wall lesions, particularly when using contrast enhancement in which gadolinium shortens the T1 relaxation times of blood. These technical challenges are difficult to overcome if only the inherent BB effect of 3D-T1-FSE is used.\(^5\)

Received May 12, 2022; accepted after revision September 15.

From the Department of Radiology (D.J.K., H.-I.L., J.B., Y.K.), Haeundae Paik Hospital, Inje University College of Medicine, Busan, South Korea; Department of Radiology (J.B.); Good Gang-An Hospital, Busan, South Korea; GE Healthcare Korea (M.J.H.); Seoul, South Korea; and GE Healthcare Japan (M.M.), Tokyo, Japan. Please address correspondence to Yeonah Kang, MD, Department of Radiology, Haeundae Paik Hospital, Inje University College of Medicine, Busan, South Korea; e-mail: bsb2312@gmail.com

Indicates open access to non-subscribers at www.ajnr.org

Indicates article with online supplemental data.

http://dx.doi.org/10.3174/ajnr.A7678

Copyright 2022 by American Society of Neuroradiology.
3D-T1-FSE have not yet been reported. Therefore, we compared comparisons between MSDE and DANTE in HR-VWI using CE may not influence the flow suppression of MSDE. Nevertheless, because MSDE has the characteristics of T2 preparation pulses with mimic atherosclerotic plaque enhancement or vessel wall enhancement visible with black signal intensity.

Management of these technical pitfalls is necessary because the contrast-enhanced (CE) sequence gives essential clinical information on vasculopathy. The plaque enhancement can be used as a measure of the vulnerability of atherosclerotic plaques. Abnormal vessel wall enhancement indicates inflammatory activity, and the degree of enhancement may be reduced after steroid therapy. However, incomplete blood flow suppression may mimic atherosclerotic plaque enhancement or vessel wall enhancement. Hence, additional preparation pulses for HR-VWI such as increasing the BB effect in HR-VWI. Recently, an increased cranial application in terms of the provision of effective CSF suppression with DANTE has been developed to minimize the degradation of the BB effect and are currently used in various clinical scenarios.

To date, effort has been made to find an optimal method for increasing the BB effect in HR-VWI. Recently, an increased number of studies reported that DANTE has advantages in intracranial application in terms of the provision of effective CSF suppression over MSDE, which has signal drop owing to inherent T2 decay. However, regarding CE situations, we speculated that because MSDE has the characteristics of T2 preparation pulses with a motion-sensitized gradient, fast T1 recovery of the contrast agent may not influence the flow suppression of MSDE. Nevertheless, comparisons between MSDE and DANTE in HR-VWI using CE 3D-T1-FSE have not yet been reported. Therefore, we compared the BB effect of MSDE and DANTE in CE 3D-T1-FSE, particularly in small vessels with slow intraluminal blood flow.

**MATERIALS AND METHODS**

**Patient Selection**
The institutional review board of Inje University of Haeundae Paik Hospital approved this study, and the requirement for informed consent was waived due to its retrospective nature. Seventy-one consecutive patients who underwent HR-VWI between January and July 2020 were retrospectively enrolled. Patients who underwent CE 3D-T1-FSE with only 1 BB technique (n = 19) or those with poor image quality due to severe motion artifacts (n = 2) were excluded. Finally, 50 patients (mean age, 65.6 years; range, 33–87 years) were included in the study.

**MR Imaging Protocol**
All MR images were acquired using a single 3T MR imaging unit (Signa Architect; GE Healthcare) with a 48-channel head coil. Examinations were performed 5 minutes after intravenous administration of gadobutrol (Gadovist; Bayer Schering Pharma) at a dose of 0.1 mmol/kg of body weight. We used identical imaging parameters (TR, 800 ms; echo-train length, 48; bandwidth, 416 Hz/pixel; matrix, 300 × 300 pixels; FOV, 180 × 180 mm²; voxel size, 0.6 × 0.6 × 0.6 mm³; 11.7-cm coverage on the coronal plane; compressed sensing factor, 1.2; Autocalibrating reconstruction for Cartesian imaging (ARC) acceleration, phase × 2 and section × 1; acquisition time, 5 minutes 8 seconds with fat saturation) for all the patients. The TE was set to the minimum value; consequently, the TEs were 28 and 17 ms for the MSDE and DANTE scans, respectively. Images of CE 3D-T1-FSE with MSDE (composite-type MSDE; velocity-suppressed target, 3.0 cm/s) and those with the DANTE (flip angle, 13°; Gxyz = 18 mT/m; echo space, 1500 μs; total duration of the DANTE pulse, 142 ms) were acquired in a randomized order. Among the 50 patients finally included, 26 had images of CE 3D-T1-FSE with DANTE acquired before MSDE, while 24 had images of CE 3D-T1-FSE with MSDE acquired before DANTE.

**Image Analysis**
Qualitative and quantitative analyses of the BB effects of MSDE and DANTE were performed by 2 radiologists (Y.K. and H.-J.L. with 8 and 13 years’ experience in neuroradiology, respectively), blinded to patient clinical information. Qualitative analysis was performed in the M1 segment of the MCA and 4 parts of the small intracranial vessels: the A3 segment of the anterior cerebral artery (A3), M3 segment of middle cerebral artery (M3), from P2 to P3 segment of posterior cerebral artery (P2 to P3), and internal cerebral vein (ICV). For the qualitative analysis, a 4-grade visual scoring system was used and defined as follows: 1) less than one-half of the target lumen dimension visible with black signal intensity; 2) one-half to three-quarters of the target lumen dimension visible with black signal intensity; 3) more than three-quarters of the target lumen dimension visible with black signal intensity (with unsuppressed flow near the wall); and 4) completely suppressed flow (with the entire target lumen dimension visible with black signal intensity).

**FIG 1.** Schematic illustration of vessels with different visual grade scores for BB performance: 1) less than one-half of the target lumen dimension visible with black signal intensity; 2) one-half to three-quarters of the target lumen dimension visible with black signal intensity; 3) more than three-quarters of the target lumen dimension visible with black signal intensity (with unsuppressed flow near the wall); and 4) completely suppressed flow (with the entire target lumen dimension visible with black signal intensity).

For the qualitative analysis, a 4-grade visual scoring system was used and defined as follows: 1) nondiagnostic images of CE 3D-T1-FSE with MSDE acquired before DANTE, while 24 had images of CE 3D-T1-FSE with MSDE acquired before DANTE.

**MATERIALS AND METHODS**

**Patient Selection**
The institutional review board of Inje University of Haeundae Paik Hospital approved this study, and the requirement for informed consent was waived due to its retrospective nature. Seventy-one consecutive patients who underwent HR-VWI between January and July 2020 were retrospectively enrolled. Patients who underwent CE 3D-T1-FSE with only 1 BB technique (n = 19) or those with poor image quality due to severe motion artifacts (n = 2) were excluded. Finally, 50 patients (mean age, 65.6 years; range, 33–87 years) were included in the study.

**MR Imaging Protocol**
All MR images were acquired using a single 3T MR imaging unit (Signa Architect; GE Healthcare) with a 48-channel head coil. Examinations were performed 5 minutes after intravenous administration of gadobutrol (Gadovist; Bayer Schering Pharma) at a dose of 0.1 mmol/kg of body weight. We used identical imaging parameters (TR, 800 ms; echo-train length, 48; bandwidth, 416 Hz/pixel; matrix, 300 × 300 pixels; FOV, 180 × 180 mm²; voxel size, 0.6 × 0.6 × 0.6 mm³; 11.7-cm coverage on the coronal plane; compressed sensing factor, 1.2; Autocalibrating reconstruction for Cartesian imaging (ARC) acceleration, phase × 2 and section × 1; acquisition time, 5 minutes 8 seconds with fat saturation) for all the patients. The TE was set to the minimum value; consequently, the TEs were 28 and 17 ms for the MSDE and DANTE scans, respectively. Images of CE 3D-T1-FSE with MSDE (composite-type MSDE; velocity-suppressed target, 3.0 cm/s) and those with the DANTE (flip angle, 13°; Gxyz = 18 mT/m; echo space, 1500 μs; total duration of the DANTE pulse, 142 ms) were acquired in a randomized order. Among the 50 patients finally included, 26 had images of CE 3D-T1-FSE with DANTE acquired before MSDE, while 24 had images of CE 3D-T1-FSE with MSDE acquired before DANTE.

**Image Analysis**
Qualitative and quantitative analyses of the BB effects of MSDE and DANTE were performed by 2 radiologists (Y.K. and H.-J.L. with 8 and 13 years’ experience in neuroradiology, respectively), blinded to patient clinical information. Qualitative analysis was performed in the M1 segment of the MCA and 4 parts of the small intracranial vessels: the A3 segment of the anterior cerebral artery (A3), M3 segment of middle cerebral artery (M3), from P2 to P3 segment of posterior cerebral artery (P2 to P3), and internal cerebral vein (ICV). For the qualitative analysis, a 4-grade visual scoring system was used and defined as follows: 1) less than one-half of the target lumen dimension visible with black signal intensity; 2) one-half to three-quarters of the target lumen dimension visible with black signal intensity; 3) more than three-quarters of the target lumen dimension visible with black signal intensity (with unsuppressed flow near the wall); and 4) completely suppressed flow (with the entire target lumen dimension visible with black signal intensity).

**FIG 1.** Schematic illustration of vessels with different visual grade scores for BB performance: 1) less than one-half of the target lumen dimension visible with black signal intensity; 2) one-half to three-quarters of the target lumen dimension visible with black signal intensity; 3) more than three-quarters of the target lumen dimension visible with black signal intensity (with unsuppressed flow near the wall); and 4) completely suppressed flow (with the entire target lumen dimension visible with black signal intensity).

For the qualitative analysis, a 4-grade visual scoring system was used and defined as follows: 1) nondiagnostic images of CE 3D-T1-FSE with MSDE acquired before DANTE, while 24 had images of CE 3D-T1-FSE with MSDE acquired before DANTE.
image quality; 2) moderately diminished image quality, affecting general diagnosis; 3) minimally diminished image quality, not affecting general diagnosis; and 4) optimal image quality. The severity of artifacts was evaluated using the following 4-grade scoring system: 1) presence of any artifact that inhibits diagnosis of the targeted vessel anatomy; 2) existence of artifacts that affect the targeted vessel anatomy, but still interpretable; 3) existence of artifacts that do not affect the diagnosis of the targeted vessel anatomy; and 4) no artifacts at all. The overall cortical vein suppression score was evaluated using the following 4-grade scoring system: 1) severe nonsuppressed cortical veins that mimic pathology; 2) moderate nonsuppressed cortical veins that do not mimic pathology; 3) mild nonsuppressed cortical veins that do not interfere with interpretation; and 4) complete blood suppression in the cortical veins. The degree of blood suppression on both sides of the transverse sinuses was evaluated using the following 4-grade scoring system: 1) severe nonsuppressed transverse sinuses that mimic pathology; 2) moderate nonsuppressed transverse sinuses with central nonsuppressed blood signals; 3) mild nonsuppressed transverse sinuses with only peripheral nonsuppressed blood signals; and 4) complete blood suppression in the transverse sinuses.

**Table 1: Visual scoring evaluation of the BB effect in the small-sized intracranial arteries, ICV, and the M1 segment of the MCA**

<table>
<thead>
<tr>
<th>Locations</th>
<th>3D-T1-FSE with MSDE</th>
<th>3D-T1-FSE with DANTE</th>
<th>P Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>A3</td>
<td>3.90</td>
<td>3.58</td>
<td>&lt;.001</td>
</tr>
<tr>
<td>M3</td>
<td>3.72</td>
<td>3.26</td>
<td>.004</td>
</tr>
<tr>
<td>P2 to P3</td>
<td>3.86</td>
<td>3.64</td>
<td>.017</td>
</tr>
<tr>
<td>ICV</td>
<td>3.72</td>
<td>2.32</td>
<td>.001</td>
</tr>
<tr>
<td>M1</td>
<td>3.66</td>
<td>3.60</td>
<td>.497</td>
</tr>
</tbody>
</table>

**Statistical Analysis**

All statistical analyses were performed using R software for Windows (Version 3.3.3; http://www.r-project.org/). The normality test for each variable was performed using the Kolmogorov-Smirnov test. Either a paired t test or Wilcoxon signed-rank test was performed for comparison. The weighted $\kappa$ and intraclass correlation coefficients were used to evaluate the interobserver agreement. Statistical significance was set at $P < .05$. The strength of the interobserver agreement was categorized as follows: $\kappa$ values and intraclass correlation coefficients $<0.20$, poor agreement; 0.21–0.40, fair agreement; 0.41–0.60, moderate agreement; 0.61–0.80, good agreement; and 0.81–1.00, excellent agreement.

**RESULTS**

**Qualitative Analysis**

CE 3D-T1-FSE with MSDE had a significantly higher visual score than 3D-T1-FSE with DANTE in the small-sized vessels: A3 (3.90 versus 3.58, $P < .001$); M3 (3.72 versus 3.26, $P = .004$); P2 to P3 (3.86 versus 3.64, $P = .017$); and the ICV (3.72 versus 2.32, $P < .001$) (Table 1).

**Quantitative Analysis**

There were no significant differences in $\text{SNR}_{\text{lumen}}$, $\text{CNR}_{\text{wall-lumen}}$, and $\text{SNR}_{\text{wall}}$ between CE 3D-T1-FSE with MSDE and with DANTE in the M1 (all, $P > .05$) (Table 2). However, $\text{CNR}_{\text{wall-csf}}$ was higher on 3D-T1-FSE with DANTE than with MSDE (1.785 versus 1.047; $P = .013$). The mean sizes of the drawn ROI of the vessel wall and the vessel lumen were approximately 0.0037 cm$^2$ and 0.0437 cm$^2$, respectively.

**Interobserver Reliability**

The interobserver reliability evaluation indicated good agreement in both qualitative ($0.78; 95\% \text{ CI}, 0.69–0.86$) and quantitative ($0.71; 95\% \text{ CI}, 0.63–0.77$) analyses (Online Supplemental Data).

**Image-Quality Assessment**

CE 3D-T1-FSE with DANTE was rated slightly higher than with MSDE for overall image quality (3.54 versus 3.42, $P =$...
On the other hand, CE 3D-T1-FSE with MSDE had better blood-suppression ratings than with DANTE for the cortical veins (3.30 versus 2.74, \(P < .001\)) and transverse sinuses (2.82 versus 2.38, \(P < .001\)) (Table 3). The severity of artifacts in CE 3D-T1-FSE with MSDE and in CE 3D-T1-FSE with DANTE was rated 3 in all patients, indicating identical results.

### DISCUSSION

In this study, we compared the BB effect of CE 3D-T1-FSE with MSDE and with DANTE. In the qualitative analysis, CE 3D-T1-FSE with MSDE had a significantly greater BB effect than CE 3D-T1-FSE with DANTE in the small intracranial arteries and even in the cerebral veins, cortical veins, internal cerebral veins, and transverse sinuses. Both qualitative and quantitative analyses of the BB effect in the M1 of the MCA did not show significant differences between CE 3D-T1-FSE with MSDE and with DANTE. Thus, CE 3D-T1-FSE with MSDE may improve lesion conspicuity for pathologic enhancement of the vessel wall and intraluminal enhancing lesions in small vessels by decreasing venous contamination and suppressing signals from slow-flowing blood.

DANTE suppresses signals from both the blood and CSF using an alternative arrangement of low flip angle nonselective radiofrequency pulses with gradient pulses, causing static spin systems to fall into steady states.\(^2,12,16\) Signal suppression of the blood and CSF results from the failure of flowing spins to establish this steady state due to the spoiling effect.\(^2,16\) Previous studies that compared HR-VWI with or without DANTE reported that DANTE demonstrated an improved BB effect.\(^3,16\) Several previous studies comparing the BB effects of DANTE with those of MSDE reported the superiority of DANTE over MSDE;\(^3,14,15,24,25\) however, these were based on evaluations of the carotid artery,\(^14,24\) a phantom model of an aneurysm,\(^3\) or vessels of the neck or lower extremities.\(^25\)

Our study evaluated small-sized intracranial vessels using contrast enhancement because the CE sequence gives essential clinical information on vasculopathy. An adequate BB effect is crucial in avoiding incomplete blood flow suppression, which may mimic atherosclerotic plaque enhancement or vessel wall enhancement. In contrast to previous phantom results,\(^3\) we found that DANTE demonstrated a lesser BB effect in the small intracranial vessels than MSDE. Cornelissen et al\(^3\) indicated that the use of preparation pulses when conducting HR-VWI improved the BB effect in an aneurysmal phantom, especially when using 3D-T1-turbo spin-echo (TSE) with DANTE compared with 3D-T1-TSE with MSDE. However, blood-
signal suppression is a delicate task that is affected not only by preparation pulses but also by the complex interactions of certain imaging parameters, such as voxel size, TR, TE, receiver bandwidth, and flow rate.16,27 Pravdivtseva et al27 demonstrated the complicated relationships among flow rate, spatial resolution, and preparation pulses regarding blood-signal suppression in 3D-T1-TSE. In a scenario with a slow blood flow rate, a larger voxel size was efficient in suppressing the blood signals, more from the dominant intravoxel dephasing effect than the flow effect of the blood from the imaging section. However, when we used MSDE, the BB effect was similar between voxel sizes of 0.5 and 0.9 mm.2,27 Because the highest clinically feasible resolution is recommended in HR-VWI to minimize the partial volume effect,17 using preparation pulses with a high-spatial-resolution setting may help achieve a greater BB effect in a scenario with slow blood flow.

MSDE consists of block-shaped radiofrequency pulses with 90°–180°–90° flip angles and motion-sensitizing gradients, which dephase all moving blood spins before imaging, thus, suppressing signals from the blood.18 Previous studies have discussed the efficacy of MSDE in suppressing signals from the blood and CSF, with results indicating MSDE as an effective tool to delineate vessel walls.1,18,28,29 Because there is a substantial intraluminal signal increase after gadolinium injection, Lindenholz et al26 emphasized careful interpretation of slow-flow artifacts mostly induced by venous flow near the artery, which may cause misinterpretation of arterial wall enhancement. In our study, the visual scores of the BB effect, in the cortical veins as well as the ICV, were noticeably higher in CE 3D-T1-FSE with MSDE than in CE 3D-T1-FSE with DANTE (3.30 versus 2.74, P < .001; 3.72 versus 2.32, P < .001). We speculated that the basic difference in the composition of the 2 preparation pulse diagrams may account for our result, which is the CE situation.

DANTE is a low flip angle-gradient-recalled acquisition in steady state sequence, which has T1-weighted contrast. Turbulence flow breaks the steady state, and its signal is suppressed. However, if the flow is slow or laminar, signal suppression becomes less. When the contrast agent is used, the blood-signal suppression effect may become less because of fast T1 recovery. On the other hand, the MSDE preparation consists of a 90° excitation pulse, two 180° refocusing pulses with each pulse sandwiched by bipolar motion-sensitizing gradients, and a −90° flip back pulse;29 in other words, it has the characteristics of a spin-echo sequence with a motion-sensitizing gradient like the diffusion-weighted spin-echo sequence. The fast T1 recovery of the contrast agent may have a low impact on the flow suppression of MSDE because MSDE has spin-echo-based T2-weighted contrast. Moreover, the gradient size is much larger than that of DANTE, and the large motion-sensitized gradient can suppress slow laminar flow.

In the qualitative analysis, although the overall image quality of MSDE was notable, CE 3D-T1-FSE with DANTE received a significantly higher score than CE 3D-T1-FSE with MSDE (3.54 versus 3.42, P = .013). Li et al14 speculated that compared with DANTE, MSDE reduces SNR due to T2 decay; however, our quantitative analysis revealed no significant differences in the SNRвал and SNRвал between CE 3D-T1-FSE with DANTE and with MSDE. There is a concern that the vessel wall SNR would be decreased when using preparation pulses for 3D-T1-FSE.20 Cho et al13 reported that preparation pulses may not be a requisite for MR imaging sequences with a long echo-train length and an appropriate TR (below 1160 ms; which enhances the differentiation of vessel walls from CSF and brain simultaneously clinically feasible acquisition time) in vessel wall imaging. However, we believe that preparation pulses, especially those of MSDE, need to be applied in the CE 3D-T1-FSE sequence because the intracranial blood flow is often slow, stagnant, or turbulent; thus, artifacts may pose problems in the interpretation of possible vessel wall pathologies,5,30 particularly when gadolinium shortens the T1 relaxation times of blood.

This study had several limitations. First, this was a retrospective study that included patients who underwent HR-VWI at a single center during a short time period. Therefore, we included only a limited number of patients. However, we used precisely controlled MR imaging settings for all patients with a randomized order of image acquisition to minimize potential bias, which could be magnified in a limited sample size. Nevertheless, the optimal sample size requires further validation. Second, we did not conduct quantitative analysis in the smaller vessels, A3, M3, P2 to P3, and the ICV, unlike in the M1 segment of the MCA. Due to the excessively thin walls of these vessels, the signal intensity acquired by measuring the ROI was easily altered by partial volume artifacts. As a substitute, we performed a qualitative analysis of the small-sized vessels using a 4-grade visual scoring system. Third, although image analysis of the lesion-free portion of the vessels was performed, the patients included in our study were those who satisfied the clinical indications of the HR-VWI examination, rather than healthy volunteers. In actual clinical settings, most individuals examined with HR-VWI are patients with pathologies. Hence, our cohort study might serve as a representative sample. Future studies including both healthy volunteers and patients with pathologies may clarify the optimal preparation pulse that could be widely used for HR-VWI.

CONCLUSIONS

MSDE demonstrated a preferable BB effect compared with DANTE on CE 3D-T1-FSE in the small intracranial arteries and even in the cerebral veins. Therefore, we suggest that CE 3D-T1-FSE with MSDE is a useful sequence for decreasing venous contamination and suppressing slow-flow artifacts, possibly leading to increased lesion conspicuity for pathologic enhancement of the vessel walls and intraluminal enhancing lesions.

Disclosure forms provided by the authors are available with the full text and PDF of this article at www.ajnr.org.

REFERENCES


AJNR Am J Neuroradiol •• 2022 www.ajnr.org 5