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ABSTRACT

BACKGROUND AND PURPOSE: Flow-diverter stents modify intra-aneurysmal blood flow and induce the progressive thrombosis of
intracranial aneurysms followed by stable vascular reconstruction. The aim of this study was to report a new method for the appraisal of

intracranial blood flow from DSA performed during endovascular treatment procedures.

MATERIALS ANDMETHODS: A cohort of 24 patients with unruptured IAs who underwent FDS implantation was prospectively recruited.
Pre- and post-DSA sequences in combination with 3D rotational angiography were acquired. The quantification of arterial and intra-

aneurysmal flowwas accomplished by using an optical flow approach. Flow reductionwas assessed by using a newmetric termed themean

aneurysm flow amplitude ratio. The correlation between theMAFA ratio and the incidence of aneurysm thrombosis was assessed by using

receiver operating characteristic analysis and the Fisher exact test when the optimum Youden index was found.

RESULTS: The quantification of flow was successfully achieved in 21 of 24 patients (87.5%). On the imaging follow-up, 18 aneurysms
developed complete thrombosis (87.5%) and 3 displayed residual circulation (12.5%). The threshold analysis of the MAFA ratio significantly

predicted thrombosis at 12months below a threshold of 1.03 (P� .035). Therewas no significant correlation between the time for complete

occlusion of the aneurysm and contrast stagnation inside the aneurysm after treatment (P� .05).

CONCLUSIONS: The MAFA ratio based on DSA flow quantification appears to be a reliable predictor for the assessment of stent
treatment outcomes in this small study. These results open the door for perioperative flow quantification and provide indices that may

help clinicians make appropriate intraprocedural decisions.

ABBREVIATIONS: CA� contrast agent; 3DRA� 3D rotational angiography; FDS� flow-diverter stent; IAs� intracranial aneurysms; MAFA�mean aneurysm flow
amplitude; OF� optical flow

Intracranial aneurysms are a prevalent medical condition, and

their rupture can have a significant adverse impact on patients’

lives.1 The pathophysiology of IAs is not well-understood.2 Preven-

tive treatment can avoid the rupture of aneurysms, but the indication

for preventive treatment remains controversial.3,4 The latest thera-

peutic tool for the treatment of IAs is a new generation of intracranial

stents called flow-diverter devices. These devices have an attenuated

porosity that is capable of modifying the intra-aneurysmal blood

flow, inducing progressive thrombosis and vascular remodeling.

This development brings the neurovascular field into a “Hemody-

namic Era.” However, questions have been raised concerning the

mode of use, efficacy, and postprocedural bleeding risk of the FDS

and the expected time for complete aneurysmal thrombosis after

treatment.5 Moreover, we have no standard guidelines to aid our

selection of the better therapeutic strategy: 1-layer flow diverter, mul-

tiple-layer flow diverter, or flow diverter associated with coils.6 Sub-

jective analysis of the contrast stagnation has been proposed but

never tested or proved to be efficient.7 Nevertheless, the assessment

of real flow modifications induced by FDS placement has not yet

been accomplished. In this article, a new method to appraise blood

flow by using DSA sequences acquired during endovascular treat-

ment procedures is described. We also evaluated the ability of the

proposed method to predict long-term outcomes after flow diverter

placement in patients presenting with unruptured IAs.
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MATERIALS AND METHODS
Patient Selection and Data Collection
A prospective consecutive series of 24 patients with unruptured

intracranial aneurysms was considered following the approval of

the institutional ethics committee of a protocol submitted for

epidemiology and hemodynamic investigations on IAs (NEC 07-

056). We included patients with unruptured saccular aneurysms

who had elected to have FDS implantation.

All patients were evaluated under general anesthesia. The pa-

tients were premedicated with 100 mg aspirin and 75 mg clopi-

dogrel for 5 days before endovascular treatment and were main-

tained on 2 antiplatelet aggregation agents for 3 months

thereafter. Using a 6F femoral approach, we selectively placed a

5F/0.038-inch catheter (Torcon NB; Cook, Bloomington, Indi-

ana) either in the internal carotid artery (3 cm after the common

carotid bifurcation) or in the V2 segments of the vertebral artery.

The same catheter was used for the pre- and poststent sequences

and was positioned at the same location to, as closely as possible,

produce the same angiogram conditions. The angiographic exam-

inations were performed with a monoplane angiographic C-arm

Allura FD20 (Philips Healthcare, Best, the Netherlands). A 3D

rotational angiographic examination was performed to identify

the optimal projection angle for the 2D flow sequence to avoid

overlapping vessels on the aneurysm projection and to provide

vessel geometry for the quantitative volumetric blood flow mea-

surements. A projection view was chosen to perform the high-

speed DSA (60 frames per second) before and after FDS place-

ment. The injection duration was fixed at 3 seconds, and the

injection rate was �2 mL/s. The contrast agent used was iopami-

dol (Iopamiro 300; Bracco, Milan, Italy), which was injected by

using an angiographic contrast injector (Imaxeon Avidia; Me-

drad, Indianola, Pennsylvania).

Quantification of Flow: DSA-Based Optical Flow
Approach
A dedicated iterative technique was developed to measure 2D ve-

locity fields on the basis of DSA sequences by using the optical

flow principle.8 During the injection, the contrast material was

diluted in the blood stream and modulated by the cardiac cycle

through the vascular network. The pulsating effect of the dye-

blood mixing flow was the cornerstone in our algorithm. Unlike

in other works, the physiologically modulated signal was prelim-

inarily decoupled from the nonmodulated wash-in–washout

component. This component, called the “contrast wave,” was

propagated through the arterial anatomy, creating moving pat-

terns that “optical flow” techniques were tracking in evaluating

vector velocity fields. The contrast wave was extracted with a

bandpass temporal filter, adapted to the cardiac pulsation and ap-

plied on the full x-ray video densitometry sequence. Therefore,

only the moving structures with observable temporal and spatial

variations remained and were related to the application of mass-

conserving OF equation 1. Noise reduction was performed to can-

cel high-frequency temporal noise, along with spatial smoothing,

hence improving the estimate of temporal and space gradients

involved in the OF equation. The algorithm measured the 2D

vector flow fields with an iterative scheme. Applying a warping

transformation on the first image, based on the estimated motion

field, iteratively minimized the quadratic error of the difference of

2 successive images. The quadratic error estimation was done lo-

cally, by using a Gaussian kernel-averaging step. The iteration

process stopped when the remaining error no longer decreased.

Such an iterative process has extended the standard OF limits to

cope with the high-flow estimate. Both a high-acquisition frame

rate and flat panel technology were key factors in producing ade-

quate contrast wave sequences compatible with the OF principle.

The pulsating component of the contrast pattern was described by

the mass-conserving equation 1:

1)
�C�t, r��

�t
� V� �t, r��, V� C�t, r�� � 0,

where r' (x,y) in the aneurysm region of interest or r' z in the

parent artery region of interest. The bold character represents

vector notation. The advection term in equation 1 compensates

the temporal variation of x-ray intensity C(t,r). The solution of

this equation was the velocity profile V(t,r).

In the parent artery, the velocity profiles were converted into

volume flow by curvilinear integration along the artery length

(Pereira VM, June 2011, unpublished date).8 Centerlines and

cross-sections are provided by the 3DRA reconstruction.

MAFA and MAFA Ratio
To evaluate pre- and postoperative intra-aneurysmal flow modi-

fications after FDS placement, we defined 2 indicators: the MAFA

and the MAFA ratio (R). The velocity fields in the aneurysm vol-

ume are integrated along the line of sight, and their positive values

on the detector plane are averaged over space and time during 1

cardiac cycle. The MAFA, measured in the aneurysm region of

interest, is defined in equation 2:

2) MAFA �
1

S

1

T ���V�r, t��dsdt,

where S is the surface of the patent aneurysm region of interest, T

is the period of the cardiac cycle measured from the pulsatile

component of CA pattern, and �V (t, r)� is the absolute value of 2D

velocity measured in the aneurysm region of interest by using the

OF approach.

The MAFA ratio describes the flow modifications induced by

the FDS implantation. The MAFA values calculated before and

after stent placement are normalized to their respective parent

artery volume flows. The latter was measured from fusion of the

same DSA sequence and 3DRA, with the optical flow algorithm

applied to the internal carotid artery (Fig 1). This normalization is

required to consider the possible changes in the arterial flow con-

ditions before and after the procedure due to different physiologic

conditions induced by the level of anesthesia, vasospasm, or the

use of vasodilators. The selected aneurysm and vessel ROIs de-

fined on the prestent angiograms were reused for the poststent

DSA acquired in the same geometric conditions (FOV and C-arm

angulation).

The MAFA ratio R is defined in the equation below:

3) R �
MAFApost

MAFApre
�

Qpre

Qpost
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where Q is the volume flow measured in

the parent artery. The indices pre and post

in the R expression represent prestent and

poststent conditions.

Stent Implantation and Follow-Up
Protocol
We included 24 patients (On-line Table)

harboring unruptured sidewall IAs treated

with placement of a single FDS. We per-

formed a pre- and postprocedural evalua-

tion. Two different FDS devices were used:

the Silk stent (Balt Extrusion, Montmor-

ency, France) and the Pipeline embolization

device (ev3/Chestnut Medical, Menlo Park,

California). There was no specific selection

between the stents; we used the Silk stent in

the first 13 patients; and after its regulatory

approval in Europe, the Pipeline device was

used on the last 11 aneurysms. The clinical

and imaging follow-up occurred at 3, 6, 12,

and 24 months, by using DSA or MRA ex-

aminations (time-of-flight sequences with

contrast agent injection). By protocol, we

decided to use 1 single layer of an FDS and

to follow the patients for at least 12 months

before considering a second FDS placement

in cases of incomplete occlusion. Clinical,

procedural, and follow-up information

from patients treated with FDS have been

registered in a prospective data base.

Stagnation Indicators
In parallel, we proposed in our study to de-

fine a parameter describing the stagnation

of the CA after the FDS implantation. The

idea was to oppose the MAFA thrombosis

predictor, a simple parameter “instinc-

tively” used by radiologists to evaluate in-

traprocedural flow changes.9 The stagna-

tion parameter is defined as the time

between the arrival of contrast material at

the level of the aneurysm neck and the com-

plete washout, which typically lasts up to 13

seconds (maximum duration of runs in

common practice). Similarly, the “eclipse”

sign was also reported in our results as a stagnation indication.

Statistical Analysis
The MAFA ratio performance was tested against the thrombosis in-

cidence at 3, 6, and 12 months by using the receiver operating char-

acteristic analysis performance test corroborated by univariate logis-

tic regression analysis. A threshold analysis was used to determine the

MAFA ratio optimum threshold corresponding to optimum Youden

index. Diagnostic odds ratios and P values related to the empiric area

under curve and the corresponding standard error were estimated

along with the Fisher exact test for the optimum threshold, given the

smallness of numbers in the contingency table. Receiver operating

characteristic analysis performance tests and logistic regression

analysis were also used to estimate the impact of geometric factors

in stent-treatment outcomes. The performances of both stents

were compared with regard to thrombosis at 3, 6, and 12 months by

using �2 tests. The Wilcoxon rank-sum test was used to compare

the performance of stents with regard to prestent and poststent

stagnation-time difference and to ensure that comparison between

stents was not biased by either geometry or patient age factors. The

aneurysm location was tested against thrombosis issues with a me-

dian Mann-Whitney U test.

FIG 1. Workflowof theMAFA ratio calculation for patient 7 showing the selection of the region
of interest to be analyzed inside the aneurysm and in the artery before and after stent place-
ment to calculate the MAFA ratio.
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RESULTS
The Table summarizes the subject population with regard to age,

aneurysm site, aneurysm size (millimeters), aneurysm neck

length (millimeters), aneurysm volume (cubic centimeters), an-

eurysm aspect ratio, and FDS type.

MAFA Ratio as a Thrombosis Predictor
The mean size, neck, and volume of the 24 aneurysms were similar

to those reported by other studies6 at 9.3 mm, 6 mm, and 0.95

cm3, respectively. No significant influence was found on the stent

treatment evaluation by the aneurysm size (P � .161), neck (P �

.147), or volume (P � .08).

Of a total of 24 measurement attempts, we were able to obtain

the flow parameters in 21 cases (87.5%). The evaluation failed in 3

cases (12.48%) because the volume flow measurements in the

vessel could not be achieved. In 2 patients, a poor agreement be-

tween the 3D reconstruction and the DSA sequences could not be

achieved due to patient movement between the 2 acquisitions.

The third patient, who presented with very low flow in the inlet

vessel after stent placement, could not be measured.

For all included patients, follow-up was from 6 to 36 months,

including 19 patients with at least 12 months of follow-up. The

On-line Table also summarizes the procedural and follow-up in-

formation of patients. Concerning the procedures, we experi-

enced no problems during stent deployment or apposition to the

vessel wall, except in 1 case (patient 15) in which angioplasty was

performed with a soft intracranial balloon (HyperGlide; ev3) to

improve the expansion of the stent. Two transient ischemic com-

plications (8.3%) occurred among the 24 cases immediately after

the procedure, with complete recovery occurring a few days later.

During follow-up, 18 aneurysms demonstrated complete throm-

bosis (87.5%), whereas 3 aneurysms remained patent (12.5%). All

patients had a modified Rankin Scale score of �2.

We calculated the MAFA before and after stent placement for

each patient to obtain the MAFA ratio. The optimum MAFA ratio

threshold for the prediction of complete aneurysm thrombosis at

12 months of follow-up was determined to be 1.03 � 0.17 (P �

.035). Using this value, we predicted aneurysm thrombosis with a

sensitivity of 88% (95% CI, 73%–100%)

and a specificity of 73% (95% CI, 33%–

95%) (Fig 2A). The diagnostic odds ratio

was 23 � 4, corresponding to an area

under the curve of 73% (95% CI, 48%–

98%). The classification rate (accuracy)

was 86%. The test was very sensitive and

moderately specific.

If we excluded cases where MAFA ra-

tio could not be calculated, the optimum

ratio threshold at 12 months of fol-

low-up for the Silk devices specifically

(12 patients) was 0.96 (P � .009), and

the classification rate (accuracy) was

90%. All patients treated with Pipeline

devices (9 patients) developed complete

IA occlusion within the first 6 months,

with an MAFA ratio test sensitivity of 1

(100%). Logistic regression analysis with

bootstrap simulation yielded specificity

close to 1 (P � .02). The results of the comparison of performance

for the different stents with respect to aneurysm thrombosis were

as follows: at 3 months: P � .0012 (Pipeline, 0.55; Silk, 0.53; de-

viation, 0), at 6 months: P � .078 (Pipeline, 1.0; Silk, 0.58; devia-

tion, 0.51), and at 12 months: P � .17 (Pipeline, 1.0; Silk, 0.67;

deviation, 0.49). We hypothesized that the Pipeline stent was

more efficient at inducing complete occlusion within the first 6

months. However, at 12 months, both stents demonstrated simi-

larly good performances.

CA Stagnation is Not Correlated with Intracranial
Aneurysm Thrombosis
We evaluated CA stagnation in regular DSA in terms of wash-in/

washout times before and after stent placement and the tendency

to predict complete occlusion at 12 months. The receiver operat-

ing characteristic analysis (Fig 2B) demonstrated that CA stagna-

tion was unable to predict thrombosis at 6 and 12 months (P �

.109 and P � .484) (see examples in Figs 3–5). In the longer time

course, the wash-in/washout time difference does not appear to

be a good thrombosis predictor (P � .05). However, this time was

measured from a 2-image/s DSA, which represents a normal

frame rate during interventional neuroradiology procedures.

DISCUSSION
Clinical Application and Evaluation of Flow-Diverter
Devices
The FDS has been proved to be an efficacious therapeutic option

for the treatment of intracranial aneurysms6,10,11 with the goal of

obtaining a significant and effective flow modification to produce

progressive thrombosis. The clinical results are very exciting and

promising, but fundamental questions remain regarding clinical

guidelines6,7,9,11-16: How can the flow change be quantified in

relation to the complete aneurysm occlusion issue? How many

devices should be used to efficiently resorb aneurysms? To date,

no clinically applicable method is available to evaluate the flow

modifications induced by the FDS.15,16 Lieber et al developed dif-

fusion-advection modeling; nevertheless, clinical decisions are

FIG 2. A, Receiver operating characteristic analysis curve of the MAFA ratio with respect to
thrombosis (follow-up at 12 months for 21 patients). The test against the value 1.03 significantly
predicts thrombosis (P � .035). B, Receiver operating characteristic analysis curves for wash-in/
washout stagnation characteristic times at 12 months of follow-up: blue (stagpre, the stagnation
time before stent placement), red (stagpost, the stagnation time after stent placement), green
(dstag, the difference between the post- and prestent stagnation times). Stagnation is not a
significant predictor of thrombosis (P� .05).

4 Pereira AJNR ● ● 2013 www.ajnr.org



still based on CA stagnation or partial filling (eg, the eclipse

sign).9,17 However, most of those aneurysms will occlude com-

pletely even though no such signs are observed. In our study, we

established that the scales based on stagnation did not appropri-

ately address the required flow change by inducing a complete

thrombosis at 6 and 12 months (P � .109 and P � .484, respec-

tively). We suggest instead a novel kinetic quantitative indicator,

based on DSA, to predict thrombosis in aneurysms. This indica-

tor, termed the MAFA ratio (R), could be measured in 21 of our 24

patients.

MAFA Ratio as an Aneurysm Thrombosis Predictor
The 21 patients were implanted with either the Silk (n � 12) or

Pipeline embolization device (n � 9) FDS. The MAFA ratio R was

able to predict thrombosis at 12 months with a sensitivity of 88%

and a specificity of 73%. In our study protocol, 1 FDS layer with-

out associated coiling was used because there were no clear rec-

ommendations or guidelines from companies about FDS usage.

This strategy also allowed the evaluation of flow diverter perfor-

mance without any confounding events (eg, coiling or multiple

layers). Our systematic follow-up demonstrated that 70% of the

aneurysms treated with 1 FDS layer achieved complete thrombo-

sis by 1 year. Lylyk et al6 reported a 93% complete occlusion rate

after Pipeline treatment at 6 months of follow-up in a series of 53

patients harboring 63 aneurysms. Lubicz et al18 reported a 69%

complete occlusion rate at 6 months in a series of patients by using

the Silk device. In our series, we observed that the Pipeline device

performed significantly faster than the Silk device with regard to

complete aneurysmal thrombosis at 3 (P � .012) and 6 (P � .024)

months. At 12 months, however, there was no significant differ-

ence between the 2 devices (P � .17).

The threshold analysis established that below R � 1.03, the

likelihood of thrombosis in the aneurysm was significant (sensi-

tivity � 0.88, specificity � 0.73). Univariate logic regression anal-

ysis and the receiver operating characteristic analysis performance

test established together that diagnostic odds ratio � 23. This

ratio expresses the attenuated degree of flow reduction in the non-

stagnating aneurysm area immediately after stent placement. In-

deed, poststent DSA sequences show that the aneurysm area is

sometimes split in 2 flow parts: stagnating and circulating. The

MAFA takes into account the circulating area alone. Therefore,

the velocity reduction that may occur in stented aneurysms will be

damped by both the circulating surface reduction and the parent

artery flow normalization. The resulting poststent MAFA could

then be higher than the prestent MAFA, and consequently the R

larger than 1, hence preventing thrombosis. It is remarkable that

this assessment was made during a transient state that would no

FIG 3. Patient with a left internal carotid cavernous aneurysm presenting with compression of cranial nerves (III and IV). MAFA ratio� 0.916. The
natural evolution was predicted by the parameter. A, 3DRA of the left carotid artery. B, DSA, left ICA injection, lateral view. Pretreatment
imaging.C, Nonsubtracted radiographic image. Lateral view. FDS implanted at the level of the left ICA covering the aneurysm neck region.D and
E, DSA, left ICA injection, lateral view. Posttreatment imaging. Observe the contrast stagnation inside the aneurysm after the FDS placement. F,
MR image. Postgadolinium 3D T1 image obtained at 12 months showing complete aneurysm resolution, vascular remodeling, and decompression
of the cavernous sinus.
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longer prevail when the CA washes out. The aneurysm could be-

come fully patent and thrombogenesis may or may not be trig-

gered, following a normal course.

Limitations
The method described herein requires no displacement of the pa-

tient between 3DRA and DSA acquisitions to avoid 2D/3D regis-

tration failure. For 2 patients, the 3DRA registration failed to

match with the 2D images; consequently, it was not possible to

quantify arterial flow and therefore the MAFA ratio. For a third

patient, the intensity of the contrast resolution of the DSA se-

quences was too low to be significantly measured.

The small number of negative thrombosis issues analyzed (n �

4) and observed in the cohort study is due to the good therapeutic

efficacy of the FDS used in this small series (n � 24). Although

limited in sample size, the series was homogeneous with regard to

single stent implantation, unlike other FDS studies.6,9,11

The discussion of OF clinical application limits was reported

previously. These limits were assessed by comparing the arterial

flow quantification based on DSA sequences and 3DRA with that

measured with Doppler sonography. Essentially, the flow quanti-

fication was shown to be sensitive to the contrast agent injection

rate below 2 mL/s, and the method was reliable in assessing vol-

ume flows below 6 mL/s. However, at injection rates closer to 3

mL/s, the OF method was less accurate. At this limit, the CA

patterns lacked physiologic pulsatility, which is a common situa-

tion for OF approach application.

We expect the potential biases of the OF approach to have a

limited impact on the MAFA ratio estimates. Indeed, the bias

corresponding to the same injection rate would apply similarly to

the pre- and poststent measurement conditions (eg, projection,

FOV). In this context, it is also expected that the MAFA ratio

would stay invariant when the DSA projection view changes. In-

deed, the field velocity both before and after the stent may change

but in such a way as to conserve the MAFA ratio estimated from

other projection views.

In the present study, the respect of acquisition standards (ie,

injection and acquisition conditions) adapted to the constraints

and the reproducibility of the measurements between the pre-

FIG 4. Patient presenting with a right internal carotid cavernous aneurysm with compression of cranial nerves. MAFA ratio� 1.24. The natural
evolution was predicted by the parameter. A, 3DRA from the DSA of the right carotid artery. B, DSA, right ICA injection, lateral view.
Pretreatment imaging. C, XperCT (Phillips Healthcare). Lateral view. Image after FDS implanted at the level of the ICA covering the aneurysm
neck region.D, DSA, right ICA injection, lateral view. Posttreatment imaging. Observe the contrast stagnation inside the aneurysm after the FDS
placement. E, MR image. Postgadolinium 3D T1 imaging at 12 months showing the partially thrombosed aneurysm. Note persistence of a
circulating part close to the aneurysm neck and persistence of clinical signs of compression of the cavernous sinus.
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and postangiograms were important points guaranteeing the con-

sistency of the data.

Periprocedural Measurements
The main added value of this DSA-based functional technique is

to allow clinicians to use perioperative assessment of flow change

after stent placement and to adapt the procedure accordingly. For

instance, if the thrombosis prognosis provided by the MAFA ratio

is below the determined threshold, the interventionalist could

adapt the treatment by adding coils or extra FDS layers.

CONCLUSIONS
The assessment of the intra-aneurysmal flow change induced by

flow-diverter stents by using DSA motion estimation can offer

new insights into FDS treatment. In this pilot study, an objective

blood flow parameter, the mean aneurysm flow amplitude, was

defined on the basis of high-frame-rate DSA acquisitions with

preservation of the physiologic flow information. The MAFA ra-

tio between the post- and prestent conditions was successfully

evaluated for its utility as an aneurysm thrombosis prognostic

indicator. On the other hand, the hypothesis of flow stagnation as

a potential predictor of FDS treatment outcomes was not con-

firmed in the present study. Further prospective multicenter data

from a larger population are required to validate this method.

This functional assessment may potentially help the clinician to

adapt the treatment in real-time during the procedure.
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