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ABSTRACT

BACKGROUND AND PURPOSE: In many centers, MR imaging of the inner ear and auditory pathway performed on 1.5T or 3T systems is
part of the preoperative work-up of cochlear implants. We investigated the applicability of clinical inner ear MR imaging at 7T and
compared the visibility of inner ear structures and nerves within the internal auditory canal with images acquired at 3T.

MATERIALS AND METHODS: Thirteen patients with sensorineural hearing loss eligible for cochlear implantation underwent examinations
on 3T and 7T scanners. Two experienced head and neck radiologists evaluated the 52 inner ear datasets. Twenty-four anatomic structures
of the inner ear and 1 overall score for image quality were assessed by using a 4-point grading scale for the degree of visibility.

RESULTS: The visibility of 11 of the 24 anatomic structures was rated higher on the 7T images. There was no significant difference in the
visibility of 13 anatomic structures and the overall quality rating. A higher incidence of artifacts was observed in the 7T images.

CONCLUSIONS: The gain in SNR at 7T yielded a more detailed visualization of many anatomic structures, especially delicate ones, despite
the challenges accompanying MR imaging at a high magnetic field.

ABBREVIATION: SNHL � sensorineural hearing loss

Patients with sensorineural hearing loss (SNHL) have malfunc-

tion of the inner ear, cochlear nerve, or central auditory path-

way. Treatment consists of amplification of sound or, in case of

severe-to-profound SNHL, direct electrical stimulation of the co-

chlear nerve by a cochlear implant. MR imaging of patients with

SNHL focuses on the integrity of the auditory pathways from

the cochlea to the auditory cortex in the brain. In particular, the

fluid-filled spaces of the labyrinth and internal auditory canal and

the cerebellopontine angle are of interest because the most com-

monly identified pathologies that cause SNHL are found in these

regions.1-5

One clear trend in the development of MR imaging systems

has been the drive to higher magnetic field strengths.6 For clinical

inner ear scanning, MR imaging scanners with a magnetic field

strength of 1.5T or 3T are routinely used. The relatively recent

introduction of commercial 7T scanners potentially enables an

increased SNR, resulting in more detailed imaging of anatomic

structures. Concerning inner ear imaging, the visualization of

delicate and small-sized inner ear structures might benefit

from such high-resolution imaging. This may result in new op-

portunities for obtaining normative measurements and evaluat-

ing pathologic alterations within the inner ear or associated

nerves. Such detailed anatomic depiction has caused particular

interest for assessment of candidates for cochlear implants be-

cause it gives decisive information on implantation feasibility,

possible surgical risks, and choice of implant device. As such, it

would aid in patient-specific preoperative planning of cochlear

implantation and could provide valuable information for individ-

ualized assessment of insertion.

Transition from a conventional 3T scanner to a stronger 7T

scanner is challenging, however, due to technical complexities

accompanying the higher magnetic field strength.6 One of these

technical complexities is the increased inhomogeneity of the static
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(B0) and radiofrequency (B1) fields, typically featuring areas of

low B1 close to the temporal lobes. The B0 inhomogeneities are

caused primarily by the susceptibility difference between inner ear

fluids and the surrounding bone, and the B1 inhomogeneities, by

the elliptic shape of the head.7 Both of these effects can result in

loss of signal in the inner ear region as previously described by

Takahara et al8 and van Egmond et al.9 Additionally, the specific

absorption rate, for which regulatory safety limits are defined,

scales approximately quadratic with field strength, ultimately lim-

iting the imaging speed at high fields in vivo. Recently, we intro-

duced geometrically tailored dielectric pads to locally tailor the B1

distribution. These improved contrast homogeneity and transmit

efficiency in the region of the inner ear without increasing the

specific absorption rate, which contributed to the development of

a high-resolution imaging protocol at 7T.10

The aim of this study was the following: 1) to investigate the

feasibility of clinical inner ear imaging at 7T MR imaging, and 2)

to compare the visibility of inner ear structures and nerves within

the internal auditory canal with images acquired at 3T.

MATERIALS AND METHODS
Patients
This prospective study was approved by the hospital institutional

review board (P07.096). Patients with SNHL, eligible for cochlear

implantation and referred for 3T imaging between December

2012 and May 2013, were asked to participate in the study. Exclu-

sion criteria were age younger than 18 years and contraindications

for exposure to the magnetic field. Seventeen candidates for co-

chlear implantation were enrolled in the study, 9 women and 8

men between 27 and 78 years of age. Etiology and the duration of

hearing loss are described in the Table. All patients underwent

MR imaging at 3T as part of the standard work-up for cochlear

implantation. After giving written informed consent, 16 patients

underwent an examination at 7T; 1 patient was excluded due to an

intracranial foreign body of unknown composition. Three other

patients were excluded after the scanning procedure due to the

following reasons: Scans of 2 patients were incomplete due to

premature termination of the scanning procedure due to an un-

specified technical defect, and the scanning procedure of 1 patient

had to be aborted due to claustrophobia. After the procedure,

patients were asked if they had dizziness because this is a fre-

quently reported but temporary side effect of scanning at 7T.

Imaging Technique
All patients underwent examination on an Achieva or Ingenia 3T

system (Philips Healthcare, Best, the Netherlands) as part of the

standard preoperative work-up. The following scan parameters

were used for the T2-weighted TSE sequence: FOV � 130 �

130 � 24 mm, 0.6-mm3 isotropic voxels, TR/TE/TSE factor �

2400 ms/200 ms/73, and 80 sections, resulting in an acquisition

time of approximately 6 minutes. In addition, all patients were

scanned on an Achieva 7T system (Philips Healthcare) as de-

scribed by Brink et al,10 by using a quadrature transmit and 32-

channel receive coil (NM008A-7P-012; Nova Medical, Wilming-

ton, Massachusetts). To improve contrast homogeneity and

transmit efficiency, we positioned 2 sex-specific high-permittivity

pads containing a suspension of barium titanate and deuterated

water next to both ears.10 High-resolution T2-weighted images

were acquired by using the following parameters: FOV � 180 �

180 � 24 mm, 0.3-mm3 isotropic voxels, TR/TE/TSE factor �

3000 ms/200 ms/69, tip angle/refocusing angle � 90°/135°, paral-

lel imaging reduction factor � 2.5 � 1.5, and 160 sections. These

resulted in an acquisition time of approximately 10 minutes.

Image Analysis
The high-resolution T2-weighted images acquired at both 3T and

7T were transferred to an OsiriX DICOM viewer (http://www.

osirix-viewer.com).11 The images were anonymized and pre-

sented in randomized order. Evaluation was performed by 2 head

and neck radiologists with 5 and 13 years of experience, respec-

tively. Twenty-four anatomic structures of the inner ear were as-

sessed by using a 4-point grading scale for the degree of visibility

for diagnostic evaluation: 1 � not assessable, 2 � poor, 3 � ade-

quate, 4 � excellent. The structures selected were those most rel-

evant for cochlear implantation. In addition, we designated an

overall score for diagnostic image quality: 1 � not diagnostic, 2 �

poor, 3 � adequate, 4 � excellent. Both ears were evaluated sep-

arately. Subsequently, the scores of the 2 ears and 2 observers were

averaged and normalized into a parameter between 0 and 1. An

overview of the anatomic structures and their difference in rating

is shown in Fig 1. The numbers I, II, and III refer to the basal,

mid-, and apical turns, respectively.

Statistical Analysis
Statistical analysis was performed by using SPSS (IBM, Armonk,

New York). To study the influence of observed asymmetric signal

intensity between the right and left inner ears on the 7T images,

we performed a linear mixed model. Statistical differences per

anatomic structure between the 3T and 7T scanners were deter-

mined by using a Wilcoxon signed rank test. The interrater vari-

ability was determined by the Cohen � coefficient. All tests were

2-tailed, and P � .05 was considered a statistically significant

difference.

Demographic details of studied patients (N � 17)
No.

Sex
Male 8
Female 9

Pathologic imaging reporting
Cochlea malformation 1a

Hypoplasia acoustic nerve 1a

Fenestrel otosclerosis 1
Labyrinthitis ossificans 1
None 14

Etiology
Congenital

Pendred syndrome 1
Of unknown origin 5

Acquired
Sudden deafness 2
MIDD 1
Otosclerosis 2
Rubella infection 2

Unknown 4
Duration of deafness, years (mean) 23.2

Note:—MIDD indicates maternally inherited diabetes and deafness.
a Same patient.
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RESULTS
Twenty-six inner ears of 13 patients were available for image anal-

ysis. The occasionally observed asymmetric signal intensity on

some of the 7T images did not result in a significantly different

rating of the right and left inner ears (P � .215). Therefore, no

distinction between inner ear sides was used for analysis. Because

24 anatomic structures per inner ear were evaluated on T2-

weighted images acquired on 3T and 7T scanners plus an addi-

tional score for overall image quality, this process resulted in 2600

ratings applied by the 2 observers together. The ratings were av-

eraged over ear and observer, leaving 650 ratings for statistical

analysis. The visibility of 11 of the 24 anatomic structures was

rated higher on the 7T images. None of

the anatomic structures were better de-

picted on the 3T images. There was no

significant difference in the visibility of

13 anatomic structures and the overall

diagnostic image-quality rating. The in-

terobserver agreement was moderate with

a � value of 0.55. None of the patients re-

ported excessive or extended dizziness

during or after the scan procedure.

Cochlea
Figure 2 shows the cochlea on an axial

cross-section image, clearly illustrating

the improved resolution of the 7T image

contributing to a more detailed depiction

of the inner ear anatomy. Evaluated cochlear structures included

the scala vestibuli, scala tympani, scala media, osseous spiral lam-

ina, and interscalar septa. All structures were evaluated separately

for each cochlear turn. Significant differences in favor of the 7T

images were found for the scala tympani and vestibuli in the sec-

ond and third turns, with a mean difference of 0.13 (P � .023) and

0.31 (P � .023) for the second turn and 0.14 (P � .002) and 0.31

(P � .002) for the third turn. The scala media in the first turn

could be distinguished in 7 of 52 ratings on the 7T images, but in

none of the inner ears on the 3T images. Visualization of the

distinguished scala media was 6 times evaluated as “poor” and 1

FIG 1. Mean differences in scoring of anatomic structures depicted at 3T and 7T. The bars on the right side of the zero line indicate differences
in favor of the 7T images. The bars on the left side indicate differences in favor of the 3T images. The structures showing significant differences
are marked with an asterisk on the left, and P values are mentioned if significant.

FIG 2. Axial cross-section of a right inner ear, rendered at 3T (A) and 7T (B); improved
discrimination of the intracochlear structures and compartments is shown. In addition,
sharper delineation of the nerves in the internal auditory canal is demonstrated. The single
arrow indicates the scala media at the first turn. The double arrows indicate the superior
ampullary nerve.
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time as “adequate.” The resulting score difference of 0.05 was not

significant (P � .066). In the second turn, the scala media was visible

in 21 inner ears on the 7T images, compared with none on the 3T

images. The degree of visibility of these structures was rated “poor” in

16 cases, “adequate” in 3 cases, and “very good” in 2 cases. The score

difference of 0.18 was significant for this turn (P � .005). In the

second and third turns, the depiction of the osseous spiral lamina was

better on the 7T images, resulting in a sharp delineation of the scala

tympani and vestibuli (P � .006 for the second turn and P � .001 for

the third turn). The visibility of the interscalar septum between the

second and third turns also significantly benefited from high-resolu-

tion imaging at 7T (P � .003).

Internal Auditory Canal
Statistical differences in visualization of the facial (P � .259), su-

perior (P � .131), inferior vestibular (P � .242), and cochlear

nerves (P � .151) through the internal auditory canal could not be

demonstrated. On the 3T images, the intermediate nerve was ob-

served 5 of 52 times, compared with 31 times on the 7T images.

On the 7T images, the visibility of the intermediate nerve was

evaluated as “poor” in 14 cases, “adequate” in 8 cases, and “excel-

lent” in 9 cases. This evaluation resulted in a significant difference

of 0.32 (P � .002). An example of the clear depiction of an inter-

mediate nerve is shown in Fig 3. In addition, a sharper delineation

of the other neural structures was obtained. The superior ampul-

lary nerve is indicated in Fig 2B by 2 white arrows. This small

neural structure is not regularly visualized on 3T scans. In this

study, it was observed 10 of 52 times on the 3T scans, 7 times as

“poor” and 3 times as “adequate,” compared with 28 times on the

7T scans, 11 times as “poor,” 6 times as “adequate,” and 11 times

as “excellent.” These findings resulted in a significant difference of

0.28 (P � .009).

The visualization of the falciform crest was significantly

improved on the 7T images; it was identified in 47 of 52 read-

ings on the 7T images, compared with

41 readings on the 3T images. This find-

ing led to a score difference of 0.25 (P �

.022). Bill’s bar was only occasionally

observed at either magnetic field

strength.

Cochlear and Vestibular Aqueducts
Visualization of the vestibular and co-

chlear aqueducts did not differ signifi-

cantly among the 3T and 7T images. A

score difference of 0.16 (P � .107) of the

vestibular aqueduct and 0.01 (P � .836)

of the cochlear aqueduct was found.

Artifacts
A higher incidence of image artifacts was

observed on the 7T images: 9 of the 13

scans versus none of the 3T scans. These

artifacts included motion artifacts likely

due to the prolonged scan duration com-

pared with 3T. Also, off-resonance effects

due to the increased B0 inhomogeneities

causing signal loss, and stripelike artifacts

likely due to B1 inhomogeneities were observed. An example of

their appearances is shown in Fig 4.

Overall Image Quality
Image quality can be expressed as either the mean of scores per

magnetic field strength or the actual applied score for image qual-

ity. First, we calculated the sum of scores separately for each mag-

netic field strength. Comparison of these values resulted in a sig-

nificant difference of 0.11 per anatomic structure in favor of the

7T scanner (P � .001). Second, the score for overall image quality

as rated directly was analyzed. This score for overall image quality

was applied in the context of diagnostic value, meaning distortion

of the image quality by artifacts was taken into account. Compar-

ing these scores did not show a significant difference between the

2 field strengths (P � .631).

An overview of all the described outcomes is presented in

Fig 1.

DISCUSSION
In patients with profound SNHL eligible for cochlear implanta-

tion, 7T MR imaging of the inner ear was successfully performed.

Comparison with 3T images demonstrated improved visualiza-

tion of a large number of anatomic structures of the inner ear and

internal auditory canal with high-resolution 7T imaging and em-

phasized the potential of clinical imaging at 7T.

Regarding the cochlear structures, the benefit of increased

SNR was most pronounced for visualization of the microstruc-

tures of the second and third turns. The accurate distinction of the

different turns and compartments is essential to accurately diag-

nose and localize pathologies and support surgical planning. One

specific development during the past years that has emphasized

the role of radiologic evaluation of cochlear implant candidates is

the expanded criteria for cochlear implant recipients. A mal-

formed cochlea is no longer an absolute contraindication for im-

FIG 3. Axial cross-section along the course of the facial nerve of a left inner ear, rendered
at 3T (A) and 7T (B). A sharp delineation of the neural structures and clear depiction of
the intermediate nerve between cranial nerves VII and VIII are demonstrated on the 7T
image.

FIG 4. In 2 different patients, 7T images showing stripelike-artifacts at the level of the first turn
of right (A) and left (B) cochleas, disturbing the quality of the representation and impeding the
distinction of the scala vestibuli and tympani.
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plantation; this change is important because as many as 20% of

the patients with SNHL show some degree of inner ear malforma-

tion.12 However, when a malformation is present, the surgical

procedure carries a higher risk for complications such as CSF

gusher, and often a different surgical approach and electrode type

must be chosen to ensure a good outcome.13 These considerations

require precise preoperative planning; an increase in anatomic

information as achieved with 7T could be beneficial in such

patients.

Another example in which an increase in anatomic informa-

tion could be extremely relevant includes patients with obliter-

ated cochleas. This fibrotic or osseous obliteration of the cochlear

lumen is usually caused by meningitis-induced labyrinthitis.

When parts of the cochlea are not patent, a different surgical ap-

proach should be followed with, in some cases, the use of a split

array electrode.14 This device was developed to maximize the cov-

erage of spiral ganglion cells by inserting 2 separate arrays through

different cochleostomies. To precisely guide this procedure, com-

prehensive details of the cochlea anatomy are required. For elec-

troacoustic stimulation, cochlear trauma needs to be minimized

and preoperative delineation of the cochlear anatomy should be

as accurate as possible. In addition, a gain in detailed anatomic

information of the cochlea enables further research on morpho-

logic characteristics, their influence on electrode position, and the

relation of this position to the cochlear implant recipient’s per-

formance.15,16

At the internal auditory canal, smaller nerve branches such as

the superior ampullary nerve and the intermediate nerve were, in

general, better depicted at 7T. The fact that larger neural struc-

tures did not benefit from the increased resolution at 7T can be

explained by motion artifacts, off-resonance and stripelike arti-

facts, and the scoring system. The internal auditory canal where

these structures are housed was particularly vulnerable to patient-

induced motion artifacts. It was observed that the neural struc-

tures in the internal auditory canal were more frequently affected

than the cochlear structures when motion of the head occurred

during the scan procedure. An explanation for this observation is

not well-defined yet, but one can realistically hypothesize a com-

bination of the direction of the motion and the dimensions of the

internal auditory canal that makes image quality more vulnerable.

Scanner-related artifacts such as the stripelike artifacts and off-

resonance were only pronounced at the higher field strength, as

might be expected from the implicit larger absolute change in

resonance frequency. Another contributing factor might have

been the chosen 4-point grading scale. In most cases, the visibility

of nerves was rated “excellent” on the basis of delineation of the

neural structures in both the 3T and 7T images. Consequently, a

distinction in visualization between the 2 scanners was then

hardly detectable and the presence of artifacts became decisive.

Yet, although not evaluated systematically, one observer reported

more confident assessment on cochlear nerve hypoplasia at 7T.

With respect to the clinical relevance, many etiologies causing

SNHL cannot be seen in vivo with current techniques. Increasing

the SNR and resolution, however, may demonstrate more ana-

tomic changes related to SNHL. Showing the capability of 7T MR

imaging to visualize anatomic structures such as the distinguished

scalas of the second and third turn, scala media, intermediate

nerve, and superior vestibular nerve is a first step toward that

expectation. When etiologies are known, treatment and prognosis

can be tailored more accurately.

Improved image quality does however, come with a number of

drawbacks and limitations. An example of such a limitation is the

prolonged scan duration. In our study, scan duration was pro-

longed from 6 to 10 minutes. This prolongation together with the

lack of communication possibilities for this specific patient pop-

ulation caused an increased susceptibility to subject-induced ar-

tifacts; therefore, the use of communicative visual signaling dur-

ing scanning is recommended. Additionally, the likelihood of

motion artifacts could be reduced by shortening the scan duration

through reduced-FOV imaging techniques.17 Another important

issue is the presence of possible side effects during 7T examina-

tions. Previous research reported a slightly higher incidence of

dizziness than at 3T, discomfort from the gradient noise, and a

metallic taste.18-20 Nevertheless, these side effects are widely ac-

cepted, and in general, 7T examinations are well-tolerated. In our

study population, none of the patients mentioned excessive dis-

comfort during the scan procedure.

Another limitation of our study is the difference in back-

ground of the observers. One observer normally evaluates MR

images acquired at 3T, whereas the second observer normally

evaluates MR images acquired at 1.5T only. This difference may

have resulted in overvaluation of the 3T images by the second

observer, thereby diminishing the difference between the 3T and

7T images and decreasing the � value.

CONCLUSIONS
We report progress toward the use of 7T MR imaging for inner ear

scanning in a clinical setting. The gain in SNR resulted in a more

detailed visualization of a large number of relevant anatomic

structures despite the remaining difficulties accompanying high-

magnetic-field imaging. The findings of this study are encourag-

ing for continued research on technical adjustments to push the

limits of 7T MR imaging to reach its full potential and make it

suitable for clinical applications.
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