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ABSTRACT

BACKGROUND AND PURPOSE: Volume-of-interest C-arm CT is a novel technique for imaging of intracranial high-contrast objects. We
performed this study to evaluate the potential diagnostic value and radiation dose reduction of this technique for imaging of intracranial
stents and flow diverters.

MATERIALS AND METHODS: Twenty-seven patients were imaged with a VOI C-arm CT scan following treatment with a flow diverter or
stent-assisted coiling. The radiation dose-area product was recorded for VOI scans. For comparison, the dose-area product from 30
previously acquired consecutive full-view DynaCTs was used. Thermoluminescence dosimetry by using 35 evenly distributed thermolu-
minescence dosimeters in an anthropomorphic head phantom was also performed by using both conventional full field and VOI acqui-
sitions. Three observers were presented with VOI images for assessment of the potential diagnostic value.

RESULTS: The dose-area product measurements showed an exposure reduction of 85% compared with the full field acquisitions used for
comparison. The thermoluminescence dosimetry evaluations also showed a considerable dose reduction of 79.8% throughout the
volume. For most of the evaluated cases, the observers thought that diagnostically useful information was provided by the VOI images
(� � .810). Visualization of device details, such as the extent of opening, positioning, wall apposition, and aneurysm coverage, was judged
of good diagnostic quality for most cases (88.9%–92.6%).

CONCLUSIONS: In this study, VOI C-arm CT provided high-quality diagnostic images of intracranial stents and flow diverters at a dramatic
reduction of radiation exposure. Image content was thought to add useful information. It is a promising method to assess device status
during procedures and at follow-up.

ABBREVIATIONS: CACT � C-arm CT; FD � flow diverter; FFOV � full FOV; TLD � thermoluminescence dosimetry

For safe and effective use, careful assessment during and after

deployment of intracranial stents and flow diverters is re-

quired to ensure full deployment, proper positioning, and full

apposition to the vascular wall. These features are important

because they may influence further treatment decisions (eg,

balloon dilation and anticoagulation during and/or after a pro-

cedure). They are also important in predicting postprocedural

aneurysm occlusion. Currently, however, clear visualization is

often impossible with standard-projection x-ray imaging and

fluoroscopy.

Currently available C-arm CT (CACT) provides high-spatial-

resolution images of implantable devices. It has been widely used

and is accepted as providing such information.1-4 The radiation

dose required, however, is approximately twice that of a conven-

tional multidetector row CT of the brain and thus is a limitation of

the technique.5 This limitation increases in a workflow in which

multiple CACT scans are used during a procedure. Several meth-

ods are available to reduce the CACT radiation dose. These in-

clude x-ray tube current modulation, peak kilovoltage optimiza-

tion, and x-ray beam collimation.6

A different strategy for dose reduction is to reduce the pa-

tient exposure in areas of low interest (eg, those away from

an implanted device and the related vasculature). Suggested

approaches for this strategy range from reducing the dose outside

the area of interest by using x-ray beam attenuating techniques or

by box collimating to the area of interest. The beam-attenuating
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approach yields high-quality 3D images in the volume of interest,

while the areas outside the VOI have, because of an increase in

noise, reduced image quality.6-8 Conventional box-collimated

methods have problems stemming from object truncation, usu-

ally resulting in compromised image quality of the reconstruc-

tions. Attempts to limit truncation artifacts by using mathematic

techniques to account for the missing data have had limited suc-

cess, with the postprocessed image quality still being inferior to

reconstructions in which truncation was not present.9-13

Recently, however, a newly introduced method has yielded

results in which image quality of a device inside a tightly colli-

mated VOI differs little, if at all, from reconstructions made by

using nontruncated VOI acquisitions.14,15 In this study, we inves-

tigated the radiation dose reduction achieved by using the tech-

nique and the potential benefits that such images might provide

during endovascular treatment of intracranial aneurysms with

flow diverters or stent-assisted coiling.

MATERIALS AND METHODS
Patient Selection
Twenty-seven consecutive patients having VOI CACT scans

were identified from an institutional review board–approved

data base. VOI CACT was routinely performed after flow-

diverter placement and often after stent placement for stent-

assisted coiling of aneurysms. Our sample includes a heteroge-

neous population of patients with variations in aneurysm

locations, vessel sizes, pathologies, and device types. These re-

flect the distribution of pathologies seen during this interval.

Most pathologies were aneurysms (25/27, 92.6%) followed by

stenosis (2/27, 7.4%). Included are 21 saccular aneurysms

(77.8%) and 4 fusiform aneurysms (14.8%). Of the 25 aneu-

rysms, 10 (40%) were treated with conventional stent-assisted

coiling and 15 (60%) were treated with flow diversion. All

aneurysms in this series were unruptured. The devices used

were either the Neuroform EZ Stent System (Stryker Neuro-

vascular, Kalamazoo, Michigan), the Enterprise self-expand-

ing stent (Codman & Shurtleff, Raynham, Massachusetts), or

the Pipeline Embolization Device (Covidien, Irvine, California).

Data Acquisition
A VOI acquisition was performed as desired by the treating phy-

sician during an intervention (eg, post-flow-diverter placement

or end point of treatment). In all acquired datasets, the patient

was positioned in a head-first, supine position and the injection

catheter was placed at the origin of the artery supplying the vas-

cular structure that had been treated. The volume-of-interest scan

is a variation of a high-quality CACT (DynaCT; Siemens, Erlan-

gen, Germany), modified by introducing lateral and vertical col-

limation, effectively reducing the image FOV by either 28% or

12% (Fig 1).

For our study, the 12% collimation mode was used exclusively,

with collimators placed automatically by the system on selection

FIG 1. Difference between full FOV CACT and VOI CACT acquisitions. Projection image for FFOV captures of the full head of the patient (A),
while the box-collimated VOI scan (B) only exposes and acquires data from a small area of the patient (12% of the FFOV). Triplanar section cuts
(C–E) and volumetric illustration (F) demonstrate the fused FFOV CACT and the VOI CACT (central area).
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of the VOI examination protocol by the operator. The contrast-

injection protocol was 40 mL of iohexol (Omnipaque, 300 mg/L

iodine; GE Healthcare, Piscataway, New Jersey) diluted to be-

tween 20% and 50% and injected at the rate of 2 mL/s with an

x-ray delay of 2 seconds. From experience, this protocol is known

to provide good visualization of the vascular structures without

obscuring visualization of an implanted device. The acquisition

parameters for the VOI acquisitions were 70 kV(peak) and 1.2

�Gy/Frame. The acquisition parameters for the 30 previously ac-

quired full FOV (FFOV) DynaCTs were identical to these factors.

Image Postprocessing
Reconstructing truncated projection data by using conventional

projection image preprocessing and a Feldkamp back-projection

algorithm results in an incorrect Hounsfield unit and a bright ring

with a broad halo at the boundary of the reconstructed image. To

avoid these artifacts, the VOI technique uses the approximate,

truncation-robust algorithm for CT, which replaces the projec-

tion image-preprocessing step used in the conventional recon-

struction (the main contributor to the aforementioned image ar-

tifacts) with a Laplacian derivative filter followed by a nonlocal 2D

residual filter.14,15 The Laplacian derivative filter minimizes the

signal drop at the edges of the recorded images, which is the main

contributor to image artifacts. Volumetric images reconstructed

from truncated data by using this method yield highly similar

characteristics and image content (ie, image quality) compared

with nontruncated acquisitions.14 All acquired datasets were ret-

rospectively processed by using a prototype software implemen-

tation of this algorithm.

Dose Measurement
Common x-ray radiation measures reported from examinations

performed in the angiography suite are dose-area product (mil-

ligray � square centimeter), a product of the radiation dose mea-

sured at the x-ray tube exit window and the exposed area, and skin

exposure (milligray), an estimate based on standard calibration

measurements and system position. These static measurements

do not yield a good understanding of how the radiation dose to

the patient is distributed during a rotational scan acquisition. To

supplement this information and to gain a better understanding

of the dose distribution during a VOI CACT acquisition, for our

study, we used an anthropomorphic head phantom and ther-

moluminescence dosimetries (TLDs).

The head phantom consisted of a human skull embedded in

tissue-mimicking material (Rando Head Phantom; The Phantom

Laboratory, Salem, New York) with evenly distributed bore holes

allowing the placement of radiation detectors. TLDs are radia-

tion-sensitive chips (1 cm in diameter, 0.5 mm high) that emit

stored ionizing radiation as light when heated. Thirty-five TLDs

were placed symmetrically throughout the phantom. The phan-

tom was then placed on the table of a clinical biplane C-arm sys-

tem (DynaCT; Siemens), and independent measurements were

made for the conventional full FOV DynaCT rotational acqui-

sitions and a 12% square collimated VOI mode that was iden-

tical to the VOI acquisition mode used for the clinical subjects.

Acquisition parameters were set to the following: 200° scan

range, 496 projection images, 70 kVp, and 1.2�Gy/Frame. For

the phantom studies, 3 rotational acquisitions were performed

in an effort to minimize errors resulting from possible x-ray

tube output fluctuations. The exposed TLDs were evaluated

by an accredited laboratory (Calibration Lab, Madison, Wis-

consin). These TLD results were read in custom-designed

software and interpolated across the phantom by using a

second-order polynomial function. While this first-order ap-

proximation cannot fully account for the attenuation and scat-

ter characteristics of different tissues, it gives the observer a

good representation of the distribution of the radiation expo-

sure.16 Finally, the dose-area products of 30 consecutive full

field of view DynaCTs were recorded and used for comparison

with the dose-area products of the VOI acquisitions.

Image Evaluation
Three experienced neuroendovascular surgeons independently

performed a subjective evaluation of the VOI images. For each

case, the reviewers were given images from both volume-rendered

and multiplanar-rendered reconstructions and a video showing

manipulation of the 3D volumes in a way that best demonstrated

the device and its relationship with the relevant vasculature. All

the reviewers were asked to complete an evaluation form as-

sessing the following details by using a 2-point rating scale (ie,

yes or no): Did the VOI CACT images determine whether the

device was completely open, the apposition of the device to the

arterial wall, the position of the device related to the aneurysm

ostium, visualization of the entire device configuration after

deployment, and clear visualization of the arteries of interest?

No other clinical data were provided to the reviewers.

Statistics
The statistical analysis was performed by using SPSS 20.0 (IBM,

Armonk, New York). The qualitative evaluation data were pre-

sented as percentages. Intraclass correlation was performed, and

Cronbach � coefficients were calculated to evaluate the interob-

server consistency for each qualitative variable. The interobserver

consistencies were described as unacceptable (� � .5), poor (.5 �

� � .6), acceptable (.6 � � � .7), good (.7 � � � .9), and excellent

(� � .9).

RESULTS
Dose Measurement
TLD radiation dose measurements yielded an average dose of 74.5

mGy (median, 68.8 mGy; range, 32.5–179.9 mGy) for full FOV

DynaCT and 15.4 mGy (median, 7.9 mGy; range, 2.1–54.5 mGy)

for VOI CACT. An evaluation of dose distribution across identical

locations showed a dose reduction of �40% at the back of the

head (x-ray tube rotating under the table) and up to 90% at the

front of the head (Fig 2). The average reduction in radiation dose

was 79.8% (median, 88.9%; range, 36.5%–97.5%). A comparison

of dose-area product measurements as reported for the 30 previ-

ously acquired full FOV DynaCT studies with dose-area product

measured in the VOI acquisitions showed a similar reduction of

�85% for the VOI studies. From our results, the average radiation

dose-area product of a VOI acquisition recorded at the tube exit

window was 1140 �Gy � m2; this is equivalent to that of a single

10-second biplane 2D DSA angiogram.5
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Qualitative Image Evaluation
The qualitative evaluation results of all 3 independent observers

and statistical results of intraclass correlations are presented in

the Table. For all 6 evaluated variables,

acceptable-to-excellent interobserver

agreements were observed. For most

cases (88.9%–92.6%), 3 observers were

in good agreement (� � .810) that VOI

CACT was clinically useful.

DISCUSSION
In this small series, we have shown that

the VOI can provide information that is

not available from conventional 2D DSA

and fluoroscopy, such as full stent de-

ployment, good wall apposition, opti-

mal stent position, and full ostium cov-

erage. Such information may impact the

safety and efficacy of stent-assisted coil-

ing. It thus seems likely that the content

of VOI images may influence treatment

decisions both during and after an inter-

vention (eg, posttreatment anticoagula-

tion regimen, balloon dilation of a stent,

placement of a second stent, and so

forth). We have also demonstrated that

this information may be achieved by

using a dramatically reduced radiation

dose compared with conventional full

FOV CACT imaging.

Clinical Use of VOI
In our study, independent observer eval-

uations showed good agreement among

3 observers on the ability of VOI to visu-

alize the fine details of a device and its

relationships to a lesion and the adjacent

vasculature. These details include the

following: First, device configurations

such as pore distribution; cell type

(which makes the identification of dif-

ferent stents possible); and degree of

stent opening, kinking, and fracture (Fig

3). Before the advent of CACT, information on how stent struts

are configured within a stent could only be inferred indirectly (eg,

from the deflections of a microguidewire as it was advanced

through the device). Soon after the introduction of CACT, reports

appeared showing the ability of this technology to create high-

spatial-resolution images of these high-contrast objects.17 With

VOI CACT, microstructural changes of devices can be visualized,

allowing a more complete understanding of these variations in

stent configurations. The use of contrast in conjunction with a

VOI acquisition allows visualization of these features and their

relationship to the lesion being treated and the adjacent vascula-

ture. However, it is still unclear how this information would affect

posttreatment antiplatelet and anticoagulation regimens. Second,

these details also include the relationships between a device and a

vessel, such as the apposition of the stent to the vessel wall, and its

positioning relative to an aneurysm ostium. These features were

also clearly seen with this technique. Although 2D angiography

FIG 2. Comparison of dose distribution between FFOV CACT (A and B) and VOI CACT with an
exposure area of 12% of the FFOV acquisition (C and D). All images are displayed on the same scale,
normalized to the maximum radiation dose measured in the FFOV CACT image. The shape of the
dose distribution is similar between both modes, with substantial reduction in the dose for the
VOI CACT, especially at the front of the head. Min indicates minimum; Max, maximum.

FIG 3. A volume-rendering image (A) shows the open cell design of a
Neuroform EZ stent for the treatment of a basilar tip aneurysm. Another
image with a different window level (B) shows the stent struts protruding
into the left superior cerebellar artery.

Results of qualitative evaluation of VOI CACT images from 3 independent observers

Evaluating Details Observer 1 Observer 2 Observer 3
Cronbach

�

Clinically useful information gained 24/27, 88.9% 24/27, 88.9% 25/27, 92.6% .810
Determination of stent opening 25/27, 92.6% 19/27, 70.4% 23/27, 85.2% .628
Determination of stent apposition 23/27, 85.2% 19/27, 70.4% 21/27, 77.8% .766
Determination of stent position 18/27, 66.7% 18/27, 66.7% 26/27, 96.3% .601
Good visualization of entire stent 25/27, 92.6% 21/27, 77.8% 22/27, 81.5% .734
Good visualization of arteries of

interest
25/27, 92.6% 17/27, 63.0% 21/27, 77.8% .761
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and fluoroscopy provide some information about these features,

in our experience, the accuracy and ease of stent visualization is

not nearly as good as that achieved with VOI CACT (Figs 4 and 5).

VOI CACT performed in conjunction with diluted contrast

also provides fine details about both a Pipeline Embolization De-

vice mesh (ie, telescoped or stretched) and a Pipeline Emboliza-

tion Device or stent relationship with an aneurysm ostium (Fig 4).

According to previous reports,18,19 the actual porosity of the flow

diverter (FD) may be calculated or closely approximated on the

basis of the number of the intersections, the angle between the

filaments, and the known filament width. This information may

potentially be very useful for predicting the angiographic out-

come of the treated aneurysms and by providing real parameters

for computational fluid dynamics simulations. However, this ap-

plication will be limited in instances in which there is either the

use of multiple FDs or FDs and coils.

Previous studies have shown that image quality of VOI CACT

may be further improved, compared with conventional CACT,6,7

due to the inherent reduction of scatter radiation achieved by

collimation. However, the image quality of VOI CACT can also be

degraded because of other factors. For example, beam-hardening

artifacts may arise because of such fac-
tors as insufficiently diluted contrast
medium or the presence of platinum
coils and platinum marker tips on a mi-
crocatheter or stent. Theoretically, the
contrast concentration used should be
as low as possible while still providing
adequate opacification of the vessel. Be-
cause the elements of different devices
have different radio-opacities, the opti-
mal contrast concentration will vary
somewhat from case to case; in our
study, the contrast concentration ranged
from 20% to 50%. Pipeline Emboliza-
tion Devices and stents used for stent-
assisted coiling cause few artifacts,
whereas platinum coils, depending on
the packing density, may cause severe
degradation of the image quality. None-
theless, depending on the aneurysm
morphology, the packing density and,
most important, the orientation of the
aneurysm to the stent, clinically useful
information may still often be obtained,
even in the presence of these artifacts. To
minimize artifacts of this nature, metal
artifact-reduction techniques can be
used.20 In our study, one of our limita-
tions was that we did not evaluate the
use of these algorithms. Another limita-
tion for understanding the full clinical
utility of this technique is that with cur-
rently available stents, full deployment
can only be obtained after detachment
from the delivery system. This drawback
only allowed us to perform a retrospec-
tive (eg, postdeployment) analysis

rather than use VOI to assess positioning and deployment before

a decision had been reached to implant a device. As more devices

become available that may be fully deployed before detachment,

we expect the VOI to assume an even more important role in

monitoring of interventions.

Radiation Dose Reduction
Earlier studies have shown the potential of using VOI CACT as an

effective radiation-saving technique in clinical applications—for

example, imaging high-contrast osseous structures such as the

inner ear21,22 and implants such as intracranial stents. Although

these previous studies have shown dramatic reduction of the ra-

diation dose by using VOI CACT, the diagnostic utility and dose

reduction have not, to our knowledge, been evaluated in an en-

dovascular clinical practice. Because the radiation dose is directly

related to the size of collimated FOV, the dose may be chosen

according to the requirements of the scan (ie, it can potentially be

further reduced compared with the reduction achieved in this

study). The low radiation burden associated with a VOI acquisi-

tion, in our opinion, largely removes the limitation of performing

multiple acquisitions, as needed, during a procedure.

FIG 4. A volume-rendering image (A) shows double flow diverters (Pipeline Embolization
Device) for the treatment of a fusiform aneurysm located at the V4 segment of the vertebral
artery. Horizontal brighter lines in images of different window levels (B and C) indicate the
most proximal part of aneurysm, which is not covered by double Pipeline Embolization
Devices. The corresponding axial view (D) clearly shows that the aneurysm is not fully cov-
ered by double layers, which may indicate the malposition of the second FD and require
further adjustment or implanting another FD.
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CONCLUSIONS
The VOI CACT imaging technique offers a dramatic reduction

in radiation to the patient while still providing high-quality

images of implanted devices. The information provided by

these images has clinical significance that may influence treat-

ment during and following an intervention. The dramatic re-

duction of the radiation dose may allow multiple image acqui-

sitions (if needed) of focused anatomic regions during both

critical stages of device deployment and subsequent angio-

graphic follow-up.
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