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PURPOSE: To assess the efficacy of metal stents for the treatment of different forms and sizes of 
carotid aneurysms. METHODS: A total of 14 experimentally constructed aneurysms in dogs were 
treated with transfemorally placed balloon-expandable tantalum and self-expanding nitinol stents. 
RESULTS: In 10 cases, stenting produced either immediate complete occlusion of the aneurysm 
(n = 7) or complete delayed thrombosis after 7 to 10 days (n = 3). In two cases treated with 

balloon-expandable tantalum endoprostheses, repeated angiography showed a persistent aneurys
mal neck with a diameter of 1 mm. No incompletely occluded aneurysms were visible after 
implantation of nitinol stents. Nine-month angiographic follow-up revealed maximal stenosis of 
the stented vessel segment of up to 40% after placement of tantalum endoprostheses. However, 

no more than 15% stenosis followed the deployment of nitinol stents. Histologic examination 
confirmed these findings. Significantly greater intimal fibrocellular tissue growth surrounded 
tantalum filaments than nitinol filaments, which were covered with a smooth, thin neointimal 

layer. In two carotid arteries a subtotal and total occlusion of the parent vessel occurred after the 
insertion of a tantalum and nitinol stent, respectively. No recanalization of completely occluded 

aneurysms or delayed migration of a stent was observed. CONCLUSIONS: Porous, tubular self

expanding nitinol stents may become the treatment of choice for broad-based and fusiform 
aneurysms of the internal carotid artery. However, blood flow dynamics of the aneurysms must 
be studied carefully in order to select an appropriate mesh size for complete occlusion while 

preserving the parent vessel. Improvements in the introducing system, stent material, and stent 
shape are required for simple implantation and reduction of intimal hyperplasia. 

Index terms: Arteries, carotid; Aneurysm, therapeutic blockade; lnterventional instrumentation, 
stents; lnterventional neuroradiology, experimental; Animal studies 
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Improvements in endovascular techniques for 
the treatment of intracranial aneurysms with de
tachable balloons and microcoils have led to 
excellent angiographic and clinical results (1-3). 
However, intrinsic technical problems remain, es
pecially for the occlusion of surgically difficult 
giant aneurysms. Packing of large aneurysms 
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with microcoils may insufficiently decrease the 
mass with failure to improve the existing clinical 
deficits (eg, oculomotor palsy caused by intracav
ernous giant aneurysm of the carotid artery) (Vin
uela F, North American Experience in the Em
bolization of Intracranial Aneurysms with the 
GDC System, and Moret J, Endovascular Ther
apy of SAH and Intracranial Aneurysms with 
Balloons, presented at the 30th Annual Meeting 
of the ASNR, St Louis, Mo, May 31-June 6, 
1992). As yet, there is no satisfactory endovas
cular treatment for fusiform aneurysms or for 
those aneurysms associated with stenosis of the 
parent vessel without occluding the latter (4). 
Furthermore, complete occlusion of broad-based 
aneurysms may be hazardous because misplaced 
occlusive material may enter and block the parent 
vessel (5, 6) (Moret J, Endovascular Therapy of 
SAH and Intracranial Aneurysms with Balloons). 
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Thromboembolic complications also occur (1 , 6), 
and neck remnants may cause regrowth (7-11). 
Surgical clipping of an aneurysm attempts to 
reapproximate the normal sides of the arterial 
wall. Endovascular treatment, however, leaves 
the defect in the elastic lining of the parent vessel. 
The blood pressure acting on the thrombosed 
part of the aneurysm, described as "water-ham
mer effect" (10), may cause regrowth of the neck 
region, which is important to the origin and pro
gression of intracranial aneurysms (12, 13). 

To examine potentially better techniques, we 
investigated the efficacy of metal stents for treat
ing experimentally produced aneurysms in ca
nines. Changes in the hemodynamics of an aneu
rysm and its parent vessel after insertion of a 
stent will be discussed. 

Animals, Materials, and Methods 

A total of 24 lateral aneurysms were created bilaterally 
in the carotid arteries of 12 Labrador dogs (body weight 17 
to 28 kg) by slight modification of a method previously 
described (14) . After a medial skin incision and isolation of 
the vessels, the carotid artery and the external jugular vein 
were anastomosed side to side with 9-0 prolene sutures. 
At the anastomosis the arterial wall was punched. The size 
of the artificially created arterial wall defect was based on 
the desired dimension of the aneurysmal neck. The proxi
mal and distal parts of the external jugular vein were ligated, 
and the remaining pouch was detached from the parent 
vein. Fourteen aneurysms were selected for stenting. Two 
aneurysms showed early spontaneous thrombosis on con
trol angiograms obtained 2 weeks after surgery. The re
maining eight aneurysms were used for other purposes. 
Measurements of the 14 aneurysms were obtained from 
four-projection angiography (lateral , anterior-posterior, 
right anterior, and left anterior oblique) performed before 
stent implantation using the special built-in software of 
DSA equipment (Digitron, Siemens, Erlangen, Germany). 
The aneurysms had a mean volume of 1.8 ± 1.6 cm3 

(mean± SD, range 0.07 to 5.5 cm3
) and a mean neck size 

of 6.0 ± 1.9 mm (range 2.5 to 9.7 mm). The volume of 
the aneurysm was computed employing the formula for 
the volume of a cylinder or spherical body. The mean 
diameter of the parent vessel was 3.7 ± 0.2 mm (range 
3.4 to 3.9 mm). 

Five single balloon-expandable tantalum (12 loops per 
circumference, 34.7 pores/ cm2 at 5 mm inner diameter, 
Strecker stent, Medi Tech, Boston Scientific Corporation, 
Watertown, Mass) and 10 self-expanding nitinol stents 
(heat-treated nickel-titanium alloy , 12 loops per circumfer
ence, 62.4 pores/ cm2 at 5 mm inner diameter, Strecker 
stent, Medi Tech) were implanted using a transfemoral 
approach. The stents were 5 mm in diameter and 25 to 30 
mm in length in the expanded state. In one case two nitinol 
stents placed in tandem (overlapping) were required to 
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cover the large orifice of the aneurysm. The stents are 
knitted elastic , loosely connected woven loops made of a 
single biocompatible tantalum or nitinol filament 100 ~-tm 
in caliber forming a tube (Fig 1 ). Ninety-nine percent pure 
tantalum has a greater radiopacity than nitinol , which is 
more flexible and adapts more easily to the vessel course. 
Because of alloy properties and heat treatment, nitinol 
stents can be compressed without loosing their original 
shape. 

Endovascular treatment was undertaken between 21 
and 130 days (mean 40 days) after construction of the 
aneurysm. Both the construction of the carotid aneurysm 
and the stenting were carried out under general anesthesia . 
Heparin (100 IU/kg body weight) was administered before 
introducing the stent. After stenting and during the post
implantation follow-up period, the animals received 80 mg 
aspirin per day orally. 

The first step of the stenting procedure was to place a 
1 0-F teflon introducer sheath (Cook, Bloomington, lnd) 
surgically in the femoral artery and to attach it to a 
pressurized saline drop in order to preclude clot formation. 
For implantation the balloon-expandable tantalum and the 
nitinol self-expanding stents were fixed to a 5-F angioplasty 
catheter (balloon diameter 4 to 5 mm, length 40 mm; 
Schneider, Lausanne, Switzerland) by a simple crochet 
technique using a continuous thin nylon line which runs 
along the catheter shaft from tip to the proximal end. The 
nylon line was fixed to the catheter with small polyurethane 
rings. 

After diagnostic angiography, a 4.5-F catheter (Cook) 
was replaced with the stented 5-F balloon catheter by using 
a 0.020-inch guide wire (280-cm gold wire, Schneider). A 
60-mm piece of 9-F introducer sheath served as a cover 
to avoid damaging the stent during the passage through 
the valve of the teflon sheath. All angiographic procedures 
were carried out on a DSA unit, and the road mapping 
technique was used to precisely position the stent. After 
gradual retraction of the nylon line at the proximal end of 
the catheter, the balloon-expandable tantalum stents were 
firmly dilated against the arterial wall with a maximum 
inflation pressure of 3 to 4 atm, starting at the proximal 
end of the endoprosthesis. The pressure was monitored 

Fig. 1. Fully expanded nitinol Strecker stent with 5-mm inside 
diameter. The tubular self-expanding porous stent is made of 
heat-treated loosely woven single filaments of 100 J.Lm diameter. 
The longitudinal flexibility is well appreciated. 
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using a pressure gauge (Medi Tech) attached to the angio
plasty catheter. The nitinol endoprosthesis expanded up to 
the luminal diameter of the parent blood vessel starting at 
the proximal end after retracting the nylon line. Carotid 
arteriography was repeated immediately after inserting the 
stent and also after 7 to 10 days, 3 weeks, and 3, 6, and 9 
months after the endovascular treatment. The minimal 
luminal diameter of the stented vessel segment and the 
adjacent proximal and distal parts of the common carotid 
artery were measured on the four-projection angiograms 
by two different investigators (A.K.W. , F.S.). The angiog
raphy was performed with four to six frames per second 
and videotaped to study hemodynamic changes after stent
ing. 

Nine stented vessel segments with approximately 5 to 
15 mm of adjacent normal arterial tissue on each side were 
removed for histologic interval study after 3, 6, and 9 
months (Table 1 ). Hematoxylin-eosin and elastica Van 
Giesen staining were used to identify fibrocellular prolifer
ative tissue growth and to identify disruption of elastic 
fibers after stent placement. Additionally , the Berlin blue 
reaction was performed to detect hemosiderin deposits in 
the vessel wall, which indicate damage caused by either 
stent placement or balloon inflation. 

Results 

Except in two cases treated with tantalum 
balloon-expandable stents, the insertion of the 
prostheses produced either immediate complete 
occlusion of the aneurysm (n = 7) or complete 
delayed thrombosis after 7 to 10 days (n = 3), 
with the carotid artery remaining patent (Figs 2, 
3, and 4). In two cases control angiograms re
vealed a subtotal stenosis and an occlusion of the 
parent vessel 1 week after insertion of a tantalum 
and a nitinol stent, respectively. Both aneurysms 
were completely occluded as confirmed histo
pathologically. Repeated angiography obtained 
after 3, 6, and 9 months showed no refilling of 

TABLE 1: Summary of 14 stented aneurysms 

Balloon-Expandable 
Tantalum Stent (n = 5) 

Self-Expanding Nitinol 
Stent (n = 9) 

Angiography Explantation Angiography Explantation 

Week 1 
Week 3 

Month 3 
Month 6 
Month 9 

Long-term 
follow-up 

5 
5 
5 
4 
3 

9" 
8 
8 
6 
4 

2 

2 
2 
2 

• One complete occlusion of parent vessel at first angiographic 

control. 
• Incomplete occlusion of aneurysm. 
< Subtotal stenosis of stented segment of parent vessel. 
dOne incomplete occlusion of aneurysm. 
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A B 

Fig. 2. Experimentally constructed lateral aneurysm of the 
right common carotid artery with a well-defined neck (anterior
posterior projection). Parent vessel diameter is approximately 3.9 
mm. Angiogram before (A) and immediately after transfemoral 
placement of a balloon-expandable tantalum stent (B). Complete 
obliteration of the aneurysm with patency of parent vessel was 
accomplished. Note the slight overdilatation of the parent vessel 
at the stented segment and distal vasospasm. 

the aneurysms. The vessel measurements on 
arteriograms showed a maximal stenosis of the 
stented parent vessel up to approximately 15% 
3 weeks after implantation of a nitinol graft (Figs 
3 and 5). However, balloon-expandable tantalum 
endoprosthesis caused a significantly higher de
gree of stenosis, approximately 40 % (Figs 5 and 
6). The narrowing was located usually at the distal 
rather than at the proximal portion of the stented 
segment. Control angiograms showed minor im
provement after 6 months. 
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Fig. 3. A, Anterior-posterior arteriogram 
shows a broad-based lateral aneurysm of the 
right common carotid artery (approximate 
diameter of the parent vessel 3.8 mm). 

B, Control angiogram performed imme
diately after introducing a heat-treated ni
tinol self-expanding stent (arrows) shows no 
significant structural change of the aneu
rysm. 

C, Angiogram 7 days after insertion of 
the stent (arrow) demonstrates a complete 
occlusion of the aneurysm without any nar
rowing of the parent vessel. 

D, Control angiogram after 6 months 
shows no recurrence. Note the slight narrow
ing of the vessel (arrow) caused by the thin 
layer of neointima covering the stent (D, see 
also Fig 7). 

A 

Fig. 4. Low-power cross-section photomicrograph of aneu
rysm treated with tantalum stent, harvested 3 months after 
implantation (elastica van Gieson staining). Organized thrombus 
formation within the aneurysm (large straight arrow) and intimal 
fibrocellular proliferation (open curved arrow) of the parent vessel 
wall . The smooth neointimal tissue covering the stent has been 
removed for histologic preparation (small arrows). Note the ostium 
of the aneurysm (solid curved arrow) corresponding to arterial 
wall defect at the site of anastomosis with the external jugular 
vein. 

In none of our dogs did an immediate or de
layed migration of the stent occur. Two aneu
rysms treated with balloon-expandable tantalum 
stents showed incomplete occlusion of the aneu
rysm with persistent aneurysmal necks approxi
mately 1 mm in diameter. The aneurysms were 
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still visible on subtracted angiograms after 3 and 
9 months but could not be appreciated on non
subtracted angiograms (Fig 6). Both aneurysms 
had approximately the same initial ostium diam
eter (4.3 mm and 5.5 mm) but were different in 
fundus size (3.6 X 3.6 X 4.2 mm and 14.0 X 3.0 
X 4.0 mm). No incomplete occluded aneurysms 
were found in the nitinol-treated animals, and no 
recanalization of initially completely thrombosed 
aneurysms occurred. 

Histologic examination confirmed the angie
graphic findings. Complete thrombosis of the 
aneurysm was present in all six harvested vessels 
treated with nitinol (Fig 7) and in two dogs treated 
with the tantalum stent (Fig 4). The tantalum 
filaments were encased in a much thicker intimal 
fibrocellular proliferative tissue layer (300 to 350 
J.Lm) than nitinol struts, which were covered with 
a smooth and regular neointimallayer of approx
imately 150 J.Lm (Fig 7). Few hemosiderin-laden 
macrophages were present in the fibrotically 
thickened intimal wall underlying either type of 
stent. Also, there was no evidence of foreign
body cellular reaction around the filaments in 
either type of stent. The media of the stented 
vessel segment showed minor signs of atrophy 
and fibrocellular tissue growth. In almost all his
topathologically studied cases, a few areas of 
discrete irregular intimal fibrosis of the parent 
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Fig. 5. Angiographic medium-term follow-up of stented com
mon carotid arteries in dogs. Maximum observation time is 9 
months (mean carotid diameter 3.7 mm, range 3.4 to 3.9 mm). 
Vessel measurements are based on four-plane angiography with 
calculation of the minimal luminal diameter of the stented arterial 
segment. After placement of the heat-treated nitinol self-expand
ing stent, maximum narrowing of the vessel is seen at week 3 
(14.3 ± 2.6%) without any further progression. Implantation of 
tantalum balloon-expandable stents led to a maximum stenosis 
of 38.8 ± 2.5% after 3 months with slight improvement at 6 
months control angiography (mean ± SD). 

vessel were seen 5 to 15 mm proximal to the 
treated arterial segment. However, these areas 
were inconspicuous on control angiograms. No 
change occurred in the luminal diameter of the 
proximal or distal portions of the parent vessel 
adjacent to the endoprosthesis. 

The videotapes of control angiograms showed 
that stenting led to enhanced flow of contrast 
material toward the distal part of the vessel with 
decreased and delayed flow into the aneurysm. 
The typical inflow at the aneurysmal ostium was 
disturbed by the covering stent; a delayed outflow 
of contrast material with longer intraaneurysmal 
circulation was observed (Fig 8). 

Discussion 

Detachable balloons and microcoils have made 
endovascular treatment of aneurysms easier. 
However, reconstruction of the parent vessel har
boring a fusiform-shaped or broad-based giant 
aneurysm remains hazardous. Furthermore, cur
rent endovascular techniques require placement 
of a microcatheter into the aneurysm, thus incur
ring the risk of rupture and dislodging thrombus 
(15). Surgical or endovascular occlusion of the 
internal carotid artery is performed in those aneu
rysms provided that the balloon test occlusion 
confirms sufficient cerebral blood supply ( 1, 4 , 7, 
16-18). The danger of delayed cerebral ischemia 
and stroke after permanent internal carotid artery 
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occlusion still remains in patients who tolerate 
the balloon test occlusion ( 19-21 ). Thus, the 
value of balloon test occlusion in predicting stroke 
in individual cases remains controversial. Extrain
tracranial or C-3-C-5 bypass have been per
formed before occlusion of the internal carotid 
artery for treating patients harboring unclippable 
cavernous and petrous aneurysms (18, 19, 22). 
Vascular bypass at this location is time consum
ing, requires great microsurgical skill, and is not 
always successful. 

In our study we investigated porous tubular
shaped vascular metal stents to treat experimen
tally constructed lateral aneurysms in dogs. 
Stents have been introduced as additional aids to 
treat peripheral and coronary occlusive arterial 
disease (23-27). These stents have proved useful 
in some cases of postangioplasty elastic recoil, 
postangioplasty restenosis, and angioplasty-in
duced dissection (28). Favorable results using 
these stents have been described for treating 
patients who had aortic and renal arterial dissect
ing aneurysms. Stents effectively obliterate the 
false lumen of dissection without occluding the 
side branches or damaging the vessel (29-31). 
Nylon-covered tantalum and nitinol stents have 
been investigated to treat both saccular and fu
siform aneurysms of the aorta (32, 33). 

We chose the canine model for our study 
because most stent studies have been carried out 
successfully in dogs. Results of experiments with 
different porous and impervious vascular grafts 
have shown that healing of implanted prostheses 
in dogs approximates human healing, which is 
much slower than other species such pig, calf, 
and baboon (34). Other advantages to using the 
canine model are the size of the carotid vessel 
(which makes stenting feasible) and comparabil
ity with other studies (including angioplasty and 
endovascular treatment of experimental aneu
rysms with microcoils [35-37]). However, exper
imentally constructed lateral aneurysms in dogs 
infrequently demonstrate spontaneous thrombo
sis (35, 36), especially in aneurysms with narrow 
necks. In fact, early spontaneous occlusion oc
curred in two of our 24 aneurysms, probably 
because of an insufficient diameter of the anas
tomosis compared with the volume of the aneu
rysm (38). Subsequently, we modified the tech
nique described first by Varsos et al (14) and 
punched the arterial wall at the anastomosis. 
Because the therapeutic intervention was carried 
out 25 to 130 days after the construction of the 
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Fig. 6. A, Small aneurysm of the com
mon carotid artery (vessel diameter approx
imately 3.6 mm). 

B, Control angiogram obtained immedi
ately after introducing a tantalum balloon
expandable stent shows a persistent filling 
of the aneurysm (curved arrow). A slight 
vasospasm is distal to the stented segment. 

C, Control angiogram after 6 months 
shows filling of the aneurysmal neck 
(straight arrow). (This was not appreciated 
on the nonsubtracted angiogram, D.) There 
is significant stenosis of the distal portion of 
the parent vessel with reflux of contrast 
material into the vertebral artery (open 
curved arrow). Histologic findings confirm 
increased intimal fibrosis, although no over
dilatation is seen on the initial angiogram. 
Note second tantalum stent placed in the 
left carotid artery (straight open arrow). 

Fig. 7. Longitudinal section of a formal
dehyde-fixated common carotid artery with 
thrombosed and organized lateral aneurysm 
(short arrow). The vessel (original diameter 
approximately 3.8 mm) was harvested 6 
months after implantation of a heat-treated 
self-expanding nitinol stent (5-mm diameter 
in fully expanded state). A thin intimal fibro
cellular tissue is covering the struts (curved 
black arrow). There is a markedly thickened 
vessel wall in the stented portion including 
the ostium of the aneurysm because of inti
mal proliferation. (Note the artificial reduc
tion of the nonstented vessel segment after 
resection and fixation compared with the 
treated rigid part, curved white arrow). 

B, Scanning electron photomicrograph of 
a carotid artery harvested 6 months after 
nitinol stent placement demonstrates the 
flow-induced macroscopic architecture of 
the neointima (original magnification X20). 

C, Transverse section of a common ca
rotid artery 6 months after implantation of 
a nitinol stent (hematoxylin and eosin stain, 
original magnification X25). I indicates in
tima; M, media; A , adventitia; S, empty 
space corresponding to stent filaments. 
Thickness of intima covering the filaments 
is approximately 80 ~m and between the 
wires 200 ~m (range 35 to 250 ~m. mean 
120 ~m. SD 62.95 ~m). 
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aneurysm, a spontaneous thrombosis during the 
endovascular intervention seems unlikely. 

In most of our cases, complete ablation of the 
carotid aneurysm occurred after the covering of 
the aneurysm orifice with a stent (n = 10/14). 
From analyzing our videotaped angiograms we 
determined that stents seem to induce a change 
in the typical flow pattern in the aneurysm and 
parent vessel, which may encourage thrombosis 
of the aneurysm. The typical inflow zone at the 
distal wall of the lateral aneurysm neck as stated 
in previous reports (13, 39, 40) is disturbed by 
the mesh of the endoprosthesis. The endovascu
lar prosthesis, by bridging the aneurysm neck, 
directs the blood toward the distal part of the 
parent vessel, thus reducing the flow into the 
aneurysm (blood diversion or channeling effect). 
Stenting the ostium, however, also reduces the 
outflow (blood trapping). These hemodynamic 
changes decrease the blood circulation, the aneu
rysm inside which ultimately may promote for
mation of an aneurysmal clot. 
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Fig. 8 . Right common carotid angie
grams (6 frames per second) before and after 
deployment of a nitinol self-expanding stent 
in a dog. 

A, Early phase in angiogram demon
strates typical flow pattern in the aneurysm 
and parent vessel with inflow at the distal 
part of the ostium (open arrow). 

B, By bridging the aneurysm neck with 
the stent, flow is diverted toward the distal 
part of the parent vessel (arrow) with de
creased (channeling effect of the stent) and 
disturbed inflow. The inflow zone is shifted 
toward the proximal part of the ostium 
(curved arrow). Late-phase carotid angio
gram shows delayed outflow of contrast ma
terial (straight arrows) after placement of 
prosthesis ( C before and D after stenting). 
Note part of the contrast material trapped in 
filaments protruding into the vessel (small 
curved arrows). 

Another factor that may promote occlusion of 
the aneurysm is formation of thrombus around 
the struts of the stent including those parts cov
ering the orifice. The net surface charge of metals 
commonly used for vascular stents is electropo
sitive, and most blood particles have a net nega
tive surface charge. Because of a thin layer of 
inert tantalum pentoxid (Ta20 5), however, tan
talum stents are negatively charged and repel 
platelets. This property is lost when tantalum 
turns electropositive after contact with electro
lytic solutions and air ( 41 ). Subsequently plasma 
proteins are attracted and cover the filaments 
with a 5- to 20-nm layer of fibrinogen in a few 
seconds (42). Nevertheless, for complete occlu
sion of aneurysms to be achieved, the hemody
namic parameters such as flow velocity and di
rection, and the diameter of the neck and the 
location, must be studied carefully for proper 
selection of the stent. A relatively coarse network 
of the tantalum endoprosthesis in relation to the 
volume of the aneurysm and its neck diameter 
may be why complete obliteration of the aneu-
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rysm did not occur with this stent in two cases. 
In contrast, the nitinol stent has a greater pore 
density. Both incompletely occluded aneurysms 
did not differ significantly in diameter of the neck 
and size of the aneurysm from others used in our 
study. 

Wall shear stress at the proximal and, even 
more so, at the distal neck (13) may be reduced 
by stent placement by breaking down the typical 
flow pattern without completely occluding the 
aneurysm. This will impact considerably on pro
gression. Additionally, the thin layer of fibrocel
lular tissue covering the stent, especially those 
parts over the ostium of aneurysm, may 
strengthen the proximal and distal parts of the 
neck as well as the adjacent parts of the parent 
vessel. 

Compared with balloon-expandable tantalum, 
recently developed self-expanding heat-treated 
nitinol endoprosthesis showed better results in 
treating aneurysms and induced less intimal fibro
sis. These observations are consistent with the 
recently published results of placing stainless 
steel stents in swine iliac arteries (43). Proliferative 
reactions were more remarkable in the vessels 
containing the balloon-expandable stents than in 
the self-expanding prosthesis. This may result 
from intimal-medial injury caused by dilating the 
stent toward the arterial wall (44-46). Other fac
tors such as poor distal blood flow as seen in 
small arteries increases the amount of thrombus 
deposit on the stent and the danger of sponta
neous occlusion, unlike in large vessels such as 
the iliac artery (24, 44, 47, 48). Most of the 
occlusions are documented within the first 14 
days after implantation. Hence, many investiga
tors recommend concomitant anticoagulation 
during the stenting with heparin and continuation 
with low-dose aspirin (47). We adopted this 
scheme and treated the dogs with heparin and 
aspirin . Slight improvement of the stenosis was 
documented on control angiograms after 6 
months. This has been observed in animal exper
iments with tantalum and stainless steel stents 
placed in the aorta, common iliac artery, and the 
coronary artery (49, 50). The thickest neointimal 
build-up was found at 8 weeks, which then de
creased at 26 weeks after completion of the 
reparative process. 

In many of our histologic investigations a few 
areas of discrete intimal fibrosis of the parent 
artery proximal to the stented segment were seen. 
This may reflect intimal injury caused by the 
balloon catheter or by the surface of the uncov-
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ered stent during the implantation. In two of our 
cases subacute thrombosis occurred because of 
intimal damage after stenting. 

The longitudinal and radial flexibility of a nitinol 
graft may be sufficient for effective treatment of 
internal carotid artery aneurysms. However, 
stenting of cerebral aneurysms with adjacent per
forators may be hazardous. The diameter of struts 
being 100 J.Lm, complete occlusion of perforators 
may not occur, but exposed stent wire covering 
the perforators will remain a potential source of 
thromboembolic complication. Animal experi
ments with stainless steel stents placed in the 
common carotid artery of dogs covering the ori
gin of the internal carotid artery and smaller 
branches of the external carotid artery have dem
onstrated angiographic patency of all arteries 
(Geremia GK, Kim TW, Haklin M, Brennecke L, 
Douglass J, Intravascular Stents: Effects on 
Branching Vessels Originating from a Stent Con
taining Parent Artery, presented at the 30th An
nual Meeting of the ASNR, St Louis, Mo, May 
31-June 5, 1992). Histologic investigation 
showed fibrotic tissue growth around the fila
ments extending into the origin of the branches 
without narrowing them significantly. However, 
dogs have an extremely active fibrinolytic system 
(34). Similar findings were reported after stenting 
abdominal aorta of canine. The lumbar arteries 
were not occluded, but a few of the ostia were 
covered partly with endothelium, as seen on a 
scanning electron photomicrograph (49). 

Unlike in atherosclerotic disease, the primary 
goal of a stent in treating aneurysms should be 
to change the hemodynamic factors, thus pro
moting thrombosis rather than preventing resten
osis. Hence, different requirements are placed on 
the geometry and material of the stent. Improve
ment of stents may include modifications to the 
shape, flexibility, elasticity, and strut diameter in 
order to reduce the part of the prostheses pro
truding into the arterial lumen. The total amount 
of metal surface covering the artery, which is 
responsible for the deposit of fibrin and platelets, 
must be reduced (48, 51). However, a significant 
loss of radiopacity will have to be avoided by 
proper plating of the stent material. For an exact 
placement, minimal shortening of the stent during 
expansion is mandatory. This remains an intrinsic 
problem in most of the available stents. Helix
shaped nitinol stents, as proposed first by Dotter 
(52), should be considered for cerebral aneu
rysms. For tortuous vessels more flexible alloys 
may facilitate the use of a smaller introducer 
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catheters without an additional increase in friction 
during deployment. 

Development of biodegradable, nonparticulat
ing material with antithrombogenic coating re
duces the high rate of subacute thrombosis and 
myointimal proliferation (47, 48, 53). Recently 
described data about stents covered with endo
thelial cells capable of secreting large amounts of 
tissue plasminogen activator may reduce the risk 
of thrombosis (54). Our preliminary results with 
stents covered with autologous vein grafts offer 
another possibility for endovascular vessel recon
struction (Wakhloo AK, Schumacher M, de Vries 
J, et al, Coated and Noncoated Stents in Treat
ment of Carotid Arteriovenous Fistulas and Aneu
rysms: an Experimental Study, presented at the 
30th Annual Meeting of the ASNR, StLouis, Mo, 
May 31-June 6, 1992). 

Based on our preliminary results, intravascular 
stents are potential treatment for aneurysms, 
especially large, fusiform aneurysms. They may 
result in less danger to the parent vessel and less 
risk of rupturing the aneurysm. However, more 
detailed knowledge of the hemodynamics of the 
aneurysm, including the total volume and the 
diameter of the neck, is required before a suitable 
type of stent can be designed. Improvements in 
shape, material, and delivery system are neces
sary to reduce the intimal fibrosis and to simplify 
the implantation. An appropriate animal model 
has yet to be described for studying the potential 
risk of thromboembolic complications. 
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