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Summary: We made an in vitro model of a wooden foreign body
using both fresh and dry pine wood in both fat and soft-tissue
background mediums. Air/wood/background medium interfaces
were studied with MR and CT to determine which method pro-
vided the best image contrast for detecting a wooden foreign
body. CT was demonstrated to be superior to MR in the evalua-
tion of the orbit in the in vitro model.
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Detection of an intraorbital wooden foreign
body may be difficult, especially in the setting of
acute trauma, in which intraorbital emphysema
and bone fragments can affect diagnostic accu-
racy. Confirmation of wood in the orbit depends
on the differentiation between wood, soft tis-
sues, and possibly gas or bone. Review of the
literature shows successful diagnosis of intraor-
bital wooden foreign bodies to be variable
(1, 2). Standard ophthalmic echography can be
highly operator dependent, limited in complete
evaluation of the orbit, time consuming, and
generally not available in the community setting
(3). Researchers have used computed tomog-
raphy (CT) and magnetic resonance (MR) in the
setting of acute penetrating orbital trauma with
vastly different outcomes and no consensus
(4–9).

Materials and Methods
We made a model of the orbit in vitro using animal lard

to represent orbital fat and 0.9% sodium chloride with 3.5
g/dL human serum albumin to simulate intraorbital mus-
cle tissue or extracellular fluid. Both the fat and extracel-
lular fluid mediums were separately used as background
baths in which both fresh and dry pine wood were partially
immersed so that a gas/bath/wood interface was created.
Axial CT images were obtained with a General Electric
(Milwaukee, Wis) 9800 CT Scanner at 120 kV, 120 mA,
with a 3-mm section thickness and a 512 3 512 matrix.
Images were photographed at window width and level of
80 and 40 Hounsfield units (HU), 214 and 19, 1000 and
2500, 1000 and 100, and 4000 and 2700.

MR spin-echo pulse sequences including T1-weighted
(400/11/2 [repetition time/echo time/excitations]), proton
density–weighted (2500/17/2), and T2-weighted (2500/
153/2) images were performed on a General Electric
Signa 1.5-T scanner using a standard head coil with a
section thickness of 3 mm and a 256 3 192 matrix. The
window width and level were adjusted to obtain optimal
image contrast between the gas, wood, and fat or extra-
cellular medium.

Both CT and MR were performed within 1 hour of im-
mersion of wood. The dry pine wood specimen measured
7 3 3 cm. The freshly cut pine specimen measured 4 cm
in diameter.

Results

CT images of dry pine (Figs 1 and 2) and
fresh pine (Figs 3 and 4) were obtained in both
air/fat and air/extracellular fluid backgrounds.
Dry pine is of very low density and fresh pine
more dense as expected; they measure 2656
and 224 HU, respectively. The dry pine is best
differentiated from gas and fat or extracellular
fluid at 1000 and 2500 as in Figures 1C and 2C.
The dry component of the fresh pine, including
the corky bark, annual rings, and pith, behaved
much as dry pine. Fresh pine could be best
differentiated from gas, fat, and extracellular
fluid when a combination of windows 1000 and
2500 and 214 and 19 was used, as in Figures
3B and C and 4B and C.
MR imaging with T1-, proton density–, and

T2-weighted spin-echo pulse sequences dem-
onstrated both dry and fresh pine wood to be
hypointense relative to fat (Figs 5 and 6). Dry
pine and both components of fresh pine had
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Figs 1 and 2. Axial CT images of dry
pine wood partially immersed in fat (Fig
1) and extracellular fluid model (Fig 2)
background mediums and photographed
at window width of 80 HU and window
level of 40 HU in A; 214 and 19 in B;
1000 and 2500 in C; 1000 and 100 in D;
and 4000 and 2700 in E.
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good image contrast relative to both the fat and
extracellular fluid background mediums. MR,
however, did not differentiate dry pine and the
dry component of fresh pine from gas regard-
less of window width and level variation.

Discussion

Wood evaluated with CT has been described
as an area of low or high attenuation relative to
fat depending on the degree of its air or water
content. It can also mimic air within the orbit.
Often, the presence of a wooden foreign body in
the orbit is inferred secondary to a geometrical
interface between the area of low attenuation
and soft tissues (3–7). Measurement of absorp-
tion coefficients was not thought to be helpful in
distinguishing small pieces of wood from air
because of volume averaging. Our experiment
demonstrated that window width and level vari-
ation are extremely useful in differentiating
wood from gas, fat, and extracellular fluid.
MR revealed that both dry and fresh wood are

hypointense relative to intraorbital fat on all



Figs 3 and 4. Axial CT images of
fresh pine wood partially immersed in
fat (Fig 3) and extracellular fluid (Fig 4)
background mediums and photo-
graphed at window width of 80 HU and
window level of 40 HU in A; 214 and 19
in B; 1000 and 2500 in C; 1000 and
100 in D; and 4000 and 2700 in E.
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spin-echo pulse sequences. This has been dem-
onstrated in our experiment. The hypointensity
of dry wood with its high air content and fresh
wood with its high water content is probably
attributable to the lack of mobile protons. T1-
weighted spin-echo images have been favored
over proton density– and T2-weighted spin-
echo images, because they provide better con-
trast between fat and wood. In addition, they
may decrease motion artifact by requiring less
imaging time.
CT and MR can be used to discriminate dry
and fresh pine wood from fat and extracellular
fluid backgrounds. In this study, although fresh
pine was slightly better seen on MR than CT, MR
did not differentiate dry wood and the dry com-
ponent of fresh wood from air or bone frag-
ments, which can be encountered in the setting
of penetrating orbital trauma. CT with optimiza-
tion of image contrast through proper window-
ing can differentiate dry and fresh wood from air
and bone fragments and is therefore the imag-



Figs 5 and 6. MR spin-echo pulse sequences including T1-weighted (400/11/2)(A), proton density–weighted (2500/17/2) (B), and
T2-weighted (2500/153/2) (C) axial images of dry (Fig 5) and fresh (Fig 6) pine wood.
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ing modality of choice. CT has the advantage of
not being restricted when a metallic foreign
body is present. Moreover, CT is less expensive,
more readily available, and faster to perform
than MR.
There are some variables that were not ad-

dressed in this study. We evaluated only fresh
and dry pine specimens, but different types of
wood have been shown to have varying densi-
ties and water content (10, 11). Additionally,
wood surface coatings such as paint or dirt or
the immersion time of the piece of wood in its
respective bath (extracellular fluid/fat) may
also change the imaging characteristics (10–
13). The size of the wood chip is also important,
because there may be a disparity in attenuation
coefficients if a smaller piece of wood is used
because of partial volume averaging (14). Fi-
nally, only T1-, proton density–, and T2-
weighted spin-echo sequences were performed;
other sequences such as fast spin-echo, fat-
suppressed, or short-tau inversion recovery
may provide additional information, especially
related to the varying water content of wood. We
are currently undertaking a study to evaluate
the effects of wood specimen size, specimen
immersion time, and different types of wood
with common surface coatings such as paint
using various pulse sequences on MR.
In conclusion, thin axial and coronal CT im-

ages at various window widths should be used
as the first imaging modality to detect intraor-
bital wood foreign bodies. Although MR does
not show an advantage over CT in our study,
further investigation is required to assess its role
fully.
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