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BACKGROUND AND PURPOSE: CT angiography (CTA) has been used for the evaluation of intracranial
aneurysms and recently has been applied to assess postoperative aneurysms treated with titanium-alloy
clips. We investigated the clinical usefulness of subtraction CTA by using the orbital synchronized helical
scan technique (OSHST) for evaluating intracranial aneurysms surgically treated with cobalt-alloy clips.

MATERIALS AND METHODS: We scanned an agar gel phantom with a cobalt-alloy clip mounted in the
center by using subtraction CT with and without OSHST. Eighteen patients (20 aneurysms) who
underwent surgery with cobalt-alloy clips were postoperatively evaluated with subtraction CTA with
OSHST, and the results were compared with those from digital subtraction angiography. Two neuro-
radiologists independently evaluated the 3D CTA images and source images with and without
subtraction for the presence of residual flow in the aneurysm and stenotic change in parent or
neighboring arteries.

RESULTS: For the phantom study, significantly fewer artifacts from clips were noted on images
obtained by using subtraction CT with OSHST than on those obtained without OSHST. For the clinical
study, subtraction CTA with OSHST also showed fewer clip artifacts than did conventional CTA. Image
quality was poor, and we were unable to diagnose residual neck for 5% (1/20) with subtraction CTA
with OSHST and 75% (15/20) with conventional CTA. For evaluation of adjacent vessels, image quality
was poor for none (0/20) with subtraction CTA with OSHST and for 55% (11/20) with conventional
CTA. For subtraction CTA with OSHST, sensitivity in detecting residual neck was 1.0, and specificity
was 0.94. For conventional CTA, sensitivity and specificity were both 0.25.

CONCLUSIONS: OSHST is a useful technique for subtracting cobalt-alloy clips, and subtraction CTA
with OSHST is available for evaluating aneurysms after clipping with cobalt-alloy clips.

Subtraction CT angiography (CTA), which eliminates bone
structures by using a precontrast scan, has become a useful

and noninvasive technique to evaluate intracranial aneu-
rysms, especially those adjacent to bone.1-3 The orbital syn-
chronized helical scan technique (OSHST) was developed to
permit 2 consecutive acquisitions along the same helical path,
thereby reducing the misregistration between the 2 scans to
enable acquisition of accurate subtraction images.4

CTA of the brain has recently been applied to assess aneu-
rysms surgically occluded by the use of titanium-alloy clips.5-7

However, the strong artifacts from cobalt-alloy clips compli-
cated assessment of the aneurysm neck and adjacent vessels8,9;
it was thought that postoperative evaluation by using CTA was
difficult for patients treated with cobalt-alloy clips.

To elucidate the clinical usefulness of subtraction CTA
with OSHST for evaluating intracranial aneurysms surgically
treated with cobalt-alloy clips, we examined the difference in
subtraction images with or without OSHST in a phantom and
compared findings from subtraction CTA with OSHST, con-
ventional CTA, and digital subtraction angiography (DSA) in
patients who had undergone cobalt-clip occlusion.

Methods

Phantom Study
We mounted a cobalt-alloy clip (Sugita Aneurysm Clip; Mizuho, To-

kyo, Japan) in the center of an agar gel phantom and examined 2

consecutive helical CT scans to obtain the subtraction CT with a 16-

section CT scanner (Aquilion; Toshiba Medical Systems, Tokyo, Ja-

pan) by using following parameters: collimation, 0.5 mm; helical

pitch, 11/16; tube voltage, 120 kV; tube current, 200 mAs; rotation

time, 0.6 seconds; reconstruction section width, 0.5 mm; and recon-

struction interval, 0.5 mm. Two consecutive sets of helical scan data,

with OSHST or without OSHST, were acquired separately, and each

procedure was repeated 5 times. We subtracted the first scan from the

second scan and recorded the x-ray tube start angle of 2 consecutive

helical scans. The circled region of interest (40-mm diameter), which

included the clip, was placed on the subtraction image, and the mean

CT value and SD were measured.

Patient Population
We retrospectively reviewed 560 consecutive brain CTA examina-

tions between January 2006 and March 2007. Eighty-six patients were

examined for postoperative evaluation after placement of cobalt-alloy

clips by using subtraction CTA with OSHST. We selected 18 patients

(32– 68 years of age; mean, 55.4 years; 8 men, 10 women) with a total

of 20 aneurysms who underwent DSA within 6 months after or before

CTA. Locations of the aneurysms were the following: internal carotid

artery (9 cases), middle cerebral artery (7 cases), and anterior cerebral

artery (4 cases). Seven patients had 1 clip, 8 patients had 2, 4 had 3,

and 1 had 4.
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This study proceeded in accordance with the ethics guidelines of

our hospital, and each patient provided informed consent on

admission.

Imaging Study
All CTA studies were performed by using a 16-section CT scanner

with the following parameters: collimation, 0.5 mm; helical pitch,

11/16; tube voltage, 120 kV; tube current, 300 mA; rotation time, 0.6

seconds; reconstruction section width, 0.5 mm; and reconstruction

interval, 0.3 mm. Pre- and postcontrast-enhanced scanning was per-

formed with OSHST, and 2 consecutive scans were obtained under

the same conditions. Contrast medium (350 mg I/mL, 1.0 mL/kg, 2.0

mL/s) was injected via an antecubital vein, followed immediately by a

saline flush. The scanning delay was set to 30 seconds. We used a

specialized brain holder to minimize head movement during the he-

lical scanning. Subtraction CT was calculated to subtract precontrast

CT images from postcontrast CT images. Subtraction images were

checked by a radiologist, and if they contained misregistration arti-

facts caused by movement of the patient’s head, postcontrast images

were corrected by a physician by using Volume Position Matching

(Toshiba Medical Systems) (a manual method for correcting posi-

tional shift by adjusting image positions in 3D, resembling the “pixel-

shift” in DSA). The acquired subtraction and conventional (nonsub-

traction) CTA images were transferred to a 3D workstation (Zio

M900; Ziosoft, Tokyo, Japan) to generate 3D images by using volume

rendering (VR). In subtraction CTA, the clips themselves were sub-

tracted and not displayed on VR images. Therefore, the clips were

extracted from the presubtraction images, and clip images were su-

perimposed onto subtraction VR images if reviewers wanted to ob-

serve the relationship between vessels and clips.

DSA was performed by using a biplane DSA unit with rotational

3D DSA.

Review Process
Two neuroradiologists independently reviewed the DSA and CTA on

workstations, with final determination reached by consensus. CTA

images were reviewed independently of subtraction CTA and conven-

tional CTA by using a VR image with reference to the source images

and multiplanar reconstruction images. Both CTA images were eval-

uated for the presence of residual flow in the aneurysm and stenotic

change in the parent or neighboring artery. If image quality was poor

for estimation due to large artifacts from cobalt-alloy clips or inap-

propriate subtraction, it was diagnosed “not applicable.”

Statistical Analysis
With an unpaired t test, the region-of-interest data (mean and SD)

obtained with subtraction images with OSHST were compared with

those obtained with subtraction images without OSHST. The differ-

ence in x-ray tube start angle between 2 consecutive scans with

OSHST was compared with that without OSHST. The McNemar test

for paired proportions was used to determine if subtraction CTA with

OSHST had more assessable image quality than that without OSHST.

All tests were implemented by using the Statistical Package for the

Social Sciences software (SPSS, Chicago, Ill). Statistical significance

was established at P � .05.

Results
In the phantom, the subtraction image without OSHST
showed the radial artifact, but with OSHST, few artifacts were
apparent (Fig 1). Table 1 summarizes the results. The SD of the

region of interest was significantly small in the subtraction
image with OSHST, and the difference of x-ray tube start angle
with OSHST was nearly zero and significantly narrow com-
pared with that without OSHST.

Despite using a head-immobilization device, Volume Posi-
tion Matching was performed for 7 of 18 patients (39%). The
simple subtraction of precontrast and postcontrast datasets re-
quired �1 minute, and if Volume Position Matching was ap-
plied, then another 5–10 minutes was required for further
analysis.

Table 2 summarizes CTA and DSA findings in the clinical
study. The subtraction CTA with OSHST had fewer clip arti-
facts than did conventional CTA (Figs 2 and 3). Image quality
was poor, and we were unable to diagnose the residual neck for
only 5% (1/20) with subtraction CTA with OSHST and 75%
(15/20) with conventional CTA. For evaluation of adjacent
vessels, image quality was poor for none (0/20) with subtrac-
tion CTA with OSHST and for 55% (11/20) with conventional
CTA. There were significant differences between the 2 meth-
ods for evaluation of both residual neck and adjacent vessels
(P � .01).

DSA depicted 4 residual necks or recurrent aneurysm in 20
postoperative aneurysms. Subtraction CTA with OSHST
could reveal all 4 neck abnormalities, though conventional
CTA depicted only 1 residual neck (Fig 2). For subtraction
CTA, the sensitivity for detecting residual or recurrent aneu-
rysm was 1.0, and specificity was 0.94. For conventional CTA,
sensitivity and specificity were both 0.25.

For subtraction CTA, the sensitivity for detecting parent or
neighboring artery stenosis was 1.0, and specificity was 0.95.
For conventional CTA, sensitivity was 0, and specificity was
0.32. Pseudostenosis of a neighboring artery was demon-
strated by subtraction CTA in 1 patient and by conventional
CTA in 3 (Fig 3).

Discussion
Our study showed that OSHST was a useful technique for elimi-
nating the artifact generated by cobalt-alloy clips and was avail-
able for evaluating status following surgical placement of clips.

To get the subtraction images, we obtained 2 consecutive
scans and subtracted the first scan from second scan. For sub-
traction CT with OSHST, an initial scan was obtained fol-
lowed by a second scan with the initial tube angle synchro-
nized to the first scan, so that an essentially identical helical
path was scanned. For subtraction CT without OSHST, the
initial tube angle of 2 consecutive helical scans was randomly
chosen so that a different helical path was scanned. Because
helical CT scans along a helical orbit, different helical orbits
make the misregistration, even if images are acquired in the
same position. When we evaluated surgically clipped aneu-
rysms, streak artifacts induced by clips appeared in the same
directions in 2 scans with OSHST; subtraction images elimi-
nated potential clip artifacts (Fig 1).

Several reports5-9 have discussed the postclipping evalua-
tion of cerebral aneurysms by using CTA, most in cases using
titanium-alloy clips. The quality of conventional CTA was re-
ported as acceptable in 42/49 (86%) patients with titanium-
alloy clips.5 We reported that subtraction CTA with OSHST
showed applicable image quality at the cobalt-alloy clip site in
95% of postoperative aneurysms, excellent findings compared
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with those from previous studies. Sagara et al8 showed that
cobalt-alloy clips generate strong metal artifacts that interfere
with evaluation in conventional CTA studies. van der Schaaf et
al9 reported that CTA could not evaluate the clip site in 62% of
patients treated with cobalt-alloy clips. They used the subtrac-
tion method with matched bone elimination,3 which makes
the bone mask image by noncontrast imaging. Although bone
mask subtraction might delete the clips themselves, the arti-
facts generated by the clips were difficult to remove by using
this method.

It is reported that residual necks remain after aneurysm
clipping in approximately 5% of patients and that aneurysms
re-expand in 2.9% of patients.10,11 Long-term follow-up has
also revealed new aneurysms in 8% of patients after subarach-
noid hemorrhage,12,13 indicating the importance of postoper-
ative follow-up. To date, postoperative status has usually been
evaluated by using DSA. Postclipping evaluation with conven-
tional CTA depended on the alloy materials of the clips and
was considered viable only with clips made from titanium al-
loy. Here, we show that subtraction CTA with OSHST allows
evaluation after operative placement of cobalt-alloy clips.

To reduce the clip-induced artifact, van der Schaaf et al14

suggested scanning with high kilovoltage (140 kV), low helical
pitch (0.6), and high-concentration contrast medium (370 mg
I/mL). Clip angle to scanning plane also influenced the size of
artifact, so a clip positioned perpendicular to the scanning
plane led to fewer artifacts.8,14 Adjusting the head angle was

limited for patients’ examinations, and an angled clip or mul-
tiple clips are difficult to adjust in the scanning plane. Our
subtraction method was less affected by clip angles and num-
bers. However for image subtraction, small clip-induced arti-
facts were preferred to large artifacts, and a specific exposure
dose was required.

Because subtraction CTA with OSHST requires a noncon-
trast scan that must be obtained under identical scanning con-
ditions, this technique requires double exposure to radiation.
Bone-subtraction CTA with matched bone elimination allows
a noncontrast image acquisition with the radiation dose re-
duced by one third to one fourth.2,3,15 If we reduced the radi-
ation dose for non-contrast scans with subtraction CTA with
OSHST, the extent of artifact generated by clips were different,
and complete subtraction of artifacts might be impossible. The
overall exposure dose could be reduced if DSA was avoided.

The disadvantage of subtraction CTA with OSHST is that a
head-immobilization device is required, and patient prepara-
tion for CTA is rather complicated and time-consuming. We

Table 1: Summary of clip phantom study*

OSHST

CT Value X-ray Tube
AngleAverage SD

Subtraction with 0.1 � 0.0 14.2 � 1.3† 0.9 � 0.5†
Subtraction without 0.1 � 0.1 23.1 � 1.9 127.3 � 86.3

* Data are expressed by mean � SD.
† P � .05 compared with subtraction without OSHST.

Fig 1. A cobalt-alloy clip scanned with and without OSHST.
A, Control image. B, Second image with OSHST. C, Second
image without OSHST. D, Subtraction image (B � A). E,
Subtraction image (C � A). The streak artifact generated by
the clip is in the same direction as that with OSHST (A and
B), and the subtraction image (D) eliminates the artifacts.
Subtraction image without OSHST (E) removes the clip itself,
but the artifact around the clip remains.
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used subtraction CTA with OSHST to evaluate aneurysms sur-
gically treated with cobalt-alloy clips. In particular, 75% (15/
20) of patients were difficult to evaluate by using conventional

CTA, compared with 5% (1/20) who could not undergo neck
evaluation by using subtraction CTA with OSHST. Subtrac-
tion CTA with OSHST allows replacement of DSA with less-

Fig 2. One-year follow-up of a 46-year-old man who underwent clipping of an aneurysm of the right middle cerebral artery with 2 cobalt-alloy clips. A, Subtraction CTA. B, Conventional
CTA. C, 3D DSA with clips. D, 3D DSA without clips. Subtraction CTA (A) and 3D DSA (C and D) represent re-expansion of the aneurysm (arrows). Visualizing the aneurysm on conventional
CTA (B) is complicated by a large artifact arising from the clips.

Fig 3. Two-month follow-up of a 38-year-old man who underwent clipping of a left middle cerebral artery aneurysm with a cobalt-alloy clip. A, Subtraction CTA. B, Conventional CTA. C,
DSA of the left internal carotid artery. Conventional CTA (B) represents the pseudostenosis (arrow) at proximal M2 near the clipping site.

Table 2: Summary of CTA and DSA findings

DSA Findings

Subtraction CTA Conventional CTA

TotalPositive Negative NA Positive Negative NA
Residual neck

Positive 4 0 0 1 0 3 4
Negative 0 15 1 0 4 12 16

Parent or neighboring artery steno-occlusive
change

Positive 1 0 0 0 0 1 1
Negative 1 18 0 3 6 10 19

Note:—NA indicates not applicable for diagnosis due to clip-induced artifact or inappropriate subtraction.
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invasive and cheaper CTA in patients with aneurysms surgi-
cally treated with cobalt-alloy clips, minimizes patient
discomfort, and should reduce medical costs.

Conclusions
In this study, subtraction CTA with OSHST is an accurate
noninvasive tool for assessment of postoperative aneurysms
with cobalt-alloy clips and could be used as an alternative to
DSA.
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