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A Novel “Y” Stent Flow Diversion Technique for
the Endovascular Treatment of Bifurcation
Aneurysms without Endosaccular Coiling
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BACKGROUND AND PURPOSE: Stent-assisted endovascular treatment and flow diversion techniques
are increasingly used for the management of wide-neck intracranial aneurysms. We report our initial
clinical experience using a new flow diversion technique for the endovascular management of
bifurcation aneurysms.

MATERIALS AND METHODS: Eight bifurcation aneurysms were treated by placing 2 stents in
Y-configuration with no accompanying endosaccular packing. This treatment technique aimed at flow
diversion was selected in these cases because 1) the aneurysm was giant and causing mass effect,
2) the emanating branches were incorporated within the sac, or 3) the aneurysm was too small.
Aneurysms were located at middle cerebral (5 aneurysms) and basilar artery bifurcations (3 aneu-
rysms). Five aneurysms were small, 1 was large, and 2 were partially thrombosed giant. Closed-cell
stents were used in all Y-stent placement procedures.

RESULTS: In all aneurysms, both stents could be placed at the intended locations without any
procedural complication. Follow-up angiograms obtained at 3 months to 2 years demonstrated that all
stents were patent except for one with asymptomatic P1 occlusion. Complete occlusion with remod-
elled bifurcation was observed in all middle cerebral artery bifurcation aneurysms and the large basilar
tip aneurysm. Residual filling despite reduction in size was observed in both of the partially thrombosed
giant aneurysms at 2-year and 3-month follow-up angiograms, respectively.

CONCLUSIONS: Flow diversion with double stent placement in Y-configuration provided successful
and stable aneurysm occlusion. The technical and clinical results achieved are highly encouraging that
this technique may contribute to the endovascular treatment of these complex bifurcation aneurysms.

ABBREVIATIONS: CTA � CT angiography; DSA � digital subtraction angiography; ICA � internal
carotid artery; MCA � middle cerebral artery; PCA � posterior cerebral artery; PcomA � posterior
communicating artery; R � ruptured; SAH � subarachnoid hemorrhage; SCA � superior cerebellar
artery; U � unruptured; VA � vertebral artery

The use of self-expanding neurovascular stents solely or in
combination with endosaccular coiling has been reported

to be feasible and effective in endovascular treatment of
wide-neck or fusiform intracranial aneurysms.1-11 However,
wide-neck aneurysms located at the arterial bifurcations, es-
pecially in the aneurysms where the bifurcating branches
emanate directly from the base of the aneurysm, may still
not be amenable to being treated by using a single stent.
Recently, Y-configuration double stent-assisted coil emboliza-
tion (open-cell design Neuroform stent; Boston Scientific,
Natick, Massachusetts) was reported to be a safe and effective
option for the endovascular treatment of these bifurcation
aneurysms.12-15 By deploying 2 stents in a Y-configuration,
complete coil embolization of these difficult aneurysms could
be accomplished while preserving the parent circulation.13 In
an experimental study designed to assess the changes in the
hemodynamic forces acting on a bifurcating aneurysm model
after stent placement with a Y-configuration, marked reduc-
tion in the residual motion inside the aneurysm sac together
with the associated large reduction in the velocity and shear
stress inside the sac were shown, and these findings have in-

spired us with the possibility of the mere use of stents, without
endosaccular coil packing, as a viable therapy for some
aneurysms.16

We report, to our knowledge, the first case series where a
novel “Y” stent flow diversion technique was used for manage-
ment of 8 bifurcation aneurysms without endosaccular coil-
ing. Furthermore, this is the first report of successful Y-stent–
assisted treatment of wide-neck bifurcation aneurysms by
using the Enterprise stent (Cordis Neurovascular, Miami
Lakes, Florida) with a closed-cell design.

Materials and Methods

Case Reports and Description of Technique
Eight patients (5 men, 3 women) with an age range of 41–53 years

(mean age, 46.6 years) harboring 8 wide-neck bifurcation aneurysms

were treated by using the sole Y-stent placement technique (Table).

All patients were premedicated with antiplatelet therapy consisting of

300 mg/day aspirin and a loading dose of 300 – 450 mg of clopidogrel

1 to 7 days before the procedure, followed by 75 mg/day. We investi-

gated the clopidogrel response by using the rapid platelet function

assay VerifyNow P2Y12 (Accumetrics, San Diego, California) before

the procedure, and a ratio of 40% or more was obtained in all patients.

Of the 8 aneurysms, 5 were located at the MCA bifurcation and 3 at

the basilar tip. Aneurysm sizes were classified as small (�1 cm), large

(1–2.5 cm), and giant (�2.5 cm). In this series, 5 of the aneurysms
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were small, 1 was large, and 2 were partially thrombosed giant. In all

but the first case, the primary aim was achieving aneurysmal throm-

bosis by using hemodynamic effects of Y-stent placement without

endosaccular coiling. In the first case, the initial treatment plan had

been Y-stent–assisted coiling; however, the microcatheter that had

been jailed within the aneurysm sac before stent placement was kicked

out of the sac while performing Y-stent placement, and catheteriza-

tion of the sac after stent placement failed. The operator decided to

stage the treatment (case 1).

All procedures were performed under general anesthesia. A 6F

guiding catheter was introduced into the ICA for MCA bifurcation

aneurysms and into the VA for basilar bifurcation aneurysms. Using

3D rotational angiography with reconstruction images and the work-

ing projections obtained from these, the more challenging bifurcating

branch (ie, the branch with a more acute angle relative to the main

trunk) was selected to be catheterized first by using a technique de-

scribed previously.17 Under roadmap guidance, a Prowler Select Plus

(Cordis) microcatheter with a 0.016-inch microguidewire (Terumo,

Tokyo, Japan) was used to select the designated branch. In 2 cases, an

SL-10 microcatheter with a 0.012-inch microguidewire (Terumo)

was used to catheterize the aneurysm sac and jailed before deploying

the first stent. Then, the first Enterprise stent was deployed in the first

branch extending down to the main artery. A Prowler Select Plus

microcatheter was advanced over the pusher of the stent to position at

the bifurcation point so that the catheter was safely inside the proxi-

mal part of the first stent. Then, the pusher was withdrawn, and the

0.016-inch guidewire was used once more to select the second bifur-

cating branch through the interstices of the first stent. After catheter-

ization of the second branch, the second Enterprise stent was de-

ployed with half of the stent in the second branch and the other half

within the lumen of the previously placed stent. All patients received

intravenous heparin with the goal of elevating the activated clotting

time to 2 to 3 times the baseline value during the procedure, and the

heparin was not reversed at the end of the procedure. Puncture site

hemostasis was achieved by using vascular closure devices. Three pa-

tients with large and giant basilar bifurcation aneurysms received 16

mg/day intravenous dexamethasone for 1 week after the procedure, to

prevent acute edema and mass effect on the brain stem that may

develop due to rapid aneurysmal thrombosis. All patients were dis-

charged on life-long aspirin and clopidogrel for 6 months.

Illustrative Cases
Case 1. A 38-year-old man with a ruptured right MCA bifurcation

aneurysm of 4-mm diameter had a history of failed surgical clipping

(only wrapping could be performed) and was referred to our center

for endovascular treatment. Because it was a very wide-neck and shal-

low aneurysm, balloon or single stent-assisted coiling was thought to

be inadequate to protect both MCA branches from coil protrusion,

thus Y-stent–assisted coiling was planned. After placing the Prowler

Select Plus microcatheter into the superior trunk, an SL-10 micro-

catheter was placed into the aneurysm sac before deployment of the

first stent. The first stent was deployed successfully in the superior

trunk, jailing the SL-10 microcatheter between the stent and M1 seg-

ment. Then, while attempting to catheterize the inferior trunk, the

SL-10 microcatheter was kicked backed from the sac because of

the interaction between the 2 microcatheters. After withdrawing the

SL-10 microcatheter, the second stent could be placed within the

inferior trunk without any difficulties. Control angiogram after de-

ployment of both stents revealed significant reduction of contrast

filling of the aneurysm. Catheterization of the aneurysm sac was tried

gently, but because there was resistance while the microcatheter was

being pushed through the stent struts, the operator did not want to

force and decided to stage the treatment. When the patient was taken

to the angiography suite to complete the treatment in the first month,

the aneurysm was found to show total occlusion. The 1-year control

angiography confirmed the stable complete occlusion of the aneu-

rysm (Fig 1).

Case 2. A complex basilar bifurcation aneurysm with a diameter of

14 mm, which both PCAs and SCAs were emanating directly from the

aneurysm, was diagnosed in a 45-year-old man with a past history of

SAH (�1 year ago) and severe headache. He received only medical

treatment during the acute stage of SAH. Y-stent flow diversion tech-

Summary of relevant clinical and angiographic data in 8 patients with wide-neck bifurcation aneurysms treated using Y-stent flow diversion
technique

Case
No.

Age (yr),
Sex

Aneurysm
Location

Aneurysm
Type

Aneurysm
Size

Microcatheter
Jail before

Stent Placement

Latest
Angiographic

Follow-Up

Final
Angiographic

Result
Initial

Presentation

Final
Clinical
Result

(modified
Rankin
Scale)

1a 50, M MCA
bifurcation

R Small Yes 1 yr Complete
occlusion

SAH, failed surgical
clipping

0

2 48, M Basilar tip R Large No 2 yr Complete
occlusion

SAH, medical
treatment, headache

0

3b 41, F Basilar tip U Giant No 2 yr Residual filling Mass effect, aglutition 0
4 53, M MCA

bifurcation
U Small Yes 1 yr Complete

occlusion
Asymptomatic 0

5 49, M MCA
bifurcation

U Small No 1 yr Complete
occlusion

Headache 0

6 44, F MCA
bifurcation

U Small No 6 mo Complete
occlusion

Headache 0

7 43, M MCA
bifurcation

U Small No 6 mo Complete
occlusion

Asymptomatic 0

8 45, F Basilar tip U Giant No 3 mo Residual filling Headache, mass effect,
aglutition, and ptosis

1

a Patient had a previous failed surgical treatment attempt.
b Patient needed additional coiling.
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nique was the primary goal for this aneurysm to achieve aneurysmal

thrombosis with a remodeled bifurcation because there was neither a

definable aneurysm neck nor a sac to be coiled. The 1-month control

CTA showed occlusion of the aneurysm with remodelled basilar tip;

the stent segment within the right P1 was not filling with contrast and

the distal PCA was filling via right PcomA. The patient did not have

any relevant symptoms. The basilar trunk and left PCA were patent.

The 6-month and 2-year control angiograms revealed stable complete

occlusion of the aneurysm and completely remodeled basilar bifurca-

tion (Fig 2).

Case 3. A 48-year-old woman was admitted to our hospital with

headache, lethargy, aglutition, and right sixth and seventh nerve pal-

sies that started 3 days before admission. MR imaging showed a giant

(3 cm in diameter), partially thrombosed basilar bifurcation aneu-

rysm having a significant mass effect on brain stem. The primary goal

of flow diversion with Y-stent placement in this patient was leading to

aneurysmal thrombosis without packing the sac, which could aggra-

vate the mass effect on the brain stem and cause worsening of the

patient’s symptoms. Two weeks after a successful Y-stent placement

procedure, the patient was neurologically intact with the symptoms

due to mass effect resolved. The 1-month control CTA showed signif-

icant decrease in size of the patent aneurysm lumen. The 1-year con-

trol angiogram showed progressive thrombosis and change in the

shape of the aneurysm sac so that it became a bilobulated, small an-

eurysm. The 2-year control angiogram showed no further thrombosis

so the remaining larger lobule was occluded with coil packing. The

smaller lobule is still being followed (Fig 3).

Results
All patients were successfully treated by using this technique
with no procedural complications, such as thromboemboli,
arterial dissections and ruptures, or spasms. Of the 8 aneu-
rysms, 1 MCA bifurcation and 1 basilar tip aneurysm had had
previous rupture. The patient with the MCA bifurcation an-
eurysm underwent a subsequent surgical clipping, but the
clipping attempt failed and the aneurysm was wrapped. The
patient with the basilar tip aneurysm received only medical
treatment during the acute phase of SAH. Both of these pa-
tients were referred to our center for endovascular treatment
almost a year after SAH with no neurologic deficit. Two pa-
tients with partially thrombosed giant basilar tip aneurysms
presented with cranial nerve deficits due to the mass effect of
the aneurysms to the brain stem. Other patients had no neu-
rologic deficits.

According to the immediate postoperative angiograms, re-
duced contrast filling was observed in all aneurysms with sig-
nificant contrast stagnation within the sac in 3 large-to-giant
basilar tip aneurysms. One of the 2 patients who presented
with cranial nerve palsies became neurologically intact with no
remaining mass effect signs 2 weeks after the procedure. The
other patient developed hydrocephalus, and a ventriculoperi-
toneal shunt surgery was necessary. Her symptoms due to
mass effect improved with remaining partial third nerve palsy.

All patients underwent follow-up CTA at 1 month (except
for the patient in case 1 who had DSA) and DSA at 3 months to

Fig 1. Initial 3D reconstruction image of rotational angiogram (A) shows small wide-neck MCA trifurcation aneurysm. Posttreatment 3D reconstruction image of flat panel CTA (B)
demonstrates the Y-configuration of the 2 stents placed within the MCA branches crossing the neck of the aneurysm, which is still filling in between. 3D reconstruction image of the flat
panel CTA (C) obtained at 1-month control and 3D image of rotational angiogram at 1-year control (D) showing complete occlusion of the aneurysm and reconstruction of the trifurcation.
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2 years. Based on the latest follow-up, a 3-month follow-up
angiogram was obtained in 1 patient, a 6-month follow-up in
2 patients, a 1-year follow-up in 3 patients, and a 2-year fol-
low-up in 2 patients. Complete occlusion with remodelled bi-
furcation was observed in all MCA bifurcation aneurysms and
the large basilar tip aneurysm (illustrative case 2) at the latest
follow-ups. In this case with completely remodelled basilar tip,
the right arm of the stent (right P1) was also asymptomatically
occluded as described above. The 1-month CTA control
showed significant and slight reduction in size for both of the
giant basilar tip aneurysms, respectively. The 1-year control
angiogram of the former aneurysm showed progressive
thrombosis and a change in the shape of the aneurysm sac so
that it became a bilobulated (heart-shaped) small aneurysm.
The 2-year control angiogram showed no further thrombosis,
so the larger lobule was treated with coil packing. The smaller
lobule is still being followed, and the patient has remained
symptom free so far. The latest follow-up angiogram for the
latter aneurysm was obtained at 3 months, and a significant
reduction in size was observed with residual filling. This aneu-
rysm is still being followed.

Discussion
Since the development of self-expandable neurovascular
stents, stent-assisted embolization techniques are being used
increasingly for the endovascular treatment of wide-neck or
fusiform intracranial aneurysms. In addition to their role of
supporting aneurysm packing, they produce flow redirection
and stent-induced endothelialization, providing reconstruc-
tion of the diseased parent artery. The evidence of spontane-
ous aneurysmal thrombosis by using sole stent placement
technique without additional endosaccular packing was re-
ported previously.1,2,9,11,18-20 Hemodynamic effects of the
stents in the endovascular treatment of aneurysms include dis-
ruption of intra-aneurysmal flow pattern, resulting in turbu-
lence, and production of blood stasis within the aneurysm,
resulting in aneurysmal thrombosis. Moreover, aneurysm he-
modynamic parameters were reported to be significantly
modified by placement of multiple stents compared with sin-
gle stent placement.21 Zenteno et al10 reported their series of
20 patients with aneurysms located at the posterior circulation
treated by using the sole stent placement technique with an
occlusion rate of 80% at the 1-year follow-up. Crowley et al22

Fig 2. Pretreatment left vertebral artery angiogram in oblique projection (A) and 3D reconstruction image of rotational angiogram (B) show the basilar tip aneurysm without a definable
neck. Posttreatment angiogram (C), nonsubtracted view, shows the “Y”-configured stents extending into the both posterior cerebral arteries from the basilar trunk. The 2-year follow-up
angiogram (D) and 3D reconstruction image of rotational angiogram (E) demonstrate completely remodeled basilar bifurcation with the aneurysm sac disappeared and occlusion of the right
P1.
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described the multiple “in-stent stents” technique used to
treat a fusiform basilar artery aneurysm, which resulted in
almost complete occlusion at the 4-month control angiogram.

Flow diversion techniques ensured a new philosophy in
endovascular treatment of complex, dissecting, wide-neck or
fusiform aneurysms that were not amenable to other surgical
or endovascular treatment strategies. Recently, new emboliza-
tion devices are being used, designed primarily to hemody-
namically exclude the aneurysm from the circulation and to
achieve the curative reconstruction of the parent arteries.23,24

In an experimental study on a bifurcating aneurysm model in

which Y-configured stents were placed, marked reduction in
the residual motion inside the aneurysm sac together with the
associated large reduction in the velocity and shear stress in-
side the sac was shown. This information encouraged us to use
the Y-configured stents without endosaccular coil packing as a
viable therapy for some aneurysms.16 However, to our knowl-
edge, this is the first clinical report on the use of flow diversion
effect of Y-stent placement for bifurcation aneurysms. Also,
the safety and efficacy of the flow diversion devices at the bi-
furcations have not been demonstrated yet, unlike for sidewall
aneurysms.23,24 Moreover, as distinct from the previously re-

Fig 3. T2-weighted axial MR image (A) shows the giant basilar tip aneurysm causing mass effect and increased signal intensity in the brain stem. Pretreatment right vertebral artery
angiogram in Towne projection (B) demonstrates the large and wide-neck basilar tip aneurysm. Posttreatment coronal (C) and axial (D) 3D reconstruction images of flat panel CTA
demonstrate the “Y”-configuration of double stent placement. The 1-month follow-up axial CTA image (E) shows the significant decrease in size of the patent aneurysm lumen. The 2-year
control angiogram (F), nonsubtracted view, shows progressive thrombosis and change in the shape of the aneurysm sac so that it became a bilobulated, small aneurysm. The larger lobule
was coiled in the same session, and the small lobule is still being followed. G, Angiogram, subtracted image obtained after coiling.
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ported Y-stent–assisted embolization techniques, a closed-cell
design self-expandable stent was used in all patients in our
series.

Our first experience with this technique (illustrative case 1)
was rather serendipitous because the previously jailed micro-
catheter within the aneurysm sac was kicked out during stent
deployment, and the attempt at catheterization after Y-stent
placement failed. However, after deployment of the second
stent, significant reduction in contrast filling of the aneurysm
sac was noted and that was why we decided not to force the
catheterization and eventually staged the treatment. The
6-month control angiogram revealed complete occlusion of
the aneurysm, leading us to use this technique in selected
cases. We preferred to use the technique 1) in the bifurcation
aneurysms in which we would not perform endosaccular
packing due to small size or shape; or 2) due to the concern of
increasing mass effect in large and giant aneurysms; when the
aneurysm was too small to be coiled; or 3) when there was no
definable neck with the main branches emanating directly
from the aneurysm. In all patients but 2, aneurysms were com-
pletely occluded, and the bifurcations were remodeled at the
3-month to 2-year control angiograms. In one patient, who
presented with symptomatic mass effect of the aneurysm on
the brain stem, a significant size reduction was achieved in the
patent lumen of the aneurysm, but complete occlusion did not
occur even at the 2-year control angiogram. The remaining sac
was coiled without any evidence of mass effect. In the other
patient with a giant basilar tip aneurysm, reduction in size and
mass effect was observed at the 3-month control; however,
there was still residual filling. All stents but one remained pat-
ent with no in-stent stenosis. In only one patient with a basilar
bifurcation aneurysm, the right P1 was found to be occluded
in association with complete thrombosis of the aneurysm in
the control. The distal PCA was filling via PcomA in this pa-
tient, and he remained asymptomatic.

Double stent placement in Y-configuration was performed
by using a closed-cell design stent (Enterprise) in all cases
without any technical difficulties. This stent addressed the
problem of intracranial navigation because it can be advanced
through standard microcatheters. In all previously reported
series on Y-stent–assisted embolization technique, an open-
cell-design stent was used,13-15 and it was thought that the
wide interstices of this stent make it unlikely that stent alone
would precipitate aneurysm thrombosis.13 The Enterprise
stent was preferred in this series not only because of its ease of
delivery and deployment but also because it seemed more
likely to provide superior modification on aneurysm hemody-
namic parameters with its narrower interstices and higher ra-
dial force. Moreover, one may argue that inevitable oversizing
(because Enterprise stents do not have smaller sizes than 4.5
mm) also may have an additive role in the amount of flow
diversion achieved. Angiograms obtained after deployment of
the second stent demonstrated hemodynamic effects of the
technique, such as diminished contrast filling and stagnation
within the aneurysm sac, that were more notable in the larger
aneurysms.

We feel that the impact of this technique would be impor-
tant in endovascular treatment of bifurcation aneurysms with
a very wide neck or with no definable neck, large or giant
aneurysms with mass effect, and those too small to be packed.

The major current concern is the small size of the parent vessel
relative to the diameter of the smallest available stent.

Conclusions
Our preliminary experience shows that Y-stent flow diversion
technique is a feasible, secure, and effective option for the
endovascular treatment of complex bifurcation aneurysms. A
larger series with longer follow-up is required to assess the
long-term durability and safety; however, the technical and
clinical results achieved were highly encouraging, and we be-
lieve that this technique may contribute to the endovascular
treatment of these complex bifurcation aneurysms.
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