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BACKGROUND AND PURPOSE: The PED is a flow-diverting stent designed for the treatment of cerebral
aneurysms. We report 4 cases of delayed ipsilateral IPH following the technically successful treatment
of anterior circulation aneurysms with the PED.

MATERIALS AND METHODS: Clinical and imaging data from all patients undergoing aneurysm treat-
ment with the PED at 2 institutions were analyzed to assess the incidence of delayed IPH after
treatment with the PED.

RESULTS: A total of 66 patients (47 anterior circulation) with cerebral aneurysms underwent treatment
with a PED between January 2008 and November 2010. Four patients experienced delayed peripro-
cedural IPH, all after the treatment of anterior circulation aneurysms (8.5%, 4/47). The aneurysm size
ranged from 5 to 21 mm. All IPHs occurred within the cerebral hemisphere, ipsilateral to the treated
aneurysm, and were anatomically remote from the treated aneurysms. All procedures were uncom-
plicated, and patients emerged from general anesthesia at neurologic baseline. The hemorrhages
became clinically evident between 1 and 6 days after the procedure. Two patients had unfavorable
outcomes (mRS scores, 4 and 6).

CONCLUSIONS: Delayed IPH may occur after the treatment of anterior circulation aneurysms with flow
diverters. This complication does not seem to be restricted to a specific aneurysm subtype and does
not seem to be related to an intraprocedural complication or solely attributable to DAT.

ABBREVIATIONS: DAT � dual antiplatelet therapy; FD � flow diversion; IPH � intraparenchymal
hemorrhage; IQR � interquartile range; mRS � modified Rankin Scale; PED � Pipeline Emboliza-
tion Device

Flow diverters have recently received full European Con-
formity Mark approval for commercialization within the

European Union and FDA approval for their use within the
United States. To date, the reported periprocedural and mid-
term follow-up results have been extremely impressive,1-5

with very high rates of complete aneurysm occlusion and rel-
atively low rates of postoperative morbidity and mortality.
However, as more experience is accrued, their potential limi-
tations and optimal applications are becoming increasingly
evident.6-12

We report 4 cases of delayed ipsilateral IPH following the
treatment of anterior circulation aneurysms with the PED.

Materials and Methods
Data Collection
All patients treated with the PED (ev3/Covidian, Irvine, California)

between January 2008 and November 2010 at 2 different institutions

were included. All available clinical and neuroimaging data were re-

viewed. Specifically, each case was reviewed for the occurrence of

postprocedural IPH. The aneurysm size and location, procedural de-

tails, clinical presentation at the time of IPH diagnosis, subsequent

imaging, and clinical outcome at last follow-up were evaluated.

PED Procedures
In general, all patients were pretreated with both aspirin (325 mg) and

clopidogrel (600-mg loading dose or 75 mg daily for a minimum of

5 days) before treatment. No tests of in vitro platelet function for

clopidogrel clinical response and dosing were used. One patient with

hemorrhage underwent stent placement on clopidogrel only. Aspirin

was introduced gradually with a desensitization protocol during the

immediate postprocedural period. All procedures were performed

with the patient under general anesthesia. Procedural heparinization

was used to achieve a targeted activated clotting time ranging between

250 and 300s. A transfemoral access was used with either a 6F guiding

catheter or 6F long sheath. Following angiographic evaluation of the

targeted aneurysms, including rotational angiography, a 0.027-inch

microcatheter (Marksman, ev3/Covidian) was manipulated across

the targeted landing zone over a standard 0.014-inch microguidewire.

Once in position, PEDs were delivered to reconstruct the parent ar-

tery defect, with multiple partially overlapping devices used as needed

to bridge normal arterial segments or achieve the desired flow effect.

Following stent delivery, control angiography was performed in the

working angles for treatment as well as in a branch vessel projection.

Statistical Analysis
Demographic data and aneurysm size are expressed in medians and

IQRs, given the small sample size.
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Results
A total of 66 patients (47 anterior circulation) with cerebral
aneurysms underwent treatment with the PED between
January 2008 and November 2010. Of these, 4 patients expe-
rienced delayed periprocedural IPH. These included 3 females
and 1 male (median age, 60 years; IQR, 15.75 years). Two
patients were heavy smokers; 2 patients had well-controlled
hypertension.

Aneurysm Characteristics
All hemorrhages occurred after the treatment of anterior cir-
culation aneurysms (4 of 47 cases; 8.5%). These aneurysms
involved the proximal MCA (n � 1) (Fig 1) or supraclinoid
segment of the ICA (n � 3) (Figs 2– 4). Median aneurysm size
was 9.5 mm (IQR, 4.75 mm). One of the larger aneurysms
demonstrated a fusiform morphology. Three aneurysms were
previously treated (1 clipped, 1 coiled, 1 PED) (Table).

Fig 1. A, Right ICA anteroposterior angiogram showing a previously clipped right M1 segment aneurysm with a large recurrence. B, Immediate post-PED deployment appearance. Note
the amount of contrast stasis within the aneurysm sac. C, NCCT 1 day after the procedure shows a right frontal lobar hematoma emptying into the ventricle with no significant midline
shift. The patient presented with a left hemiplegia, which fully recovered on subsequent follow-up.

Fig 2. Left ICA lateral angiogram with a small broad neck supraclinoid saccular aneurysm pre- (A ) and post-PED deployment (B ). Coils from a previously treated basilar tip aneurysm are
seen (asterisk ). NCCT (C ) and DWI MR imaging (D ) sequences show a subcortical frontal hematoma and subcortical small ischemic lesions. Note the absence of a large associated cortical
ischemic infarct.
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Intraparenchymal Hemorrhage Characteristics and
Neuroimaging
All IPHs occurred within the cerebral hemisphere ipsilateral
to the treated aneurysm (3 frontal lobe, 1 temporal lobe).
Hemorrhages ranged in largest diameter from 36 to 72 mm
(median, 59 mm; IQR, 24.75 mm). All hemorrhages were an-
atomically remote from the treated aneurysms. A review of
the operative reports and procedural imaging by the operators
did not reveal any specific intraprocedural details to which the
hemorrhages could be attributed. Two of the 4 patients with
hemorrhage had MR imaging–DWI either before or after the
hemorrhage. In both patients, several small embolic infarcts
were distributed within the ipsilateral cerebral hemisphere.

Clinical Course
All procedures were technically successful and uncomplicated.
All patients emerged from general anesthesia at neurologic
baseline and remained well during the immediate postopera-
tive period. Blood pressure was closely monitored in an inten-
sive care unit in the early postoperative period. The hemor-
rhages became clinically evident between 1 and 6 days after
the procedure (median, 1.5 days; IQR, 2). Three patients pre-
sented with hemiplegia or hemiparesis; 1 patient presented
with loss of consciousness. One patient fully recovered, 1 has
slight disability, 1 has moderate/severe disability, and 1 patient
died.

Discussion

Delayed Ipsilateral IPH: A Complication Related to the
Treatment of Anterior Circulation Aneurysms with
Flow Diversion?
Although the hemorrhages were anatomically remote from
the treated aneurysms, several factors support the conclusion
that these are related (in some way) to the FD procedure.
First, although all procedures were technically successful and
the patients emerged from anesthesia neurologically intact,
all hemorrhages occurred during the immediate periproce-
dural (�24 hours) or early postprocedural period (days).
Second, all the IPHs occurred in the vascular distribution
of the reconstructed vascular segment. If a spontaneous IPH
could potentially occur within either the ipsilateral hemi-
sphere, the contralateral hemisphere, or the posterior circula-
tion distribution, the odds of 4 consecutive IPH events
occurring by chance within the ipsilateral hemisphere would
be 1/3 to the fourth power or 1/81 (1.2%). Third, the rate
(8.5%) at which IPH was observed in our series far exceeded
that which would be expected as a sequela of dual antiplatelet
therapy alone.13 For example, the annual risk of major paren-
chymal hemorrhage is 1.1%–1.8% in patients with DAT for
secondary stroke prevention.14

The rate of IPH in this series (8.5%) is higher than the 2.2%
reported after stent-assisted coiling.15 A detailed analysis of a

Fig 3. A, Initial right ICA anteroposterior (AP) angiogram with a giant supraclinoid ICA aneurysm before PED deployment (the stent is collapsed within the microcatheter). Right ICA AP
angiogram 3 months later, with persistent early aneurysm filling (asterisk ) pre- (B ) and postdeployment (C ) of 2 more PEDs. The aneurysm sac showed significant interval enlargement
and development of a daughter bleb (images not shown), so a new PED was placed to increase the flow effect. D, NCCT 1 day later shows a large acute right lobar hematoma with
significant mass effect. The patient survived with a persistent left attenuated hemiparesis.

AJNR Am J Neuroradiol 33:603– 08 � Apr 2012 � www.ajnr.org 605



cohort of 284 patients treated with the Neuroform stent (Bos-
ton Scientific, Natick, Massachusetts) showed a 1.1% (3/284)
rate of spontaneous IPH �48 hours after treatment.16 Most
interesting, the 3 delayed hemorrhages observed were equally
distributed relative to the reconstructed vascular segment: 1

ipsilateral, 1 contralateral, and 1 within the posterior circula-
tion after treatment of an anterior circulation aneurysm.
These data would suggest that ipsilateral postprocedural IPH
might be a phenomenon that is somehow uniquely associated
with flow-diverting devices.

Patients who presented with ipsilateral IPH after treatment with the PED

No.
Sex/Age

(yr) Co-Morbidities Aneurysm Type/Location

Sizea

(Largest
Diameter,

mm)
Previous

Treatment
No. of
PED DAT Regimen

Time to
Bleed
(days)

Hematoma
Sizeb

(mm)
Outcome

(mRS)
1 M/53 Smoker (40

pack-years)
Fusiform/R MCA 21 Clipped 1 ASA, 325 mg;

clopidogrel, 75 mg
1 49 � 21 0

Started 5 days before
2 F/49 Smoker (68

pack-years)
Saccular/L supraclinoid ICA 5 None 1 ASA, 325 mg;

clopidogrel, 75 mg
2 36 � 23 2

Asthma Started 5 days before
3 F/67 HTN Saccular/R supraclinoid ICA 10 PED (1) 2 Patient on DAT because

of previous PED
1 72 � 61 4

ASA, 325 mg;
clopidogrel, 75 mg

4 F/70 HTN Saccular/R supraclinoid ICA 9 Coiled 1 Clopidogrel, 75 mg 6 70 � 49 6
Heparin IV
Progressive aspirin

desensitization

Note:—L indicates left; R, right; ASA, acetylsalicylic acid; HTN, hypertension.
a Size of the filling portion of the aneurysm as seen on angiography, measured in the single largest diameter.
b Size measured as the largest oblique diameters on axial CT images.

Fig 4. A, Left ICA lateral angiogram showing the previously coiled supraclinoid aneurysm with a significant residual filling. B, Single-shot lateral image with the PED fully deployed covering
the neck of the aneurysm (arrows). C, DWI 48 hours later shows multiple left cortical ischemic lesions. D, NCCT 6 days later shows a large left frontal lobar hematoma, emptying into
the ventricle, with marked midline shift and mass effect. The patient died 24 hours later.
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Delayed Ipsilateral IPH Does Not Appear to Be Related
to the Size or Morphology of the Treated Lesion
The aneurysms that went on to postprocedural hemorrhage
ranged widely in size, configuration, and previous treatments
(Table), unlike the process of mural destabilization and de-
layed rupture, which appears to be almost exclusive of very
large and giant aneurysms.8,10,17 As such, this complication, if
consistently observed, may limit the use of the PED in aneu-
rysms amenable for other treatment modalities with a lower
overall morbidity and mortality.18-22

Putative Etiology of Delayed Ipsilateral Parenchymal
Hemorrhage after Flow Diversion
Due to the early stage of the clinical application of the FD
technique and the uncharacterized but apparently low inci-
dence of this phenomenon, the available data on which to base
a mechanistic hypothesis are scant.

An initial consideration was that these hemorrhages were
related to intraprocedural microwire perforations; however,
this explanation was discarded for several reasons. First, the
hemorrhages, though ipsilateral, were primarily lobar, distal
to the aneurysms, and not consistently in a distribution that
would be concordant with the intraprocedural location of the
microwire. Second, all occurred at least 1 day after the index
procedure, which would not be compatible with procedural
vascular perforation that typically becomes clinically obvious
within the first few hours.

Another consideration would be hemorrhagic transforma-
tion of clinically silent small periprocedural embolic infarcts
seen in the 2 patients who had postprocedure MR imaging, as
proposed by Fischer et al.23 A number of studies have quanti-
fied the incidence of small clinically silent periprocedural DWI
lesions after endovascular procedures, demonstrating that
such lesions are not uncommon,24-27 but so far, to our knowl-
edge, no reports documenting the postprocedural hemor-
rhagic transformation of these types of lesions exist, even in
the setting of DAT.

Our proposed hypothesis is that the reconstruction of the
flexible arteries of the carotid siphon with the PED could re-
duce the local compliance of that vascular segment, altering
the “Windkessel effect,” changing the blood pressure wave-
form transmitted to the distal cerebrovasculature28,29—that
is, if segmental vascular reconstruction with the PED reduces
arterial compliance, the blood pressure waveform transmitted
beyond the reconstructed segment might exhibit a higher sys-
tolic peak and a lower diastolic trough (ie, a larger pulse pres-
sure), and this alteration could contribute to delayed post-
procedural ipsilateral IPH.30 The standard method to measure
vessel wall compliance is the echo-tracking system,31 but no
devices exist for intracranial vessels. Devices to measure in
vivo vessel wall compliance with optical coherence elastogra-
phy are under development,32 as well as noninvasive image-
based computer models.33 These may allow measuring the
changes in the vessel wall elasticity and comparing these
changes among the different intracranial stents.

We acknowledge several limitations of our series. The sam-
ple size is small, with a heterogeneous group of aneurysm
types, which precludes any statistical analysis for potential risk
factors; but at the same time, this case series shows that this
phenomenon is not exclusive to a specific subtype of lesion.

Also, no in vitro platelet function test was used to measure
the level of platelet antiaggregation, but the clinical utility in
determining clopidogrel clinical response and dosing of
commercially available tests is still controversial.34,35 Also,
the conducted trials in the cardiology literature are designed
to measure reduction in thromboembolic events.36 To our
knowledge, no reports on “over-antiplatelet inhibition” and
increased hemorrhagic complications have been reported in
the endovascular literature.

Conclusions
Delayed ipsilateral IPH may occur after the treatment of ante-
rior circulation aneurysms with flow diverters. This phenom-
enon appears independent of aneurysm size, morphology, or
anatomic complexity and does not seem to be directly related
to an intraprocedural event (eg, a distal wire perforation). As
such, no factors have been identified that might allow opera-
tors to prospectively identify patients who might be at risk for
this complication.
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