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ABSTRACT

BACKGROUND AND PURPOSE: Low-profile self-expandable stents were recently introduced for the treatment of wide-neck intracranial
aneurysms. This study investigated the initial and midterm clinical and angiographic results of LEO Baby stent–assisted coiling in the
treatment of wide-neck intracranial aneurysms.

MATERIALS AND METHODS: A retrospective review was performed to identify patients who were treated with LEO Baby stent–assisted
coiling. Eighty patients with 80 wide-neck intracranial aneurysms were included in the study. Eleven patients (13.8%) presented with
subarachnoid hemorrhage. All patients were treated with LEO Baby stent–assisted coiling. Technical success and immediate postproce-
dural clinical and angiographic outcomes were evaluated. Seventy-three patients attended angiographic and clinical follow-up for a mean
duration of 7.2 � 3.8 months. Periprocedural and delayed complications were reviewed. Preprocedural and follow-up clinical statuses
were assessed by using the modified Rankin Scale.

RESULTS: The technical success rate of the procedure was 97.5%. The immediate postprocedural angiography revealed a complete
occlusion of the aneurysm in 75% of the 80 patients. The last follow-up angiograms showed complete occlusion in 85.7% of the 77 patients
with an angiographic follow-up. Of the 77 patients with a follow-up angiography, 6.5% showed an increase in the filling status of the
aneurysm and 5.2% required retreatment. The overall procedure-related complication rate, including asymptomatic complications, was
11.3%. The permanent morbidity rate was 3.8%. There was no mortality in this study.

CONCLUSIONS: This case series demonstrates the relative safety, efficacy, and midterm durability of the LEO Baby stent–assisted coiling
procedure for the treatment of wide-neck intracranial aneurysms.

ABBREVIATIONS: AcomA � anterior communicating artery; SAC � stent-assisted coiling

Coiling has become the most common treatment for intracra-

nial aneurysms since the results of the International Sub-

arachnoid Aneurysm study were published.1 However, treatment

of wide-neck complex aneurysms remains challenging. The rela-

tively high recurrence rates after coiling are another major limi-

tation of the endovascular treatment of wide-neck and/or large

aneurysms.2,3 The stent-assisted coiling (SAC) technique was de-

veloped to treat wide-neck intracranial aneurysms.4 Several self-

expandable stents dedicated to intracranial use were introduced

in the past decade, and the availability of these self-expandable

intracranial stents enabled the endovascular treatment of wide-

neck complex aneurysms that were uncoilable previously.4,5

Stents create a mechanical scaffold that prevents coil protrusion

into the parent artery. Stents also reduce the risk of recanalization

because of their hemodynamic and biologic effects.6

Low-profile self-expandable intracranial stents (LEO Baby; Balt,

Montmorency, France; and LVIS Jr; MicroVention, Tustin, Califor-

nia) were introduced recently.7,8 The designs of these stents enable

their delivery into small arteries. These low-profile intracranial stents

can be deployed into arteries with diameters as small as 1.5 mm to

treat wide-neck aneurysms. Furthermore, these stents can be deliv-

ered through microcatheters with an internal diameter of 0.0165

inches, which facilitates navigation in small-sized vessels.

This multicenter retrospective study investigated the safety

and efficacy of LEO Baby stent-assisted coiling treatment of wide-

neck intracranial aneurysms. We also evaluated the midterm

(6 –12 months) durability of LEO Baby SAC treatment.
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MATERIALS AND METHODS
Patients
After approval of the study by the institutional review board, a

retrospective review of interventional data base records of 3 uni-

versity hospitals was performed to identify patients who were

treated by using at least 1 LEO Baby stent between October 2012

and November 2014. Medical records and radiologic images of

patients were gathered. Three neuroradiologists (K.A., M.B., and

S.M.) assessed the surgery reports, medical charts, and radiologic

images of the patients. Patient demographics and presenting

symptoms, the location and size of aneurysms, previous treat-

ment history, stent-deployment success, technical and clinical

complications, and the degree of aneurysm occlusion were

recorded.

Eighty-six patients received attempted treatment by using

LEO Baby stents between October 2012 and November 2014.

Only patients treated by using the SAC technique were included

into the study; 6 patients who were treated by using stent mono-

therapy without coiling were excluded. LEO Baby stent–assisted

coiling was performed in the treatment of aneurysms located in

the parent arteries with a diameter of �3.5 mm and with a dome/

neck ratio of �2 or a neck diameter of �4 mm, a morphology not

suitable for primary coiling.

This study consisted of 80 patients with 80 aneurysms. Fifty of

these aneurysms were treated in (Hacettepe University Medical

School Hospital), 23 in (Istanbul Medical School Hospital), and 7

in (Dokuz Eylul University Hospital). There were 31 male and 49

female (61%) patients, with a mean age of 52.05 � 10.17 years

(range, 26 –73 years). Eleven patients (13.8%) presented with sub-

arachnoid hemorrhage in a subacute (2– 4 weeks) phase, and the

remaining 69 patients (86.2%) had unruptured aneurysms. No

patient was stented during the acute phase of subarachnoid hem-

orrhage (�2 weeks). Seventy-two of 80 aneurysms (90%) were

incidental and had not received prior treatment. Eight aneurysms

(10%) were recanalized aneurysms that were treated previously

by using conventional coiling, balloon-assisted coiling, or open

surgery (clipping). The mean dome size of the aneurysms was

7.26 � 3.41 mm (range, 3–22 mm). The mean neck size was

4.44 � 1.18 mm (range, 2.5–9 mm). The aneurysms were located

in the middle cerebral artery bifurcation in 43 patients (53.8%),

the anterior communicating artery (AcomA) in 27 patients

(33.8%), the pericallosal artery in 1 patient (1.2%), the internal

carotid artery bifurcation in 1 patient (1.2%), the basilar artery

bifurcation/vertebrobasilar junction in 7 patients (8.6%), and the

posterior inferior cerebellar artery in 1 patient (1.2%). The mean

parent artery diameter was 2.35 � 0.43 mm (range, 1.3–3.5 mm).

Preoperative patient conditions were evaluated by using the

modified Rankin Scale. The preoperative mRS scores of all pa-

tients except 1 were 0. One patient was assigned a preprocedural

mRS score of 3 because of a previous history of subarachnoid

hemorrhage.

General Description of the Endovascular Procedure
Patients received 75 mg clopidogrel and 300 mg aspirin daily for at

least 5 days before the procedure. Clopidogrel resistance was eval-

uated before the procedures (VerifyNow P2Y12 assay; Accumet-

rics, San Diego, California) to ensure a good response (platelet

aggregation inhibition �40%) to clopidogrel. Every endovascular

procedure was performed by using a femoral approach with the

patient under general anesthesia. Systemic anticoagulation was

initiated immediately after the insertion of a femoral introducer

sheath with a bolus dose of 5000 IU of IV heparin. The bolus dose

was followed by a slow heparin infusion to maintain an activated

clotting time of approximately twice the baseline value. A 6F guid-

ing catheter or sheath was placed in the target artery. In patients

with tortuous vascular anatomy, a distal access catheter (Fargo-

max; Balt; or Neuron 070; Penumbra, Alameda, California) was

navigated through the guiding sheath into the petrous segment of

the internal carotid artery or to the V2 segment of the vertebral

artery. Aneurysm sacs were catheterized by using an Excelsior

SL-10 (Stryker Neurovascular, Kalamazoo, Michigan) or Head-

way 17 (MicroVention) microcatheter with a soft-tipped 0.014-

inch microguidewire. A second microcatheter (Excelsior SL-10,

Headway 17, or Vasco10; Balt) was navigated across the aneurysm

for stent placement (Fig 1).

The same microcatheter was used for stent placement and

coiling if the jailing technique was not performed. Stent sizes were

chosen on the basis of the largest diameter of the parent artery and

the length of the aneurysm neck. Coiling was performed by using

bare platinum detachable coils after the stents were deployed. An-

eurysms were coiled until complete occlusion was achieved or no

further coils could be safely deployed within the aneurysm sac.

Femoral puncture sites were sealed by using an arterial closure

device. Postprocedural dual antiplatelet treatment, including 75

FIG 1. An illustration showing the LEO Baby stent-assisted coiling
treatment of a PICA aneurysm. A microcatheter is jailed into the sac
of aneurysm, while the LEO Baby stent is deployed to the parent
artery through a second microcatheter.
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mg/day of clopidogrel and 300 mg/day of aspirin, was continued

for 3 months. Dual antiplatelet therapy was switched to aspirin

thereafter. Aspirin was continued life-long unless a contraindica-

tion existed. Dual antiplatelet treatment was prolonged to at least

6 months in patients who received �1 stent.

Stent-Placement Configurations
Sixty-six of 80 aneurysms (82.5%) were coiled with the assistance

of a single LEO Baby stent. Fourteen aneurysms (17.5%) were

coiled with the assistance of 2 stents in various configurations.

Enterprise (Codman & Shurtleff, Raynham, Massachusetts) and

LEO (Balt) stents were used as the first stent in the treatment of 3

aneurysms followed by the placement of a LEO Baby stent as the

second stent. In the double LEO Baby cases, 6 aneurysms were

treated by using Y-stent placement and 2 aneurysms received

temporary Y-stent placement. T, X, and parallel stent placements

were performed for the treatment of 8 aneurysms. Enterprise and

LEO Baby stents were used as a bailout stent placement in 2 pa-

tients to treat complications.

Follow-Up
Immediate postprocedural angiograms were obtained to evaluate

aneurysm occlusion according to the Raymond classification.9

Endovascular treatment was considered successful when stent de-

ployment was successful and adequate angiographic occlusion by

using coiling was achieved. The development of any technical

complication was considered a technical failure, regardless of an-

giographic and clinical outcomes. Technical and clinical compli-

cations were recorded. Complications were “periprocedural” if

they occurred within 48 hours postprocedure or “delayed” if they

occurred later than 48 hours postprocedure. Postprocedural con-

trol cranial CT examinations were performed within 12 hours

following the endovascular procedures. The first angiographic

follow-up was performed at 3– 6 months by using either MR an-

giography or conventional angiography, depending on the results

of the endovascular procedure. The follow-up MR angiography

examination included a 3D time-of-flight sequence performed

before and after contrast material injection. The second and third

angiographic follow-up DSAs were generally performed at 8 –12

months and 18 –24 months, respectively. Follow-up angiograms

were assessed for the filling status of aneurysms and the develop-

ment of in-stent stenosis or thrombosis. Progressive thrombosis

on follow-up imaging was defined as an improvement in the Ray-

mond class from sac or neck filling (class 3 or 2) toward total

occlusion (class 1). Recanalization was defined as a deterioration

in the Raymond class. Patient neurologic status was evaluated

during discharge and during angiographic follow-ups by using

the mRS score.

RESULTS
Technical Success and Immediate Angiographic Results
The endovascular procedure was successful in 78 of 80 patients

(97.5%) (Fig 2). Technical complications developed during LEO

Baby stent deployment in 2 patients, but the angiographic and

clinical outcomes of these patients were successful. Among the

patients with successful procedures, the LEO Baby stent was suc-

cessfully deployed on the first attempt in 77 patients and on the

second attempt in 1 patient (Fig 3). Immediate postprocedural

angiograms revealed a class 1 occlusion in 60 aneurysms (75%),

class 2 occlusion in 17 aneurysms (21.3%), and class 3 occlusion

in 3 aneurysms (3.7%) (Fig 4).

Complications
Complications, including asymptomatic technical and periproce-

dural thromboembolic events, developed in 9 patients (11.3%).

Six patients (7.5%) remained asymptomatic. However, complica-

tions resulted in a permanent morbidity in 3 patients (3.8%).

There was no mortality.

Technical complications without adverse clinical outcomes

developed in 2 patients (2.5%). Stent migration without clinical

adverse events developed during deployment in 1 patient. In this

patient, the LEO Baby stent migrated into the sac of the aneurysm,

and 2 other stents were implanted to complete the coil emboliza-

tion. In another patient, the control procedural angiography im-

mediately after deployment of a LEO Baby stent revealed an in-

complete apposition of the stent. Telescopic implantation of an

Enterprise stent resulted in complete stent apposition.

Periprocedural or delayed thromboembolic events developed

in 6 patients (7.5%). Thromboembolic complications resulted in

permanent neurologic deficits in 3 patients (3.8%). Thromboem-

bolic complications were periprocedural in 5 patients and delayed

in 1 patient.

In-stent thrombus formation was visualized during the endo-

vascular procedures in 4 patients. Two of these patients were

treated by using an intra-arterial infusion of tirofiban (Aggrastat),

and 2 other patients were treated by using a continuous intrave-

nous infusion of tirofiban. An MCA infarct developed in 1 patient

who was treated by using intra-arterial tirofiban. The MCA infarct

in this patient resulted in dysphasia and hemiparesis. This pa-

tient’s mRS score both at discharge and at the final follow-up was

3. The other 3 patients who developed in-stent thrombi during

the procedures remained asymptomatic.

One patient presented with ipsilateral ischemic stroke 4 hours

after treatment of a right MCA bifurcation aneurysm by using a

single LEO Baby stent. Emergent control angiography revealed an

acute in-stent thrombosis. A proximal malpositioning of the stent

was also observed. Telescopic implantation of an Enterprise stent

successfully secured arterial flow in this patient. However, the

patient developed a basal ganglia infarction and presented with

hemiparesis. The mRS score of this patient at discharge was 4.

This patient’s symptoms resolved during several weeks, and her

mRS score at the 6-month follow-up was 2.

One patient presented with hemiparesis 3 months after a sin-

gle LEO Baby SAC to treat an AcomA aneurysm. This patient’s

control angiography revealed complete in-stent thrombosis; his

final follow-up mRS score was 3.

One hemorrhagic complication (1.3%) developed during the

treatment of an MCA bifurcation aneurysm. A mild extravasation

from the aneurysm developed during coiling. Coiling was com-

pleted, and the patient awoke with a mild headache. The postpro-

cedural cranial CT revealed that the contrast extravasation was

confined to the Sylvian fissure. This patient did not develop any

neurologic deficits.
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Follow-Up
Angiographic follow-ups were performed in 77 patients (96.2%).

The mean length of follow-up was 7.2 � 3.8 months (range, 3–22

months). The final angiographic follow-up was performed by us-

ing DSA in 64 cases (83.2%) and MR angiography in 13 patients

(16.8%). The final follow-up angiograms revealed a class 1 occlu-

sion in 66 patients (85.7%), class 2 in 9 patients (11.7%), and class

3 in 2 patients (2.6%). The follow-up of 16 aneurysms with a

partial immediate occlusion (Raymond class 2 or 3) revealed 9

aneurysms (56.2%) with an improvement in the Raymond class

(progressive occlusion) (Fig 5). Five aneurysms (6.5%) showed

recanalization (deterioration of the Raymond class). Four of the

77 aneurysms with follow-up angiography (5.2%) required

retreatment.

Follow-up angiography demonstrated incidental in-stent ste-

nosis in 12 patients (15.6%). In-stent stenosis was anatomically

mild (� 50%), not flow-limiting, and asymptomatic in all cases.

Consequently, no further interventions were performed, but

these patients continued clopidogrel instead of aspirin at

follow-up.

The final follow-up mRS score was between 0 and 2 in 71 of 77

patients with a clinical follow-up. The final clinical follow-up in 2

patients with a 0 preprocedural mRS score revealed an mRS score

of 3. The mRS score of the patient with a preprocedural mRS score

of 3 did not change during follow-up.

DISCUSSION
The first self-expandable stent was developed in 2002 for the treat-

ment of wide-neck intracranial aneurysms.5,10 Several other self-

expandable stents have been introduced since 2002, and SAC has

become a widely applied method for the treatment of wide-neck

intracranial aneurysms.11 Self-expandable stents dedicated to in-

tracranial use have enabled endovascular treatment in otherwise

uncoilable aneurysms by providing a scaffold during coiling.

Until recently, the deployment of self-expandable stents ne-

cessitated the catheterization of the parent artery with 0.021- to

0027-inch microcatheters. Low-profile, self-expandable stents

(LEO Baby and LVIS Jr), deliverable through microcatheters with

an internal diameter of 0.0165 inches, were developed in

2011.7,8,12 These low-profile stents allow easier catheterization

and navigation in small-sized, delicate vessels and enable safer

stent placement during the treatment of distal wide-neck aneu-

rysms. Few articles have investigated the safety and efficacy of the

treatment of intracranial aneurysms by using low-profile

stents.7,8,12-14 The current study reports the retrospective experi-

ence of 3 university hospitals by using a low-profile stent system,

FIG 2. Preprocedural cranial CT and procedural and follow-up angiography images of a 44-year-old female patient with a ruptured PICA
aneurysm. A, Cranial CT image obtained 9 days before the endovascular procedure (5 days following the rupture of aneurysm) shows the
subarachnoid hemorrhage in the prepontine cistern. B, DSA image in a right anterior oblique projection reveals a 5-mm wide-neck aneurysm
located on the medullary segment of the left PICA. C, DSA images obtained during the procedure show the catheterization of the parent artery
for stent placement (black arrows) from the contralateral (right) vertebral artery and jailing of the coiling microcatheter (white arrows) through
the ipsilateral (left) vertebral artery (the small filling defect in the aneurysm sac is a small air bubble introduced by the delivery of coil and trapped
between the coil loops). D, DSA image obtained during the procedure shows the successful deployment of a LEO Baby stent (arrows) into the
parent artery (PICA–vertebral artery). E, Immediate postprocedural DSA demonstrates the near-total occlusion of the aneurysm, with minimal
filling in the neck. F, Six-month follow-up DSA shows complete occlusion of the aneurysm and a moderate degree of in-stent stenosis.

AJNR Am J Neuroradiol 36:1934 – 41 Oct 2015 www.ajnr.org 1937



the LEO Baby stent, for SAC treatment of wide-neck intracranial

aneurysms.

The LEO Baby stent is a self-expandable, low-profile stent

composed of braided mesh nitinol wires.15 The LEO Baby stent is

not approved by the FDA at the moment. It has received CE mark

approval in Europe. LEO Baby stents, similar to LVIS Jr stents,

have several advantages over laser-cut stents. First, LEO Baby

stents have a sliding-strut design, and this hybrid design allows

better wall apposition and scaffolding compared with open and

closed cells. Second, LEO Baby stents are resheathable or reposi-

tionable up to approximately 95% of their length. LEO Baby

stents have relatively small pore size compared with other self-

expandable intracranial stents. This structural feature provides a

tighter mesh, preventing coil protrusion during coiling. However,

the small pore size may turn to a disadvantage in cases necessitat-

ing the catheterization of an aneurysm through the struts of the

LEO Baby stent, though we did not experience such a disadvan-

tage in our practice.

In the present study, the technical success rate of the proce-

dures was high (97.5%). The flexibility of LEO Baby stents facili-

tates navigation even in small, tortuous arteries. We used dis-

tal-access catheters in cases with tortuous proximal vascular

anatomy, which might contribute to successful stent naviga-

tion. At the moment, LEO Baby stents are available with diam-

eters of 2.0 and 2.5 mm and lengths of 12, 18, 25, 30, and 35

mm. LEO Baby stents are labeled for deployment in arteries

with diameters between 1.5 and 3.2 mm. Therefore, these are

the only self-expandable stents that are labeled for deployment

in arteries with diameters of �2 mm.15 LEO Baby stents were

successfully deployed in arteries with diameters as small as 1.3

mm in our study. Furthermore, the LEO Baby stent could be

deployed in branches having a diameter discrepancy of up to

60%. We observed technical complications in 2 cases, but they

did not contribute to the angiographic or clinical outcomes of

these patients.

Immediate complete occlusion rates after SAC showed vari-

FIG 3. Pre- and postprocedural DSA and follow-up MR imaging and conventional angiogra-
phy images of a 43-year-old female patient with a left MCA aneurysm. A, Preprocedural DSA
image obtained at a left anterior oblique projection shows an 8-mm bilobed aneurysm
located in the left MCA bifurcation. B, Intraprocedural roadmap DSA image shows the cath-
eterization of the inferior trunk of the MCA (black arrows) and jailing of another microcath-
eter in the aneurysm sac (white arrows). C and D, Intraprocedural DSA images reveal com-
plete occlusion of the superior lobule of the aneurysm after stent placement of the inferior
MCA trunk (black arrows show the extension of the stent) and selective catheterization of
the inferior lobule of the aneurysm for coiling. E, Immediate postprocedural DSA image
demonstrates complete occlusion of the aneurysm. F, Three-month follow-up MR angiog-
raphy image in a submentovertical projection demonstrates complete occlusion of the
aneurysm and patency of the parent artery (arrows). G, Six-month follow-up conventional
angiographic image shows complete stable occlusion of the aneurysm.
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ability in the literature but are relatively low compared with coil-

ing study results.6,11 A retrospective study by Maldonado et al16

reported that an immediate complete occlusion was achieved in

31.6% of aneurysms treated with Neuroform stents (Stryker Neu-

rovascular). Lopes et al17 studied the long-term outcomes of 410

patients who were treated with SAC by using Neuroform or En-

terprise stents and reported an immediate complete occlusion

rate of 43.3%. Piotin et al6 compared the angiographic and clinical

results of patients who were treated by using SAC, balloon remod-

eling, and conventional coiling. The immediate complete occlu-

sion rate in the stented group was 46.3%, but 63.5% of the aneu-

rysms in the group without stents were completely occluded in

immediate postprocedural angiographs. A meta-analysis of the

SAC literature by Shapiro et al11 revealed an immediate complete

occlusion rate of 45%. These relatively poor immediate complete

occlusion rates may be because larger and more complex aneu-

rysms are more likely to be treated with stents. Dual antiplatelet

therapy in patients with stents might impede the immediate

thrombosis of the aneurysm sac, and the difficulty in maneuver-

ing coiling microcatheters between the struts of stents might con-

tribute to the relatively low immediate occlusion rates. Möhlen-

bruch et al12 recently published a prospective study in a relatively

small patient group and reported the safety and efficacy of the

LVIS Jr stent, which is one of the available low-profile stents. The

immediate complete occlusion rate was 73%. Poncyljusz et al18

reported an immediate complete occlusion rate of 85% by using

either LVIS or LVIS Jr stents. The immediate total occlusion rate

of 75% in our study is comparable with the results of previous

studies.

Stent placement as a component of SAC treatment promotes

the progressive occlusion of partially coiled aneurysms and more

effectively impedes recanalization compared with conventional

coiling or balloon-remodeling techniques.6,19 Stents have some

hemodynamic and biologic effects on the parent arteries, which

cause a progressive thrombosis of partially coiled aneurysms.

Stent deployment across the orifice of an aneurysm redirects

blood flow from the aneurysm sac toward the distal parent artery

and decreases the hemodynamic stress that contributes to throm-

bosis of the aneurysmal sac.6,20,21 Furthermore, stent-induced

neointimal overgrowth leads to healing of the aneurysm neck,

promotes progressive thrombosis, and reduces the risk of recan-

alization.22 Gory et al23 reported that 30.9% of aneurysms with

partial immediate occlusion evolved into a complete occlusion

during a 6-month follow-up, and the recanalization rate was only

14.5%. The progressive occlusion rate in another study was 69.7%

after a mean follow-up of 8.2 months.24 In our study, 56.2% of

aneurysms with a partial immediate occlusion (Raymond classes

2 and 3) showed a progressive occlusion, which is comparable

with the results of previous studies, and a complete occlusion

(Raymond class 1) rate of 85.7% was achieved during a mean

follow-up of 7.2 months. The filling status deteriorated in only

FIG 4. Procedural and follow-up angiographic images of a 42-year-old male patient with an AcomA aneurysm. A, Preprocedural DSA image
obtained with bilateral internal carotid artery injections shows the wide-neck 8-mm AcomA aneurysm. B, DSA image obtained during the
procedure demonstrates deployment of a LEO Baby stent extending from the left A2 to the right A1 (black arrows) and a jailed microcatheter
in the aneurysm sac (white arrows). C, Postprocedural immediate DSA image shows complete occlusion of the aneurysm. D and E, Six-month
follow-up DSA images demonstrate complete occlusion of the aneurysm and a mild degree of in-stent stenosis.
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6.5% of aneurysms, and 5.2% of aneurysms required retreatment

during follow-up.

Previous computational fluid dynamics studies demonstrated

that stent placement caused a reduction of flow velocity in the

aneurysm, and the flow-diversion effect was associated with the

lower porosity of stents.25 Enhanced flow-diversion capacity pro-

motes the progressive thrombosis of the aneurysm and lowers the

risk of recanalization.25,26 LEO Baby stents have a relatively high

surface coverage ratio of approximately 18% and a small pore size,

which create a relatively high flow-diversion capacity.27 There-

fore, the flow-diversion capacity of LEO Baby stents might con-

tribute to the development of progressive thrombosis in par-

tially coiled aneurysms by acting as a flow diverter. In support

of this hypothesis, the successful treatment of dissecting wide-

neck aneurysms by using telescopic implantation of LEO Baby

stents without coiling was reported.10 The favorable midterm

angiographic outcomes of this study suggest that LEO Baby

SAC is a durable treatment for wide-neck intracranial

aneurysms.

The overall complication rate, including asymptomatic minor

events, was 11.3% in our study, which is consistent with that in pre-

vious studies. The procedure-related complication rate in a study of

the Neuroform SAC of unruptured aneurysms was 12.1%.28 A meta-

analysis of the SAC literature conducted by Shapiro et al11 revealed

procedure-related complications in 19% of patients. Most of these

complications in the current study remained asymptomatic, and

only 3.8% of the patients had a permanent morbidity. Furthermore,

the deficits in all patients with complications were mild to moderate,

with mRS scores of �3 at the last follow-up, and there was no mor-

tality. Clajus et al29 reported a morbidity of 3.9% and mortality of

2.9% for SAC treatment using Solitaire stents (Covidien, Irvine, Cal-

ifornia). Fiorella et al30 reported that the rates of major ischemic

stroke and neurovascular mortality were 8.8% and 2.8%, respec-

tively, by using Neuroform SAC in 284 patients. A meta-analysis by

Naggara et al31 showed that endovascular treatment of unruptured

aneurysms was performed with a mortality rate of 1.2% and a mor-

bidity rate of 4.8%. The morbidity and mortality rates of the current

study are comparable with those reported in previous studies. The

favorable clinical outcomes of patients in the current study suggest

that LEO Baby SAC is a safe endovascular procedure for the treat-

ment of wide-neck intracranial aneurysms.

In-stent stenosis is a previously defined late complication of

stent-placement procedures. Fiorella et al32 reported that 5.8% of

patients developed in-stent stenosis following the Neuroform

SAC procedure. Another study reported that 3.4% of patients

developed in-stent stenosis after Enterprise SAC on long-term

follow-up.21 The in-stent stenosis incidence in the current

study was quite high compared with those reported in previous

studies. However, in-stent stenosis did not cause any symp-

toms or neurologic findings in our patients. The relatively high

rate of progressive occlusion and the flow-diversion capacity of

the LEO Baby stent suggest that in-stent stenosis is a conse-

quence of the endothelial healing process that is induced by the

stent.30

There are some limitations to the current study: First, it was

a nonrandomized retrospective study. Therefore, there was no

FIG 5. Procedural and follow-up angiographic images of a 53-year-old male patient with an AcomA aneurysm. A and B, Preprocedural DSA
images show the recanalized AcomA aneurysm that was previously coiled. C, Postprocedural immediate DSA image reveals a partial filling of the
aneurysm sac (Raymond class 3). D and E, Nine-month follow-up DSA images demonstrate complete occlusion (Raymond class 1) of the aneurysm
as a result of progressive thrombosis during the follow-up period (arrows show the extension of the stent).
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control group of potential alternative endovascular treatment

methods. Second, follow-up angiography could not be per-

formed in 3.7% of the patients until after the submission of this

article.

CONCLUSIONS
We reported the results of the largest series of SAC by using a low-

profile stent system, LEO Baby, for the treatment of wide-neck intra-

cranial aneurysms. This study found that a high rate of complete

aneurysm occlusion could be achieved by using LEO Baby SAC dur-

ing the midterm, with an acceptable morbidity rate compared with

the results of previous SAC studies. Although in-stent stenosis after

LEO Baby SAC is a relatively common phenomenon, it appeared to

remain asymptomatic during a midterm follow-up. The coiling of

wide-neck intracranial aneurysms with the assistance of low-profile

stents is a promising endovascular method.
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