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ABSTRACT

BACKGROUND AND PURPOSE: Use of the WEB intra-aneurysmal flow-disruption device in unruptured wide-neck bifurcation aneurysms
has proven safety and efficacy. However, ruptured aneurysms are underrepresented in existing studies. This retrospective multicenter
study describes the use of the WEB in patients with a ruptured intracranial aneurysm.

MATERIALS AND METHODS: Ten centers contributed to this study. Clinical and procedural data of 47 patients with 52 aneurysms were
analyzed retrospectively together with follow-up angiographies.

RESULTS: There were 37 anterior and 15 posterior circulation aneurysms with a neck size of �4 mm in 49 of 52 (94%) aneurysms; 45 (87%)
aneurysms were �10 mm, and 2 were partially thrombosed. Successful placement of the WEB was possible in every case. Adjunctive
devices were used in 8 of 52 (15%) aneurysms. Thromboembolic events were observed in 4 of 52 (8%) patients. Adverse events occurred in
15 patients with 16 aneurysms, 9 of which were potentially related to the WEB procedure (3 thromboembolic events, 5 protrusions, and 1
perforations; 2 perforations were caused by the wire or catheter), but none had a clinical impact. Four patients were retreated. Short-term
follow-up in 25 of 39 patients revealed complete occlusion in 15 of 25 (60%), 5 of 25 (20%) with residual neck, and 5 of 25 (20%) with residual
aneurysm filling. Short- to midterm imaging in 9 of 25 patients revealed complete occlusion in 5 (55.6%), residual neck in 2 (22%), and residual
aneurysm filling in 2 (22%). Of 47 patients, 23 (49%) had an mRS score of 0, 1, or 2; 13 (28%) had an mRS score of 3 or 4; and none had an mRS
score of 5 at discharge.

CONCLUSIONS: This retrospective series showed good procedural safety, feasibility, and stability of midterm occlusion in ruptured
wide-neck bifurcation aneurysms.

ABBREVIATIONS: CLARITY � Clinical and Anatomical Results In the Treatment of Ruptured Intracranial Aneurysms; HH � Hunt and Hess; ATENA � Analysis of
Treatment by Endovascular Approach of Nonruptured Aneurysms

The prevalence of intracranial aneurysms in the general popu-

lation ranges from 0.2% to 9.0%.1,2 Aneurysmal subarach-

noid hemorrhage occurs at an annual incidence of 7–13 per

100,000 person-years in most Western countries. It is associated

with a high mortality rate of up to 50% and a high morbidity rate

for patients admitted to the hospital.3,4 The risk of rupture in-

creases with aneurysm size and location.5-9 The primary purpose

of treating a ruptured aneurysm is to prevent recurrent hemor-

rhage in the acute and subacute phases.10 The preferred treatment

in patients with SAH, endovascular coil occlusion may be limited

by aneurysm geometry, particularly in wide-neck or broad-based

aneurysms that typically necessitate the use of a stent for proper

reconstruction of the neck and sufficient occlusion of the aneu-

rysm sac. This treatment usually requires the use of antiplatelet

medication, which may impose an increased risk in the presence

of a recently ruptured aneurysm.11

The WEB aneurysm embolization system (WEB; Sequent

Medical, Aliso Viejo, California) is a self-expanding microbraid

mesh implant delivered through a microcatheter and sized to fit
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and occlude an aneurysm in a single step. Two versions are avail-

able: a dual-layer type (WEB-DL), which is composed of 2 con-

centric cages, and a single-layer type (WEB-SL or SLS). The avail-

able sizes range from 4 to 11 mm in diameter and 3 to 9 mm in

height. The mesh is designed to disrupt the flow at the neck of the

aneurysm and to ultimately exclude it from the blood flow while

preserving the flow in the parent artery (Fig 1). It seems to be

especially suitable for broad-based bifurcation aneurysms and

may eliminate the need for other reconstructive measures inside

the parent artery, such as placing a stent.12 Numerous publica-

tions have described the successful use of the WEB in the treat-

ment of unruptured wide-neck bifurcation aneurysms.12-14 Just

recently, a single-center experience with the WEB in 6 ruptured

aneurysms was reported, and the results were promising.15 In this

retrospective multicenter case series, we describe use of the WEB

in 52 aneurysms in 47 patients who presented with subarachnoid

hemorrhage secondary to a ruptured intracranial aneurysm.

MATERIALS AND METHODS
A retrospective review of the medical records, radiographic imag-

ing, and interventional reports was performed for 47 patients

treated with a WEB device for a ruptured intracranial aneurysm at

1 of 10 European centers between May 2011 and December 2013.

At each participating center, clinical and interventional treatment

was provided per institutional standards of care. In each partici-

pating institution, the indication for treatment and technique

(surgery or endovascular treatment) were decided on a case-by-

case basis by a local multidisciplinary team that included neuro-

surgeons, neuroanesthesiologists, neurologists, and neuroradi-

ologists. The selection of aneurysms treated with the WEB device

was performed autonomously in each center by the interventional

neuroradiologists according to aneurysm characteristics (ie, loca-

tion, diameter, and neck size).

Permission from each patient to include their data was

achieved in accordance to institutional ethical guidelines. Base-

line patient and aneurysm characteristics, comorbidities, and

SAH severity scores (Hunt and Hess [HH] or World Federation of

Neurosurgical Societies classification) were compiled. Angio-

graphic assessments were made at baseline, immediate postembo-

lization, short-term (2–9 months [mean, 4.2 months]), and mid-

term (7–25 months [mean, 12.9 months]) time points. The

immediate periprocedural hemody-

namic effects and follow-up occlusion

success were rated and reported by each
operator as “complete,” “residual filling
of the neck,” or “residual aneurysm fill-
ing,” as previously described.15 Peripro-
cedural medications, procedural com-
plications, and clinical outcomes were
compiled.

Patient Data
Forty-seven patients harboring a total of

52 aneurysms were evaluated. SAH se-

verity scores (HH or World Federation

of Neurosurgical Societies) were avail-

able for 46 of the 47 patients. Eleven pa-

tients had an HH grade of I, 12 had an

HH grade of II, 8 had an HH grade of III, 7 had an HH grade of

IV, and 5 had an HH grade of V. The median HH score was II.

Three patients were rated according to the World Federation of

Neurosurgical Societies system; 2 patients had a grade of 1, and

1 patient had a grade of 5.

Three patients had 1 additional aneurysm, and 1 patient had 2

additional aneurysms. These aneurysms were treated during the

same procedure with WEB devices. The anatomic locations of the

ruptured aneurysms were distributed as follows: 18 in the MCA,

17 in the anterior communicating artery, 8 in the basilar artery, 6

in the posterior communicating artery, 1 in the ICA terminus, 1 in

the PICA, and 1 in the pericallosal artery. In the 4 patients with

multiple aneurysms treated (9 aneurysms total; 1 patient with 2 in

the MCA and 1 in the PICA, 1 patient with 1 in the ICA terminus

and posterior communicating artery, and 2 patients with 1 in the

MCA and anterior communicating artery), the rupture site could

not be identified with absolute certainty, and each aneurysm was

treated with a WEB device. The rupture site was visible in 32

aneurysms, and in 10 it interfered with deployment of the WEB.

Two of these patients were among those with periprocedural re-

hemorrhage, one that resulted from a microwire perforation and

the other that potentially resulted from the WEB deployment

itself.

Of 52 aneurysms, 10 (19.2%) were �5 mm in diameter, 35

(67.3%) were 5–10 mm in diameter, and 7 (13.5%) were �10 mm

in diameter. Of the 52 aneurysms, 49 (94.2%) had a neck size of

�4 mm (mean, 4.7 mm). Two of the large aneurysms were par-

tially thrombosed.

Procedural Data
Two treatments were performed as one staged procedure; one

required additional coiling of a remnant during a control angio-

gram within 24 hours, and the other was planned as a 2-step

occlusion, first of the dome, including the rupture site, followed 4

days later by stent-assisted coil occlusion with reconstruction of

the neck under dual antiplatelet medication.

For 34 of the aneurysms, the index procedure was performed

with the patient having been given a full bolus of IV heparin (5000

IU); 9 aneurysms were treated with a reduced bolus (2500 IU, all

in the same center); and 9 were treated without heparin. Heparin

was maintained at partial thromboplastin time levels of 40 –50

FIG 1. A, WEB-DL, a double-layer microbraid, used in 37 of the 52 aneurysms in this series. B,
WEB-SL, a single-layer implant, used in 15 of the 52 aneurysms in this series.
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seconds for 48 hours in 5 patients from one center. Low-molecu-

lar-weight heparin was maintained in 22 patients (21 from 1 cen-

ter). Only 1 patient was known to be on aspirin before the treat-

ment. Twenty-three patients received 250 –500 mg of aspirin

during the intervention, usually before introduction of the WEB

device. Glycoprotein IIb/IIIa inhibitors were used to counteract

periprocedural thrombus formation: eptifibatide (Integrilin) in 2

cases of visible clot and abciximab (ReoPro) in 1 case of WEB

protrusion. Postprocedural antiaggregation was maintained con-

tinuously in 27 patients (75–100 mg aspirin/day), and 7 of 27

received additional clopidogrel (75 mg/day) for 12 weeks. Eight

patients who were kept on posttreatment antiplatelet medication

were among those who had either periprocedural thrombus for-

mation or postapplication protrusion of the WEB as the reason to

keep up the medication. Another 19 patients were kept on a single

antiplatelet medication without evident procedural reason (per

the institutional standard of care). One patient with a periproce-

dural clot formation was treated with mechanical clot extraction

by means of a Solitaire stent (Covidien, Irvine, California) and

was administered a single 500-mg dose of aspirin, but no contin-

uous medication was given.

Most procedures were performed with 6F access catheters/

long sheaths, and 17 of 52 aneurysms were treated with interme-

diate catheters in addition to the dedicated microcatheters (32

VIA or VIA PLUS [Sequent Medical], 20 other catheters of

�0.027 inches). Thirty-seven aneurysms were treated with a dual-

layer device that was composed of 2 cages of 144 woven nitinol

strands, and 15 aneurysms were treated with single-layer devices

in which the number of nitinol strands varied from 144 to 216 (on

the basis of device diameter).

RESULTS
Eight aneurysms were treated with additional devices (4 with stent

only, 1 with coils only, 1 with coils and a stent, 1 with coils and a

balloon, 1 with a balloon). The reasons for adjunctive treatments

were planned staged procedure (1 case), to complete neck closure

or sac filling (2 cases), to treat preaneurysm stenosis (1 case), and

to correct device protrusion (4 cases).

Treatment durations ranged from 15 to 193 minutes (average,

68 minutes). Treatment durations for 4 of the treatments with

WEB placement in multiple aneurysms ranged from 67 to 195

minutes.

Adverse Events
Periprocedural adverse events were reported for 15 patients dur-

ing the treatment of 16 aneurysms, including 1 patient with 2

complications. Among those who underwent these procedures,

10 patients had no clinical sequelae and were discharged with an

mRS score of �2 or a score equal to that before the initial SAH

(Table 1).

Thirty-six aneurysms were treated without adverse events. In a

maximum of 12 of 16 complicated treatments, the adverse event

could possibly be attributed to the actual delivery of the WEB

device. However, 3 of those were caused by the guidewire (1 per-

foration) or the microcatheter probing (1 perforation and 1 in-

duced spasm).

Four events were thromboembolic in nature and required an-

tiplatelet medication; 1 received eptifibatide, 1 received eptifi-

batide and additional aspirin and clopidogrel, 1 clot progressed

despite 500 mg of intravenous aspirin and was removed success-

fully with a Solitaire stent, and in 1 case there was no information

with regard to treatment. None of these patients had clinical

sequelae.

Four aneurysms exhibited angiographic protrusion of the

WEB that necessitated the use of a stent and, in 1 case, the addi-

tional use of IV antiplatelet drugs.

Three aneurysms were perforated during the treatment. How-

ever, only 1 case presented evidence of an additional SAH on post-

procedural CT. This SAH might have occurred during the deploy-

ment of the device itself, and there was no clinical impact on the

patient. The other 2 perforations were caused by a wire or a catheter.

There was no delayed bleeding in any of the patients treated

with a WEB device.

Angiographic Results. An immediate postprocedural hemody-

namic effect was achieved in 44 of 52 (84.6%) aneurysms. Twenty

Table 1: Periprocedural events
Patient No. AN Location Complication Device Related Outcome (mRS Score) Clinical Consequence

1 MCA TE Yes 0 at 8 mo None
2 MCA TE Yes 3 (same as before SAH) None
3 PcomA TE Yes 0 at 3 mo None
4 BA TE No 4 at dischargea None
5 MCA TE No 3 at 2 mo Yes

AcomA AN perforation No Yes
6 Pericallosal artery AN perforation Yes 0 at 1 wk None
7 MCA AN perforation No 6 from initial SAH Unknownb

8 AcomA Induced spasm Unknown 6 from initial SAH Unknownb

9 MCA Induced spasm Unknown Unknown Unknown
10 PcomA Infarction No 2 at 6 mo Transient
11 AcomA WEB protrusion Yes 0 at 6 mo None
12 BA WEB protrusion Yes 0 at 8 mo None
13 MCA WEB protrusion Yes 0 at 3 mo None
14 AcomA WEB protrusion Yes 0 at 25 mo None
15 rMCA, lMCA, Dissect Vert rMCA branch partial occlusion Yes 0 at 3 wk None

Note:—AcomA indicates anterior communicating artery; AN, aneurysm; BA, basilar artery; Dissect Vert, dissecting vertebral; lMCA, left MCA; PcomA, posterior communicating
artery; rMCA, right MCA; TE, thromboembolic event.
a Clinical outcome related to ventriculitis.
b Death during hospitalization secondary to the SAH, not during the procedure.
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(38.5%) aneurysms were completely occluded, 15 (28.8%) only

showed contrast in the proximal compartment of the implant,

and another 9 (17.3%) showed at least occlusion of the aneurysm

dome beyond the implant. In 1 patient, a coil was also used within

24 hours to occlude an angiographic remnant outside the WEB

that was not covered by the WEB itself after its initial placement.

Of the 8 aneurysms that did not even partially occlude, 6 at least

showed delay of the contrast washout until the venous phase, 1

even after the venous phase.

Imaging performed in 25 of 39 patients still alive at short-term

follow-up (mean, 4 months [range, 2–9 months]; 21 performed

with DSA, 4 performed with MRA) revealed complete occlusion

of the aneurysm in 15 of 25 (60%) cases, 5 of 25 (20%) had resid-

ual filling of the neck, and 5 of 25 (20%) showed residual filling of

the aneurysm. Imaging performed on 9 of 25 patients at midterm

(mean, 13 months [range, 7–36 months]; all DSA) revealed com-

plete occlusion of the aneurysm in 5 of 9 (55.6%) cases, 2 of 9

(22.2%) had residual neck, and 2 of 9 (22.2%) had residual aneu-

rysm filling. In the midterm follow-ups, none of the implants

themselves showed filling with contrast. There was no conceivable

difference between the single- and dual-layer implants. Among

the 20 aneurysms with immediate complete occlusion, 12 were

treated with a dual-layer device, and 8 were treated with a single-

layer device. None of the aneurysms that exhibited residual filling

of the sac on midterm follow-up had been treated with a single-

layer WEB.

Four patients required endovascular retreatment. In 1 patient,

DSA was performed because of neurologic worsening on the day

of the initial treatment; it was decided to treat this residual aneu-

rysm with coils. One patient required endovascular retreatment

with coils 1 month after the initial procedure. One patient had 3

aneurysms treated with a WEB device initially, and additional

endovascular treatment was required because of a dissecting V4

aneurysm with coils and Y-stent placement 3 weeks later. One

patient required retreatment with coils and a stent 3 months later

for aneurysm regrowth caused by integration of the WEB into an

intra-aneurysmal thrombus. All remnants or recurrences were

treated by endovascular means without additional adverse events.

Clinical Outcome Data. Of 47 patients, 23 were discharged as

independent survivors with an mRS score of 0, 1, or 2; 13 patients

had an mRS score of 3 or 4; and none had an mRS score of 5. Eight

patients died during their hospital stay, 5 as a result of the SAH

and 3 for other reasons (1 from rehemorrhage 3 hours after treat-

ment, probably as a result of dissection from another aneurysm; 1

from acute respiratory distress syndrome; and 1 from vasospasm

and infarction of all territories). For 3 patients, the postproce-

dural mRS score was not recorded.

Nineteen patients experienced a complication during their

hospital stay. Of these 19 complications, 16 were related to the

initial SAH (eg, vasospasm, new infarction on follow-up imaging,

or ventriculitis after insertion of an extraventricular drainage).

Three patients experienced postprocedural hemorrhage during

their hospital stay: 1 intraparenchymal hemorrhage resulted from

external ventricular drainage, 1 aneurysm was insufficiently oc-

cluded and was coiled within 24 hours after clinical worsening of

the patient, which may have been caused by rehemorrhage, and 1

patient experienced rupture of an additional aneurysm 3 hours

after the treatment of the index aneurysm with a WEB. This rup-

ture was of a dissecting aneurysm that was treated with coils but

had a fatal outcome. The dissecting aneurysm was identified as the

source of rehemorrhage by autopsy.

Of 16 complications that were reportedly related to the intra-

operative device and/or the procedure, 9 occurred in patients who

were discharged with an mRS score of �2; one of these 9 patients

already had a pretreatment mRS score of 3 and was discharged

unchanged. Two of these 9 patients died, one of whom had a

guidewire perforation during the treatment; 5 of 9 had an mRS

score of 3 or 4, and no information was available for the other 2

patients.

Of the 30 patients available for midterm follow-up, 27 were

independent. Of the remaining 3, two had maintained their initial

status, and 1 had progressed from an mRS score of 1 at discharge

to an mRS score of 4 after an episode of intraparenchymal hem-

orrhage after tPA administration for pulmonary artery thrombo-

sis (Table 2).

DISCUSSION
Endovascular coil occlusion has been proven to increase the num-

ber of patients with good clinical outcome over that of those who

undergo surgical clipping after aneurysmal subarachnoid hemor-

rhage.16 However, it has 2 potential drawbacks. First, coil occlu-

sion does not immediately and completely exclude the aneurysm

from the bloodstream17; presumably, this is one explanation for

the slightly higher rate of early rehemorrhage after coiling in the

International Subarachnoid Aneurysm Trial.16 Second, coiled an-

eurysms have a greater tendency to recur particularly if they are

Table 2: Nonfatal complications during hospitalization
Patient No. AN Location Type of Event SAH Related Outcome (mRS Score)

1 AcomA Vasospasm Yes 0 at discharge
2 MCA Vasospasm on day 14 Yes 2 at 6 mo
3 MCA Vasospasm on day 7 Yes 0 at discharge
4 BA Vasospasm Yes 4 at 12 mo
5 AcomA Infarct on MRI Yes 2 at 6 moa

6 MCA Stroke on MRI No 0 at discharge
7 BA Ventriculitis Yes 4 at discharge
8 AcomA Rehemorrhage; additional treatment with coils No 0 at 6 mo
9 BA New infarct on day 3 with vasospasm and stenosis visible Yes 0 at 8 mo
10 MCA Stroke on MRI No 3 at discharge
11 rMCA, lMCA, Dissect Vert Brain stem edema on day 23 No 0 at 3 wk

Note:—AcomA indicates anterior communicating artery; AN, aneurysm; BA, basilar artery; Dissect Vert, dissecting vertebral; lMCA, left MCA; rMCA, right MCA.
a Clinical status restored to pre-SAH value in a patient with multiple sclerosis.
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large, broad-based, partially thrombosed, or ruptured. Further-

more, standard coil occlusion may be limited or unsuitable be-

cause of aneurysm geometry. Broad-based aneurysms especially

may require the placement of a stent to remodel the parent artery,

which by itself necessitates the use of antiplatelet medication.

Thus, an endovascular treatment alternative that may be used

safely for broad-based aneurysms without the need for additional

implants in the bloodstream, yet offers efficacious aneurysm oc-

clusion and prevents rehemorrhage, seems to be desirable, partic-

ularly for ruptured aneurysms. The purpose of this study was to

evaluate the use of a relatively novel intra-aneurysmal microbraid

implant, the WEB device, in ruptured aneurysms. In nonruptured

aneurysms, the WEB has been described in a number of published

series to be both safe and efficacious.12-14 Because of its concep-

tual difference from standard coil occlusion, a potential yet un-

proven advantage of the WEB is faster hemodynamic separation

of the aneurysm; immediate stasis is often seen after its deploy-

ment (Fig 2). The absence of overlapping radiopaque material

might enable accurate positioning at the level of the neck, even in

broad-based aneurysms. At the same time, stronger and larger

microcatheters and the acute tip of the implant at the early stage of

deployment and before unfolding may impose an increased risk

for periprocedural rupture. Finally, nitinol coils have a potentially

higher thrombogenicity when compared with the very inert plat-

inum coils.18 Therefore, thromboembolic events are of special

concern, accepting that subarachnoid hemorrhage is known to

induce a hypercoagulative state.19

Recently, a multicenter study by Papagiannaki et al20 of 87
aneurysms (mostly unruptured) in 85 patients was published, and
the results were favorable for the WEB when compared with those
of coil occlusion in the Analysis of Treatment by Endovascular
Approach of Nonruptured Aneurysms (ATENA) trial and the

Clinical and Anatomical Results In the
Treatment of Ruptured Intracranial An-
eurysms (CLARITY) study.21,22 Al-
though the percentage of broad-based
aneurysms was much higher in the Pa-
pagiannaki et al series (85.9% vs 9.1% in
CLARITY), the results for peri-interven-
tional rupture and thromboembolic
events were comparably low, and the
rate of adequate occlusion was even
higher with WEB than in CLARITY. De-
spite these observations, there is still a
lack of evidence regarding the treatment
results for WEB in ruptured aneurysms
so far; in the Papagiannaki et al study,
only 4 aneurysms (4.6%) were ruptured.

In the present series of 52 ruptured
aneurysms, the technical success was
100%. However, failed attempts to place
a WEB device or even the catheter and
the subsequent choice of other treat-
ment algorithms were not specifically
recorded.

A limitation of this novel implant,
which can be attributed to the larger mi-

crocatheter needed and greater rigidity

during the initial delivery when compared with those of coils, is

the fact that in 10 of 52 aneurysms, the operator felt that the

implant interfered with the rupture site during its delivery. How-

ever, only in one such case could a periprocedural rupture (seen as

an increase in the extent of subarachnoid blood on postproce-

dural CT) potentially have been attributed to the WEB delivery

and was of no clinical consequence whatsoever (patient with an

mRS score of 0 on follow-up). Two other complications included

microguidewire and microcatheter perforations, which occurred

before each implant was advanced.

Because of the nature of subarachnoid hemorrhage, the overall

clinical outcome in our series was worse than that in the Papagi-

annaki et al series. Eight patients died during hospitalization, and

another 11 patients experienced SAH-related complications such

as severe vasospasm leading to infarction or ventriculitis after

external ventricular drainage. However, after the acute phase, the

results were relatively good. Of the 30 patients available for mid-

term follow-up, 27 were independent survivors (mRS scores,

0 –2). Of the remaining 3 patients, 2 have remained at their pre-

treatment status, and only 1 had progressed from an mRS score of

1 at discharge to an mRS score of 4 after an episode of intracranial

hemorrhage after tPA administration for pulmonary artery

thrombosis 7 months after the index procedure. Most important

is that there was no late rerupture or late ischemia that could have

been attributed to the WEB. All rehemorrhages occurred during

the acute or subacute phase and could be explained by either

periprocedural perforation with the wire or the catheter/WEB or

incomplete occlusion of the aneurysm, leaving the potential rup-

ture site unprotected by the implant. The midterm occlusion rates

compare favorably to those of other series of ruptured aneurysms,

such as CLARITY. Here, adequate occlusion was observed in 419

of 517 (81.0%) aneurysms, and an aneurysm remnant was found

FIG 2. Ruptured basilar tip aneurysm before (A) and immediately after (B) deployment of the
WEB device. After the WEB is placed, no contrast filling can be seen inside the dome, including
the bleb that is presumed to be the rupture site; furthermore, there is stasis of contrast inside the
WEB beyond the venous phase, indicating sufficient hemodynamic decoupling.

AJNR Am J Neuroradiol 36:1721–27 Sep 2015 www.ajnr.org 1725



in 98 of 517 (19.0%) aneurysms at midterm follow-up. In our
series, only 4 aneurysms required additional treatment. One was a
dissecting PICA vertebral aneurysm, initially misjudged as a PICA
aneurysm and later treated with an additional stent and coils.
Another procedure was staged with a WEB in the acute phase
followed by surgical clipping. The remaining 2 aneurysms were a
residual filling at the neck at 1 month treated with coils and re-
growth of a partially thrombosed aneurysm that had been treated
with 2 WEB devices, which both became integrated into the clot.
The recurrence was treated with a stent and coils. Furthermore,
the results of our series cannot really be compared with those of
CLARITY, because 49 of the 52 ruptured aneurysms in our study
had a neck size of �4 mm versus the only 9.1% broad-based
ruptured aneurysms in CLARITY.

The 30.8% (16 of 52) rate of procedural events may seem high
at first. However, the operators were ask to record all procedural
events, including those without clinical sequelae, such as transient
thrombus formation, aggravation of vasospasm induced by wire
and catheter probing, and protrusion of the WEB. When only
events that effectively resulted in clinical worsening or prolonged
hospital stay were rated, this figure was reduced to 3 of 52: one
aneurysm perforated with the guidewire, one thromboembolic
event, and the aforementioned rehemorrhage in a case in which
the presumed site of rupture was not covered with the WEB dur-
ing the first treatment. One additional patient exhibited induc-
tion or aggravation of vasospasm caused by probing with the mi-
crocatheter; this patient died as a result of SAH sequelae. Thus, the
overall rate of procedural complications with clinical worsening
can be extrapolated to parallel that in the aforementioned series of
nonruptured aneurysms treated with a WEB device (13% in the
Papagiannaki et al study). The rate of intraoperative rupture
(5.7% vs 1.3%) was slightly higher than that in the Papagiannaki
et al study and than those of ATENA (2.6%) and CLARITY
(3.7%). The small sample size in our study did not allow for a
validated comparison. The same limitation exists for the rate of
thromboembolic events, mainly comprising thrombus formation
on the implant itself that was more or less equal to that in the
Papagiannaki et al series (9.6% vs 7.6%, respectively). Morbidity
and mortality rates are difficult to calculate for our group of pa-
tients with SAH, because most of the deaths and poor outcomes
could be attributed to the SAH itself. There were only 3 proce-
dural events that most likely led to clinical consequences, only one
of which was related to the implant itself (thromboembolic
branch occlusion). For comparison, the treatment morbidity and
mortality rates were 1.3% and 0.0% in the Papagiannaki et al series,
1.7% and 1.4% in ATENA, and 3.7% and 1.5% in CLARITY,
respectively.20-22

Between the 2 different types of WEB devices (single- or dual-
layer), not many differences could be found. First, because of the
later introduction of the WEB-SL, all treatments before June 2013
were performed with the WEB-DL. Thus, only 15 aneurysms were
treated with a single-layer device. With the introduction of the
single-layer WEB, the question of whether it would be similarly
effective in flow disruption arose. In our series, we could not find
a difference in efficacy between the 2 designs, neither with regard
to the immediate angiographic result nor to long-term occlusion.
The absolute numbers were actually in favor of the single-layer
WEB device. Immediate complete occlusion was recorded for 12

of 37 WEB-DL and 8 of 15 WEB-SL devices. None of the aneu-
rysms with residual filling of the sac on midterm follow-up was
treated with a single-layer WEB. We interpret this trend as an
indication that the flow-disrupting effect of the single-layer sys-
tem most likely is at least as good as that with the dual-layer WEB;
this, however, remains to be proved in a larger comparative study.

With regard to thromboembolic potential, which certainly
plays an important role in the hypercoagulative state during acute
SAH, our results were also in favor of the single-layer version.
Only 1 thromboembolic event was recorded for the WEB-SL de-
vice, and it consisted of local clot formation that could be re-
moved by means of stent-retriever thrombectomy; all the other
thromboembolic events occurred with the WEB-DL device. Fi-
nally, protrusion of the implant seemed to be an issue that de-
pended on aneurysm geometry, because protrusion occurred in
aneurysms �6 mm in diameter. More important is that these
aneurysms had a neck-to-height ratio of �1, meaning that
these aneurysms were not only small but also shallow. With
regard to protrusion, the type of implant did not seem to make
a difference. Recent developments of the WEB with enhanced
visibility and new angiographic visualization techniques seem
to enable us to reliably detect and avoid protrusion as a poten-
tial source of adverse events in the future.23 There was 1 aneu-
rysm with partial thrombosis of the sac that had recurred at 3
months. Hope that the greater and more even surface of the
WEB may sufficiently prevent migration into the clot, regu-
larly seen with bare coils, is not warranted at the moment.
Overall, the WEB provided safe aneurysm occlusion without
necessitating additional stent placement in 90% of the pa-
tients. Periprocedural double-antiplatelet treatment could
have been avoided in 87% of the patients and single-antiplate-
let treatment in 50% of the patients in the acute phase of SAH.
Although the follow-up period was shorter in our cohort, the
rate of target aneurysm rerupture (1 of 52 [2%]) is comparable
with that found in larger trials: 4.2% in the International Sub-
arachnoid Aneurysm Trial for 1 year and 4.5% in a series of 44
ruptured wide-neck aneurysms treated with a stent and coils.24

CONCLUSIONS
The WEB intra-aneurysmal flow disruptor can be used in rup-

tured aneurysms with safety and efficacy equal to those shown in

previous experiences gathered with use of the WEB device in non-

ruptured aneurysms. Comparison with previous series of rup-

tured aneurysms was compromised by the fact that in most cases

in our series, the aneurysms were broad-based. This specific ge-

ometry in combination with acute rupture renders the rate of

necessary retreatments favorably in comparison with that of most

series of coil occlusion. Partial thrombosis is still an unsolved

issue, because the WEB may become integrated into a clot over

time. The single-layer version performed as well as the dual-layer

device in our series, with absolute numbers in favor of the WEB-

SL, particularly with regard to thromboembolism. Protrusion of

the implant is a potential problem that more likely may occur in

small and shallow aneurysms, which is a limitation that will prob-

ably be overcome with an enhanced-visibility version of the braid

and new angiographic imaging modalities. Overall, the WEB

seems to be a very suitable treatment option for ruptured aneu-

rysms, even if they are broad-based. Concerns that the conceptual
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differences between the WEB device and coil occlusion may be

associated with an increased risk of rehemorrhage are not war-

ranted by the results of this series.
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