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BACKGROUND AND PURPOSE: Endovascular detachable balloon occlusion and coil occlusion are 2
well-established options for the treatment of direct carotid cavernous fistulas (DCCFs). In recent years,
covered stents have been applied in the treatment of neurovascular pathologies such as aneurysms,
pseudoaneurysms, arterial dissections, and DCCFs. The purpose of this study was to investigate the
clinical efficacy of covered stents for the treatment of DCCFs.

MATERIALS AND METHODS: Ten consecutive patients underwent covered-stent placement after fail-
ure of detachable balloon occlusion for the treatment of their DCCFs. Clinical and angiographic
follow-up ranged from 5 to 48 months (mean, 18.2 months) after stent placement.

RESULTS: Stent placement was technically successful in all except 1 patient. In this patient, stent
placement failed after multiple attempts because of rigidity of the Jostent GraftMaster Coronary Stent
Graft and the tortuous anatomy of the internal carotid artery (ICA). Complete exclusion of the fistula
was achieved in 6 patients immediately after stent deployment. Endoleak was observed in 3 patients.
Re-dilation of the stent avoided the endoleak in 2 patients; in 1 of these 2 patients, formerly improved
symptoms recurred the next morning and the ipsilateral ICA was occluded with detachable balloons.
Spasm of the ICA was observed in most of the patients after stent placement; however, angioplasty
was not required. Symptoms improved in all patients after treatment, without thromboembolic events.
Follow-up cerebral angiography showed complete exclusion of all DCCFs and stent patency without
intrastent stenosis in the 8 patients who had successful deployment of the stent.

CONCLUSIONS: Although a larger sample and expanded follow-up are needed, our series shows that
covered stents can be used in the treatment of DCCFs with symptomatic relief.

Direct carotid cavernous fistulas (DCCFs) represent a direct
communication between the internal carotid artery (ICA)

and the cavernous sinus, classified by Barrow et al1 as a type A
fistula. Most DCCFs are traumatic; however, spontaneous fis-
tulas arise from rupture of carotid cavernous aneurysms thus
allowing communication with the cavernous sinus.2-4 Patients
having DCCFs clinically present with the following symptoms:
exophthalmos, conjunctival injection, bruit, and cranial nerve
impairment. Treatment of DCCFs includes endovascular
methods of transarterial or transvenous embolization or an
open approach with superior ophthalmic vein exposure.2-4 In
recent years, covered stents have been applied for the treat-
ment of DCCFs with successful short-to-midterm clinical re-
sults.2,5-8 We report 10 cases of DCCFs treated with covered
stents after failure of detachable balloon occlusion.

Materials and Methods

Patients
Between October 2003 and October 2007, 10 consecutive patients

underwent placement of a covered stent (Jostent GraftMaster Coro-

nary Stent Graft; Abbott Vascular, Redwood City, Calif) for the treat-

ment of their DCCFs. We retrospectively reviewed their medical

records with approval of the institutional review board at West China

Hospital, Sichuan University.

There were 4 men and 6 women (24 – 68 years of age; mean, 50

years). Seven cases were traumatic and 3 were spontaneous. Patients

had clinical manifestation consisting of pulsatile exophthalmos, con-

junctival injection, bruit, and cranial nerve impairment (on-line

Table).

All patients underwent a well-tolerated temporary balloon occlu-

sion (TBO) test and initial treatment with detachable balloon occlu-

sion. In 5 patients (cases 1, 2, 4, 8, and 9), the fistula continued to be

patent after detachment of 2–5 balloons. Additional balloons posed a

greater risk than opportunity for complete occlusion. In cases 3 and 6,

the fistula recurred due to early balloon deflation as evident on an-

giography at 2 and 5 weeks after treatment. Both cases 5 and 7 expe-

rienced 2 unsuccessful procedures during which neither a balloon nor

a microcatheter could be navigated into the fistula. In case 10, the

balloon ruptured on mild inflation within the fistula.

In all of the above-mentioned patients, informed consent was ob-

tained from the patients or their legal representatives for the treat-

ment of the fistulas with a covered stent. Patients and family members

were informed of the treatment options: transarterial or transvenous

coil embolization, sacrifice of the ipsilateral ICA, and Jostent Graft-

Master Coronary Stent Graft. Patients and family members under-

stood that the use of the Jostent GraftMaster Coronary Stent Graft was

experimental and that its design was not specifically for intracranial

use.

Methods
All patients were premedicated with aspirin (150 mg/day) and clopi-

dogrel (75 mg/day) orally at least 3 days before covered-stent place-

ment. With the patient under local anesthesia, an 8F-10F introducer

sheath (Cordis, Miami Lakes, Fla) was placed in the right or left fem-

oral artery by using the Seldinger technique. Patients were heparin-

ized during the procedure with the goal of an activated clotting time of

twice that of the baseline. Using an 8F guiding catheter (Cordis), the
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ipsilateral ICA was catheterized and cerebral angiography was per-

formed to evaluate the angioarchitecture of the fistula. Next, a 0.014-

inch exchange mircoguidewire (300 cm in length, Transend Floppy;

Boston Scientific, Natick, Mass) was navigated into a distal branch of

the middle cerebral artery (MCA) or the anterior cerebral artery.

Then a Jostent GraftMaster Coronary Stent Graft of appropriate di-

ameter was placed over the wire under roadmap guidance to the dis-

eased segment of the ICA. Multiple control angiograms were obtained

to confirm the correct position. Then the stent was inflated with 8 –10

atm of pressure.

Cerebral angiography was performed after deflation and with-

drawal of the balloon. If an endoleak was revealed, re-dilation was

performed with the balloon of the stent graft by a higher pressure up

to 12–16 atm or with a balloon of a larger diameter (5.0 – 6.0 mm in

diameter, Amiia; Cordis, Warren, NJ). After the procedure, low-mo-

lecular-weight heparin was given subcutaneously every 12 hours for

72 hours. Patients were instructed to take aspirin (150 mg/day) and

clopidogrel (75 mg/day) orally. Clopidogrel was continued for 12

weeks, whereas aspirin was continued indefinitely.

Results
Stent deployment was technically successful in 9 of 10 pa-
tients. In case 2, the stent could not be navigated to the
diseased segment because of rigidity of the stent and tortu-
osity of the carotid artery. After trying a long sheath and
coaxial double-guiding systems (8F and 10F), we were still
unable to guide the stent delivery system to the diseased
segment of the ICA. This patient was then embolized with
coils via the direct superior ophthalmic vein approach.

Complete exclusion of the fistula was achieved in 6 pa-
tients immediately after stent deployment (Fig 1). Endoleak
was observed in 3 patients (cases 3, 6, and 7), thus re-dila-
tion of the stent with a balloon of a larger diameter was
performed, which avoided the endoleak in 2 patients (cases
3 and 7) (Fig 2). In case 6, there was slow and sluggish filling
of the cavernous sinus after re-dilation; however, the fistula
was still patent. Symptoms improved dramatically within
several hours in case 7 but recurred the next morning. Flu-
oroscopy showed the stent in the original place but cerebral
angiography revealed a large endoleak and the fistula per-
sisted to be high flow. The ipsilateral ICA was occluded with
detachable balloons after a successful balloon-occlusion
test (Fig 3).

Spasm of the ICA was observed in most of the patients after
stent deployment and was mainly appreciated at both ends of
the stent, manifesting as mild-to-moderate local stenosis. The
angiographically evident spasm was clinically silent and thus
did not require treatment.

All cases were followed clinically and angiographi-
cally. Follow-up ranged from 5 to 48 months, with a mean
of 18.2 months. Clinically, all patients improved without
any evidence of clinically significant thromboembolic
events. Cerebral angiography revealed complete occlusion
of the DCCFs in all patients, including case 6, in whom the
DCCF was patent after treatment. In addition, cerebral an-
giography revealed patency of the stent without intrastent
stenosis.

Fig 1. Case 5. A, Left carotid angiogram shows a DCCF. B, Immediate angiogram after covered-stent deployment shows complete occlusion of the fistula. Note the rigid course of the
ICA where the stent has been deployed. C, Fluoroscopy shows the stent (arrowheads). D, Follow-up angiogram at 5 months shows no recanalization of the fistula and patency of the stent.
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Discussion
In 1973, Parkinson9 reported successful direct surgical repair
of DCCFs with preservation of the parent artery, but the tech-
nical difficulty and significant morbidity of this procedure
have precluded its widespread use. Since Serbinenko10 re-
ported his experience with a detachable balloon, endovascular
treatment has become the primary treatment technique for
DCCFs.

Most authors prefer detachable balloon occlusion because
it is technically easier. A minimally inflated balloon can be
easily navigated into the fistula by flow guidance. When nec-
essary, the balloon can be deflated and repositioned before
detachment without difficulty. In addition to being user-
friendly, balloons are cheap in a highly expensive medical
market.11,12

Balloons do have their pitfalls. The fistula and the cavern-
ous sinus must be of a proper size. A balloon cannot be navi-
gated into a small fistula. In addition, a balloon may pro-
trude and even migrate into the ICA if the size of fistula is
too large and that of the cavernous sinus is too small. Large
balloons or multiple balloons occupying the cavernous si-
nus can cause cranial nerve palsies or can delay recovery
from pre-existing palsies from the inherent mass effect of
the balloons.11-14 In addition, premature deflation of the
balloon leads to recurrence of the fistula/aneurysm or for-
mation of a pseudoaneurysm.3,4,12,13

Transarterial or transvenous detachable coil embolization

is an effective alternative for the treatment of DCCFs. De-
tachable coils are easy to retrieve, reposition, or exchange
when necessary. They may also protrude or migrate into the
ICA, but modified techniques by using a bare stent or bal-
loon-catheter technology prevent such risks.3,15 Nonethe-
less coils have disadvantages similar to those of balloons:
mass effect and recurrence of the fistula/aneurysm through
coil compaction.3,4

Luo et al16 reported their experience of n-butyl 2-cyanoac-
rylate for the treatment of DCCFs with good results and with-
out complications; however, the potential risk of thromboem-
bolism does exist. In addition, if all embolization materials fail,
then a deconstructive procedure of the parent vessel is a last
resort. The safety of this procedure lies in the results of a tem-
porary balloon-occlusion test. In cases in which the patient
fails the TBO test, a bypass procedure must be performed be-
fore the parent vessel is occluded.11-13

In the last decade, covered stents have been widely used
within the aorta and peripheral, visceral, and coronary arteries
as a safe and effective alternative to open surgical repair.17-21

Recently, covered stents have been used for the treatment of
aneurysms, pseudoaneurysms, arterial dissections, and arte-
riovenous fistulas as well.2,5-8,22-26 Although several varieties
of covered stents have been used by the neurovascular com-
munity, only the Willis covered stent (MicroPort, Shanghai,
China) reported by Li et al22 is specially designed for intracra-
nial vasculature use.

Fig 2. Case 3. A, Left carotid angiogram shows a DCCF. B, Immediate angiogram after balloon (arrows) detachment shows complete occlusion of the fistula. C, The fistula recurred due
to early balloon deflation as evident on angiography at 2 weeks after balloon detachment. The small white point (arrowhead) is the marker of the balloon. D, Immediate angiogram after
covered-stent deployment shows sluggish filling of the cavernous sinus (arrows). E, Angiogram shows complete occlusion of the fistula after re-dilation. F, Follow-up angiogram at 48 months
shows no recanalization of the fistula and patency of the stent.
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The Jostent GraftMaster Coronary Stent Graft used in this
series is composed of a sandwich construction of 2 bare stain-
less steel stents with a thin layer of polytetrafluoroethylene
(PTFE) in between. Due to this composition and construc-
tion, the stent is rigid and cannot be navigated within tortuous
anatomy. Possible complications that may result from this ri-
gidity are dissection and periprocedural spasm of the cerebral
arteries. However, if necessary precautions are taken both in
patient selection and during the procedure by using necessary
interventional adjunctive tools as described, technical success
can be achieved with no harm to the patient.

Endoleak occurred in 3 patients (cases 3, 6, and 7) in this
series. Re-dilation with a balloon of larger diameter resulted in
transient exclusion (case 7), permanent exclusion (case 3), and
persistent fistula in 1 patient (case 6). Archondakis et al2 re-
ported 3 cases of endoleak as well in their treatment of 8 cases
of traumatic carotid cavernous fistulas with covered stents.
The presumed hypothesis is that though the ICA diameter is
usually �5 mm, it can enlarge under long-standing high-flow
conditions. Given the fact that the largest Jostent GraftMaster
Coronary Stent Graft available is 5 mm in diameter, a parent
vessel of a diameter �5 mm will lead to an endoleak. This
scenario occurred in 3 of our patients and certainly represents
a roadblock in the use of covered stents within the intracranial
vasculature. In 1 of these patients (case 7), the symptoms im-
proved; however, they recurred the next morning. Cerebral
angiography revealed an endoleak, thus resulting in sacrifice
of the ICA.

A similar event was described by Archondakis et al.2 In 1 of
their patients, cerebral angiography after stent placement
showed complete exclusion of the fistula; however, an en-
doleak was discovered the next day. A plausible explanation
for this lies in the fact that at the time of the procedure, the
parent vessel is usually in spasm, thus creating a false impres-
sion of exclusion of the fistula. However, as the spasm resolves,
a mismatch in size between the stent and parent vessel occurs,
thus allowing an endoleak. Oversizing the stents in these situ-
ations could minimize such occurrences. Another plausible
explanation for our patient (case 7) is the improper place at
which the stent was deployed. Maybe the stent should have
straightened out and covered the C3– 4 segments of the ICA,
thereby ensuring that the fistula was trapped between the ends
of the stent. However, it failed to straighten out the C4 seg-
ment. Of course, the endoleak may also be caused by mis-
match of the sectional shape, rupture of the PTFE, the pres-
ence of the “external” stent in the double-stent design, and
possibly others. An oversized stent is preferred to prevent en-
doleaks in the first place, and multiple control angiograms are
warranted to confirm its correct position before deployment.

In our group, all patients were premedicated with oral as-
pirin and clopidogrel and systematically heparinized during
the procedure; then low-molecular heparin was given subcu-
taneously for 72 hours, followed by oral aspirin and clopi-
dogrel. No thromboembolic events occurred after stent place-
ment or during the follow-up period. Patients with traumatic
DCCFs underwent a stent placement procedure at least 3

Fig 3. Case 7. A, Left carotid angiogram shows a DCCF. B, Immediate angiogram after covered-stent deployment and re-dilation shows complete occlusion of the fistula. Note the spasm
at both ends of the stent (arrowheads). C, Angiogram 1 day after stent deployment shows recanalization of the fistula. D, The ipsilateral ICA was occluded with detachable balloons
(arrowheads) at both ends of the stent (arrows).
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months after their injury. Care must be taken in the use of
anticoagulation and antiplatelet agents in those patients with
hemorrhage or a tendency of hemorrhage, and those who were
recently injured. Thromboembolism postprocedure is un-
common as evident in our and other series. Review of the
literature revealed only 2 reported patients in whom the par-
ent vessel was occluded on follow-up cerebral angiography.
Both patients were asymptomatic, and the occlusion was
found on routine follow-up. In 1 patient, occlusion of the ICA
was found 1 week after stent placement for a posttraumatic
petrocavernous ICA pseudoaneurysm. This patient also had a
distal MCA pseudoaneurysm; thus minimal anticoagulation
was used (aspirin daily).5 Another case of ICA occlusion was
found at the 1-month angiographic follow-up, which was
thought to be the result of discontinuation of the antiplatelet
therapy.2 Archondakis et al2 reported an asymptomatic 30%
intrastent stenosis at 6-month follow-up angiography, which
improved at the 1-year follow-up.

Covered stents by definition have the pitfall of occluding
small perforating vessels in the region in which the stent has
been deployed. Although the cavernous segment does have
branches, to our knowledge, the clinical significance of oc-
cluding these branches is not well reported in the literature.
Most certainly this is a reason covered stents cannot be used in
all segments of the intracranial circulation. However, the use
of covered stents in the cavernous segment is well tolerated by
patients as documented in the literature and our own series.

Conclusions
Our experience suggests that covered-stent placement repre-
sents a reasonable alternative to detachable balloons or coils,
which have mass effect on the cavernous sinus. Larger sample
sizes with longer duration of follow-up is required to evaluate
the efficacy of covered stents versus balloons or coils.
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