
of April 10, 2024.
This information is current as

Stenosis
CT Angiography for Intracranial Arterial 
Feasibility of Intravenous Flat Panel Detector

J.S. Jeon, S.H. Sheen, G.J. Hwang, H.C. Kim and B.J. Kwon

http://www.ajnr.org/content/34/1/129
https://doi.org/10.3174/ajnr.A3301doi: 

2013, 34 (1) 129-134AJNR Am J Neuroradiol 

http://www.ajnr.org/cgi/adclick/?ad=57533&adclick=true&url=https%3A%2F%2Flinkprotect.cudasvc.com%2Furl%3Fa%3Dhttps%253a%252f%252fwww.genericcontrastagents.com%252f%253futm_source%253dAmerican_Journal_Neuroradiology%2526utm_medium%253dPDF_Banner%2526utm_c
https://doi.org/10.3174/ajnr.A3301
http://www.ajnr.org/content/34/1/129


ORIGINAL RESEARCH
INTERVENTIONAL

Feasibility of Intravenous Flat Panel Detector CT Angiography
for Intracranial Arterial Stenosis

J.S. Jeon, S.H. Sheen, G.J. Hwang, H.C. Kim, and B.J. Kwon

ABSTRACT

BACKGROUND AND PURPOSE: IV FDCT angiography is an emerging technology for the detection of intracranial vascular disease. This
study was conducted to determine the feasibility of IV FDCT in estimating major atherosclerotic intracranial arterial stenosis with DSA as
the reference.

MATERIALS AND METHODS: DSA and IV FDCT were performed simultaneously in patients with transient ischemic attack or acute
cerebral infarction. The degree and length of stenosis weremeasured. The stenotic vessels were categorized into 4 groups by the grade of
stenosis: normal (�30%), mild (30%–49%), moderate (50%–69%), or severe (�70%). The vessels of the normal group were excluded from
analysis to reduce spectrumbias.Measurement of vessels was recorded by using an electric ruler by a qualified endovascular neurosurgeon
and a neuroradiologist.

RESULTS: Eight hundred forty-two vessel segments in 69 patients were calculated. Mild (n� 56), moderate (n� 47) and severe stenosis
(n� 46) groupswere analyzed. IV FDCT had a sensitivity of 97.6%, specificity of 96.9%, and negative predictive value of 96.9% for detecting
�50% stenosis and respective values of 91.9%, 98.2%, and 97.4% for depicting�70% stenosis. The difference of stenotic length between
the 2 tests was not significant as an increase in the severity of stenosis (Spearman rank correlation test; r� �0.12, P� .13).

CONCLUSIONS: IV FDCT can be a feasible alternative as a noninvasive method for evaluating stenosis of the major intracranial arteries.

ABBREVIATIONS: A1 � segment of the anterior cerebral artery; CI � confidence interval; FDCT � flat panel detector CT; M1 or M2 � segments of the middle
cerebral artery; P1� segment of the posterior cerebral artery; V4� segment of the vertebral artery

The stenosis of atherosclerotic major intracranial arteries is

an important cause of ischemic stroke.1 Although cerebral

angiography has been regarded as the criterion standard for

depicting vascular stenosis, noninvasive tests, including MRA,

CTA, and transcranial Doppler sonography, have been con-

ducted first, due to a potential risk of stroke and procedural

complications.2,3

Recently, IV FDCT has been shown to have a high resolution

that is similar to that of multidetector row CT angiography4 and

has been suggested as an alternative tool for evaluating acute ce-

rebral ischemia.5 Many trials have been conducted to investigate

the accuracy of each noninvasive test compared with cerebral an-

giography, but to the best of our knowledge, no study has directly

compared the degree and length of intracranial arterial stenosis

between DSA and IV FDCT.

This study was undertaken to evaluate the feasibility of IV

FDCT in estimating atherosclerotic stenosis severity and the

length of the major intracranial arteries with DSA as the reference

standard.

MATERIALS AND METHODS
This study was approved by the local ethics committee. This pro-

spective analysis was performed in patients who concurrently had

undergone DSA and IV FDCT from January 2009 to December

2011 at a single center. Patients with TIA or acute cerebral isch-

emia were included. Eight hundred forty-two vessel segments in

69 patients were measured.

After checking routine conventional angiography, 3D rota-

tional angiography was performed in cases of vascular stenosis,

and additional studies were performed with the guidance of a

working projection of 3D angiography. IV FDCT was conducted

simultaneously. Maximum-intensity-projection images obtained

by IV FDCT were rotated and reconstructed for the same working

Received December 28, 2011; accepted after revision April 16, 2012.

From the Departments of Neurosurgery (J.S.J., S.H.S., G.J.H.) and Neuroradiology
(H.C.K.), Hallym University College of Medicine, Chun Cheon Sacred Heart Hospi-
tal, Chun Cheon, Korea; and Department of Neuroradiology (B.J.K.), Kwandong Uni-
versity College of Medicine, Myongji Hospital, Goyang, Korea.

Please address correspondence to Seung Hun Sheen, MD, Department of Neuro-
surgery, Hallym University College of Medicine, Chun Cheon Sacred Heart Hospi-
tal, Kyo-Dong, Chun Cheon, 200-704, Korea; e-mail: nssheen@gmail.com

http://dx.doi.org/10.3174/ajnr.A3301

AJNR Am J Neuroradiol 34:129–34 Jan 2013 www.ajnr.org 129



views. In difficult cases that were not reconstructed from IV

FDCT data, anterior and lateral projection images of DSA were

matched with coronal and sagittal directional images of IV FDCT,

respectively, for analysis.

Every vessel diameter, the degree of stenosis, and stenosis

length were recorded by using an electric ruler by a qualified en-

dovascular neurosurgeon and a neuroradiologist blinded to clin-

ical information. The vessel diameter of the bilateral supraclinoid

internal carotid artery, A1, M1, M2, P1, and V4, which was located

just proximal to the posterior inferior cerebellar artery and the

midpoint of the basilar artery, was measured. Percentage stenosis

was determined as [(1 � (D-stenosis/D-normal)] � 100, where

D-stenosis was the most severe stenosis and D-normal was the

diameter of proximal normal artery. The formula was used for mea-

suring the degree of stenosis.6 The locations of stenotic segments

were divided by direction (horizontal versus vertical) and circulation

(anterior versus posterior). Horizontal directional components

comprised A1, M1, and P1, and anterior circulation comprised ICA,

A1, M1, and M2. Lesion length was defined as the distance from

proximal to distal of stenotic vessel.

A disagreement of �10% in stenosis prompted recalculation

by a third reader.7 Cases of hypoplastic segments and cases in

which visualization could be performed only through cross-fill-

ings or that were not evident on DSA were excluded.7

Stenotic vessels were categorized into 4 groups by the degree of

stenosis: normal (�30%), mild (30%– 49%), moderate (50%–

69%), or severe (�70%). In particular, stenotic lesions graded as

normal were excluded from analysis to avoid spectrum bias.8,9

Image Acquisition
Eighty milliliters of Pamiray 250 contrast agent (iopamidol; Dong-

kook Pharmaceutical, Seoul, Korea) mixed with 40 mL of saline

was injected through an anterior cubital vein with a flow rate of

5 mL/s. IV FDCT parameters were 0.4 increment, 220° total angle,

538 total projections, and radiation dose of 35 mGy (manufactur-

er’s information) with an acquisition time of a 20-second rotation

and an 18-second x-ray time delay. Postprocessing of the IV

FDCT data was conducted on a Leonardo DynaCT dedicated

workstation equipped with InSpace 3D software (Siemens, Erlan-

gen, Germany). The images given as maximum-intensity-projec-

tion images in the axial, coronal, and sagittal planes with various

section thicknesses, mainly 15 mm, were reconstructed for anal-

ysis. An electronic ruler was used for estimating stenosis rate and

length. Every IV FDCT and DSA were conducted with the Axiom

Artis zee Biplane system (Siemens).

Statistical Analysis
Intraclass correlation, sensitivity, specificity, positive and negative

predictive values, 95% CIs, Bland-Altman analysis test, and a

Spearman rank correlation test were used to assess the reliability

of IV FDCT compared with DSA. Statistics were performed with

the Statistical Package for the Social Sciences, Version 12 (SPSS,

Chicago, Illinois) and MedCalc (www.medcalc.org).

RESULTS
Sixty-nine patients with 842 vessel segments were included. Their

mean age was 59.1 years (range, 36 – 85 years), and 31 patients

were male (44.9%). The distribution of stenotic vessel segments is

shown in Table 1.

The intraclass correlation for measuring �30% stenosis was

0.98 (95% CI, 0.97– 0.99). IV FDCT had a sensitivity of 97.6%

(95% CI, 91.7%–99.7%), a specificity of 96.9% (95% CI, 89.3%–

99.6%), and a negative predictive value of 96.9% (95% CI, 89.3%–

99.6%) for detecting �50% stenosis with DSA as the reference.

For identification of �70% stenosis, IV FDCT had a sensitivity of

91.9% (95% CI, 78.1%–98.3%), specificity of 98.2% (95% CI,

93.7%–99.8%), and negative predictive value of 97.4% (95% CI,

92.4%–99.5%) (Table 2).

Bland-Altman plots showed good agreement between IV

FDCT and DSA in both directions (horizontal versus vertical; Fig

1A, -B) and circulations (anterior versus posterior; Fig 1C, -D) in

assessing the degree of stenosis. No tendency of over- or underes-

timation was found in the different stenotic groups.

Mean stenosis length was 6.92 � 2.2 mm in IV FDCT and

6.95 � 2.2 in DSA. The difference of stenotic length between the 2

tests (IV FDCT and DSA, in millimeters) was not significantly

different as an increase in the stenosis severity (Spearman rank

correlation test, r � �0.12; P � .13; 95% CI, �0.28 – 0.04) (Fig

1E).

DISCUSSION
Our study showed that IV FDCT has high sensitivity and specific-

ity for detecting intracranial arterial stenosis and can be a reliable

method for estimating stenosis length with the DSA standard.

Many studies have been conducted to confirm the accuracy of

stenosis by using 1 or combined noninvasive tests as the cerebral

angiography reference. Good correlation between MRA and DSA

for measuring major intracranial stenosis has been reported.10,11

However, MRA has some drawbacks, including the tendency to

overestimate high-grade stenosis, being a more time-consuming

procedure, and providing an underestimation or nonvisualiza-

tion of stenosis located in the petrous or cavernous ICA.10

Several reports demonstrated high accuracy for detection of

intracranial stenosis with CTA.7,8 CTA has been performed

widely, reflecting its minimally invasive nature, fewer motion ar-

tifacts, and shorter time. However, the limitations of CTA include

Table 1: Distribution of the stenotic vessel segments in each
segment

Stenosis ICA A1 M1 M2 P1 BA V4 Total
30%–49% 4 11 19 6 2 7 7 56
50%–69% 5 7 17 2 2 9 5 47
70%–99% 4 7 13 2 0 6 5 37
Complete occlusion 2 0 6 1 0 0 0 9
Total 15 25 55 11 4 22 17 149

Note:—BA indicates basilar artery.

Table 2: Accuracy of IV FDCT in detecting severe stenosis (>70%)
compared with DSAa

Seen on DSA Not Seen on DSA Total
Seen on IV FDCT 34 2 36
Not seen on IV FDCT 3 110 113
Total 37 112 149
a The numbers given are vessel segments.
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the dose of radiation, poor visualization of collateral vessels, su-

perimposition of bone and venous structures, and inaccurate ste-

nosis measurement in the supraclinoid ICA.7,12

Hirai et al12 reported that the combination of MRA with CTA

can improve sensitivity and specificity to 100% and 99%, respec-

tively, for detecting stenosis of �50, but it is not a fully available

procedure, considering its high cost and procedure time.

The SONIA trial13 revealed that high negative predictive val-

ues of the tests to exclude high-grade intracranial stenosis

(�70%) can be obtained with the combination of transcranial

Doppler with MRA. Although the SONIA trial was a multicenter

study and provided test cut-points when evaluating stenosis, the

accuracy of transcranial Doppler sonography has been dependent

on the operator’s expertise14 and the results of transcranial Dopp-

ler sonography can vary among institutions.

IV FDCT is a novel technology for generating CT-like images

from a biplane angiographic system. The distinctive feature of IV

FDCT is its use in the neurointerventional setting without the

need for patient transfer. Because the treatment of acute cerebral

ischemia has a therapeutic time window, within 4.5 hours for

intravenous thrombolysis15 or 6 hours for intra-arterial throm-

bolysis,16 it is crucial to shorten the time from the onset of symp-

toms to diagnosis and treatment for good clinical results.17 There-

fore, in particular, patients who present with acute ischemic

stroke may benefit from early detection with IV FDCT and instant

endovascular treatment.5 In addition, IV FDCT allows the

prompt detection of periprocedural complications. Conse-

quently, operators can perform the endovascular intervention

with more certainty and safety.

Images from IV FDCT can help set the revascularization treat-

ment plan by providing valuable information on the accurate ste-

notic area, stenotic grade, and collateral circulation in the same

acquisition, contrary to DSA.18 Blanc et al19 demonstrated the

reliability of IV FDCT for assessing occlusion level, clot length,

collateral degree, and patency of anterior and posterior commu-

nicating arteries.

Presently, no statistically significant difference in estimation

of stenosis length was observed in higher stenosis grades (Spear-

man rank correlation test; r � �0.12, P � .13), but length dis-

crepancy was more pronounced in higher stenosis. A possible

explanation for that phenomenon may be the different hemody-

namic effect on poststenotic segments between the 2 tests or spa-

tial inhomogeneities such as surrounding tissues.20 Stenosis de-

piction with DSA can be influenced by dilution of the contrast

medium during blood flow; and factors that may affect the flow

velocity, including stenosis grade or injection technique, may lead

to a difference in the measurement of the length of stenosis. The

attenuation between diluted contrast agent administrated in IV

FDCT and blood was more similar, and the diluted contrast agent

may be able to fill the vessel more uniformly.21

Kamran et al20 suggested that IV FDCT can offer a better esti-

mation of vascular structures as an even distribution and high

resolution of contrast medium in comparison with 3D DSA.

Thus, IV FDCT may produce less discrepancy in depicting vascu-

FIG 1. Bland-Altman plot shows excellent depiction of intracranial stenosis of the horizontal segments (A ), vertical segments (B ), anterior
circulation (C ), and posterior circulation (D ) by IV FDCT with DSA as the reference. Length discrepancy (IV FDCT–DSA, in millimeters) was found
more often in higher stenosis but was not statistically significant (E, Spearman rank correlation test; r� � 0.12, P� .13).
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lar morphology. In the case of assessing the stent lumen, IV FDCT

allows more accurate postinterventional images than CTA.22,23

Although there is no statistic regarding the circumferential

calcification in major intracranial arteries and distal arterial ste-

nosis through a comparative study with CTA in this investigation,

IV FDCT may clearly depict the vascular lumen with circumfer-

ential calcification and distal stenosis with lesser superimposition

of bone and venous structures (Fig 2).

Another advantage of IV FDCT is reduced radiation exposure.

Our protocol comprised 2.0 mSv of effective radiation dose (ap-

proximately 35 mGy) compared with 3.0 mSv of the effective dose

in 64-section multidetector row CT angiography5 or a conven-

FIG 2. An 81-year-old woman who underwent coil embolization of an unruptured posterior communicating artery aneurysm 1 month before was
referred due to a history of progressive left hemiparesis.A andB, Good concordancewas obtained for depicting stenosis at the proximal (arrows ) and
distal (arrowheads ) M2 segment betweenDSA and IV FDCT.C andD, Axial maximum-intensity-projection image of IV FDCT allows a clear delineation
of the vascular lumen from circumferential calcification (arrows ) without superimposition of bone (arrowheads ).

FIG 3. A 70-year-oldwomanwas transferred for right-sided hemiparesis.A, Anteroposterior DSAof the left internal carotid artery shows severe
stenosis (76.2%) at the left M1 segment (D-stenosis) with the beginning point of M1 (D-normal) as a reference point. B, Selective maximum-
intensity-projection image of IV FDCT reveals excellent concordance of severe stenosis (76.9%) at the left M1 segment (arrows ) with DSA as a
reference.
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tional head CT scan of 60 mGy.24 When one assesses the cerebral

blood volume for ischemic penumbra area, no additional radia-

tion exposure is necessary. A recent phantom study affirmed the

significantly reduced exposure of radiation in IV FDCT through

comparative testing with multisection CT.25 With the advance of

technology in reducing a higher noise level in a short acquisition

mode, high-quality images can be obtained with a much lower

effective radiation dose of 0.4 mSv.26

IV FDCT has some drawbacks including more motion arti-

facts and beam-hardening artifacts due to metal. Beam-hardening

artifacts can be reduced by using a metal artifacts-reduction algo-

rithm.27 The method for reducing motion artifacts due to metal

must be studied further.

Several reports have described good correlation between IV

FDCT and DSA or CTA.4,28,29 However, no objective data analy-

sis has been performed on the reliability of IV FDCT with DSA as

a reference. Furthermore, previous studies compared stenotic le-

sions using different radiologic methods within 30 days. In our

investigation, statistical analysis was used for a comparison of IV

FDCT and DSA in assessing the stenotic ratio and length. More-

over, the 2 tests were performed simultaneously. Therefore, there

is no chance for aggravation of stenosis during the interval time.

There are some shortcomings in this study. First, it was not a

randomized controlled study. Second, direct comparison with IV

FDCT and other noninvasive methods, including MRA or CTA,

was not performed. Third, no statistical analyses were performed

on circumferential calcification or distal stenosis between CTA

and IV FDCT.

CONCLUSIONS
IV FDCT can be a reliable alternative noninvasive test for evalu-

ating atherosclerotic stenosis of the major intracranial arteries.

Further investigation on the accuracy of IV FDCT with direct

comparison with MRA or CTA is needed.
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