
of May 5, 2025.
This information is current as

Coherence Tomography in Carotid Arteries
New Frontiers in the Feasibility of Optical

G. de Donato and C. Setacci

http://www.ajnr.org/content/34/7/1419
https://doi.org/10.3174/ajnr.A3445doi: 

2013, 34 (7) 1419-1420AJNR Am J Neuroradiol 

http://www.ajnr.org/cgi/adclick/?ad=57948&adclick=true&url=https%3A%2F%2Fmrkt.us-marketing.fresenius-kabi.com%2Fajn_pdf_1872x240_may25
https://doi.org/10.3174/ajnr.A3445
http://www.ajnr.org/content/34/7/1419


COMMENTARY

New Frontiers in the Feasibility of Optical Coherence
Tomography in Carotid Arteries

Optical coherence tomography (OCT) is a catheter-based in-

vasive intravascular imaging system that provides unprece-

dented microstructural information on atherosclerotic plaques.

Multiple research teams have begun to explore the use of OCT

imaging for carotid plaque assessment (with both occlusive1,2 and

nonocclusive techniques3) to build on the positive experience al-

ready achieved in the coronary artery.

The available imaging systems for carotid plaque characteriza-

tion, such as duplex sonography, angiography, and intravascular

sonography, may not be able to clearly define and provide precise

details in the measurement of microns regarding plaque profile

and composition. Moreover, there is a huge interest in a more

exhaustive examination of the stent-plaque interaction after ca-

rotid artery stent placement.

OCT with its high-resolution capability of 10 �m and its abil-

ity to define carotid plaque must be considered the innovative tool

to define new indications for treatment and to provide new sug-

gestions in the carotid angioplasty and stent placement (CAS)

versus carotid endarterectomy debate and to provide new criteria

for material choice during endovascular procedures.

In this issue of the American Journal of Neuroradiology, Given

et al4 document the benefits of a new OCT system using a nonoc-

clusive technique in the carotid artery. The authors should be

congratulated on discovering this new protocol, which does not

need iodinated contrast or balloon occlusion to obtain a blood-

free environment. A simple hand injection of 50-mL heparinized

saline solution allowed good-quality OCT images with no scatter-

ing and signal attenuation.

We have previously reported3 our experience in proving the

safety and efficacy of Fourier domain (FD)-OCT in a series of 25

patients undergoing carotid stent placement during a nonocclu-

sive flush and a mechanical injection of 24 mL of 50% diluted

contrast. Notably, patients were excluded from the study in case

of serum creatinine levels of �1.2 mg/dL, while kidney function

was carefully monitored postoperatively in the included patients

to assess the consequences of an extra amount of contrast medium

needed for OCT image acquisition.

The absence of contrast in the proposed new protocol of FD-

OCT imaging of human carotid arteries also carries no alarm for

contrast-induced encephalopathy, which may occur when an ex-

tra dose of contrast agent is applied directly into the carotid artery.

OCT with proximal occlusion does not increase the amount of

contrast either because the entire volume following imaging can

be re-aspirated, but it requires extra carotid clamping time, which

can cause cerebral intolerance.

On the other hand, the nonocclusive technique requires a high

level of cooperation between the surgical team and the OCT tech-

nician to obtain high-quality images; to avoid OCT signal atten-

uation and artifacts, the pullback of the OCT catheter has to be

unequivocally synchronized with blood displacement from the

artery.

The only word of caution concerning the proposed new OCT

protocol with heparinized saline solution should be concerning

the large volumes of flush media injected directly into the carotid

arteries. The authors hypothesized that a volume of 50 mL of

heparinized saline solution can be naturally contained by the ce-

rebral vasculature. Should the cerebral vasculature be unable to

accommodate a larger volume of solution, this could cause a de-

regulation of the blood-brain barrier with possible neurologic

sequelae.

A widespread application of OCT in the carotid arteries has the

potential to provide important information not only in case of

ambiguous DSA findings and/or discordant noninvasive data but

also during CAS. Plaque prolapse through the cell stent has been

suggested as one of the major causes of postprocedural complica-

tions after CAS,5,6 and OCT images can accurately recognize mi-

crodetails of the interaction between carotid plaque and stent.

After Given et al4 have proved that OCT imaging can be safely,

easily, and efficiently applied to carotid arteries, future studies are

now expected to investigate the relationship between carotid

plaques and stents with regard to stent design and plaque

composition.

In conclusion, OCT with its unprecedented in vivo definition

of carotid plaque details after stent implantation may revolution-

ize our clinical policies. Physicians may be prone to refine their

intraprocedural strategies following the findings by OCT, while

industry may use OCT data to plan new stent designs with the best
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properties of plaque coverage, vessel conformability, and wall

apposition.
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