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ABSTRACT

BACKGROUND AND PURPOSE: Multidetector row CTA has become the primary imaging technique for detecting intracranial aneurysms.
Technical progress enables the use of cerebral CTA with lower radiation doses and contrast media. We evaluated the diagnostic accuracy
of 80-kV(peak) cerebral CTA with 30 mL of contrast agent for detecting intracranial aneurysms.

MATERIALS AND METHODS: Two hundred four patients were randomly divided into 2 groups. Patients in group A (n � 102) underwent
80-kVp CTA with 30 mL of contrast agent, while patients in group B (n � 102) underwent conventional CTA (120 kVp, 60 mL of contrast
agent). All patients underwent DSA. Image quality, diagnostic accuracy, and radiation dose between the 2 groups were compared.

RESULTS: Diagnostic image quality was obtained in 100 and 99 patients in groups A and B, respectively (P � .65). With DSA as reference
standard, diagnostic accuracy on a per-aneurysm basis was 89.9% for group A and 93.9% for group B. For evaluating smaller aneurysms (�3
mm), the diagnostic accuracy of groups A and B was 86.3% and 90.8%, respectively. There was no difference in diagnostic accuracy
between each CTA group and DSA (all, P � .05) or between the 2 CTA groups (all, P � .05). The effective dose in group A was reduced by
72.7% compared with group B.

CONCLUSIONS: In detecting intracranial aneurysms with substantial radiation dose and contrast agent reduction, 80-kVp/30-mL con-
trast CTA provides the same diagnostic accuracy as conventional CTA.

ABBREVIATIONS: CNR � contrast-to-noise ratio; DLP � dose-length product; ED � effective dose; NPV � negative predictive value; PPV� positive predictive
value

Approximately 85% of all subarachnoid hemorrhages result

from ruptured intracranial aneurysms.1 Such hemorrhages

have high case fatality, particularly for relatively young patients,

younger than 65 years of age.2 Clinical urgency may sometimes be

difficult to assess, given that some patients only present with

headache and near-normal neurologic examination findings.3

Thus early identification of underlying intracranial aneurysms

seems to be especially important.

DSA is currently the criterion standard for the assessment of

aneurysms but has some inherent drawbacks. This technology is

invasive, time-consuming, and relatively expensive.4 Further-

more, it uses a higher radiation dose and causes permanent neu-

rologic complications in 0.12% of patients.5 Multidetector row

CT angiography has always been the primary imaging technique

for the evaluation of intracranial aneurysms, especially for the

critical patients presenting with subarachnoid hemorrhage, be-

cause of its wide availability, reduced imaging time, and high di-

agnostic accuracy.4-7 Even for the patients with headache and

near-normal neurologic examination findings, CTA may be im-

portant for screening. However, radiation exposure and contrast

material–induced nephropathy are inherent drawbacks of CTA.

Technical progress enables performing cerebral CTA with ever

lower radiation doses and contrast media volumes while main-

taining image quality.8-12 However, previous studies did not fully

assess the diagnostic accuracy of such gentler CTA protocols be-

cause few patients underwent DSA as a reference standard. For

example, a study by Luo et al8 included 120 patients who under-
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went cerebral CTA with both low tube voltage and low contrast

agent volume, but only 43 patients (n � 15 for the 2 low-dose

groups) underwent DSA for comparison.

The purpose of our study was, therefore, to evaluate, in a large

patient population, the diagnostic accuracy of 80-kV(peak) cere-

bral CTA with 30 mL of contrast agent for detecting intracranial

aneurysms with DSA as the reference standard.

MATERIALS AND METHODS
Patients
This prospective study was approved by the Jinling Hospital institu-

tional review board. Written informed consent was provided by all

patients or their legal guardians. Two hundred four patients were

included in our study between September 2013 and January 2015.

Inclusion criteria for this study were the following: 1) clinically

suspected intracranial aneurysm, that is, patient presentation

with subarachnoid hemorrhage or a suspicion of an intracranial

aneurysm after medical examinations; 2) clinical referral for both

cerebral CTA and DSA when patients were able to undergo the 2

examinations; and 3) cerebral CTA performed before DSA with

no more than 3 days between procedures. Patients were excluded

if they were younger than 18 years of age (n � 1), had a history of

prior surgical clipping or endovascular coiling (n � 2), had a

history of prior reaction to iodinated contrast media, or had

known renal insufficiency (creatinine level, �120 mol/L) (n � 0).

Included patients who underwent CTA with different tube

voltages and different volumes of iodinated contrast agent were

randomly divided into 2 groups based on a computer-generated

allocation sequence. The parity of each random number deter-

mined to which group the patients examined on the same day

would be assigned (ie, odd numbers for group A and even num-

bers for group B), to avoid the change of contrast agent before

each patient’s examination. Group A consisted of 102 patients,

including 50 men (mean age, 49 � 12 years) and 52 women (mean

age, 53 � 13 years); group B consisted of 102 patients, including

47 men (mean age, 52 � 14 years) and 55 women (mean age, 58 �

13 years). There was no significant difference in sex between the 2

groups (P � .05). The mean age of patients in group A was 51 � 14

years (range, 21–79 years), while patients in group B were some-

what older (P � .024), with a mean age of 55 � 14 years (range,

22– 81 years). The baseline characteristics of all patients are pre-

sented in On-line Table 1.

Cerebral CT Angiography Acquisition
Cerebral CTA examinations were performed by using a dual-

source CT system (Somatom Definition; Siemens, Erlangen, Ger-

many). Routine automatic tube current modulation (CARE

Dose4D; Siemens) was used at 230 mAs for each patient. The

collimation was 64 � 0.6 mm, with a 0.33-second rotation time

and a pitch of 1.5. Image reconstruction was performed with a

0.75-mm section thickness and 0.5-mm increment with a dedi-

cated reconstruction algorithm (H30f).

In group A, patients received 30 mL of iodinated contrast me-

dium (iopromide, Ultravist 300 mg I/mL; Bayer HealthCare, Ber-

lin, Germany) and were imaged at 80 kVp (double low-dose pro-

tocol). In group B, the patients received 60 mL of the same

contrast medium and were imaged at 120 kVp, which is the stan-

dard work-up CTA protocol in the clinic. The contrast agent was

injected into the antecubital vein via an 18-ga catheter at the rate

of 4.0 mL/s, followed by 30 mL of saline solution with the same

flow rate.

Using a bolus-tracking technique, an ROI was placed in the

right internal carotid artery. When the predefined threshold of

100 HU was reached, image acquisition started 2 seconds later.

The acquisition lasted approximately 3– 4 seconds.

DSA Acquisition and Evaluation
DSA was performed with femoral catheterization with a biplane

DSA unit with rotational capabilities (Axiom Artis dTA; Sie-

mens). A single 3D-DSA acquisition was obtained before remov-

ing the catheter only in the target vessel with confirmed or sus-

pected aneurysms, to reduce the radiation dose. Once the

procedure was completed, the angiographic datasets were trans-

ferred to an adjacent 3D workstation (Siemens) for generation of

3D reformatted images. All angiographies were performed by a

group of highly experienced (�10 years of experience) interven-

tional neuroradiologists (not authors) who also performed eval-

uations of the presence, location, and size of intracranial aneu-

rysms in the DSA images. If there was a strong suspicion of an

aneurysm on CTA that was not found on DSA, repeat interpreta-

tion by at least 2 interventional neuroradiologists (not authors)

was performed to arbitrate this discrepancy.

Objective Image-Quality Evaluation
All CT images were transferred to a dedicated workstation (syngo

MultiModality Workplace; Siemens). All CT measurements were

independently performed by 2 radiologists (Q.Q.N. and S.L., with

1 and 5 years’ experience in neuroradiology, respectively) twice

with a 6-month interval between measurements. The CT attenu-

ation values of vascular structures were measured by using a user-

defined circular ROI with an area of 0.12– 0.16 cm2 in the bilateral

ICAs and 0.04 – 0.06 cm2 in the bilateral middle cerebral arteries

on the transverse CT images. To mitigate partial volume effects

and operator dependence of measurements, we prescribed 3 in-

dependent ROIs, respectively, on both sides of the cavernous seg-

ment of the ICA and the first segment of the MCA trunk. With

Moyamoya disease and ICA or MCA occlusion, the CT attenua-

tion values of vascular structures were not measured. The average

attenuation values were used for statistical analysis.

Brain parenchyma was selected as the vascular background,

and image noise was calculated as the SD of the attenuation val-

ues. The attenuation values of the brain parenchyma were mea-

sured by placing an ROI of 1 cm2 in the white matter above the

lateral ventricles. Signal-to-noise ratio and contrast-to-noise ratio

(CNR) were calculated by using the following formulas13,14:

SNRa � CTnumbera/SD

CNRa � (CTnumbera � CTnumberb)/SD,

where CTnumbera is the mean Hounsfield unit of the target ar-

tery, CTnumberb is the mean Hounsfield unit of brain paren-

chyma, and SD is the standard deviation of the attenuation value

in the brain parenchyma.

AJNR Am J Neuroradiol 37:1774 – 80 Oct 2016 www.ajnr.org 1775



Subjective Image-Quality Evaluation
Subjective image-quality analysis of cerebral CTA was performed

by using volume-rendering, multiplanar reconstructions, and

maximum intensity projections. Two experienced neuroradiolo-

gists (L.J.Z. and G.Z.C., with 16 and 4 years’ experience, respec-

tively) blinded to the acquisition technique independently scored

CTA images after a dedicated formal training in 20 patients who

were not included in this study. After 6 months, repeated evalua-

tions were performed to measure intrareader agreement. In the

case of disagreement, a final consensus score was determined dur-

ing joint interpretation.

Overall image quality was determined on the basis of the de-

gree of image noise and vessel sharpness on a 4-point Likert

Scale15-18: 1) poor, nondiagnostic, major degree of noise, blurry

vessel outlines, rendering evaluation impossible; 2) moderate,

substantial noise, suboptimal vessel sharpness; 3) good, moderate

image noise and good vessel sharpness; and 4) excellent, minor-

to-no noise, exquisite vessel delineation. Images with overall im-

age quality scores of �3 were regarded as diagnostic.

Intracranial Aneurysm Evaluation
Aneurysms were measured within the arteries of the anterior cir-

culation (ie, anterior communicating, anterior cerebral, middle

cerebral, internal carotid, and anterior choroidal arteries) and the

arteries of the posterior circulation (vertebral and basilar, poste-

rior communicating, posterior cerebral, anterior superior cere-

bellar, and posterior inferior cerebellar arteries).

The same 2 neuroradiologists performing the subjective image

analysis independently evaluated the presence or absence of an-

eurysms on cerebral CTA. In case of disagreement, a third expe-

rienced neuroradiologist (C.S.Z. with 10 years’ experience) arbi-

trated. For subarachnoid hemorrhage, other nonaneurysmal

causes were also recorded.

Radiation Dose Estimation
The volume CT dose index (milligray) and dose-length product

(DLP, milligray � centimeter) were recorded from the dose re-

port. The effective dose (ED, millisieverts) was calculated by using

the formula ED � DLP � �, by using a conversion factor (�) for

head CT imaging (� � 0.0021 mSv/mGy � cm).19

Statistical Analysis
Statistical analyses were performed by using SPSS software (Ver-

sion 21; IBM, Armonk, New York). Quantitative variables were

expressed as mean � SD, and categoric data were expressed as

frequencies or percentages. Quantitative variables were tested for

normal distribution by using the Kolmogorov-Smirnov test. The

t test was used if the quantitative variables followed normal dis-

tribution, and if the quantitative variables did not follow normal

distribution, the Mann-Whitney U test was used. A �2 or Fisher

exact test was used to analyze differences in categoric data for

baseline characteristics and subjective image quality between

groups A and B. P � .05 indicated a statistical difference. Intra-

class correlation coefficient and � analysis were used to evaluate

inter- and intrareader agreement for the measurement of subjec-

tive and objective image quality, respectively. An intraclass corre-

lation coefficient or � value � 0.20 indicated poor agreement;

0.21– 0.40, fair agreement; 0.41– 0.60, moderate agreement; 0.61–

0.80, good agreement; and 0.81–1.00, very good agreement.15,20

In this study, 3D-DSA was regarded as the reference standard

for detection of intracranial aneurysms. Sensitivity, specificity,

positive predictive value (PPV), negative predictive value (NPV),

and accuracy were calculated on both a per-patient and per-an-

eurysm basis. The confidence intervals for per-aneurysm analysis

were obtained by using bootstrapping. Two-sided 95% confi-

dence intervals based on binomial probabilities were also pro-

vided. Comparisons between the 2 CTA groups and DSA were

made by using the McNemar test. The �2 or Fisher exact test was

used to compare the sensitivity, specificity, PPV, NPV, and accu-

racy between the 2 different CTA groups. P � .05 was a statisti-

cally significant difference.

RESULTS
Image Quality
Mean attenuation, SNR, and CNR values for the ICA, MCA, and

brain parenchyma for both groups are presented in On-line Table

2. The mean attenuation in the ICA and MCA of group A was

higher than that of group B (P � .01). The mean SNRICA,

CNRICA, SNRMCA, and CNRMCA of group A were lower than

those of group B (P � .01). The mean image noise of group A was

higher than that of group B (P � .01). Reliability analysis showed

an excellent inter- and intraobserver agreement for measure-

ments of objective image quality (all intraclass correlation coeffi-

cients, � 0.80).

Diagnostic-quality scores of �3 were given in 100 patients

(98%) in group A and 99 patients (97%) in group B. There was no

difference in diagnostic image quality in the 2 groups (�2 � 0.21,

P � .65), indicating that diagnostic image quality could be reliably

obtained with either CTA protocol. The inter- and intrareader

agreements for all subjective image-quality measurements were

good with all � values � 0.60.

Diagnostic Performance
Among 204 patients, 121 patients had 157 aneurysms based on

3D-DSA findings, while 83 patients had no aneurysms. Of 121

patients with aneurysms, 99 patients had a single aneurysm and 22

had multiple aneurysms. On-line Table 3 shows the aneurysm

detection and other nonaneurysmal causes in each group.

Cerebral CTA correctly detected 143 aneurysms in 118 pa-

tients with 14 aneurysms missed and 6 false-positive aneurysm

diagnoses against the 3D-DSA reference standard. CTA correctly

demonstrated all nonaneurysmal causes in 12 patients. For group

A, the sensitivity and specificity for detecting aneurysms on a

per-patient basis were 96.8% and 97.5%, respectively, and 88.5%

and 92.5%, respectively, on a per-aneurysm basis. For group B,

sensitivity and specificity were 98.3% and 97.7% on a per-patient

basis, respectively, and 94.3% and 93.3% on a per-aneurysm basis

(Table 1 and Fig 1). There were no statistically significant dif-

ferences in sensitivity, specificity, PPV, NPV, and diagnostic

accuracy on a per-patient or per-aneurysm basis between the 2

cerebral CTA protocols and 3D-DSA (all P � .05). In addition,

there was no difference in sensitivity, specificity, PPV, NPV,

and diagnostic accuracy between the 2 cerebral CTA protocols

(all, P � .05).
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Of 157 total aneurysms, 53 were �3 mm, 84 were 3– 8 mm,

and 20 were �8 mm. Cerebral CTA had a sensitivity of 75.0%,

95.7%, and 100% in group A, and 81.0%, 100%, and 100% in

group B for detecting aneurysms of �3 mm, 3– 8 mm, and �8

mm, respectively. Diagnostic accuracy grouped by aneurysm

size for group A was 86.4%, 96.5%, and 100%; for group B, it

was 90.8%, 96.5%, and 100% (Table 2
and Fig 2). There was no difference in
sensitivity, specificity, PPV, NPV, and
diagnostic accuracy between the 2
cerebral CTA protocols for detecting
aneurysms of different sizes, even for
aneurysms of �3 mm (all, P � .05).

There were 88 aneurysms in the an-
terior circulation arteries and 69 in the
posterior circulation arteries (Table
3). The detailed distribution of intra-
cranial aneurysms detected by DSA
and CTA is presented in On-line Table
4. Cerebral CTA had a sensitivity of

86.2% and 93.1% in group A and a sensitivity of 93.3% and

95.0% in group B for determining aneurysm locations in the

anterior and posterior circulation, respectively. The diagnostic

accuracies for detecting aneurysms in the anterior and poste-

rior circulation were 90.8% and 94.3% in group A and 94.6%

and 96.4% in group B. There was no difference in sensitivity,

FIG 1. Comparison of the 2 CTA protocols for detecting an aneurysm in the posterior communicating artery. A and B, An 80-kVp cerebral CTA
with 30 mL of contrast agent in a 49-year-old woman. A volume-rendered digital subtraction CTA image (A) shows an aneurysm in the left
posterior communicating artery (red arrow), which is confirmed by 3D-DSA (B). C and D, A 120-kVp cerebral CTA with 60 mL of contrast agent
in a 66-year-old woman. C, Volume-rendered digital subtraction CTA image (C) shows an aneurysm in the right posterior communicating artery
(red arrow), which is confirmed by 2D-DSA (D).

FIG 2. An 80-kVp cerebral CTA with 30 mL of contrast agent in a 45-year-old man. Maximum-
intensity-projection image (A) and a volume-rendered digital subtraction CTA image (B) show an
aneurysm in the right middle cerebral artery (red arrow), which is confirmed by 3D-DSA (C).

Table 1: Aneurysm detection with cerebral CTA compared with a 3D-DSA reference standarda

Approach

Results (No.) Statistical Analysis (%)

TP TN FP FN Sensitivity Specificity PPV NPV Accuracy
Per patient

Group A 60 39 1 2 96.8 (89.0–99.1) 97.5 (87.1–99.6) 98.4 (91.2–99.7) 95.1 (83.9–98.7) 97.0 (91.7–99.0)
Group B 58 42 1 1 98.3 (91.0–99.7) 97.7 (87.9–99.6) 98.3 (91.0–99.7) 97.7 (87.9–99.6) 98.0 (93.1–99.5)

Per aneurysm
Group A 77 39 3 10 88.5 (81.6–95.4) 92.9 (88.6–98.6) 96.3 (91.3–100.0) 79.6 (67.3–89.8) 89.9 (84.5–94.6)
Group B 66 42 3 4 94.3 (88.6–98.6) 93.3 (84.4–100.0) 95.7 (89.9–100.0) 91.3 (82.6–97.8) 93.9 (88.7–98.3)

Note:—TP indicates true positive; TN, true negative; FP, false positive; FN, false negative.
a The data in parentheses are 95% confidence intervals.

Table 2: Aneurysm detection with cerebral CTA according to aneurysm sizea

Aneurysm Size

Results (No.) Statistical Analysis (%)

TP TN FP FN Sensitivity Specificity PPV NPV Accuracy
�3 mm

Group A 24 39 2 8 75.0 (59.4–90.6) 95.1 (87.8–100.0) 92.3 (80.8–100.0) 83.0 (72.3–93.6) 86.3 (78.1–93.2)
Group B 17 42 2 4 81.0 (61.9–95.2) 95.5 (88.6–100.0) 89.5 (73.7–100.0) 91.3 (82.6–97.8) 90.8 (83.1–96.9)

3–8 mm
Group A 44 39 1 2 95.7 (89.1–100.0) 97.5 (92.5–100.0) 97.8 (93.3–100.0) 95.1 (87.8–100.0) 96.5 (93.0–100.0)
Group B 38 42 1 0 100 (100.0–100.0) 97.7 (93.0–100.0) 97.4 (92.3–100.0) 100 (100.0–100.0) 98.8 (96.3–100.0)

�8 mm
Group A 9 39 0 0 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0)
Group B 11 42 0 0 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0) 100 (100.0–100.0)

Note:—TP indicates true positive; TN, true negative; FP, false positive; FN, false negative.
a The data in parentheses are 95% confidence intervals.
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specificity, PPV, NPV, and diagnostic accuracy for detecting
aneurysms in different locations between the 2 cerebral CTA
protocols (all, P � .05).

From a total of 14 false-negative aneurysms (Fig 3), 12 an-
eurysms were �3 mm in diameter (n � 8 in group A, n � 4 in
group B). The remaining 2 aneurysms with sizes of 5 and 7 mm
were missed in group A. Of the 14 false-negative aneurysms, 10
aneurysms were located in anterior circulation arteries (n � 8
in group A, n � 2 in group B) and 4 aneurysms were located in
posterior cerebral arteries (n � 2 in each group).

Of the 6 false-positive aneurysms (Fig 4), 4 aneurysms (n � 2 in
each group) were �3 mm and 2 aneurysms (n � 1 for each group)
were 3–8 mm. Three of the reported false-positive aneurysms (n � 1
for group A, n � 2 for group B) were located in the anterior circula-
tion arteries, while the remaining 3 (n � 2 for group A, n � 1 for
group B) were located in the posterior circulation arteries.

Radiation Dose
The mean volume CT dose index, DLP, and ED of groups A and B

are presented in On-line Table 5. The mean volume CT dose

index, DLP, and ED of group A were 7.0 � 0.4 mGy, 136.7 � 8.8

mGy � cm, and 0.3 � 0.0 mSv, respectively; for group B, these

values were 25.9 � 2.0 mGy, 507 � 44.7 mGy � cm, and 1.1 � 0.1

mSv, respectively. The volume CT dose index, DLP, and ED in

group A were reduced by approximately 73.0%, 73.0%, and

72.7% compared with group B.

DISCUSSION
Multidetector row CTA has been widely used to detect intracra-

nial aneurysms due to its high diagnostic accuracy and image

quality. However, radiation exposure and contrast material-in-

duced nephropathy caused by CTA have received extensive atten-

FIG 3. False-negative aneurysms in the 2 CTA protocols. A and B, An 80-kVp cerebral CTA with 30 mL of contrast agent in a 50-year-old
man. A volume-rendered digital subtraction CTA image (A) shows 2 true-positive aneurysms in the anterior communicating artery and
right middle cerebral artery, respectively (yellow arrows), while another 2 small aneurysms with diameters of 1.1 and 0.6 mm were found
in the right middle cerebral artery (white arrows) on 3D-DSA (B), which were not found in the CTA image. C and D, A 120-kVp cerebral CTA
with 60 mL of contrast agent in a 46-year-old man. The volume-rendered digital subtraction CTA image (C) shows a true-positive
aneurysm in the left anterior choroidal artery (red arrow) and a false-negative aneurysm in the left posterior communicating artery
(yellow arrow). The aneurysm in the left posterior communicating artery (yellow arrow) was found at repeat interpretation. 3D-DSA
shows the 2 aneurysms (D).

FIG 4. A 120-kVp cerebral CTA with 60 mL of contrast agent in a 70-year-old woman. A and B, Volume-rendered digital subtraction CTA images
show a true-positive aneurysm in the top of basilar artery (red arrow), which was confirmed by 3D-DSA (C) and a false-positive aneurysm in the
left middle cerebral artery (yellow arrow), which was not evident in 2D-DSA.

Table 3: Aneurysm detection with cerebral CTA according to aneurysm locationa

Location

Results (No.) Statistical Analysis (%)

TP TN FP FN Sensitivity Specificity PPV NPV Accuracy
Anterior circulation

Group A 50 39 1 8 86.2 (77.6–94.8) 97.5 (92.5–100.0) 98.0 (94.1–100.0) 83.0 (70.2–93.6) 90.8 (84.7–95.9)
Group B 28 42 2 2 93.3 (83.3–100.0) 95.5 (88.5–100.0) 93.3 (83.3–100.0) 95.5 (88.6–100.0) 94.6 (89.2–98.6)

Posterior circulation
Group A 27 39 2 2 93.1 (82.8–100.0) 95.1 (87.8–100.0) 93.1 (82.8–100.0) 95.1 (87.8–100.0) 94.3 (88.6–98.6)
Group B 38 42 1 2 95.0 (87.5–100.0) 97.7 (93.0–100.0) 97.4 (92.3–100.0) 95.5 (88.6–100.0) 96.4 (91.6–100.0)

Note:—TP indicates true positive; TN, true negative; FP, false positive; FN, false negative.
a The data in parentheses are 95% confidence intervals.
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tion. Currently, technical progress such as high-pitch technology,

tube voltage, and tube current reduction enable performing cere-

bral CTA with ever lower radiation dose and contrast media vol-

umes while maintaining image quality. This prospective study,

conducted in a sizeable patient population with randomization,

demonstrates that a low tube voltage, low contrast agent cerebral

CTA protocol shows the same sensitivity and specificity as the

standard protocol for detecting intracranial aneurysms compared

with 3D-DSA as a reference standard. Cerebral CTA with 80

kVp/30 mL could reduce the effective radiation dose by approxi-

mately 73% and contrast agent volume by 50% without compro-

mising diagnostic yield.

Our findings are in agreement with the results of previous

investigations showing that lowering the tube voltage can reduce

the effective dose without affecting diagnostic accuracy and im-

age quality.8,11,15 In 1 study, for example, no significant difference

was found in the diagnostic accuracy between low-tube-voltage

(80 kVp) and conventional-tube-voltage (120 kVp) CTA proto-

cols in 48 patients.11 In addition, low-tube voltage CTA also

showed high sensitivity (75%) and specificity (100%) for detect-

ing small aneurysms of �3 mm. In a recent study on 294 patients

with spontaneous subarachnoid hemorrhage, 100-kVp cerebral

CTA provided a high detection rate of 76.9% (10/13) for small

aneurysms (� 3 mm), consistent with the results of our 120-kVp

CTA protocol.12 However, the effective dose of 100-kVp protocol

was only reduced by 35.4% compared with our 120-kVp protocol.

The application of dose-reduction strategies such as lower tube

voltage or current has been reported to cause a trade-off in de-

creased image quality.21,22 However, many technologic advances

in CT techniques, such as iterative reconstruction, have been

demonstrated to markedly improve the performance of low-dose

CT acquisition.23,24 Additionally, lowering tube voltage en-

hances the contrast attenuation in target vessels, thus main-

taining a diagnostic CNR. As observed in our study, the mean

image noise of the 80-kVp CTA protocol was statistically

higher than that of the 120-kVp protocol; however, the image

quality of the 80-kVp CTA protocol did not decrease despite

the increase in noise.

Unlike the above-mentioned studies, our study used a double

low-dose cerebral CTA (80-kVp tube voltage and 30-mL contrast

agent) protocol in a relatively large group of patients, with a 73%

reduction in the effective radiation dose. We found that the diag-

nostic accuracy of aneurysm detection of this double low-dose

CTA protocol was identical to that of the conventional CTA pro-

tocol, even for small aneurysms (�3 mm). In addition, our study

showed the high negative predictive value of the double low-dose

CTA protocol for intracranial aneurysm detection based on a per-

patient basis, which indicated that a negative finding of this dou-

ble low-dose CTA protocol can reliably rule out intracranial an-

eurysms in the patients with subarachnoid hemorrhage. These

observations suggest that an 80-kVp/30-mL cerebral CTA proto-

col may be suitable for intracranial aneurysm detection in clinical

practice.

The double low-dose protocol showed a reduction in sensitiv-

ity for the detection of small aneurysms (�3 mm) in comparison

with the standard protocol. Of all the 14 false-negative aneurysms,

12 were �3 mm. In our study, small aneurysms were not well-

identified, mostly due to smaller size or infundibular dilation.

There were still 7 undetected aneurysms, despite repetitive com-

parison between cerebral CTA and DSA. These aneurysms were

either too small or were located overlying the bone structures,

causing the missed diagnoses. Moreover, threshold selection will

have an effect on the visualization of small aneurysms with the use

of volume-rendering to reformat images. In addition, 10 of the 14

false-negative aneurysms were in 7 patients with multiple aneu-

rysms, in which the chances of overlooking a small dilation are

significantly higher. Additionally, satisfaction of searching intra-

cranial aneurysms in patients with multiple aneurysms is also an

important source of interpretation error.

Three of the false-positive findings were diagnosed by 3D-

DSA as infundibular dilations at the origin of the posterior com-

municating artery. This finding reflects a well-known pitfall of

cerebral CTA, namely the difficulty in distinguishing an infundib-

ular dilation from a true aneurysm at this level unless the vessel

emerging at the infundibular apex can be found.25

Our study has some limitations. First, the 2 CTA protocols in

our study were not compared intraindividually; this omission

may have introduced some bias. In this study, no statistical differ-

ence was found in the diagnostic image quality between the dou-

ble low-dose CTA group and the conventional CTA group. Sec-

ond, significantly higher image noise in the double low-dose CTA

group was observed. This finding is explained by the application

of standard filtered back-projection as a reconstruction technique

instead of the more advanced iterative reconstruction, which was

not available on the scanner used for this study. Iterative recon-

struction is regarded as an effective technology for improving

image quality by reducing image noise,26-28 with a CNR reduction

of up to 13%. Our CTA protocol also would likely benefit from

the application of iterative reconstruction techniques and the pre-

dicted increase in overall image quality. Third, false-negatives

with our double low-dose CTA protocol deserve special attention

and careful interpretation because they are potentially lethal and

subsequent DSA examination would result in additional contrast

and radiation, especially for the CTA studies with false-negative

findings; however, these results did not affect the diagnostic accu-

racy on a per-patient basis in our study. Of 10 missed aneurysms

with the double low CTA protocol, 6 occurred in 3 patients with

multiple (n � 3) aneurysms. Conventionally, DSA would be per-

formed once there was a positive finding on CTA in patients with

suspected aneurysms. Thus, although our protocol missed some

small aneurysms in patients with multiple aneurysms, the false-

negative results did not ultimately affect patient management

compared with the traditional CTA protocol. Finally, the diag-

nostic accuracy of the double low-dose protocol for detecting

small aneurysms of �5 mm needs to be further confirmed in even

larger studies.

CONCLUSIONS
An 80-kVp cerebral CTA with 30 mL of contrast agent has the

same sensitivity and specificity for detecting intracranial aneu-

rysms compared with a conventional cerebral CTA protocol. Fur-

thermore, this protocol substantially reduces the radiation dose

and contrast agent volume.
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